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Preface 



An analyst working in an analytical laboratory today is not only expected to understand their 
instrumental methods and the chemistry of their test materials and analytes. They are also 
expected to understand and to follow basic principles of good practice in analytical measure- 
ment. One summary of these is the set of six principles currently disseminated by the Chemical 
and Biological Metrology Programme (see http://www.nmschembio.org.uk for details): 

• Principle 1: Analytical measurements should be made to satisfy an agreed requirement. 

• Principle 2: Analytical measurements should be made using methods and equipment which 
have been tested to ensure they are fit for purpose. 

• Principle 3: Staff making analytical measurements should be both qualified and competent to 
undertake the task. 

• Principle 4: There should be a regular independent assessment of the technical performance of 
a laboratory. 

• Principle 5: Analytical measurements made in one location should be consistent with those 
elsewhere. 

• Principle 6: Organisations making analytical measurements should have well-defined quality 
control and quality assurance procedures. 



Of these, Principle 1 is usually identified with the procedures of contract review, planning and 
selection of methods and sampling protocols. Principle 2 with method validation. Principle 3 with 
proper education, training and qualification of analytical staff. Principle 4 with regular proficiency 
testing (PT), Principle 5 with the establishment of traceability through calibration of equipment and 
Principle 6 with the implementation of appropriate analytical quality assurance (QA) and quality 
control (QC) procedures, typically backed up by formal accreditation or other third-party 
assessment of quality systems. 

Although there is much more to this than statistics, effective use of statistical methods certainly 
has a role in many of these processes. Method development and validation obviously depend very 
heavily on statistical methods, both for the design of suitable experiments and for the statistical 
tests used to identify problems and improvements and to confirm acceptability. Calibration of 
instruments almost invariably uses statistical methods, particularly least-squares regression. Pro- 
ficiency testing organisers use statistical methods to summarise participant data and calculate 
scores and the interpretation of PT scores within a laboratory relies on basic statistical techniques 
and concepts. In sampling, the idea of a ‘representative sample’ is itself a statistical concept and 
proper sampling is fundamental; no analytical measurement is better than the sample analysed, and 
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Preface 



deciding on the appropriate number and type of test items is a key part of planning in many 
analytical projects. Day-to-day analytical quality control is also heavily dependent on statistical 
methods. It is no surprise, then, that third-party assessors invariably look for a sound statistical 
basis for all of these processes. This book is therefore intended to help analytical scientists use 
statistics effectively in their day-to-day work. 

The hrst edition was written as a bench manual, covering the basic statistics needed in an ana- 
lytical laboratory and providing detailed calculations for many of the more common operations. 
This second edition is a very substantial revision of the first. The changes have three principal 
causes. First, we wished to take advantage of the revision to improve the clarity and authority of 
the text, essentially all of which has been revised. In the process, we have added references to the 
principal literature sources for many tests and reviewed and amended many of the statistical 
procedures and the reference data. The Grubbs and Dixon tables in particular have been updated 
to follow recent published implementations and we have reverted to Grubbs’ original imple- 
mentation of Grubbs test 3 for greater consistency with other texts. The interpretation of two-way 
ANOVA has also been amended signihcantly, largely to allow valid interpretation irrespective of 
whether the effects under study are random or hxed. 

Second, there have been significant changes in the availability of statistical software. Essentially 
every analytical scientist now has access to software for common statistical operations, including t- 
tests, regression and analysis of variance, even if only the implementations in common spreadsheet 
software. Because of this, the text has been revised to concentrate on the interpretation of output 
from the calculations, rather than on the calculations themselves. The calculations are included for 
reference, but are now to be found in appendices rather than in the body text. 

Third, we wished to add new material. A new chapter on graphical assessment of data reflects the 
importance of visual review and interpretation, an essential step in data analysis. Experimental 
design is covered in another entirely new chapter, covering the basics of experimental design and 
planning and introducing some of the more advanced experimental designs to be found in specialist 
software. Analytical QA practices now routinely include the topic of measurement uncertainty; 
another new chapter therefore provides a summary of uncertainty estimation procedures, key 
references and a comparatively simple methodology for practical use. A new chapter on method 
validation explains the application of basic statistical methods and experimental design to method 
validation studies. These join existing chapters on proficiency testing and sampling, also important 
parts of analytical QA. 

The text has been restructured with the aim of making sections easier to find and to provide 
additional explanation and guidance, both in the body of the text and, for example, in the extended 
section on distributions and types of data. Examples in the body text have also been rewritten using 
experimental data wherever possible and the exercises revised and expanded to cover the new 
topics. 

As before, the book is intended primarily as a reference to useful procedures, rather than a 
theoretical textbook. The Introduction is intended as the starting point, providing cross-references 
to the procedures necessary for common analytical tasks. Wherever possible in the main text, topics 
describe a step-by-step procedure for implementing the necessary procedures. Finally, the question 
section provides exercises and fully worked answers to cover all the applications, so that a new- 
comer can check their understanding before applying the procedures to their own data. 

SLR Ellison 
V J Barwick 
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CHAPTER 1 



Introduction - Choosing the Correct 
Statistics 

1.1 Introduction 

Analytical scientists answer customers’ questions. The variety of these is enormous and so, 
therefore, is the range of measurements that have to be made. Perhaps meaningful information can 
be provided only if a number of test samples are analysed. This might be because there is doubt 
about the homogeneity of the material or because more confidence is required in the result pre- 
sented. To answer the customers’ questions adequately, the analyst will need to decide on issues 
such as the number of samples to analyse and on what experiments and numerical comparisons 
must be done. These decisions require the use of statistics. 

Using statistics effectively is an important part of any analytical scientist’s job. For any mean- 
ingful decision, an analyst must plan the right experiments using properly validated methods, 
calibrate instruments, acquire the data under appropriately controlled conditions, review and check 
the results, present the data concisely and make objective decisions based on the data. Every step in 
this sequence of events is supported by some statistical procedure. 

This book describes a range of the most useful statistical procedures for analytical scientists. It is 
intended to focus on procedure rather than theory and gives detailed instructions on how to carry 
out particular statistical operations, such as taking averages, evaluating standard deviations and 
constructing calibration curves. In general, each Chapter builds on topics from previous Chapters. 
Chapter 2 describes useful graphical methods for examining and presenting data. Chapter 3 pro- 
vides some essential background information on data and the more common distributions relevant 
for assessing analytical data. Chapter 4 provides an array of basic statistical techniques, including 
the most common ‘summary statistics’ and the main statistical tests used in day-to-day analytical 
science. Outliers - a common feature of experimental data - are discussed in Chapter 5, which 
provides methods for detecting outliers and also some appropriate methods for handling data with 
some outlying values present. Chapters 6 and 7 describe analysis of variance and linear regression. 
Experimental design - a crucial preliminary activity - is discussed in Chapter 8, as it relies heavily 
on earlier concepts. Chapters 9-12 consider the statistical aspects of analytical method validation, 
measurement uncertainty estimation, quality control and proficiency testing, and Chapter 13 
provides an introduction to sampling strategies for obtaining representative sets of test samples. 
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Chapter 1 



1.2 Choosing the Right Statistical Procedures 

Statistics provides a large set of tools for analysing data. Many of the most useful for routine 
analysis, analytical method development and quality assurance are described in this book. But 
which tools are appropriate for different tasks? 

The following sections form a short guide to the parts of this book which are best suited to 
solving particular problems. They are arranged as a series of questions that analysts might ask 
themselves, grouped according to the type of problem. 

Throughout this section, questions are denoted by \> and answers by ►. 

1.2.1 Planning Experiments 

> ‘How many test samples and replicates do 1 need?’ 

► Chapter 8, Section 8.5, discusses number of samples or observations for several different 
situations. 

> ‘In what order do I run my test materials for a single run?’ 

► For a simple experiment in a single run, randomised order (Chapter 8, Section 8.6.1) is simple 
and effective. 

> ‘How do I minimise operator or run effects in a comparative experiment?’ 

► Either randomise or (better) treat Operator or Run as a ‘blocking factor’ in a randomised 
block design (Chapter 8, Section 8.6.3). 

> ‘How do 1 test for several effects at a time without confusing them?’ 

► Factorial designs (Chapter 8, Section 8.4.4) or, more economically, fractional factorial 
designs (Chapter 8, Section 8.7.1) can test several effects simultaneously without compro- 
mising test power. 

> ‘What experiments help most to improve analytical methods or processes?’ 

► Using fractional factorial designs (Chapter 8, Section 8.7.1) to identify important effects, 
followed up with optimisation designs (Chapter 8, Section 8.7.2) to locate optimal conditions 
is often considered the most effective and economical approach. 



1.2.2 Representative Test Portions for Large Samples 

> ‘The sample sent to the laboratory is far too big to analyse every item and all the items look 
the same. Which items should be taken for analysis?’ 

► With a collection of apparently identical objects, simple random sampling is usually appro- 
priate. This is described in Chapter 13, Section 13.4.1. A systematic sampling scheme (Chapter 
13, Section 13.4.3) may also be appropriate if there is no reason to suspect regular variation in 
the laboratory sample. 

> ‘The sample sent to the laboratory is large and there are clearly two or more different types of 
item present. Which items should be taken for analysis to obtain an average value?’ 

► With two or more identifiable groups, stratified random sampling is often the most effective. 
This is described in Chapter 13, Section 13.4.2. 



1.2.3 Reviewing and Checking Data 

> ‘How do 1 locate outliers in a set of experimental results?’ 
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► Inspection using a dot plot (Chapter 2, Section 2.2) or box plot (Chapter 2, Section 2.8) is 
often the quickest way to find possible outliers. Follow up suspect values with outlier tests (see 
below). 

► ‘How do I decide whether an apparent outlier is a chance occurrence or requires closer 
examination?’ 

► Perform either Dixon’s test or Grubbs’ test (G') for a single outlier (Chapter 5, Sections 5.2.3 
and 5.2.4, respectively). 

► ‘How do 1 check two possible outliers simultaneously?’ 

► Perform the Grubbs’ tests G" and G'" for outlying pairs (Chapter 5, Section 5.2.4). 

► ‘If I have data from several different sources, how do I hnd out if one of the sources has an 
abnormally high (or low) spread of data?’ 

► If you have a set of standard deviations, s, or variances, s^, you can carry out the Cochran test 
following the procedure in Chapter 5, Section 5.2.5, to check whether one of the variances is 
abnormal. 

► ‘If I have outliers among my data, what should I do?’ 

► The appropriate action to take on finding outliers when using outlier tests is discussed in 
Chapter 5, Section 5.2.2. Alternatively, if outliers are likely, consider using robust statistics as 
described in Chapter 5, Section 5.3. 



1.2.4 Reporting Results - Summarising and Describing Data 

> ‘How can I best summarise my data?’ 

► (a) If you have a set of analytical results from a single source (such as one method, location or 
time), it is normally sufficient to give the number of results, the mean and the standard 
deviation. Confidence limits or range may be included. All these statistics are described in 
Chapter 4, Section 4.1. 

(b) If you have a set of results from several different sources and it is not appropriate to treat 
all the data as a single set, each set can be summarised separately as in (a). For multiple 
groups of data on the same material, it may also be useful to calculate within- and between- 
group standard deviations as described in Chapter 6, Section 6. 3. 2. 2. For data on precision of 
methods, estimation of repeatability and reproducibility as described in Chapter 9, Section 
9.2.2, is also useful. 

> ‘It looks like the results spread out more at higher concentrations. Is there a simple way of 
describing this?’ 

► Often, analytical precision is approximately proportional to concentration when far from the 
detection limit. This can be conveniently summarised across modest concentration ranges using 
the relative standard deviation or coefficient of variation described in Chapter 4, Section 4. 1.4.4. 



1.2.5 Decisions About Differences and Limits 

1.2. 5.1 Comparing Results with Limits 

> ‘I have a single measurement; how do I decide whether my result indicates that the limit has 
been exceeded?’ 

► This question is now most commonly addressed by considering the measurement uncertainty 
associated with the observation. If the result exceeds the limit by more than the expanded 
uncertainty (Chapter 10, Section 10.2.7), the limit is considered exceeded. 
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> ‘I have made a number of measurements on a material; how do 1 decide if my results indicate 
that the limit has been exceeded?’ 

► Refer to Chapter 4, Section 4.2.3. 1 (Comparing the mean with a stated value) and carry out a 
one-tailed test to see if the mean significantly exceeds the limit. 

> ‘The limit is zero. What do I do?’ 

► Either carry out a significance test (Chapter 4, Section 4.2. 3.1) to see if the mean result sig- 
nificantly exceeds zero, or compare the result with the critical value described in Chapter 9, 
Section 9.5.1. 



1.2. 5. 2 Differences Between Sets of Data 

> ‘Is there a significant difference between my two sets of results?’ 

► Use the procedure in Chapter 4, Section 4. 2. 3. 2 (Comparing the means of two independent 
sets of data). 

> ‘Is my new method performing to the same (or better) precision than the method previously 
used?’ 

► If you have a set of data on the same material for each method, then compare the variances 
using the C-test (Chapter 4, Section 4.2.4). 



1.2.6 Calibrating Instruments 

> ‘I have calibrated an instrument by measuring the instrument response for a set of solutions of 
differing concentrations of an analytical standard. What do I do next?’ 

► Refer to Chapter 7, Section 7.1, on linear regression. Calculate the regression line as described 
in Chapter 7, Section 7.1.4. Examine the residuals (Chapter 7, Section 7.1.5) to see whether 
the data are adequately represented by the chosen line. You should also examine the 
regression statistics (Chapter 7, Sections 7.1.6 and 7.1.8) to make sure the calibration is 
adequate. 

> ‘How do 1 calculate the concentration of a given test material from the calibration line?’ 

► Measure the instrument response (or responses, if replicated) for the given sample solution, then 
use the gradient and intercept of the calibration line as described in Chapter 7, Section 7.1.7. 

> ‘How do 1 estimate the statistical uncertainty of a concentration calculated from a regression 
line?’ 

► Refer to Chapter 7, Section 7.1.7, to calculate the standard error on the predicted 
concentration. 

> ‘How do 1 fit data to a curved line?’ 

► Some moderately curved calibration lines can be effectively fitted using polynomial regression 
as shown in Chapter 7, Section 7.2. Special forms (such as immunoassay response) are better 
treated with specialist software to fit the correct type of curve. 



1.2.7 Describing Analytical Method Performance 

Method performance is normally described using a range of parameters, such as precision 
(including repeatability and reproducibility), bias, recovery and detection and quantitation limits. 
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These are usually determined during method validation, which is discussed further below and in 
more detail in Chapter 9. Simple summary statistics for describing bias and dispersion are also 
covered in Chapter 4. 

1.2.8 Analytical Method Validation 

> ‘How do 1 test for significant method bias using a certified reference material?’ 

► Experiments for bias are described in Chapter 9, Section 9.3. Statistical tests are usually based 
on the t-tests described in Chapter 4, Section 4.2.3. 

> ‘How do 1 test for bias compared to a reference method?’ 

► This question is answered in Chapter 9, Section 9. 3. 1.2. It is worth remembering that paired 
experiments (Chapter 8, Section 8.6.2) and the corresponding paired test in Chapter 4, Section 
4. 2. 3. 3, provide sensitive tests for differences between methods. 

> ‘How do I estimate the repeatability standard deviation?’ 

► The repeatability standard deviation (see Chapter 9, Sections 9.2.1 and 9.2.2) can be estimated 
from repeated measurements on identical test materials using the same method, the same 
operator and within short intervals of time. It can also be estimated in conjunction with 
reproducibility (see below). 

> ‘How do 1 estimate the reproducibility standard deviation?’ 

► The reproducibility standard deviation (Chapter 9, Sections 9.2.1 and 9.2.2) can be estimated 
from the results of repeated measurements on identical test materials using the same method, 
but in different laboratories. Usually, reproducibility is determined using simple nested 
experiments (Chapter 8, Section 8.4.3) and calculated from ANOVA tables as described in 
Chapter 9, Section 9.2.2. 

> ‘How do I determine the detection limit?’ 

► Experiments and calculations for characterising detection capability are discussed in detail in 
Chapter 9, Section 9.5. 

> ‘How do I assess linearity?’ 

► Linearity is assessed visually using scatter plots (Chapter 2, Section 2.9) of both raw data and 
residuals from linear regression (Chapter 7, Section 7.1.5). Objective tests for linearity are 
described in Chapter 7, Section 7.1.9. 

> ‘How do 1 carry out a ruggedness study?’ 

► Experiments and calculations for ruggedness studies usually use fractional factorial designs 
(Chapter 8, Section 8.7.1); their application to method validation is discussed in Chapter 9, 
Section 9.7. 

> ‘What do I do if I need to compare more than two methods?’ 

► Refer to Chapter 6, which describes analysis of variance (ANOVA). The type of ANOVA test 
depends on the information available. Eor results on the same material for each method, one- 
way ANOVA as described in Section 6.3 is appropriate. When several materials have been 
tested, two-factor ANOVA (Section 6.5) is appropriate. 



1.2.9 Analytical Quality Control 

> ‘How do I set up a quality control (QC) chart?’ 

► Obtain data from the analysis of a stable check sample repeated over time (ideally several 
weeks or months) to set np either a Shewhart chart (Section 1 1.2) or a CuSum chart (Section 
11.3). 
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> ‘What is the best chart to detect unusual individual results?’ 

► A Shewhart chart (Chapter 11, Section 11.2) is often the most useful chart for identifying 
short-term deviations such as individual analytical run problems. 

> ‘How do I set up a chart to detect small changes over time?’ 

► A CuSum chart (Chapter 11, Section 1 1 .3) is particularly good for identifying small, sustained 
shifts in a process or for retrospective examination to locate the time of a change. 



1.2.10 Testing Laboratory Performance - Proficiency Testing 

> ‘How did we do?’ 

► Review the scores from your last proficiency test (PT) following Chapter 12, Section 12.3. 
Large z-scores indicate poorer performance. 

> ‘How do PT scores work?’ 

► PT scores compare the difference between a laboratory’s result and an assigned value with 
some measure of the expected spread of results for competent laboratories. The most common 
are z-scores and Q-scores described in Chapter 12, Section 12.2.2. 

> ‘What does a z-score outside ±2 indicate?’ 

► Usually, a z-score over 2 is an indication that the laboratory result was unusually distant from 
the assigned value. If above 3, investigative and corrective actions are nearly always required 
(see Chapter 12, Section 12.3). 

> ‘Is there a way of keeping track of our laboratory performance over time?’ 

► Chapter 12, Section 12.4, gives some useful pointers. 

> ‘We had the best score in our last PT round. Does that make us the best laboratory?’ 

► Sadly, no. Ranking in PT schemes is not a good indication of performance. Chapter 12, 
Section 12.5 explains why. 



1.2.11 Measurement Uncertainty 

> ‘What is measurement uncertainty?’ 

► Measurement uncertainty is a single number that summarises the reliability of individual 
measurement results. It is defined and discussed in detail in Chapter 10. 

> ‘Is there a quicker way of calculating measurement uncertainty?’ 

► A particularly useful method using an ordinary spreadsheet is described in Chapter 10, 
Section 10.3.1. 

> ‘I already have the published repeatability and reproducibility data for my analytical method. 

Can I use this for uncertainty estimation?’ 

► Repeatability and reproducibility data can be used as the basis for uncertainty estimation in 
testing laboratories. The general principle is described briefly in Chapter 10, Section 10.3.2 
and references to some relevant international documents (some freely available) are provided. 
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Graphical Methods 



2.1 Some Example Data 

Graphical methods greatly simplify the assessment of analytical data. This chapter covers a range 
of graphical tools appropriate for reviewing analytical results. Most of the plots will use part or all, 
of the small data set shown in Table 2.1. The data are experimental data from an in-house vali- 
dation study of a routine analytical method for antibiotic residues in foodstulfs. 



2.2 Dot Plots 

Small data sets are best reviewed as dot plots, sometimes also known as strip charts. For example, 
the day 2 data for thiamphenicol produces the dot plot in Figure 2.1a. The value at 66.58 stands 
out immediately as a possible suspect value. For larger data sets, dot plots begin to suffer from 
overlap between data points. This is usually treated by stacking points vertically to avoid overlap 
(Figure 2.1b). 

Dot plots can also be plotted separately for individual groups in a larger data set. The complete 
thiamphenicol data set from Table 2.1 is shown grouped by day in Figure 2.2. 

Dot plots and strip charts are routinely provided by statistics packages, but rarely by spread- 
sheets. However, a dot plot can be produced relatively easily in a spreadsheet using an ‘X-Y’ or 
scatter plot, with the y-axis values set to some arbitrary constant value for all the observations. 
For grouped data, as in Figure 2.2, the y-axis values are simply set to a different value for each 
group. 



Table 2.1 Thiamphenicol in food (spiked at 50 pg kg '). 



Day 1: 


54.72 


56.78 


53.33 


48.59 


53.80 


52.06 


Day 2: 


44.31 


45.48 


49.69 


52.17 


54.69 


66.58 


Day 3: 


52.55 


47.34 


64.89 


45.76 


63.52 


59.13 



Practical Statistics for the Analytical Scientist: A Bench Guide, 2”** Edition 
Stephen L R Ellison, Vicki J Barwick, Trevor J Duguid Farrant 
© LGC Limited 2009 

Published by the Royal Society of Chemistry, www.rsc.org 



7 



Chapter 2 



a) 

• • • • • • 



1 

40 


^ ^ ^ 
45 50 55 


60 


65 


1 

70 




Thiamphenicol (ug/kg) 






b) 


• • • • • tM*t • 


• 


• • • 




1 

40 


1 1 1 
45 50 55 


1 

60 


1 

65 


1 

70 



Thiamphenicol (ug/kg) 

Figure 2.1 Dot plots, (a) Thiamphenicol data (Table 2.1) for day 2 only; (b) data for all three days. 



Day 3 • • • • • • 

Day 2 •• • • • • 

Dayl • • ••• • 

I 1 1 1 1 1 1 

40 45 50 55 60 65 70 



Thiamphenicol (ug/kg) 

Figure 2.2 Dot plot for grouped data. The figure shows the thiamphenicol data from Table 2. 1 , grouped by 
day. 



2.3 Stem-and-Leaf Plots 

Stem-and-leaf plots are a traditional graphical method, still occasionally useful for quick paper 
summaries and suitable for viewing medium-sized data sets. Stem-and-leaf plots use the digits in the 
rounded raw data to form natural intervals. Rounding to two figures, the whole data set becomes, 
in order of appearance: 

55, 57, 53, 49, 54, 52, 44, 45, 50, 52, 55, 67, 53, 47, 65, 46, 64, 59 

Writing the first digit(s) in the first column, and the next digit as a list to the right, gives a ‘plot’ of 
the following form: 



4 9, 4, 5, 7, 6 

5 5, 7, 3, 4, 2, 0, 2, 5, 3, 9 

6 7, 5, 4 

In this very simple variant, the first line lists the values 4 9 = 49, 4 4 = 44, etc, these are just the 
values from 40 to 49 found in the data table, read in order. Spacing the subsequent digits 
approximately equally (or, traditionally, not spacing them at all) gives a quick visual impression of 
the distribution. 

More sophisticated stem-and-leaf plots may further divide the rows and additionally sort the 
‘leaf digits into order as shown in Figure 2.3. Again, the first line lists the value 44, the second 45, 
46, etc. Note that in this particular listing, the ‘leaves’ are between 0 and 4 for the first instance of a 
value in the first column and 5-9 for the second instance. This is most obvious for the two ‘5’ rows 
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4 

4 

5 

5 

6 
6 



4 

5679 

022334 

5579 

4 

57 



Figure 2.3 Stem-and-leaf plot for thiampheiiicol results (all data). The decimal point is one digit to the right 
of the I symbol. 



in the layout shown in Figure 2.3; the first includes all the rounded data from 50 to 54 (that is, 50, 
52, 52, 53, 53 and 54); the second includes all the data from 55 to 59. 

Note that it is important to make sure that the intervals for each row are the same size, so stem- 
and-leaf plots will use intervals either from 0 to 9 per row or (as in Figure 2.3) intervals of 0-4 and 
5-9. Unequal intervals will give uneven frequencies and make interpretation much more difficult. 



2.4 Tally Charts 

Another ‘back of an envelope’ method of examining the distribution of larger data sets is to divide 
the set into a number of intervals, count the number of observations in each group and write these 
in tabular form. The ‘tally marks’ provide a quick visual indication of the distribution of data, as 
shown in Table 2.2. Here, the data visibly cluster around approximately 53 pg kg '. (The frequency 
data are not necessary for this simple plotting method, but can be used in histogram drawing and 
other methods.) 



2.5 Histograms 

A histogram is usually presented as a vertical bar chart showing the number of observations in each 
of a series of (usually equal) intervals, exactly as in Table 2.2. The horizontal axis is divided into 
segments corresponding to the intervals. On each segment a rectangle is constructed whose area is 
proportional to the frequency in the group. Figure 2.4a shows a typical example. 

Stem-and-leaf plots, tally charts and histograms are all somewhat sensitive to the choice of 
intervals. Figure 2.4b shows the same data as Figure 2.4a with a different start point. Even 



Table 2.2 Tally chart for thiamphenicol results (all data). 



Ra}ige (tig kg ‘) 


Midpoint 


Tally marks 


./" 


& 


C(%) 


<40 


_ 




0 


0 


0.0 


40-44.99 


42.5 


I 


1 


1 


5.6 


45^9.99 


47.5 


ttttt 


5 


6 


33.3 


50-54.99 


52.5 


Mil 


7 


13 


72.2 


55-59.99 


57.5 


II 


2 


15 


83.3 


60-64.99 


62.5 


II 


2 


17 


94.4 


65-69.99 


67.5 


I 


1 


18 


100.0 


>70 


- 




0 


18 


100.0 



°/=frequency or count. 

*C=cumulative frequency; sum of counts up to and including the current group. C (%) is the cumulative frequency as a 
percentage of the total number. 
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40 45 50 55 60 65 70 40 45 50 55 60 65 

Thiamphenicol (ug/kg) Thiamphenicol (ug/kg) 

Figure 2.4 Histograms for thiamphenicol data (all data), (a) Intervals of width 5 from 40; (b) intervals of 
width 5 from 38. 




Figure 2.5 Frequency polygon for the thiamphenicol data in Table 2.1. 

relatively small changes in start point or interval width can noticeably change the appearance of the 
plot, especially for smaller data sets. 



2.6 Frequency Polygon 

If the variable is discrete {i.e. restricted to particular values, such as integers), an appropriate 
method of plotting such data is to erect lines or bars at a height proportional to the frequencies. 
However, it is also possible to plot the points and join them with straight lines, forming a polygon. 
The same format can also be used with continuous data by plotting frequencies at the mid-points in 
each group (Figure 2.5). Like the histogram, the shape is sensitive to the choice of intervals. 



2.7 Cumulative Distribution 

The cumulative distribution curve (or, more correctly for observed data, the ‘empirical cumulative 
distribution function’) is a plot of the proportion of the data (on the vertical axis) included up to the 
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Thiamphenicol (ug/kg) 



Figure 2.6 Cumulative distribution (all thiamphenicol data). 



current position on the x-axis. For observed data, the plot is a step function (Figure 2.6). One way 
of visualising the meaning is to imagine walking, from the left, through the sorted data. Each time 
you reach an observation, the curve takes one step upwards. Each step upwards is equal to l/«, 
where n is the number of observations, so the vertical axis always runs from 0 to 1 (or from 0 
to 100%). A cumulative frequency plot can be used to find the proportion of results falling above 
or below a certain value or to estimate quantiles such as the median or quartiles (see Chapter 4, 
Section 4.1). 

A cumulative distribution curve is more commonly seen by analytical scientists for smooth 
distribution functions; the dashed curve in Figure 2.6 shows the cumulative probability for the 
normal distribution with the same mean and standard deviation as the thiamphenicol data. The 
characteristic S-shape (ogive curve) arises when the frequency has a maximum well inside the range 
of the variable. 



2.8 Box Plots 

A box plot - often also called a ‘box-and-whisker’ plot - is a useful method of summarising larger 
data sets, particularly where the data fall into groups. A box plot for the three days’ thiamphenicol 
data is shown in Figure 2.7. The different features can represent different statistics, but the most 
common choice is as follows: 

• The central solid line is the median for each group (see Chapter 4, Section 4. 1.3. 2). 

• The bottom and top of the rectangular ‘box’ show the lower and upper quartiles, respectively. 
In effect, the box shows the range of the central 50% of the data points. The length of the box 
is the interquartile range, a useful indicator of the dispersion of the data (see Chapter 4, Section 
4.1.4.6). 

• The lines extending upwards and downwards from each box - the ‘whiskers’ - are drawn from 
the end of the box to the last data point within 1.5 times the interquartile range of the box end. 
The lines are often terminated with a horizontal line, or ‘fence’, at this value. 

• Individual observations outside the ‘fences’ are drawn as separate points on the plot (there are 
none in the thiamphenicol data). 

For a normal distribution, observations outside the ‘fences’ are expected about 0.7% of the time, so 
individual points outside the fences are generally considered to be outliers (see Chapter 5). 
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Figure 2.7 Box plot: thiamphenicol data by day. 



The plot therefore gives a good deal of information. The central line shows the central value 
for each group of data; the box indicates the dispersion; the whiskers and fences show the range 
of the bulk of the data and single data points outside that range are outliers meriting checking 
and investigation. Since these data are summarised for several groups simultaneously, we can 
also compare groups very easily. For example, in Figure 2.7, we can see immediately that there 
are no seriously suspect points; that the data for day 1 are clustered more tightly than for the 
other two days; that the medians seem broadly consistent (at least by comparison with the 
ranges); and that on day 2, there is a suggestion of asymmetry, although the most extreme high 
value is not marked as an outlier (compare the box plot with the dot plots in Figure 2.1a and 
Figure 2.2). 

Although it is not shown here, it is worth noting that one additional refinement, the notched box 
plot, adds a notch in each box, centred on the median. The notch size is chosen so that non- 
overlapping notches indicate a statistically significant difference between the medians, allowing a 
visual assessment of the significance of differences between the medians. 

Box plots work best for data sets with more than about five data points per group and are 
recommended for examining grouped data. 



2.9 Scatter Plots 

Scatter plots, such as that in Figure 2.8, are the most common method of reviewing or presenting 
bivariate data, that is, data relating to two variables (conventionally x and y). The plot shows a 
data point at each pair of (x,y) coordinates. A graph of a calibration curve is probably the most 
familiar form to analytical scientists. Figure 2.8 shows a different example; a plot of observed value 
against expected value, with a line fitted through the data. It is easy to see that the observed value is 
(as expected) proportional to the spiking level and the increasing scatter of data around the line also 
provides a quick indication that the dispersion increases with concentration. The figure uses the 
conventional arrangement of known (‘predictor’ or ‘independent’) variable - the added amount, in 
this case - on the horizontal x-axis and the measured or ‘dependent’ variable on the vertical y-axis. 
It is also perfectly permissible to plot two measured values on a scatter plot, for example 
to compare responses for two different analytical methods on a series of test samples or simply 
to see whether there seems to be any relation between two measured variables. (Note that simple 



Graphical Methods 



13 




Figure 2.8 Scatter plot showing validation data for chlorpromazine spiked into bovine liver at three 
concentrations (and also the untreated liver with no added material). The line is the simple least- 
squares linear regression line through the data (see Chapter 7 for more details on regression). 



least-squares regression between two variables may give misleading results when both have sig- 
nificant errors, as the resulting gradient and intercept are then biased.) 

2.10 Normal Probability Plots 

A special example of a scatter plot is a normal probability plot, sometimes also called a quantile- 
quantile plot or ‘Q-Q plot’ (Q-Q plots can also be drawn for other distributions). It is used as a 
rapid check to see whether a particular data set is approximately normally distributed. A normal 
probability plot of the thiamphenicol data in Table 2.1 is shown in Figure 2.9. If the points fall on 
or close to a straight line, the data are close to normally distributed. Deviations from the line 
(usually at either end) indicate some deviation from normality. 

Although most statistical software constructs normal probability plots very easily, the plot can 
also be constructed manually. The plot is constructed by plotting ‘Normal scores’ (which we shall 
call Zi) against the original data. One way of forming approximate normal scores for n data points 
Xi, . . . , x„ is as follows: 

1 . Obtain the ranks rj for the data set (the rank is the position of the data point when the data are 
placed in ascending order). 
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Figure 2.9 Normal probability plot. The figure shows a normal probability plot, or Q-Q plot, for the 
thiamphenicol data in Table 2.1. The solid line is drawn through the quartiles of the data and 
their scores [equation (2.3)]; the dashed line is based on the mean and standard deviation of the 
data [equation (2.4)]. 

2. Calculate normal probabilities />, for each data point. These are nsnally estimated from 



Pi = 



i — a 

n — \ +2a 



( 2 . 1 ) 



where a is set to 3/8 (0.375) if n is less than or eqnal to 10 and 0.5 otherwise. 
3. Calculate estimated scores z,- from 






4.91 



P) 






( 2 . 2 ) 



Plotting Zi against x, gives the normal probability plot. 

The line on the plot is drawn only to assist visual comparison to a straight line. One simple option 
is to draw the line through the upper and lower quartiles of x and z (Chapter 4, Section 4. 1.4 . 6 
describes quartiles and their calculation). If the lower and upper quartiles Qx and Qj, for z and x are 
[ 61 ( 2 ), 63 ( 2 )] and [gi(x), Qii-x)] respectively, this gives a line with the slope and intercept shown in 
the following equation: 



Slope: [Q\{z) - Qi,{z)]l[Q\{x) - Q^{x)] 

Intercept: Q\{z) - Qx{x)[Qx{z) - Qi{z)]l[Qx{x) - Q^{x)] 

This line, shown as a solid line in Figure 2.9, is fairly insensitive to extreme values, so outliers and 
extreme values show up well. Note that the last three points in the figure are relatively distant from the 
solid line, reflecting the slight positive skew visible in the histogram of the same data in Figure 2.4a. 
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Another option for a guide line uses the mean x and standard deviation 5 of the data; the slope 
and intercept are then 



Slope: 1/^ 

Intercept: —x/s 

This line is shown as the dashed line in Figure 2.9. In this case, most of the points fall fairly close to 
the line; only the slight curvature in the data suggests any non-normality. 



CHAPTER 3 



Distributions and Types of Data 



3.1 Introduction 

Figure 3.1 shows a typical measurement data set from a method validation exercise. The tabulated 
data show a range of values. Plotting the data in histogram form shows that observations tend to 
cluster near to the centre of the data set. The histogram is one possible graphical representation of 
the distribution of the data. 

If the experiment were repeated, a visibly different data distribution is usually observed. However, 
as the number of observations in an experiment increases, the distribution becomes more consistent 
from experiment to experiment, tending towards some underlying form. This underlying form is 
sometimes called the parent distribution. In Figure 3.1, the smooth curve is a plot of a possible 
parent distribution; in this case, a normal distribution with a mean and standard deviation 
estimated from the data (the terms ‘mean’, ‘variance’ and ‘standard deviation’ are described in detail 
in Chapter 4). 

There are several important features of the parent distribution shown in Figure 3.1. First, it can 
be represented by a mathematical equation - a distribution function - with a relatively small 
number of parameters. For the normal distribution, the parameters are the mean and population 
standard deviation. Knowing that the parent distribution is normal, it is possible to summarise a 
large number of observations simply by giving the mean and standard deviation. This allows large 
sets of observations to be summarised in terms of the distribution type and the relevant parameters. 
Second, the distribution can be used predictively to make statements about further observations; in 
Figure 3.1, for example, the curve indicates that observations in the region of 2750-2760 mg kg“' 
will occur only rarely. The distribution is accordingly important both in describing data and in 
drawing inferences from the data. 



3.2 Describing Distributions 

Distributions are usually pictured using a distribution function or a density function, either of which 
is an equation describing the probability of obtaining a particular value. For a discrete variable (for 
example, a number of items, which can only take integer values), the relevant function is called a 
probability distribution function because it shows the probability of obtaining each discrete value. 
For continuous variables, the function is called a probability density function (often abbreviated 
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2640 2660 2680 2700 2720 2740 2760 

mg/kg 



Figure 3.1 Typical measurement data. The figure shows a histogram of the tabulated data from 1 1 replicate 
analyses of a certified reference material with a certified value of 2747 ± 90mgkg“* cholesterol. 
The curve is a normal distribution with mean and standard deviation calculated from the data 
and with vertical scaling adjusted for easy comparison with the histogram. 



PDF). The ‘probability density’ is the probability per unit change in the variable and not the 
probability of obtaining the particular value. Unlike probability, the probability density at a point 
X can be higher than one. For most practical purposes, however, the height of the plotted curve can 
be thought of as representing the likelihood of obtaining the value. 

Distributions can also be represented by their cumulative distribution (see Chapter 2, Section 
2.7), which shows the probability of finding a value up to x, instead of the probability (or prob- 
ability density) associated with finding x itself. 



3.3 Distributions of Analytical Data 

Replicated measurement results can often be expected to follow a normal distribution and, in 
considering statistical tests for ordinary cases in this book, this will be the assumed distribution. 
However, some other distributions are important in particular circumstances. Table 3.1 lists some 
common distributions, whose general shapes are shown in Figure 3.2. The most important features 
of each are described in the following subsections. 

3.3.1 The Normal Distribution 

The normal distribution was first studied in the 18th century, when it was found that observed 
distributions of errors could be closely approximated by a curve that was called the ‘normal curve 



oc 



Table 3.1 Common distributions in analytical data. 

Distribution Density function 



Normal 



1 




[x - t-if 

2ff2 



Mean 






Lognormal 






exp 



[InW^l 

2ff2 J 



exp 




Poisson 



/.■’'exp(— l)/x! 



2 



Binomial 






np 



Contaminated normal Various 



Variance 



Remarks 



Arises naturally from summation of many 
small random errors from any 
distribution. 

exp(2/i + 0-2) [exp(o-2) — l] Arises naturally from the product of 

many terms with random errors. 
Approximates to normal for small 
standard deviation. 

I Distribution of events occurring in an 

interval; important for radiation 
counting. Approximates to normality 
for large 2. 

np{\ - p) Distribution of .v, the number of suc- 

cesses in n trials with probability of suc- 
cess p. Common in counting at low to 
moderate levels, such as microbial 
counts; also relevant in situations 
dominated by particulate sampling. 

‘Contaminated normal’ is the most com- 
mon assumption given the presence of a 
small proportion of aberrant results. 

The ‘correct’ data follow a normal dis- 
tribution; aberrant results follow a dif- 
ferent, usually much broader, 
distribution. 
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Figure 3.2 Measurement data distributions, (a) The standard normal distribution (mean = 0, standard 
deviation = 1.0). (b) Lognormal distributions. Mean on log seale: 0; standard deviation on log 
scale: a, 0.1; b, 0.25; c, 0.5. (c) Poisson distribution, a = 10. (d) Binomial distribution; 100 trials, 
/i(success) = 0.1. Note that this provides the same mean as in (c). 



of errors’. The probability density function for a normal distribution of mean p and variance is 
shown in Table 3.1. The related cumulative distribution function is the integral of the density 
function [equation (3.1)]; this gives the probability of a value up to x occurring. 



00 



— 00 




exp 



-(x 






dx = 1 



(3.1) 



A normal distribution is completely determined by the parameters p and a. The mean can take 
any value and the standard deviation any non-negative value. The distribution is symmetric about 
the mean and, although the density falls off sharply, is actually infinite in extent. The higher 
probability of finding measurements close to fi is emphasised by the fact that 68.27% of the 
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observations are expected to lie in the interval p±(j, 95.45% between ix±2a and only 0.27% 
beyond ^ ± 3fj. 

The smooth curve in Figure 3.1 shows a particular normal distribution. Figure 3.2a shows the 
standard normal distribution (or, more accurately, its probability density function). The standard 
normal distribution is a normal distribution of mean 0 and standard deviation 1.0. 

Many distributions found in observational and experimental work are approximately normal. 
This is because the normal distribution arises naturally from the additive combination of many 
small elfects, even, according to the central limit theorem, when those effects do not themselves 
arise from a normal distribution. This has an important consequence for means; the mean of as few 
as three or four observations can often be taken to be normally distributed even where the parent 
distribution of individual observations is not. Further, since small effects generally behave 
approximately additively, a very wide range of measurement systems show approximately normally 
distributed error. 

3.3.2 The Lognormal Distribution 

The lognormal distribution, illustrated in Figure 3.2b, is closely related to the normal distribution; 
the logarithms of values from a lognormal distribution are normally distributed. It most commonly 
arises when errors combine multiplicatively, instead of additively. The lognormal distribution itself 
is generally asymmetric, with positive skew. However, as shown in the figure, the shape depends on 
the ratio of standard deviation to mean and approaches that of a normal distribution as the 
standard deviation becomes small compared with the mean. The simplest method of handling 
lognormally distributed data is to take logarithms and treat the logged data as arising from a 
normal distribution. 

3.3.3 Poisson and Binomial Distributions 

The Poisson and binomial distributions (Figure 3.2c and d, respectively) describe counts and 
accordingly are discrete distributions; they have non-zero probability only for integer values of the 
variable. The Poisson distribution is applicable to cases such as radiation or microbiological 
counting; the binomial most appropriate for systems dominated by sampling, such as number of 
defective parts in a batch, number of microbes in a fixed volume or the number of contaminated 
particles in a sample from an inhomogeneous mixture. In the limit of large counts, the binomial 
distribution tends to the normal distribution; for small probability, it tends to the Poisson dis- 
tribution. Similarly, the Poisson distribution tends towards normality for small probability and 
large counts. Thus, the Poisson distribution is often a convenient approximation to the binomial 
distribution and, as counts increase, the normal distribution can be used to approximate either. 



3.4 Distributions Derived from the Normal Distribution 

It is important to be aware that other distributions are important in analysing measurement data 
with normally distributed error. The most important for this book are described below. 

3.4.1 Distribution of Student’s t 

The t-distribution is routinely used in t-tests (see Chapter 4, Section 4.2.3) for checking results for 
significant bias or for comparing observations with limits, and is also important for calculating 
confidence intervals (see Chapter 4, Section 4.3). The distribution is symmetric and resembles the 
normal distribution except for rather stronger ‘tails’. It is described by the number of degrees of 
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freedom v (the Greek letter v is pronounced ‘nu’ or ‘new’). As the number of degrees of freedom 
increases, the distribution becomes closer to the normal distribution (Figure 3.3a). Chapter 4, 
Section 4.1.2, explains the concept of degrees of freedom in more detail. 



3.4.2 The Chi-squared Distrihution 

The chi-squared (sometimes written yf) distribution describes, among other things, the distribution 
of estimates of variance. Specifically, for a standard deviation 5 taken from n data points, the 
variable {n-\)s^la^ has a chi-squared distribution with v = /7-l degrees of freedom. The chi- 
squared distribution is asymmetric with mean v and variance 2v. Some examples are shown in 
Figure 3.3b. 






F 

Figure 3.3 Distributions related to the normal distribution, (a) Examples of the t-distribution with different 
degrees of freedom; (b) chi-squared distributions with different degrees of freedom; (c) examples 
of the F distribution. 
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3.4.3 The F Distribution 

The F distribution describes the distribution of ratios of variance estimates. This is important in 
comparing the spread of two different data sets and is used extensively in analysis of variance 
(ANOVA) in addition to being useful for comparing the precision of alternative methods of 
measurement. Because the F distribution is a ratio of two variances, it is characterised by the 
number of degrees of freedom for each. The T distribution is asymmetric and increases in width as 
the respective degrees of freedom decrease (Figure 3.3c). 



3.5 Other Distributions 

Two additional distributions will be referred to in this book in discussing uncertainty of mea- 
surement (Chapter 10): the rectangular, or uniform, distribution and the triangular distribution 
(Figure 3.4). 

3.5.1 Rectangular Distribution (or Uniform Distribution) 

The rectangular, or uniform, distribution is shown in Figure 3.4a. The distribution describes a 
variable which can take any value within a particular range with equal probability, but cannot take 
values outside the range. It is characterised by its width (2a in the figure) and location or by its 
upper and lower limits. With width 2a, the distribution has standard deviation a/y/3 or approxi- 
mately 0.577a. 

Many random number generators [including the RAND( ) function in many spreadsheets] pro- 
duce approximately random numbers from a uniform distribution. 

3.5.2 Triangular Distribution 

The triangular distribution (Figure 3.4b) is used to describe a variable that is limited to a particular 
range but is most likely to have values in the middle of the range. Like the rectangular distribution, 
it is chiefly characterised by its width. A triangular distribution of width 2a has standard deviation 
a/V6 or approximately 0.408a. 



a) 



2a { =±a) 

< > 




b) 



2a { = ± a) 

< > 




Figure 3.4 Other distributions, (a) Rectangular distribution; (b) triangular distribution. The shaded areas in 
both figures show the region between ic, where a is the standard deviation calculated as 
in Section 3.5. 
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3.6 Populations and Samples 

The theory of statistics as it is usually applied to analytical science generally assumes that a set of 
observations is a random sample from some potentially infinite population of possible results. This 
has two practical implications. First, analysts almost invariably use, and report, sample statistics 
(see Chapter 4). Second, statisticians - and analytical scientists - need to be careful to distinguish 
between observations and true values. For an analyst, observations are generally considered to be 
estimates of some unknown true value. In statistical terminology, the population parameters (such 
as the population mean) are the unknown true values of interest. If we had the complete popu- 
lation, we could calculate the exact population parameter. In practice this is rare, so ‘samples’ - sets 
of data taken from the population - are used to calculate sample estimates of the population 
parameters. This gives rise to a consistent distinction between population statistics - the population 
mean, population standard deviation etc. - and their respective sample estimates. The latter are 
usually abbreviated to sample statistics such as sample mean and sample standard deviation. Con- 
ventionally, unknown population parameters are represented in Greek script, whereas sample 
parameters, including summary statistics of analytical results, are represented in Roman script; this 
convention is retained in this book. 

A random sample is a set of observations drawn from a population so that every possible 
observation has an equal chance of being drawn. Random sampling is important because for 
random samples, some important sample statistics (for example, the sample mean x and sample 
variance are unbiased estimates of the corresponding population parameters. If the sampling is 
not random, bias may be introduced and the calculated parameters may show systematic deviations 
from their true values. 



3.7 Checking Normality 

Since our knowledge of a population is generally incomplete, we generally assume that a particular 
distribution will adequately model the distribution for a particular variable. This is often justified 
by experience or prior knowledge. As with any other assumption, however, this should be checked. 

Unfortunately, although there are many statistical tests for departures from normality, few are 
sufficiently powerful to be useful on the relatively small data sets common in analytical science. For 
that reason, no general tests for normality of distributions are described in detail in this book. The 
only statistical tests that relate to normality are the various tests for outliers described in Chapter 5, 
because outliers represent a particularly common departure from normal distributions in analytical 
data. Instead, it is recommended that analysts rely chiefly on prior knowledge of the system under 
study and use graphical tools, including the scatter plots and normal probability plots described in 
Chapter 2, to review data sets and identify significant anomalies. 

If specific tests for normality are considered essential, perhaps the most common are the 
Kolmogorov-Smirnov test and the Shapiro-Wilk test,* both found in most statistical software. A 
more powerful modification of the Kolmogorov-Smirnov test is the Anderson-Darling test.^ 
Others include the chi-squared goodness-of-fit test and tests for significant skewness and kurtosis 
(see Chapter 4, Sections 4.1.5 and 4.1.6). Many of these tests can be used to compare data against 
other distributions. Reference 3 provides a useful web-based reference describing most of these 
tests. 

Prior knowledge is important in determining the distribution because the underlying physical 
processes often determine the expected distribution of errors. Processes in which errors tend to be 
additive will usually show approximately normally distributed error. Processes in which effects tend 
to multiply (including dilution and any multiplicative calculations) will tend to generate lognormal 
errors, although in practice, with relative standard deviations below about 20%, the distribution is 
usually sufficiently close to the normal distribution for the assumption of normality to be used, at 
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least for tests at up to 95% confidence. Counting and sampling will generally produce approxi- 
mately Poisson and binomial error, respectively. 

3.8 Types of Data 

There are four broad types of data that are important in general statistics. Although this book does 
not provide methods for all of them, it is useful to be aware of the differences. The different types of 
data are: 

• Categorical data: Data which simply describe a category or grouping; for example, laboratory 
name, sample number or analytical method or analytical method identifier. For categorical 
data, there is no ‘ordering relation’; ordering results by sample identifier, for example, or by 
analyst name, has no special meaning. In analytical science, categorical data are most 
important as an indicator of grouping of analytical results. 

• Ordinal data: Ordinal data are categorical data in which there is some meaningful ordering but 
in which differences between values cannot be directly compared. For example, a test kit 
providing semi-quantitative responses ‘Low’, ‘Medium’ or ‘High’ generates ordinal data; the 
values can be meaningfully ordered, but it is not meaningful to take a difference between 
‘Medium’ and ‘Low’. 

• Data from an interval scale (‘interval data’): Interval data are ordered data in which differences 
are meaningful, but ratios are not. Temperatures on the Celsius scale are ‘interval data’; the 
difference of 2 °C between 25 and 27 °C means the same as that between 19 and 21 °C, but the 
ratio of 25 and 2.5 °C does not mean that one is ‘10 times hotter’ than another. Interval scale 
data can be continuous-valued or discrete. 

• Data from a ratio scale: A ratio scale is a scale in which both differences and ratios have 
meaning. Analyte concentrations are a good example; a concentration of 2 mg L“ ' implies that 
there is indeed twice as much analyte present as a concentration of 1 mgL“'. Ratio scale data 
can be continuous-valued or discrete. 

This book is largely concerned with continuous-valued data on interval or ratio scales. Statistical 
methods for categorical or ordinal data are not discussed except in connection with counts or 
frequencies (see Chapter 4, Section 4.1.2). 
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4.1 Summarising Data: Descriptive Statistics 

4.1.1 Introduction 

For many purposes it is necessary to provide a concise summary of the information contained in a 
collection of data. The statistics most commonly used to represent the properties of a distribution, 
or a data set, fall into the following categories: 

1. Counts, such as the number of data points. 

2. Measures of location - giving the location of the central or typical value. 

3. Measures of dispersion - showing the degree of spread of the data round the central value. 

Two additional terms, ‘skewness’ and ‘kurtosis’, are occasionally used to describe the general shape 
of distributions of observations and are consequently included here for completeness. 

4.1.2 Counts, Frequencies and Degrees of Freedom 

When providing a summary of a data set (for example, by quoting the mean and standard 
deviation), the number of values in the data set and/or the degrees of freedom should also be 
reported. The term ‘degrees of freedom’ refers to a measure of the number of independent pieces of 
data that have been used to evaluate a particular parameter. In general, the degrees of freedom will 
be the number of data points (n) less the number of parameters estimated from the data. In the case 
of the sample standard deviation, for example, the degrees of freedom is equal to « — 1 as the mean, 
X, has to be calculated from the data as part of the calculation of the standard deviation [see 
equation (4.4b)]. The number of degrees of freedom is denoted by the Greek letter v and is fre- 
quently abbreviated to ‘df or ‘DOF’. 

Data can also be summarised by dividing the data set into a number of intervals and counting the 
number of values that fall into each interval. This frequency information is usually presented in the 
form of a histogram (see Chapter 2, Section 2.5). 
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4.1.3 Measures of Location 

4. 1.3.1 Arithmetic Mean 

Usually simply called the mean, this is the sum of all observations (x,) divided by the number of 
observations (n): 



i=\ 

n 



(4.1) 



If the sample is representative of the population, is the best estimate of n (the population 
mean). 



4. 1.3. 2 Median 

When observations are arranged in ascending order, the median is the central member of the series; 
there are equal numbers of observations smaller and greater than the median. For a symmetrical 
distribution, the mean and median have the same expected value. The median is more robust, in 
that it is less affected by extreme values, but (in the absence of outliers) varies more than the mean 
from one sample to the next. The median of n ordered values Xi, . . ., is given by 



n odd : 



.V = 



n even : 



^n/l + -^(n+2)/2 

2 



(4.2) 



Note that there is no generally agreed or widely used symbol for the median. In this book, the 
symbol x is usually used, as it is the most common in current use. However, the notations med- 
ian(x) or med(x) and, occasionally, /ii/ 2 (-r) may also be found. 



4. 1.3. 3 Mode 

The mode is the value of the variable that occurs most frequently. It is most often used with discrete 
distributions; it is also sometimes used with categorical data. 

Examples 

1. For the set [1, 3, 3, 3, 3, 4, 5, 5, 6, 7, 8, 9, 9, 9], the mode is 3. 

2. In a microbiological inspection, the incidence (number of items containing the microbe) might 
be: E. coli 0157, 3; Salmonella, 123; Listeria, 14; Campylobacter, 26. The modal value is Salmonella, 
as the most frequently occurring species. 

It is possible to have more than one mode; for small- to medium-sized discrete data sets or in 
histograms of continuous-valued data, this is a fairly common chance occurrence. The presence of 
two or more reproducible modes, however, may indicate a non-homogeneous data set; for example, 
apparently multimodal data may be observed in proficiency testing when different participants use 
two or three markedly different analytical methods. 

For a normal distribution, the mode coincides with the mean and the median. 
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The population variance is the mean squared deviation of the individual values from the population 
mean f-i and is denoted or sometimes al. s^ (and, particularly on calculator keypads, the strictly 
incorrect form is used to denote the sample variance (‘sample variance’ can be considered as 
shorthand for ‘sample estimate of the population variance’). The variance and the standard 
deviation both indicate the extent to which the results differ from each other; the larger the variance 
(or standard deviation), the greater the spread of data. 



Population variance : = — 

n 


(4.3a) 


E(x,-vf 

Sample variance : s^ = ^ 

n — 1 


(4.3b) 



Remember that population parameters are very rarely relevant in analytical science; the sample 
statistics should be used unless there is a very good reason to do otherwise. 



4. 1.4. 2 Standard Deviation 

The standard deviation is the positive square root of the variance: 

E U; - h-f 



Population standard deviation : 




Sample standard deviation : 



5 = 






7=1 

n — I 



(4.4a) 



(4.4b) 



The standard deviation is usually more useful than the variance for analytical work because it has 
the same units as the raw data. For example, for data quoted in milligrams, the standard deviation 
will also be in milligrams, whereas the variance would be in mg^. The variance is more commonly 
used in theoretical statistics, because the sample variance s^ is an unbiased estimator of the 
population variance whereas the sample standard deviation .s is - perhaps surprisingly at first 
sight - a slightly biased estimate of the population standard deviation a. This has important 
consequences for ‘pooling’ data; we shall see later that where we wish to obtain a ‘pooled’ standard 
deviation from several separate estimates, the standard deviations are always squared before 
summation. 



4. 1.4. 3 Standard Deviation of the Mean 

The standard deviation of the mean, ^(.v ), also known as the standard error, is calculated using the 
equation 



.(.v) 






^/n 



(4.5) 
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The standard deviation of the mean represents the variation associated with a mean value. For 
most practical purposes, it represents the part of the uncertainty which arises from the random 
variation observable in a particular experiment. The standard deviation of the mean is less than the 
sample standard deviation because it estimates the variation of averages, which are more precise 
than single observations. 

4. 1.4. 4 Relative Standard Deviation and Coejficient of Variation 

The relative standard deviation (RSD), also called the coefficient of variation (CV), is a measure 
of the spread of data in comparison with the mean of the data. It may be expressed as a 
fraction: 



The relative standard deviation is a particularly useful measure of dispersion when the dispersion is 
approximately proportional to concentration. This is fairly common in analytical measurements 
when far from the limit of detection; the RSD (or CV ) is often constant over a wide concentration 
range. 

The RSD and/or CV should only be used for ratio scale data (see Chapter 3, Section 3.8). 

4. 1.4. 5 Range 

The range is the difference between the highest and lowest values in a set of results. It is a useful 
quick summary statistic, particularly for small data sets where the range can be determined by 
inspection. It is possible to derive an estimate of standard deviation from the range using appro- 
priate statistical tables, and some older quality control charting standards use this method for 
convenience of calculation. However, the range is very variable from one data set to the next and 
very badly affected by errors which cause outliers. It is therefore a poor method for estimating 
population dispersion (except for only two data points, where all dispersion measures are equally 
affected by outliers and variability). 

4. 1.4. 6 Quar tiles and the Interquartile Range 

The median [see equation (4.2)] divides a data set in half; the three quartiles - lower quartile, 
median and upper quartile - divide it into quarters. Like the median, if there is no data point 
exactly at these positions, the upper and lower quartiles are found by interpolation. Interpolation 
methods differ in different software; one of the most common is as follows: 

1. Rank the data set in ascending order, to give n ordered values Xi, . . ., x„. 

2. Calculate the values /i = 1 -I- (« — l)/4, /j = 1 + 3(n — l)/4. If /,■ (either or V) is not an integer, 
calculate the next lower and higher integers /,■_ and /,+ . Then, 



RSD = CV = 



(4.6) 



or (like any other fraction) as a percentage: 



%RSD = %CV = ^ X 100 



(4.7) 




(4.8) 



The interquartile range (IQR) is the difference between the lower (or first) quartile, Q\, 
and the upper (or third) quartile, Qj, (Q 2 would be the median). The interquartile range is used in 




Figure 4.1 Skewness, (a) Negative skew; (b) symmetric (no skew); (c) positive skew. 



the construction of box plots (see Chapter 2, Section 2.8). It can also be used as a robust estimate of 
standard deviation if the underlying distribution is believed to be normal. Since the standard 
normal distribution (see Chapter 3, Section 3.3.1) has an interquartile range of 1.35, the standard 
deviation of an underlying normal distribution can be estimated from 

5«IQR/1.35 (4.9) 

The median absolute deviation is, however, a slightly more stable estimate (see Chapter 5, Section 
5.3.3. 1). 

Example 

For the ordered data set [9.6, 10.0, 11.3, 11.8, 12.0, 12.0, 12.2, 12.3, 12.5, 12.6, 13.1, 13.2]: 

There are 12 data points. /i = 1 + (12 — l)/4= 3.75; ( 3 = 1 + 3(12— l)/4=9.25. These are not 
integers, so for Qi we calculate /i_ = 3, /i+=4. Then, = (4— 3.75) x 11.3 + (3.75 — 3) x 11.8 
= 11.675. For Q^, l^_ = 9 and /s+ = 10, so 03 = (10 - 9.25) x 12.5 + (9.25- 9) x 12.6= 12.525. 

The interquartile range is Q 3 — Q\ = 12.525 — 11.675 = 0.85. 

4.1.5 Skewness 

Skewness is a measure of the degree of asymmetry in a distribution. It can be calculated where 
necessary using equation (4.10). The term is usually used in a qualitative sense in analytical mea- 
surement; since a symmetrical distribution has skewness equal to zero and a distribution with a 
longer ‘tail’ towards higher values has a positive value of skewness, the general descriptions in 
Figure 4.1 are usually used. 

E(x,-x)^ 

skewness = ^ 7 -! — =- (4.10) 

(n — 1 ) X 



4.1.6 Kurtosis 

Kurtosis is descriptive of the degree of peakedness of a distribution. Figure 4.2 shows some dis- 
tributions with different kurtosis. The terms ‘mesokurtic’, ‘leptokurtic’ and ‘platykurtic’ are rarely 
used in analytical science. 



4.2 Significance Testing 

4.2.1 Introduction 

Figure 4.3 shows two sets of data with means of xa and x b- Although the observed means are dif- 
ferent, it is possible that both data sets come from the same population (with a mean equal to p) and 
that the difference in the observed means is due simply to random variation in the data. This is the 
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Figure 4.2 Kurtosis. The figure shows three distributions (solid lines) with different kurtosis. (a) Platykurtic 
(kurtosis<0); (b) mesokurtic (kurtosis = 0); (c) leptokurtic (kurtosis >0). The dashed lines in 
(a) and (c) show the normal distribution, which is mesokurtic, for comparison. 




b) /'a /'b 




Figure 4.3 Comparing data sets. The figure shows two possible interpretations of the same data sets: (a) the 
data sets might be drawn from the same population with mean p, or (b) the data sets might be 
evidence of different populations with means and p^- 



situation shown in Figure 4.3a. However, it is also possible that the data sets are drawn from two 
different populations of data (with means equal to p\ and p^). This is the situation illustrated in Figure 
4.3b. Significance tests provide an objective method of deciding which is the more likely alternative. 

4.2.2 A Procedure for Significance Testing 

4. 2. 2.1 Steps in Significance Testing 

Although the calculations differ, most significance tests rely on the same general steps. In the 
significance tests described in this section, these steps are organised into the following general 
procedure: 

1 . State the null hypothesis - a statement about the data that you want to test. 

2. State the alternative hypothesis - an alternative statement that will be taken as true if the null 
hypothesis is rejected. 

3. Check the distribution of the data. In this section, all the tests assume that the data are 
approximately normally distributed. 

4. Select the appropriate test. 

5. Choose the level of significance for the test. 

6. Choose the number of ‘tails’ for the test. This usually follows directly from the exact form of 
the alternative hypothesis. 

7. Calculate the test statistic. 
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8. Obtain the critical value for the test. 

9. Compare the test statistic with the critical value. 

The separate steps are all important and are described below before turning to individual tests. 

4.2.2.2 Stating the Hypotheses 

The null and alternative hypotheses define the question to be answered by the significance test. The 
null hypothesis, which is often denoted Hq, is usually that there is no difference between the values 
being compared. For example, when comparing the means of two data sets (A and B), the null 
hypothesis is usually that the population means are equal {i.e. that the data sets are from the same 
population): 



Hq: AA — 

The natural alternative hypothesis (usually denoted Hi or Ha) is that the population means are not 
equal {i.e. the data sets are from different populations): 



Hi:a<a ^ A'b 

This pair of hypotheses simply asks ‘is there a difference?’; it makes no prior assumptions about 
which mean might be greater than the other. Sometimes, the sign of the difference is important and 
this changes the probability of seeing a particular outcome. If a method (say, method A) was 
intended or expected to generate lower values than method B, a lower mean value for method A 
ought to be more likely. So if we found a higher mean for method A, we ought to regard this as 
more significant than if we had no prior expectation. To build this difference into the test, it is 
necessary to start with a different set of hypotheses, usually written as 

Hq: A<b = hA 
Hi:A(b>A<a 



It is important to decide on the hypotheses independently of the data. It will be seen, later, that 
the hypothesis changes the critical value and can therefore affect the outcome of the test. The 
critical values are based on probabilities. If we allow the data to dictate the choice of hypothesis, we 
implicitly bias the test against the null hypothesis by increasing the probability of a significant test 
result. For example, we are generally interested in whether the recovery of analyte from a test 
sample differs significantly from 100%; this implies a hypothesis of the form A Ho (where fi is the 
population mean and ho is the hypothesised true value, in this example equal to 100%). But if we 
see a mean recovery above 100%, we might ask, ‘Is it really greater than 100%?’ and, because of the 
wording, erroneously choose a one-tailed test (see Section 4. 2. 2. 6). This is a mistake because we 
have allowed the data to dictate the hypothesis; we are inevitably more likely to see a ‘significantly 
higher’ test result if we choose to test for a higher mean only when we see a higher mean value and 
vice versa. In fact, choosing the test from the direction indicated by the data exactly doubles the 
probability of incorrectly rejecting the null hypothesis. 

4. 2.2.3 Checking the Distribution 

All statistical significance tests rely to some extent on assumed properties of the parent distribution 
from which the data are assumed to arise. Significance tests can give very badly misleading results if 
the assumptions are inappropriate for the data. Here, we assume that the data are approximately 
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normally distributed. Inspection of the data using graphical methods (Chapter 2) is among the most 
effective ways of detecting departures from normality; severe outliers and visible skew will generally 
compromise the significance tests described in this book. (Alternative tests should be used if the 
data show clear departures from normality. The so-called ‘non-parametric’ tests are often appro- 
priate when the data do not follow a normal distribution but are approximately symmetrically 
distributed. Positively skewed distributions can often be returned to approximate normality by 
taking logarithms. Detailed descriptions are beyond the scope of the present text; advice from a 
qualified statistician is strongly recommended.) 

4.2.2A Selecting the Appropriate Test 

There are many dilferent types of significance test which can be used to examine different statistical 
parameters. Two of the most common statistical tests are the r-test, which is used to compare mean 
values, and the T-test, which is used to compare variances. These tests are appropriate for 
approximately normally distributed error. They are discussed in more detail in Sections 4.2.3 and 
4.2.4, respectively. Each test has an equation for calculating the test statistic, which is then com- 
pared with the relevant critical value (see Section 4. 2. 2. 8). 

4. 2.2.5 Choosing the Level of Significance 

The aim of significance testing is to identify outcomes that are unlikely to have happened by chance 
if the null hypothesis is true. If the difference between the means of two data sets is so great that it is 
unlikely to have happened by chance if the null hypothesis (Hq: = he) is true, the null hypothesis 

is rejected and the difference between the mean values is described as ‘statistically significant’. When 
carrying out a significance test, we therefore need to define what we would consider to be ‘unlikely’ 
in terms of a probability. This probability is the significance level for the test, usually denoted a. 
The majority of tests are carried out using a significance level of 0.05. If the probability of observing 
a particular outcome if the null hypothesis is true is less than 0.05, then the null hypothesis is 
rejected. Note that if the significance level is oc = 0.05, there will be a 5% chance of rejecting the null 
hypothesis even if it is correct (this is known as a Type I error; different types of error are discussed 
in more detail in Chapter 8, Section 8.1). If a 5% chance of incorrectly rejecting the null hypothesis 
is considered too high, then a smaller value for a should be used, such as a = 0.01. 

In some texts and statistical packages, the significance level is expressed in terms of a confidence 
level (CL). The confidence level, often expressed as a percentage, is related to a as follows: 

CL= lOOx (l-(x)% (4.11) 

A significance level of a = 0.05 is therefore equivalent to a confidence level of 95%. 

4. 2. 2. 6 Choosing the Number of ‘Tails’ 

Two alternative hypotheses are given in Section 4. 2. 2. 2. The first, Hp 4= I-Ib, describes a ‘two- 
tailed’ test. This is because we want to know if there is a significant difference between the means in 
either direction. However, we may only be interested in determining whether the mean of data set B 
is significantly greater than the mean of data set A. This is the second alternative hypothesis shown, 
Hp /iB>hA- Similarly, we may only be interested in knowing whether the mean of data set B is 
significantly less than the mean of data set A. In this case, the alternative hypothesis is Hp 
In both of these cases, the significance test is ‘one-tailed’ (or ‘one-sided’) as we are only interested 
in whether there is a difference between the means in one direction. 
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The distinction between one- and two-tailed tests is important as the number of tails influences 
the critical value for the test (see Section 4. 2. 2. 8). 

4. 2. 2. 7 Calculating the Test Statistic 

The test statistic is a measure of the difference under study and is calculated from the data. Each 
different statistical test is associated with a particular test statistic. The relevant equations for 
calculating the test statistics for t- and T-tests are given later in this chapter. 

4. 2. 2.8 Obtaining the Critical Value 

Each significance test has an associated set of critical values which are used to determine whether an 
observed result can be considered significant. Critical values are related to the distribution for the 
particular test statistic. Eor example, distributions of values of Student’s t for three different values 
of V are illustrated in Eigure 3.3a in Chapter 3. The critical values for the test are the extremes of the 
range containing a fraction (1 — a) of the area under the probability density curve (remember that 
the area under a part of the density curve is the probability of a value occurring in that range; see 
Chapter 3, Section 3.2). Eor example, in the case of the /-distribution with three degrees of freedom 
shown in Eigure 4.4, the light region marked ‘0.95’ in each case includes 95% of the area; the 
shaded ‘tail areas’ include the remaining 5%, corresponding to a = 0.05. The light region in Eigure 
4.4a includes the ‘most likely 95%’ of values for t given the null hypothesis in a one-tailed test, so a 
value for t in the shaded area is unlikely if the null hypothesis is true. Similarly, for a two-tailed test, 
the ‘most likely 95%’ of values for t are centred on / = 0, leaving the least likely 5% equally dis- 
tributed in the two tails as in Eigure 4.4b. The ends of the ‘likely’ region for the null hypothesis are, 
as shown, the relevant critical values for 95% confidence in either case. (Eigure 4.4b only shows the 
upper critical value, because the test statistic is arranged to give a positive value in all cases; see 
Section 4.2.3 for details.) 

In practice, the critical values for a particular test are obtained from statistical tables (see 
Appendix A) or from software. To obtain the appropriate critical value for a particular significance 
test, one will usually need to know the number of degrees of freedom associated with the calculated 
test statistic (see Section 4.1.2), the level of significance for the test and whether the test is one- or 
two-tailed. 
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Figure 4.4 Distribution of Student’s t values for v = 3. (a) One-tailed critical value, a. = 0.05; (b) two-tailed 
value, o£ = 0.05. The shaded areas have total area 0.05 in both cases. Note that tables generally 
quote only the upper critical value, since the test statistic for a two-tailed /-test is the absolute 
value |/| and the test statistic for a one-tailed /-test is always arranged so that a high positive 
value of / is significant. 
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4.2.2.9 Comparing the Test Statistic with the Critical Value 

To decide whether the null hypothesis should be accepted or rejected, the calculated test statistic is 
compared with the appropriate critical value for the test. Most tests arrange the test statistic so that 
high values are unlikely given the null hypothesis. Usually, therefore, if the calculated test statistic 
exceeds the critical value at the chosen level of confidence, the null hypothesis is rejected and the 
result of the test is described as ‘significant’. 

4.2.2.10 Using p-Values 

If statistical software is used to carry out significance tests, the software will return a p-value in 
addition to the calculated test statistic and the critical value. The p-value represents the probability 
of observing a value of the test statistic greater than or equal to the critical value if the null 
hypothesis is true. If this probability is low, the observed result is unlikely to arise by chance. 
Consequently, a p-value less than the significance level used for the significance test indicates that it 
is unlikely that the results would have been obtained if the null hypothesis was true. The null 
hypothesis should therefore be rejected. Simple rules for interpretation of p-values can therefore be 
summarised as follows: 

• Low p-value: test result statistically significant; reject the null hypothesis. 

• High p-value: test result not statistically significant; accept the null hypothesis. 

The p-value has the advantage that the same critical value (of p) has the same interpretation for 
any statistical test, so it is well worth remembering the additional rules for interpreting p-values. 



4.2.3 Tests on One or Two Mean Values - Student’s t-Test 

The t-test can be used to compare the following: 

• the mean of a data set with a stated value; 

• the means of two independent data sets; 

• the effect of two treatments applied once each to a range of different test objects (this is called a 
paired comparison). 

The different tests for each of these cases are described below. The descriptions follow the general 
procedure indicated in Section 4.2.2. 1, except that (i) the choice of test (step 4) is assumed to be the 
t-test and (ii) it will be assumed that the level of significance (step 5) is chosen following Section 
4.2.2.S. 



4. 2. 3.1 Comparing the Mean with a Stated Value ( One-sample Test) 

This test is used to determine whether the sample mean x of a data set differs significantly 
from a target value or limit, p.Q. pq may be zero, in a test for the presence of a material, or some 
other value such as a limit or reference value. One common use of this test in analytical chemistry 
is to determine whether the mean of a set of results obtained from the analysis of a certified 
reference material is significantly different from the certified value for the material; another 
is to decide whether there is evidence that a statutory or contractual upper limit has been 
breached. 
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Stating the hypotheses 

The null hypothesis is always p = pq. For a test for significant diiference, irrespective of the sign of 
the difference, the alternative hypothesis is fi ^ iiq. To determine whether there is evidence that a 
stated value is exceeded, the alternative hypothesis is p > py, for testing whether a result is sig- 
nificantly below a stated value, the alternative hypothesis is p<po. 

Checking the distribution 

The t-test assumes approximate normality; check for this using the graphical methods in Chapter 2, 
paying particular attention to outliers and asymmetry. 

Number of tails 

The number of tails for each hypothesis is shown in Table 4.1. 

Calculating the test statistic 

The calculations for the test statistic are summarised for the different hypotheses in Table 4.1. All 
the test statistics involve the difference divided by the standard deviation of the mean. Note, 
however, that for the first case (p = po vs p ^ pf) the absolute value of the diiference is used, so the 
calculated value of t is always positive. For the other two cases, the sign of the comparison is 
important and the calculation in Table 4.1 has been arranged so that the expected difference is 
positive if the alternative hypothesis is true. In all cases, therefore, larger positive values of t will be 
evidence against the null hypothesis and smaller positive values or any negative value are taken to 
be less than the critical value and therefore do not indicate significance. 

The critical value 

The critical value is found from the relevant tables (Appendix A, Table A. 4) using n — 1 degrees of 
freedom and the appropriate number of tails as shown in Table 4.1. The level of significance is 
chosen following Section 4.2.2. 5. Note that in Table A. 4 in Appendix A the level of significance is 
arranged by the number of tails for the test; for a one-tailed test, select the level of confidence from 
the row marked TT’ and for the two-tailed test, use the confidence levels in row ‘2T’. 

Critical values can also be found from software. For example, in MS Excel and OpenOffice 
spreadsheets, the critical value for a two-tailed test with a significance level of 0.05 (confidence level 
of 95%) and five degrees of freedom would be 

= TINV(0.05, 5). 



Table 4.1 Hypotheses and test statistics for the one-sample t-test (degrees of freedom: 77 - 1 for all 



tests). 



Null and alternative hypotheses 


Abbreviated hypotheses 


Test statistic 


Tails 


(a) ‘The population mean p is equal to the given 
value pd 
versus 

'p is not equal to the given value’ 


Hq: p = po 
Hi: p Po 


|a'-4oI 

s/s/n 


2 


(b) ‘The population mean p is equal to the given 
value pd 
versus 

'p is greater than the given value’ 


Hq: p = Po 
Hi: p > Po 


x-po 

s/fh 


1 


(c) ‘The population mean p is equal to the given 
value pd 
versus 

'p is less than the given value’ 


Hq: p = Po 

Hi: p< Po 


II 


1 
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Only the two-tailed value is available directly from this function; to obtain a one-tailed critical 
value for significance level a and v degrees of freedom, use 

= TINV(2o!, v). 

For example, to obtain the one-tailed critical value for 95% confidence with five degrees of free- 
dom, use 



= TINV(0.10, 5). 



Comparing with the critical value 

In all cases, the calculated t statistic is compared directly with the critical value. If the calculated 
value exceeds the critical value, the null hypothesis is rejected. The comparison takes the sign into 
account if necessary (cases b and c in Table 4.1). For example, —3.2 should be considered less than 
2.353. 



Example 

An analyst is validating a method for the determination of cholesterol in milk fat. As part of the 
validation study, 10 portions of a certified reference material (CRM) are analysed. The results are 
shown in Table 4.2. The concentration of cholesterol in the CRM is certified as 274.7 mg per 100 g. 
The analyst wants to know whether the mean of the results obtained differs significantly from the 
certified value of the reference material. 

The data are approximately symmetrically distributed (Figure 4.5), with the majority of the data 
near the centre and no strong outliers. The distribution can therefore be taken as approximately 
normal and a t-test is appropriate. 

The relevant hypotheses are: 

Ho: A< = 274.7 
Hi : A( 274.7 



Table 4.2 Results from the analysis of an anhydrous milk fat CRM (results expressed as mg of 



cholesterol per 100 g of sample). 



271.4 


266.3 




267.8 




269.6 


268.7 


272.5 


269.5 




270.1 




269.7 


268.6 


Sample mean 






269.42 








Sample standard deviation 






1.75 








• 


• 






• 


• 





267 268 269 270 271 272 

Cholestfirol (mg/lOOg) 



Figure 4.5 Dot plot of cholesterol data from Table 4.2. 



Basic Statistical Techniques 



37 



The t statistic is calculated using the equation for case (a) in Table 4.1: 



1269.42 -274.71 
1.75/yTO 



9.54 



The two-tailed critical value for t with significance level a = 0.05 and degrees of freedom v = 9 {i.e. 
v = «— 1) is 2.262 (see Appendix A, Table A. 4). 

The calculated value exceeds the critical value so the null hypothesis is rejected. The analyst 
therefore concludes that the test method gives results that are significantly different from the true 
value, i.e. the results are biased (see Chapter 9, Section 9.3). 



4 . 2 . 3. 2 Comparing the Means of Two Independent Sets of Data (Two-sample Test) 

The two-sample test is typically used to decide whether two test items or treatments are different, by 
comparing the means of a number of observations on each. For example, comparing the con- 
centrations of an active ingredient in ostensibly similar products, or examining the effect of a 
change of extraction solvent on analytical recovery, might both use two-sample /-tests. The prin- 
ciple of the two-sample test is similar to that of the one-sample test; the test statistic is a difference 
divided by the standard error of the difference. The calculations are altered, however, because 
instead of one observed standard deviation, there are now two observed standard deviations - one 
for each data set - and (often) two different numbers of observations. We therefore start with two 
data sets (1 and 2) with hypothesised true means and ji 2 and observed mean, standard deviation 
and number of observations Xi, .si, «i and X 2 , s’ 2 , n 2 , respectively. 



Stating the hypotheses 

The null hypothesis is usually written as = /.( 2 . To test for a difference irrespective of sign, the 
alternative hypothesis is /.q A ii 2 - To test whether data set 1 implies a significantly higher mean than 
data set 2, the alternative hypothesis becomes > 1 .I 2 and vice versa. 

Checking the distribution 

As before, graphical inspection to confirm approximate normality is recommended. 

Number of tails 

The alternative hypothesis A implies a two-tailed test; the alternative hypotheses p\>p 2 
and < P 2 imply one-tailed tests. 



Table 4.3 Hypotheses and test statistics for two-sample /-tests. 



Null and alternative hypotheses 


Abbreviated hypotheses 


Test statistic" 


Tails 


(a) ‘Population mean is equal to population mean f.12’ 
versus 

and p.2 -irs not equaF 


Hq: P\ = P2 
Hf p\ i=- P2 


^ _ |xi - .V2I 
•Sdiff 


2 


(b) ‘Population mean gi is equal to population mean p.2 
versus 

'pi is greater than ^2’ 


Hq: P\ = P2 
Hp p\ > P2 


II 

1 


1 


(c) ‘Population mean pi is equal to population mean P2’ 
versus 

'P\ is less than p2 


Hq: P\ = P2 
Hi: p\ < P2 


1 I 

II 


1 



"See equations (4.12)-(4.16) for calculation of and degrees of freedom. 
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Calculating the test statistic 

The general forms of the test statistics corresponding to the various possible hypotheses are listed in 
Table 4.3. The calculation of the term ^diffin the table, however, depends on whether the standard 
deviations for each group can be treated as arising from the same population of errors. If they can, 
the test is known as an equal variance t-test. If not - that is, if the standard deviations for each set 
are significantly different - the test becomes an unequal variance t-test. The appropriate degrees of 
freedom v for the critical value are also affected. 

The different calculations are as follows: 

1. For the equal variance t-test: 



.ydiff = 




s]{ni - \)+S2^{n2 - 1 ) 

«1 + U2 — 2 



(4.12) 



(this is the ‘pooled standard deviation’). 



v = «i-|-«2-2 (4-13) 

Note that when «i and «2 are equal, the equation for calculating ^diff can be simplified to 



2 . 



where n is the number of 
For the unequal variance 



.ydiff = 

observations in each group, 
t-test: 



V 




[s,yn,f ^ {s,^/n,f 

ll\ — 1 «2 — 1 



(4.14) 



(4.15) 



(4.16) 



Because the choice of test depends on whether the two standard deviations are significantly 
different, it is good practice to compare the two standard deviations using an F-test (see Section 
4.2.4) before carrying out the t-test. However, visual inspection or prior knowledge can also help. It 
may also be worth noting that the unequal variance t-test will give very nearly identical results to 
the equal variance t-test when the standard deviations are very similar. If in doubt, therefore, carry 
out an unequal variance test. 

The critical value 

The critical value is obtained from Appendix A, Table A. 4 or from similar tables or software, using 
the chosen confidence level and the degrees of freedom calculated using equation (4.13) for the 
equal variance t-test or equation (4.16) for the unequal variance t-test. Equation (4.16), 
however, usually generates a non-integer number of degrees of freedom. It is more conservative to 
round the calculated degrees of freedom down to the next lower integer, and this is usually the 
recommended approach. (Here, ‘conservative’ indicates that the test is less likely to generate a 
spurious significant test result.) However, if rounding to the nearest integer instead would make a 
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difference to the test result, it is clearly prudent to consider the test result to be marginal 
and act accordingly. Note that some software implementations - including the spreadsheet 
functions mentioned in Section 4.2.3. 1 - round down automatically, whereas others, particularly 
statistical software, may calculate an exact critical value and p-value for non-integer v. 

Comparison with the critical value 

As in Section 4. 2. 3.1, a calculated test statistic greater than the critical value should be interpreted 
as indicating a significant result at the chosen level of confidence and the null hypothesis should be 
rejected in favour of the alternative. 



Example 

An analyst wants to compare the performances of two test methods for the determination of 
selenium in vegetables. The analyst selects a suitable sample and analyses eight portions of the 
sample using Method 1 and eight portions using Method 2. The results are shown in Table 4.4. The 
analyst wishes to check whether the mean values of the results imply a significant difference. 

The relevant hypotheses are: 



Ho : px = H2 
Hi : px ^ 



The plotted data (Figure 4.6) show a possible low outlier for Method 1, but in such a small data 
set the observation could arise by chance from a normal distribution (in fact, an outlier test of the 
type considered in Chapter 5 returns a p-value of about 0.02 - enough to warrant close inspection, 
but insufficient to rule out chance). A t-test therefore remains appropriate. The standard deviations 
in Table 4.4 are fairly similar for the number of observations and the plot shows a similar spread, so 
an equal variance test is chosen. 



Table 4.4 Results for the determination of selenium in cabbage (results expressed as mg per 100 g). 





















A' 




Method 1 


0.20 


0.19 


0.14 


0.19 


0.23 


0.21 


0.22 


0.21 


0.1988 


0.0275 


Method 2 


0.18 


0.14 


0.14 


0.16 


0.18 


0.15 


0.14 


0.12 


0.1513 


0.0210 



Method 2 • • • • • 

Method 1 • • • • • • 



0.12 0.14 0.16 0.18 0.20 0.22 

Selenium (mg/lOOg) 



Figure 4.6 Dot plots for selenium data from Table 4.4. 
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The t statistic is calculated using case (a) in Table 4.3 with from equation (4.12): 



t =- 



10.1988 - 0.15131 



0.02752 X (8 - 1) + 0.02102 X (8 - 1) 



1 1 



+ 8-2 
0.0475 



,2o.o0838\ 
/0.25X (— 



:= 3 .^ 



Note that as the data sets contain the same number of observations, it would also be possible to use 
equation (4.14) to calculate 

The two-tailed critical value for t with significance level oc = 0.05 and degrees of freedom v= 14 
(z.e. v = «i +«2 — 2) is 2.145 (see Appendix A, Table A. 4). 

The calculated value (3.88) exceeds the critical value (2.145), so the null hypothesis is rejected. 
The analyst therefore concludes that there is a significant difference between the means of the 
results produced by the two methods. 

For comparison, an unequal variance t-test on the same data gives a test statistic of 3.88, degrees 
of freedom 13.1 (rounded to 13) and critical value of 2.160 - an almost identical result. 



4.2.33 Paired Comparisons 

When comparing the performances of two methods, it may not be possible to generate two 
replicated data sets and apply the /-test described in Section 4. 2. 3. 2. For example, it may not be 
practical to obtain more than one result from each method on any one test item. In such cases, the 
paired comparison test is very useful. This requires pairs of results obtained from the analysis of 
different test materials as illustrated in Figure 4.7. 

In Figure 4.7a, the points represent pairs of results for six different test materials. In each pair, 
the open and filled circles represent results obtained from different treatments A and B; for 
example, different methods or different analysts. Since the sets of results from each treatment vary 
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Figure 4.7 Comparison using paired samples. 
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due to genuine differences between the test materials and also because of random measurement 
variation (Figure 4.7b), it would be misleading to evaluate the data using the t-test given in Table 
4.3; any difference between the treatments could be masked by differences between the test mate- 
rials. However, the difference d, ■ = «, — (),• between results a,- and bi in each pair is due only to the 
effects of the treatments and to random variation. Taking the differences gives a new set of data, the 
differences shown in Figure 4.7c. If there is no difference between the results obtained using the two 
treatments, the average of the differences is expected to be zero. To test for a signihcant difference 
between treatments without interference from differences between test materials, therefore, we test 
whether the mean difference is zero. Following the usual procedure: 



Stating the hypotheses 

The null hypothesis is generally taken as /id = 0. Taking the different treatments as treatment A and 
treatment B and assuming that d,- = a,- — h,-, if the test is for a difference irrespective of sign, the 
alternative hypothesis Hi is 7 ^ 0. If it is important to test for a particular sign of the difference - 
such as in a test to check for improved analytical recovery - the alternative hypothesis becomes 
//d > 0 if the alternative relates to A generating higher responses than B, or < 0 if the alternative 
relates to A generating lower responses than B. 

Checking the distribution 

The paired t-test does not require that the raw data be normally distributed, only that the differ- 
ences be approximately normally distributed. Checking the differences using graphical methods is 
usually sufficient. It is important, however, to check that the size of the difference does not depend 
very strongly on the concentration in the different test materials. This can be done either by 
checking that the concentrations in the different materials are broadly similar (for example, with a 
range less than about 20 % of the mean value) or by plotting absolute difference against mean value 
for each material and checking for a visible trend. 

Number of tails 

As usual, the alternative hypothesis 7 ^ 0 implies a two-tailed test, whereas the alternative 
hypotheses /id >0 and ^id <0 imply one-tailed tests. 

Calculating the test statistic 

The test statistics associated with the various hypotheses are summarised in Table 4.5. Note that in 
the one-tailed tests, the test statistic is given in terms of the differences to emphasise the change in 
sign required in changing from a test for A>B (case b) to A<B (case c). 



Table 4.5 Hypotheses and test statistics for paired /-tests. 



Null and alternative hypotheses 


Abbreviated hypotheses" 


Test statistff 


Tails 


(a) ‘The difference in treatment effects is zero’ 
versus 

‘There is a difference between treatments’ 


Ho: /id = 0 

Hi: /id 7^ 0 


t- 

Si/y/Tl 


2 


(b) ‘Treatment A gives the same results as treatment B’ 
versus 

‘Treatment A gives higher results than treatment B’ 


Hq: /id = 0 
Hi: /id > 0 


_ E («i - bi)/n 

Si/ffn 


1 


(c) ‘Treatment A gives the same results as treatment B’ 
versus 

‘Treatment A gives lower results than treatment B’ 


Hq: /id = 0 

Hi: /id < 0 


w 

II 


1 



"The mean difference d is defined such that r//=a,- — hi. 

%and sj are the mean and the standard deviations of the differences; a,- and hi are the individual observations for methods A 
and B, respectively. 
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The critical value 

The critical value is obtained from tables such as Table A. 4 in Appendix A or from software, using 
the appropriate level of significance and degrees of freedom exactly as for the one-sample test in 
Section 4.2.3. 1. For n pairs, the number of degrees of freedom is v = n— 1. 

Comparing with the critical value 

If the calculated test statistic is greater than the critical value, the test is significant at the chosen 
level of confidence and the null hypothesis rejected. 



Example 

Two methods are available for determining the concentration of vitamin C in vegetables. An 
analyst wants to know whether there is any significant dilference in the results produced by the two 
methods. Eight different test materials are analysed using the two methods. The results are shown in 
Table 4.6 and Figure 4.8. 

The relevant hypotheses are: 

Ho : AM = 0 
Hi : am ^ 0 



The plotted differences show no strong departure from normality and the absolute differences 
show no relationship with the mean for each test material. A paired t-test is therefore appropriate. 
The hypotheses correspond to case (a) in Table 4.5; the t statistic is calculated accordingly: 



1.1 

10 . 8/78 



0.288 



There are eight pairs, so 8—1=7 degrees of freedom. The two-tailed critical value for t with 
significance level of a = 0.05 and degrees of freedom v = 7 is 2.365 (see Appendix A, Table A. 4). The 
calculated value is less than the critical value so the null hypothesis is accepted. The analyst 
therefore concludes that there is no significant difference between the results produced by the 
different methods. 



4.2.4 Comparing Two Observed Standard Deviations or Variances - the F-Test 

The F-test compares two experimentally observed variances, 7 and 7- Since variances are simply 
squared standard deviations, it may also be used to compare standard deviations. This is useful for 
comparing the precision of analytical methods to see if one is significantly better than the other; it is 
also fundamental to another very useful statistical tool, the analysis of variance described in Chapter 6. 



Table 4.6 Results from the determination of vitamin C in vegetables (results expressed as mg per 



100 g). 











Test material 








I 


2 


3 


4 


5 


6 


7 


8 


Method A 


291 


397 


379 


233 


365 


291 


289 


189 


Method B 


211 


403 


389 


224 


368 


282 


286 


201 


Mean 


281.5 


400 


384 


228.5 


366.5 


286.5 


287.5 


195 


Difference (d=a—b) 


19 


-6 


-10 


9 


-3 


9 


3 


-12 


Mean difference 


1.1 
















Standard deviation of differences 


10.8 
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Figure 4.8 Vitamin C data from Table 4.6. (a) Dot plot of the differences in Table 4.6; (b) absolute dif- 
ferences (\d\) plotted against mean for each test material. 



Stating the hypotheses 

Hypotheses for the T’-test are all about comparing two variances, and The usual null 
hypothesis is = ^b- For a two-tailed test, for example when testing one method against another 
to see whether the performance is similar, the alternative hypothesis is ^ Ob- When testing 
whether variance A is greater, the alternative hypothesis is > Ob and vice versa. The one-sided 
hypothesis is certainly appropriate for situations when one variance is known to include more 
sources of variation (as it will in analysis of variance). It might also be appropriate if a change has 
been made that is specifically intended to improve precision. 

Checking the distribution 

Like the t-test, the F-test depends on an assumption of normality. For small data sets, the dis- 
tributions are most usefully checked by inspection using dot plots and, where necessary, normal 
probability plots, as described in Chapter 2. As usual, outliers and excessive skew will compromise 
the test. 

Calculating the test statistic 

The test statistics are summarised in Table 4.7, which also indicates the number of tails appropriate 
to the hypotheses. Note that for the two-tailed test, the calculation is arranged so that the value of F 
is always greater than 1.0, whereas for the one-tailed tests, the numerator and denominator follow 
the order implied by the hypotheses. Another feature is that F is always a ratio of variances', 
standard deviations must be squared to obtain the correct value of F. 
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Table 4.7 Hypotheses and test statistics for the i^-test. 



Null and alternative hypotheses 


Abbreviated hypotheses 


Test statistic 


Tails 


DOF 


(a) ‘Population variance is equal 
to population variance Cb’ 
versus 


Hq- O'b 

Hp (7a 7^ (7b 


a p max 

mm 


2 


^max, ^^min 


‘(7a is not equal to Ub’ 

(b) ‘Population variance is equal 
to population variance 
versus 


^^0- ^a 
Hi: (T^ > 


‘71 

II 


1 


ra, Vb 


‘(7a is greater than ah 
(c) ‘Population variance (7a is equal 
to population variance ah 
versus 


Hq- ^a 
H,: (7a < (7b 


P = N 


1 


Vb, Va 


‘(7a is less than ah 











“•^max is the larger and the smaller of si and sj- 



The critical value 

The F-test compares two variances, so the degrees of freedom for each variance are both 
important. Software will always require entry of both degrees of freedom and also the appropriate 
probability. Tables of critical values for T usually show upper one-tailed critical values for a single 
probability, with degrees of freedom for the numerator (top row) of the test statistic in the top 
row of the table and the degrees of freedom for the denominator down the left side (see Appendix 
A, Table A. 5). 

The fact that the tables for F show only one-tailed probabilities requires some care in selecting 
the correct table. Like the t-test, critical values for a two-tailed test with significance level a are the 
same as critical values of a one-tailed test with significance a/2 (check Appendix A, Table A. 4). It is 
vital to use the following two rules for selecting the correct probability to look up: 

1. For a one-tailed F-test with level of significance a, use a table of critical values for significance 
level a or confidence level 100(1 — a)%. 

2. For a two-tailed test with level of significance a, use a table of critical values for significance 
level a/2 or confidence level 100(1 — a/2)%. 

These rules also apply to most - but not all - software functions for providing critical values for the 
F-distribution. It is therefore important to check the software documentation. 

As a check on correct use of the tables and rules, for a two-tailed test with significance level 0.05, 
Vmnx = 7 and v ^j r, = 4, the critical value is 9.074. 

These rules, and the selection of the correct test statistic, are summarised in Figure 4.9. 

Example 

In the example in Section 4. 2. 3. 2, the means of two sets of data were compared. Prior to carrying 
out the t-test, it is good practice to check whether the variances of the data sets are significantly 
different, to determine which form of the t-test should be used. The relevant hypotheses for 
comparing the variances are: 

Hq: = <72“ 

Hi: ^ 

The data were approximately normally distributed (Figure 4.6), so the F-test may be used. Using 
the data in Table 4.4 and the calculation shown in case (a) in Table 4.7, the test statistic F is 
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Figure 4.9 The F-test procedure. Note: consult Table 4.7 to select and S 2 correctly for the one-tailed test. 

For example, for the alternative hypothesis Hp > Ub, would be the standard deviation of 
data set a and S 2 would be the standard deviation of data set b. 



calculated as follows: 



F = 



"^max 

^ 2 . 

mm 



0 . 02?2 

0.0212 



= 1.65 



Note that the larger variance has been placed in the numerator, as is appropriate for an 
alternative hypothesis of the form ■ The significance level for the test is a = 0.05. 

However, as this is a two-tailed test, the correct critical value is obtained from the tables for 
a/2 = 0.025. The critical value for v^ax = b-nin = 7 (i.e. n^ax — 1 and — 1) is 4.995 (see Appendix 
A, Table A. 5b). The calculated value of F is less than the critical value. The null hypothesis is 
therefore accepted and the conclusion is that there is no significant difference between the var- 
iances of the sets of data. 



4.2.5 Comparing Observed Standard Deviation or Variance with an Expected or 
Required Standard Deviation Using Tables for the F Distribution 

The T-test is usually used to compare two observed variances. Sometimes, however, it is useful to 
compare an observed variance (or standard deviation) with an expected or required value. For 
example, if a validation requirement specifies a maximum permitted repeatability standard 
deviation uq, it becomes necessary to compare the observed variance ^ with the required standard 
deviation to see if the true variance for the method is greater than the required variance This 
differs from the F-test in that the variance is known exactly. 
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Observed variances follow a scaled chi-squared distribution (see Chapter 3, Section 3.4.2), so a 
test for a single variance against a fixed value can use critical values based on the chi- 
squared distribution. However, the relevant scaled chi-squared distribution is just the same as the 
C-distribution with one observed variance with n— 1 degrees of freedom and one exactly known 
variance which can be treated as having infinite degrees of freedom. In practice, therefore, the 
relevant test is simply a special case of the C-test. 

To compare an experimental standard deviation 5 having n-\ degrees of freedom with a required 
or fixed value, therefore, carry out an T-test as in Section 4.2.4, replacing with the observed 
standard deviation ^ and with the fixed value oq. The critical value is read from the F tables as in 
Section 4.2.4, using Va = «— 1 and Vb= co. 



Example 

Do the data in the cholesterol example (Table 4.2) indicate that the method is providing precision 
significantly better than 1% RSD? 

The mean is 269.42 mg per 100 g, so 1% RSD corresponds to a standard deviation of 
0.01 X 269.42 a 2.69 mg per 100 g. We take this as our fixed standard deviation, oq. The observed 
standard deviation s is 1.75 mg per 100 g, with 10—1 = 9 degrees of freedom. The question ‘is the 
observed precision significantly better than 1% . . . ’ implies - because better precision is a 
lower standard deviation - an alternative hypothesis of n < Co or, expressed in terms of variances, 
Hp (T^< (Tq^. This is case (c) in Table 4.7. Replacing s.^ with .s and .Sb with (Tq in the calculation of the 
test statistic F, we obtain 



(To" _ 2.69^ 

1.752 



2.363 



The test is one-tailed and we choose the usual significance level of a = 0.05. The correct prob- 
ability to look up is, following Figure 4.9, a = 0.05, corresponding to 100(1-0.05)% = 95% con- 
fidence, so the correct table is Appendix A, Table A. 5a. The critical value for F with Vi = 00 and 
V 2 = 9 is 2.707. The test value, 2.363, is less than the critical value, so the null hypothesis is retained; 
there is insufficient evidence at the 95% level of confidence to conclude that the method provides 
better than 1% RSD. 



4.3 Confidence Intervals for Mean Values 

The confidence interval gives a range of values for the true mean /.i which would be considered to be 
consistent with an observed mean x with a given level of confidence. For a population with a mean 
p and a standard deviation a, 95% of the sample means, x, will lie within the range given by the 
equation 



^ — 1.96(o-/-\/«)<x<// H- 1.96(cr/-\/«) (4.17) 

The value of 1.96 is the two-tailed Student’s t value for a = 0.05 and v= 00 . 

In general, we will have an estimate of .x (from experimental data) and need to know the con- 
fidence interval for the population mean. Equation (4.17) is therefore rearranged: 

X— 1.96(o-/-\/n)</(<.x-|- 1.96((7/\/n) (4-18) 

This is the 95% confidence interval for the mean if we know the population standard deviation <t 
exactly. 
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Typically, only a relatively small number of data points are used to estimate x. We therefore need 
to replace a and the value 1.96 in equation (4.18) with the sample standard deviation .s and the two- 
tailed Student’s t value for n — 1 degrees of freedom. The confidence interval for the mean is then: 

x±t{s/y/Ti) (4.19) 
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Outliers in Analytical Data 



5.1 Introduction 

An outlier may be defined as an observation in a set of data that appears to be inconsistent with the 
remainder of that set. Usually, this means a value that is visibly distant from the remainder of the 
data. Outlying values generally have an appreciable influence on calculated mean values and even 
more influence on calculated standard deviations. Random variation generates occasional extreme 
values by chance; these are part of the valid data and should generally be included in any calcu- 
lations. Unfortunately, a common cause of outliers - particularly very extreme values - is human 
error or other aberration in the analytical process, such as instrument failure. Obviously, values 
arising from a faulty procedure should not be allowed to influence any conclusions drawn from the 
data, making it important to be able to minimise their impact on the statistics. 

There are two general strategies for minimising the effect of outliers. The first is outlier testing, 
which is intended to identify outliers and distinguish them from chance variation, allowing the 
analyst to inspect suspect data and if necessary correct or remove erroneous values. Outlier testing 
methods are described in Section 5.2. The second strategy is to use robust statistics: statistical 
procedures which are not greatly affected by the presence of occasional extreme values, but which 
still perform well when no outliers are present. Some robust methods are described in Section 5.3. 



5.2 Outlier Tests 

5.2.1 The Purpose of Outlier Tests 

Visual inspection using dot plots, box plots, etc. (see Chapter 2) will often show one or two outlying 
values in a data set. Outlier tests show whether such values could reasonably arise from chance 
variation or are so extreme as to indicate some other cause, for example, an unusual test sample, a 
mistake or an instrument fault. This both protects the analyst from taking unnecessary action based 
on chance variation and directs attention towards likely problems that require inspection and 
possible correction. The most important role of outlier testing is therefore to provide objective 
criteria for taking investigative or corrective action. 

Outlier tests are also used in some circumstances to provide a degree of robustness. Although 
outright rejection of an extreme value on statistical grounds alone is not generally recommended 
(see Section 5.2.2), if there is good reason to believe that errors are likely, rejection of extreme 
outliers can, like robust statistics, prevent errors from unduly influencing results. 
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Outliers in Analytical Data 

5.2.2 Action on Detecting Outliers 

Before describing individual tests, it is useful to consider what action should be taken on the basis 
of outlier tests. A statistical outlier is only unlikely to arise by chance. A positive outcome from an 
outlier test is best considered as a signal to investigate the cause; usually, outliers should not be 
removed from the data set solely because of the result of a statistical test. However, experience 
suggests that human or other error is among the most common causes of extreme outliers. This 
experience has given rise to fairly widely used guidelines for acting on outlier tests on analytical 
data, based on the outlier testing and inspection procedure included in ISO 5725 Part 2 for pro- 
cessing interlaboratory data.* The main features are: 

1. Test at the 95% and the 99% confidence level. 

2. All outliers should be investigated and any errors corrected. 

3. Outliers significant at the 99% level may be rejected unless there is a technical reason to retain 
them. 

4. Outliers significant only at the 95% level (often termed stragglers) should be rejected only if 
there is an additional, technical reason to do so. 

5. Successive testing and rejection is permissible, but not to the extent of rejecting a large pro- 
portion of the data. 

This procedure leads to results which are not seriously biased by rejection of chance extreme 
values, but are relatively insensitive to outliers at the frequency commonly encountered in mea- 
surement work. Note, however, that this objective can be attained without outlier testing by using 
robust statistics where appropriate; this is the subject of Section 5.3. 

Finally, it is important to remember that an outlier is only ‘outlying’ in relation to some prior 
expectation. The outlier tests in this chapter assume underlying normality. If the data were Poisson 
distributed, for example, many valid high values might be incorrectly rejected because they appear 
inconsistent with a normal distribution. It is also crucial to consider whether outlying values might 
represent genuine features of the population. For example, testing relatively inhomogeneous or 
granular materials will often show apparent outliers where different particles have very dilferent 
analyte content. A well-studied example is the determination of aflatoxins in nuts, where a small 
portion - even one kernel in a laboratory sample - can contain hundreds of times more toxin than 
the majority. Rejecting the observation due to that kernel on statistical grounds would be entirely 
incorrect; the ‘outlier’ is genuinely representative of the population and it must be included in 
calculating mean values to obtain a correct decision. Similarly, an outlying observation in a process 
control environment is an important signal of a process problem; if all the outlying values were 
rejected, process control would be rendered ineffective. It follows that outlier testing needs careful 
consideration where the population characteristics are unknown or, worse, known to be non- 
normal. 

5.2.3 The Dixon Tests 

Dixon published a set of tests based on simple range calculations,^ more recently updated by 
Rorabacher.^ They have the advantage that all the necessary test statistics can easily be calculated 
by hand or with a very basic calculator. The simplest, often called Dixon’s Q test, is particularly 
appropriate for small data sets (for example, up to about 10 observations). 

5. 2. 3.1 The Dixon Q test 

To carry out a Dixon Q test for both high and low outliers: 
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1. Rank the n results in ascending order to give the values Xi to x„. 

2. Calculate the test statistic Q (rio in Dixon’s original nomenclature) from: 

Q = no = (lowest observation) (5.1a) 

Q = no = — — (highest observation) (5- lb) 

(Figure 5.1 shows the first of these schematically). 

3. Compare the largest value of Q with the critical value in the table (see Appendix A, Table A.l) 
for the appropriate level of confidence and number of observations n. 

If either of the calculated values for Q exceeds the critical value, the relevant observation is classed 
as an outlier at the chosen level of confidence. 



Example 

The weights of seven packets of marshmallows when recorded are shown in Table 5.1. 
The outlier test was carried out using Dixon’s Q test: 

Q = — — — = = 0.081 (lowest observation) 

xj-xi 184-147 



_ ^ ^ _ 144 — 44^ _ 0.676 (highest observation) 

X 7 -.Y 1 184- 147 ^ ^ 

The critical value for Q, or I'lo, for seven data points (77 = 7) is 0.568 at 95% confidence and 0.680 at 
99% confidence (see Appendix A, Tables A. la and A. lb). The largest calculated value of Q, 0.676, 
is therefore significant at the 95% but not at the 99% level of confidence. The packet weighing 184 g 
is therefore a ‘straggler’ - worth checking carefully but reasonably likely to arise by chance. 



Xn-Xi 

< > 

X2-X1 

< > 

• ••••••• • • 

Xi X2 .... Xn-i Xn 



14.6 14.8 15.0 15.2 15.4 15.6 



Figure 5.1 Schematic representation of Dixon’s Q. Example data in the figure are random and units are 
arbitrary. 



Table 5.1 Weights recorded for packets of marshmallow. 



Weight (g) 159 153 184 153 156 150 147 

Ordered data 147 150 153 153 156 159 184 

Rank 1 2 3 4 5 6 7 
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Table 5.2 Test statistics for Dixon’s outlier test. 



Test statistic^ 



Application 



Q 



X2 — X\ 

= ''10 = 

X„ - Xl 



OR 



Xfj 

x„ - Xl 



Test for single extreme value in a small data set. Recommended for n 
from 3 to 7. 



rii 

rn 



Xl - -Yl 

x„-\ - Xl 



Xl - Xl 

x„-i - Xl 




x„ - 

X„ - Xl ) 



OR 



Xn Xfi^ 1 

x„ - Xl 



Test for single extreme value in a small data set; unaffected by a single 
extreme value at the opposite end of the set. Recommended for n from 8 
to 10. 

Test for single extreme value; unaffected by up to two extreme values at 
the opposite end of the set. 



''20 



-^3 - X! 
Xn Xl 



OR 



Xn - -r„-2 
Xn Xl 



Test for single extreme value; unaffected by one adjacent extreme value. 



rii 



X3 - Xl 
Xn-I - Xl 



OR 



X„ - Xn-l 
Xn - Xl 



Test for single extreme value; unaffected by one adjaeent value or an 
extreme value at the opposite end of the set. Recommended for n from 



11 to 13. 



Xl — Xl Xn — -y„_ 2 \ Test for single extreme value; unaffected by one adjacent extreme value 

_v „_2 — Xl \ Xn — Xl J or up to two extreme values at the opposite end of the set. Recom- 

mended for n from 14 to 30. 



"Formulae show the calculation for the lowest extreme value in the data set and, in parentheses, the corresponding tests for 
the highest observation in the data set. 

5.23.2 Extended Tests 

Dixon’s tests include a variety of different test statistics, listed in Table 5.2 together with their 
recommended range of application. The recommended data set sizes are those given by Dixon. 
Using a particular test slightly outside the recommended range is not usually serious; for example, 
the Q (rio) test has been recommended elsewhere for up to 10 observations. However, as the data set 
size increases, so does the risk of two extreme values ‘masking’ one another. For example, a pair of 
high values will not be marked as outliers by either the rm or rn tests. Following the recommen- 
dations helps to avoid this while retaining a reasonable probability of detecting aberrant values. 

Some additional protection against suspected ‘masking’ can also be gained by choosing the test 
appropriately; for example, for intermediate sets (say, 5-10 values), i'iq is unaffected by an adjacent 
observation and may be more appropriate than ri i if pairs of outliers are likely. 

Application of several different tests in this series is, however, not generally advisable; one should 
choose one test appropriate to the size of the data set, taking account of any additional suspect 
values if necessary. 



5.2.4 The Grubbs Tests 

Three tests to detect outliers in a normal distribution were developed"^ and extended^ by Grubbs. 
All use test statistics based on standard deviations. The first of these is a test for a single outlying 
value. The second tests for a pair of outlying values at opposite ends of the data set; the third checks 
for a pair of outlying values on the same side of the data set. 



1 . 




or 



= 



X„ - X 



(5.2a) 



n 



X„ - Xl 



s 



2 . 



a 



(5.2b) 
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3. 



^iu ^ *^excluding 2 lowest ^ “^excluding 2 highest 

^low / „ 1 X , , „2 ^high 1 \ „7 (5-2cj 



(« — 1) X 5“ 



'high 



(« — 1) X 



Note that G'" becomes smaller as the suspected outliers become more extreme. Values of G" 
below the critical value are therefore considered significant. 



As with the Dixon test, the results must hrst be ranked in order {x^<X 2 ... <x„). The 
calculations in equations (5.2a-c) are carried out and the values obtained are compared with 
the critical values. The equations each use a different set of critical values, given in Appendix A, 
Table A.2. 

For G' and G", if the calculated value exceeds the critical value, the values tested are marked as 
outliers. For G'" , in an exception to the usual interpretation, if the calculated value is less than the 
critical value, the test result is significant and the value is marked as an outlier. If necessary, extreme 
values are removed and the process repeated to identify further outliers. 

The tests are often carried out in turn on the same data set if the single-outlier test is not sig- 
nihcant, to ensure that the single-outlier test is not compromised by a second outlier (as would be 
detected by the other two tests). However, it is important to be aware that using all three Grubbs 
tests simultaneously will substantially increase the false-positive rate, typically by a factor of 
approximately 2 for data from a normal distribution. 



Example 

For illustration, the weights shown in Table 5.1 are tested using each of Grubbs’ tests in turn: 



1. G' 

The mean, x, is 157.43 and the standard deviation s is 12.34. Given this, 



G!ow 



157.43 - 147 
12.34 



= 0.8452 and Gj^^h 



184- 157.43 
T134 



= 2.153 



Using Appendix A, Table A. 2, the critical values for G' with n = l are 2.020 for 95% 
confidence and 2.139 for 99% confidence. Using Grubbs’ test 1, therefore, the highest value 
of 184 is considered an outlier at 95% and at 99% confidence (compare this with the result 
for Dixon’s test above; different outlier tests may give slightly different results for marginal 
values). 



Using equation (5.2b): 



G" 



184- 147 
12.34 



2.998 



The critical values for n = l are 3.222 for 95% confidence and 3.338 for 99% confidence. 
The calculated value is less than either, so the two outermost values do not form a pair of 
outliers. 

3. G"' 

The variance excluding the two lowest values is 171.5; excluding the two highest it is 11.7. 
For the whole data set, ^^=152. 29. Using equation (5.2c): 



G 



m 

low 



4 X 171.5 
6 X 152.29 



= 0.751; g;;' = 



4 X 11.7 



6 X 152.29 



0.051 
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The critical values for G'" are 0.0708 for 95% confidence and 0.0308 for 99% confidence. 
Remembering that these are lower critical values, we see that G"'high is significant at the 
95% level of confidence but not at the 99% level. 

Note that once the single high outlier has been discovered, it is not unexpected to find 
that one or other of G" or G'" also appears significant. In practice, with a single outlier 
already identified, one would not normally apply the tests for outlying pairs until the initial 
high outlier had been investigated or eliminated. 



5.2.5 The Cochran Test 

The Cochran test is designed to check for unusually high ‘within-group’ variation among several 
groups of data, such as laboratories in a collaborative trial. The test compares the highest indi- 
vidual variance with the sum of the variances for all the groups. The test statistic C is the ratio of 
the largest variance ^max to the sum of variances: 

C = (5.3) 



where / is the number of groups. When each group contains only two replicate results, xa and xa, a 
slightly simpler calculation can be used: 

C = (5.4) 

Edf 

i=l 



where di = xa — xq. 

If C is larger than the relevant critical value (Appendix A, Table A. 3), then the group can be 
classed as an outlier or a straggler as before. The critical value Cent is based on the number of 
groups / and the number n in each group. If a few group sizes differ slightly, n is usually replaced by 
n, the average number in each group. Groups containing only one observation, however, must be 
excluded. The critical values can also be calculated from critical values for the T distribution, using 



CcritOcJ,«) 



1 

! + (/-!)/ 



(5.5) 



where pc is the desired level of confidence for the Cochran test (for example, 0.95), I is the number of 
groups, n is the number of observations in each group and /is the critical value of the T distribution 
for probability ~Pc)IK with degrees of freedom (/-l)(n— 1) and {n— 1), respectively. 

Warning: Most statistical software defines and calculates the F distribution such that 
a low probability gives the lower critical value for F. For this convention, use pp = {l — Pc)/l as 
above. Unfortunately, the FINV(/Jf^vi,V 2 ) functions common to MS Excel and Open- 
Office provide the upper critical value for F for a lower value of p^', so p^' = 1 — pp. If using the 
spreadsheet function to estimate Cochran critical values, use pp' = 1 — (1 — p)jl and not (1 — p)ll. 



5.3 Robust Statistics 

5.3.1 Introduction 

Instead of rejecting outliers, robust statistics use methods which are less strongly affected by 
extreme values. A simple example of a robust estimate of a population mean is the median, which is 
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essentially unaffected by the exact value of extreme observations. For example, the median of the 
data set (1,2, 3, 4, 6) is identical with that of (1,2,3,4,60). The median, however, is substantially more 
variable than the mean when the data are not outlier-contaminated. A variety of estimators have 
accordingly been developed that retain a useful degree of resistance to outliers without unduly 
affecting performance on normally distributed data. A short summary of some estimators for 
means and standard deviations is given below. Robust methods also exist for analysis of variance, 
linear regression and other modelling and estimation approaches. 

Most of the more sophisticated robust estimates require software. All the estimators described 
below are available in RSC Analytical Methods Committee software, freely available from the RSC 
website.® The Analytical Methods Committee have also published two detailed reports^’* and a 
useful Briefing Note^ on robust statistics. 

5.3.2 Robust Estimators for Population Means 

5.3.2. 1 Median and Trimmed Mean 

The median (Chapter 4, Section 4. 1.3.2) is widely available in software and very resistant to extreme 
values; up to half of the data may go to infinity without affecting the median value. 

Another simple robust estimate is the so-called ‘trimmed mean’, which is the mean of the data set 
with some fraction (usually about 10-20%) of the most extreme values removed. 

Both the median and the trimmed mean suffer from increases in variability for normally dis- 
tributed data, the trimmed mean less so. The following two estimates, although requiring software 
methods, perform better for near-normal data with a modest incidence of outliers. 

5. 3.2.2 The A15 Estimate 

Rather than removing the most extreme values, the A15 estimate works by giving less weight to 
values distant from the estimated mean. The calculation is iterative; A15 recalculates the mean 
value with numeric values x, replaced with ‘pseudovalues’ z,- defined by 

^ _ Xi X — cs < Xi < X + cs gN 

' X ±cs otherwise 

where c is a constant value, usually about \.5,X the current estimate of the central value and § a robust 
estimate of the standard deviation (MADg is often used for i; see Section 5. 3. 3. 2). The calculation is 
repeated using the updated values of z until X stabilises. The procedure is therefore as follows: 

1 . Calculate a (robust) standard deviation s. 

2. Calculate an initial estimated central value X. 

3. Calculate ‘pseudovalues’ z, from the data, using equation (5.6). 

4. Update X by calculating the mean of the z,- values and repeat from step 2 until the value 
converges. 

Steps 2-4 are illustrated in Figure 5.2. The initial estimates Xx and fare used to identify extreme 
values (shaded in Figure 5.2a). The extreme values are replaced with the values shown as shaded 
points in Figure 5.2b. The new data set is used to calculate the updated value X 2 . If the change is 
considered negligible, Xj is reported as the final estimate; if not, the cycle is repeated until successive 
values of X do not change significantly. 

The replacement of the more extreme values with the modified ‘pseudovalues’ is equivalent to 
calculating a weighted mean in which the outer values have reduced weighting, but the inner values 
retain their usual weight. 
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Figure 5.2 Calculating the A15 estimate, (a) Initial estimate of mean value and identification of extreme 

values (shaded), (b) Replacement of extreme values and updated estimate X2 of mean value. 

The A15 estimate is not very sensitive to the initial estimate of the mean (the median is usually 
used), but estimating the appropriate standard deviation is a problem. Usually, MADg is used 
unless it is zero, in which case the mean absolute deviation is used (this combination is sometimes 
called sMAD; see Section 5. 3. 3. 3). 

A15 is a very useful estimate of mean values - more stable than the median with ‘good’ data and 
fairly insensitive to outlying values. 

53.2.3 Huber’s Proposal 2 

Also known as HI 5, this estimate operates in part in the same way as A15 (see above), recalculating 
the estimated mean value using equation (5.6) iteratively. However, for H15, the standard deviation 
estimate is also updated on each iteration; for H15, f is given by 

s = s{z)/p (5.7) 

where ^(z) is the standard deviation of the (current) pseudovalues z, and /i is a correction factor 
based on the expected value of ^(z) for a standard normal distribution. HI 5 therefore provides 
simultaneous robust estimates of the mean and standard deviation. 

Because the correction factor for the estimated standard deviation is based on the normal dis- 
tribution, the HI 5 estimate of standard deviation can be treated as an estimate of the population 
standard deviation for normally distributed data in the absence of outliers. 

5.3.3 Robust Estimates of Standard Deviation 

5. 3. 3.1 Median Absolute Deviation 

The median absolute deviation (MAD) is a fairly simple estimate that can be implemented in a 
spreadsheet. It is, as the name suggests, the median of absolute deviations from the data set median, 
calculated from 



MAD = median 



1 1=1,2, ...,;? 



(5.8) 



with X being the median. 
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The median absolute deviation is not directly comparable to the classical standard deviation; for 
a normal distribution, MAD » n/ 1.483. 



Example 



Data (g) 
Ranked data 


5.6 

5.2 


5.4 

5.3 


5.5 

5.4 


5.4 

5.4 


5.6 

5.5 


5.3 

5.6 


5.2 

5.6 


Using equation (4.2) 


in Chapter 4, the median is equal to 5.4. 








\Xi - x\ 


0.2 


0.1 


0.0 


0.0 


0.1 


0.2 


0.2 


Ranked deviations 


0.0 


0.0 


0.1 


0.1 


0.2 


0.2 


0.2 



Applying equation (5.8) to the ranked deviations, the MAD is equal to 0.1. 



5.33.2 MADe 

The median absolute deviation is not an estimate of standard deviation, but if the underlying 
distribution is approximately normal, it can be modified to provide one. This is done by multiplying 
the MAD value by 1.483: 



MADe = 1.483MAD (5.9) 

For the example data in Section 5.3.3. 1, MADe = 0.15, essentially identical with the standard 
deviation of 0.15. 

Notes: 

1. In some statistical software, ‘MAD’ is already corrected to give the estimated standard 
deviation. 

2. MAD and MADe share the disadvantage that they both become zero if more than half of the 
data set are equal, perhaps because of excessive rounding or a large number of zero obser- 
vations. This would, of course, be a problematic data set in any case. 



5. 3. 3. 3 Mean Absolute Deviation and sMAD 

Because of the limitations of MADe, it is sometimes useful to use the mean absolute 
deviation instead of the median absolute deviation. For example, the mean absolute deviation for 
the data set in Section 5.3.3. 1 is 0.114, rather than 0.1 for MAD. Although this is less robust than 
MADe, it does not become zero unless all the values in the data set are identical. sMAD is a 
compromise; if MADe is non-zero, sMAD = MADe; if MADe is zero, sMAD is the mean absolute 
deviation. 



5. 3. 3. 4 Huber’s Proposal 2 

Huber’s proposal 2 (Section 5. 3. 2. 3) generates a robust estimate of standard deviation as part of the 
procedure; this estimate is expected to be identical with the usual standard deviation for normally 
distributed data. 
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Examples 

The data in Table 5.3 are used to illustrate the effect of the different estimators. Notice the marked 
outlier at 2.7ngg“' (Figure 5.3). The different robust estimates are listed in Table 5.4. 

5.4 When to Use Robust Estimators 

Robust estimators can be thought of as providing good estimates of the parameters for the ‘good’ 
data in an outlier-contaminated data set. They are appropriate when: 

• The data are expected to be normally distributed. Here, robust statistics give answers very 
close to ordinary statistics. 

• The data are expected to be normally distributed, but contaminated with occasional spurious 
values which are regarded as unrepresentative or erroneous and approximately symmetrically 
distributed around the population mean. Here, robust estimators are less affected by occa- 
sional extreme values and their use is recommended. Examples include setting up quality 
control (QC) charts from real historical data with occasional errors and interpreting inter- 
laboratory study data with occasional problem observations. 

Robust estimators are not recommended where: 

• The data are expected to follow non-normal or skewed distributions, such as binomial and 
Poisson with low counts, chi-squared, etc. These generate extreme values with reasonable 
likelihood and robust estimates based on assumptions of underlying normality are not 
appropriate. 



Table 5.3 Aflatoxin Bi in a spice sample. 



Aflatoxin Bi (ngg ’) 

5.75 6.55 2.70 5.97 7.09 6.39 5.59 6.32 7.08 



♦ 



♦ ♦ ♦ «» ♦ ♦ 



1 1 r 

5 6 7 

ng g-i 



Figure 5.3 Dot plot of data in Table 5.3. 
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Table 5.4 Robust estimates from data in Table 5.3. 



Estimate 


Estimate value 


Mean 


5.94 


Median 


6.32 


A15 mean 


6.184 


HI 5 mean 


6.207 


Standard deviation 


1.32 


MAD 


0.570 


MADe 


0.845 


sMAD 


0.845 


H 1 5 standard deviation 


0.752 
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• The data set shows evidence of multimodality or shows heavy skew. 

• Summary statistics that represent the whole data distribution (including extreme values, 
outliers and errors) are required. 
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CHAPTER 6 



Analysis of Variance 



6.1 Introduction 

Analysis of variance (ANOVA) is a statistical technique which allows variations within sets of data 
to be isolated and estimated. Consider a training exercise involving four analysts. Each analyst is 
asked to determine the concentration of lead in a water sample using the same standard procedure 
and the same instrumentation. Each analyst analyses five portions of the water sample. Their 
results are given in Table 6.1 and summarised in Eigure 6.1. 

Within the data set shown in Table 6.1 there are two sources of variation. Eirst, we could cal- 
culate the standard deviation of the results produced by each analyst. This will represent the 
inherent random variability associated with the test method used to measure the concentration of 
lead in the water sample. In addition, we could determine the standard deviation of the mean values 
of the four sets of results. This will have a contribution from the random variation mentioned 
previously, plus any additional variation caused by the different analysts. Analysis of variance 
allows us to separate and estimate these sources of variation and then make statistical comparisons. 
In the example shown, we can use ANOVA to determine whether there is a significant difference 
among the means of the data sets produced by the analysts or whether the variation in the mean 
values can be accounted for by variation in the measurement system alone. In statistical terms, the 
hypotheses being tested are: 

Ho: the population means of the groups of data are all equal; 

Hp the population means of the groups of data are not all equal. 

ANOVA can be applied to any data set that can be grouped by particular /actors (see Chapter 8, 
Section 8.1, for formal definitions of ‘factors’ and related terms). In the example above, one factor - 
the analyst - has changed from one set of data to the next. The particular analysts. Analyst 1 to 
Analyst 4, are the levels for the factor in this study. One-way (also known as single-factor) ANOVA 
is used when data can be grouped by a single factor. When there are two factors influencing the 
results, two-factor ANOVA is used. 

The factors can represent either controlled (or ‘fixed’) effects, such as the times and temperatures 
involved in specifying gas chromatographic conditions or random effects, such as operator or ‘run’ 
effects. The basic calculations for ANOVA remain the same whether effects are controlled (fixed) or 
random, but we will see that for the more complex situations, the nature of the effects can some- 
times influence the interpretation. 
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Table 6.1 


Data from a staff training 
expressed in mg L“'). 


exercise on 


the determination of lead 


in water (results 


Analyst 


I 


2 




3 


4 


64.6 


65.6 




64.0 


68.6 


65.5 


67.5 




62.6 


68.0 


69.2 


65.9 




64.8 


60.0 


65.6 


63.6 




63.5 


70.1 


63.5 


63.8 




68.7 


60.8 



74 1 
_ 72 ■ 

'■J 70 ■ 

68 - 1 

I ' 

I 64 - 
62 - 

0 

60 - 

58 ^ ^ ' 

12 3 4 

Analyst 

Figure 6.1 Summary of data presented in Table 6.1 (mean and 95% eonfidenee interval shown). 

6.2 Interpretation of ANOVA Tables 

ANOVA involves the calculation and interpretation of a number of parameters. Detailed calcu- 
lations for some important cases will be found in later sections and in the Appendix to this chapter. 
In practice, however, the calculations are best carried out using statistical software. This section 
introduces the typical output from ANOVA calculations, whether manual or using software, and 
shows how the results are interpreted. 






6.2.1 Anatomy of an ANOVA Table 

The general form of a results table from a one-way ANOVA, for a total of N observations in p 
groups, is shown in Table 6.2. Usually, for experimental data, each group includes the same number 
of observations. This tabular format is almost universally used for ANOVA output. It consists of a 
number of rows relating to different sources of variation and a number of columns containing 
calculated values related to each source of variance. 

6. 2. 1.1 Rows in the ANOVA Table 

Each line of the table relates to a different source of variation. The first line relates to variation 
between the means of the groups; the values are almost always either referred to as ‘between-group’ 
terms or are identified by the grouping factor. For example, data from different operators are 
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Table 6.2 Results table from one-way analysis of variance. 



Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square 


F 


Between-group 


5b 


P-1 


Mb=5b/(p-l) 


Mb/M„ 


Within-group 


5w 


N-p 


M,,=SJ{N-p) 




Total 




N- 1 







‘grouped by’ operator; the relevant row in the table might then be labelled as an ‘operator elfect’ or 
perhaps as a column or row number from a spreadsheet. The ‘Total’ line is not always given by 
software, but it is fairly consistently labelled ‘Total’ when present. Several different terms may be 
used to describe the within-group variation, ‘within-group’, ‘residual’, ‘error’ or ‘measurement’ 
being the most common. 



6.2. 1.2 Columns in the ANOVA Table 

Sum of Squares 

The sum of squares terms are calculated by adding a series of squared error terms. In the case of the 
within-group sum of squares term, we are interested in the differences between individual data 
points and the mean of the group to which they belong. For the total sum of squares term, it is the 
difference between the individual data points and the mean of all the data (the ‘grand mean’) that is 
of interest. The between-group sum of squares term is the difference between the total sum of 
squares and the within-group sum of squares. 

Degrees of Freedom 

For the one-way ANOVA in Table 6.2, the total number of data points is N and the number of 
groups of data is p. The total number of degrees of freedom is A - 1, just as for a simple data set of 
size N. There are p different groups and therefore p - 1 degrees of freedom for the between-group 
effect. The degrees of freedom associated with the within-group sum of squares term is the dif- 
ference between these two values, N-p. Note that if each group of data contains the same number 
of replicates, n, then the degrees of freedom for the within-group sum of squares is equal to p{n - 1) 
and the total number of observations is N=pn. 



Mean Squares 

The mean squares are the key terms in classical ANOVA. They are variances, calculated by dividing 
the between- and within-group sum of squares by the appropriate number of degrees of freedom. In 
Table 6.2, Mb represents the between-group mean square term (sometimes denoted MSb or Mi) and 
M„ represents the within-group mean square (sometimes denoted MSw or Mq). 

The mean squares are the values used in the subsequent test for significant differences between 
the group means. They also allow estimation of the variance components, that is, the separate 
variances for each different effect that contributes to the overall dispersion of the data. 

To understand how, it is helpful to use an equation that describes how different effects contribute 
to each observation. For one-way ANOVA as normally used in analytical chemistry, this can be 
written 



Xij = 11 + 5i + eij ( 6 . 1 ) 

This says that a data point Xy (the /th observation in group i) is the sum of a (population) 
‘grand mean’ fi, a deviation 5,- that gives group i its own true mean (p -I- d,) and a random error etj. 
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The combination of an equation such as equation (6.1) and statements about the nature and 
variance of the different terms is called a statistical model. 

Equation (6.1) tells us that the dispersion of all the observations is partly due to the dispersion of 
the deviations <5, and partly due to the variance associated with e. Using Equation (6.1) and 
knowing how the mean squares are calculated, it is possible to calculate how the mean squares 
depend on the within-group variance and on the between-group variance which describes 
the population from which the d, arise. For one-way ANOVA, the expected values of the mean 
squares are given in the following equations: 



M„: aj- (6.2a) 

Mb: 72fTb^ + (6-2b) 

where n is the number of observations in each group. These expressions are important because they 
allow separate estimation of the two different variances contributing to the overall dispersion. The 
variances are useful in determining some aspects of analytical method performance (see Chapter 9, 
Section 9.2. 2.2); they also show how important each effect is and in turn how best to improve 
precision. 

F (F Ratio ) 

The mean squares are compared using an F-test (see Chapter 4, Section 4.2.4) as indicated in Table 
6.2. The hypotheses for the F-test in Table 6.2 are: 



Hq. T/b — 

Hp Mb > M„ 



These hypotheses are equivalent to those concerning the group means mentioned in Section 6.1; 
if all the means are equal, the two mean squares should also be equal. The alternative hypothesis Hi 
is Mb > M„ because, looking at equation (6.2b) and remembering that population variances 
cannot be negative, the expected value of Mb cannot be less than the (true) within-group variance. 
The test is therefore a one-tailed test for whether Mb is greater than M„ and the correct test statistic 
is Mb/M^. This is the value shown in the column Fin Table 6.2. Where there are more sources of 
variance, the value of F calculated by software for each source of variance is usually the mean 
square for that source of variance divided by the residual mean square. 

No value for Fis given for the residual mean square, as there is no other effect with which it can 
usefully be compared. 



Fcrit and p- Value 

Many ANOVA tables include one or two further columns, containing the critical value Pent against 
which the calculated value of Fis to be compared for a chosen significance level, and a ;?-value (see 
Chapter 4, Section 4.2.2.10) indicating the significance of the test. These are important for inter- 
pretation and are considered in the next subsection. 



6.2.2 Interpretation of ANOVA Results 

The mean squares Mb and M„ have degrees of freedom v\,=p—l and v^ = N — p, and 
these, together with the appropriate level of confidence, are used to determine the critical value for 
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the F-test from the relevant one-tailed table as described in Chapter 4, Section 4.2.4. Interpretation 
is straightforward; if the calculated value of F exceeds the critical value for a particular source of 
variance, the null hypothesis is rejected and we conclude that the means of the individual groups of 
data are not equal. In other words, the variation among mean values cannot be explained plausibly 
by the measurement variation alone. Therefore, if the calculated value of F exceeds the critical 
value, the effect of the grouping factor - the between-group effect - is statistically significant at the 
chosen level of confidence. 

If a p-value is given, a p-value smaller than the chosen significance level again indicates that the 
between-group effect is significant. 



6.3 One-way ANOVA 

6.3.1 Data for One-way ANOVA 

One-way ANOVA is applicable when data can be subdivided into groups according to a single 
factor such as analyst, laboratory or a particular experimental condition. It can be used both to test 
for significant differences between the groups and to estimate separate within- and between-group 
variance components. 

Consider a study where there are p different levels of a particular factor (that is, p groups of data) 
and n replicate measurements are obtained at each level. The total number of data points N is 
therefore equal to pn. A typical layout of the results is shown in Table 6.3. 

Individual measurement results are represented by .v,vt where i=\,2, . . p and /:= 1, 2, . . ., 77. So 
X 12 , for example, is the second measurement result (k = 2) obtained for the first group of data 
(7= 1 ). 

6.3.2 Calculations for One-way ANOVA 

6. 3. 2.1 Calculating the ANOVA Table 

ANOVA calculations are best carried out using statistical software or a spreadsheet with statistical 
functions; manual calculation - including manually entered spreadsheet formulae - is very likely to 
introduce transcription or calculation errors. It is informative, however, to see how the ANOVA 
table is constructed. 

The table requires three sums of squares. One, the total sum of squares S^ot, is a measure of the 
dispersion of the complete data set. This is obtained by summing the squared deviations of all the 



Table 6.3 Results obtained in a study with p levels and n replicates per level. 



Replicates 




Levels 




1 


i 


p 


1 


A'li 


xa 


Xp\ 


k 


X'lk 


Xik 


Xpk 


n 




X[n 


^pn 
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data from the mean of all the data x (the ‘grand mean’): 

5tot = ^ {xik -xf (6.3a) 

i=\,p,k=\,n 

The next, Sw, is a measure of the experimental precision, visible within each group and therefore 
termed the ‘within-group sum of squares’. This can be obtained by summing all the squared 
deviations from the individual group means x,: 

5w = ^ ^ {xik - x/f (6.3b) 

!= 1 ,p k= 1 ,n 

(the double summation implies ‘sum within each group i and then add up all the group sums’). 

If the total sum of squares 5tot represents all of the dispersion and the within-group term 
represents the contribution of the repeatability within the groups, it sounds reasonable that their 
difference should tell us something about the contribution due to the differences between groups - 
and indeed that is exactly what happens. The ‘between-group sum of squares’ is calculated as the 
difference of the other two: 



Sb = Stot - (6.3c) 

These sums of squares are only indicators of the different contributions. By dividing Sh and 5w by 
their degrees of freedom, however, we obtain the respective mean squares as shown in Table 6.2. 
The mean squares can be shown to be independent estimates of particular variances and can 
therefore be used directly in T-tests. 

In practice, the method above works fairly well in a spreadsheet. The frequent averaging and 
subtraction do, however, make for a rather inefficient hand calculation and a more efficient hand 
calculation involving fewer operations is provided in the Appendix to this chapter. 



63.2.2 Calculating Variance Components for One-way ANOVA 

It is often useful to estimate the relative sizes of the within- and between-group variances af and 
(jf. For example, these terms are used in calculating repeatability and reproducibility (Chapter 9, 
Sections 9.2.1 and 9.2.2). Equations (6.2a) and (6.2b) show how the expected mean squares are 
related to the (true) within- and between-group variances. Rearranging, we can calculate the 
estimated within- and between-group variances (^^^ and ^b^, respectively) using the equations in 
Table 6.5. Note that we have used to denote the estimated variances; the Greek symbols, as 
before, refer to the unknown population parameters that we wish to estimate. The corresponding 
standard deviations and i’b are simply the square roots of the variances. 

In practice, the difference Mb - M„, required for the calculation of the between-group variance 
sf, is sometimes negative. The usual action is then to set ^b^ to zero. 



Example 

One-way ANOVA is applied to the data from the training exercise shown in Table 6.1 to determine 
if there is a significant difference between the data produced by the different analysts. The detailed 
calculations are shown (using the manual method) in the Appendix to this chapter; the completed 
ANOVA table is shown in Table 6.4. 

The interpretation of one-way ANOVA does not depend on whether the grouping factor 
represents a controlled (fixed) effect or a random effect. To test for a significant difference between 
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Table 6.4 ANOVA table for data presented in Table 6.1. 



Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square 


F 


Between-group 

Within-group 

Total 


Sb = 2.61 

5^=140.48 
S'tot= 143.09 


Vb =p - 1 = 3 
v,^ = N - p= 16 
Vto, = iV-l = 19 


Mb=5b/(o-l) = 0.87 
Mw = Sw/(V-p) = 8.78 


Mb/Mw = 0.10 


Table 6.5 Variance component estimates for one-way ANOVA. 


Variance component 








Estimate 


Within-group variance 






5'W 


Between-group variance af 






2 

= « 



groups, we compare the calculated value of Fin Table 6.4 with the critical value. The critical value 
for F for a one-tailed test at significance level a = 0.05 and numerator and denominator degrees of 
freedom 3 and 16, respectively, is 3.239 (see Appendix A, Table A. 5a). The calculated value of Tis 
less than the critical value, so we conclude that there is no significant dilference between the data 
produced by the dilferent analysts. In other words, the variation in the data obtained can be 
accounted for by the random variability of the test method used to determine the concentration of 
lead in the water sample. 

If we wish, we can also estimate the within- and between-group variance components as shown in 
Table 6.5. These are estimates of population variances; in this case, the within-run precision of the 
method as described by the repeatability variance and the variance of the deviations d, (now cor- 
responding to analyst bias) in the population of analysts as a whole. We would typically estimate 
these variances as part of method validation or method performance studies (see Chapter 9, Section 
9.2.2.2). 

The estimated within-group variance in our example is equal to M^, 8.78, corresponding 
to a standard deviation of V8.78 = 2.96mgL“*. The between-group variance is estimated from 
(Mb — Mw)/«, with n = 5. Since Mb is less than M„, the estimated between-group variance is 
negative; in this situation, it is usual to report negative variance estimates as indicating a zero 
variance, so our estimated between-group variance in this case is taken as zero. This is entirely 
consistent with the finding that the between-group effect is not statistically significant. 



6.4 Two-factor ANOVA 

6.4.1 Applications of Two-factor ANOVA 

As its name suggests, two-factor ANOVA, also often called two-way ANOVA, is used when there 
are two factors that can influence the result of a measurement. In the training exercise described 
previously, all the analysts made their measurements of the concentration of lead using the same 
instrument. If there were actually three instruments available in the laboratory, we could ask each 
analyst to repeat their measurements on all three instruments. The two factors for the ANOVA 
would therefore be analyst and instrument. We can use two-factor ANOVA to investigate whether 
either (or both) of the factors have a significant influence on the results obtained. It is also possible 
to determine whether there is any interaction between the factors, that is, whether one factor 
changes the effect of another. 
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There are two types of experimental design which lend themselves to analysis by two-factor 
ANOVA - factorial (or cross-classified) designs and hierarchical (or nested) designs. Both designs 
are described in detail in Chapter 8 (see Sections 8.4.3 and 8.4.4). The use and interpretation of 
ANOVA for each are described in general terms below. Since two-factor ANOVA is virtually 
always carried out using statistical software or a spreadsheet with statistical functions, detailed 
calculations are deferred to the Appendix to this chapter. 



6.5 Two-factor ANOVA With Cross-classification 

Note that throughout Section 6.5, ‘two-factor ANOVA’ refers to two-factor ANOVA with cross- 
classification unless stated otherwise. 

6.5.1 Two-factor ANOVA for Cross-classification Without Replication 

6. 5. 1.1 Data for Two-factor ANOVA Without Replication 

A cross-classified design involves making at least one measurement for every combination of the 
different levels of the factors being studied. If there is only one observation for each combination 
of factor levels, the design is cross-classified without replication. The typical layout is shown in 
Table 6.6. 

In the table, Factor 1 (columns) has levels i=\,2, . . p and Factor 2 (rows) has levels /= 1, 2, 
. . ., q. The individual results obtained for each combination of factors are represented by Xij. 

6. 5. 1.2 Results Table for Two-factor ANOVA Without Replication 

The layout of the ANOVA table is shown in Table 6.7. 

As with one-way ANOVA, the mean square terms can be used to estimate the residual variance 
(Ures) and, if the particular factor levels are assumed to be drawn from a larger population with 
population variances Ucoi and Urow for Factor 1 and Factor 2, the respective column and row 



Table 6.6 Cross-classified design. 



Factor 2 levels 


Factor 1 levels 






1 


i 


p 


1 


Xii 


^i\ 


Xp\ 


j 


Xij 




V • 
■^PJ 


q 


Xlq 


^iq 


Xpq 



Table 6.7 ANOVA table for two-factor ANOVA without replication (cross-classification). 


Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square 


F 


Between columns (Factor 1) 
Between rows (Factor 2) 
Residual 
Total 


S2 

5, 

5o 

52 + 5, + 5o 


p-\ 

q-\ 

(p-\)(q-\) 

N- 1 


M2=52/(P- 1) 

M, = SAq-\) 
Mq=SoI(p- l)(q- 1) 


A/ 2 / ^^0 

Ml/Mo 
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variance components Ccoi and Crow The expected values of the mean squares are as follows: 
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Mq. Uj-gg 


(6.4a) 




(6.4b) 


M 2 : + (r'es 


(6.4c) 



6. 5. 1.3 F-Tests in Two-factor ANOVA Without Replication 

Note that each mean square above contains contributions only from the residual variance and from 
its own population variance. For each factor, therefore, an F-test can be carried out to determine 
whether the mean square {M 2 or M\) is significantly greater than the residual mean square (Mq). If 
the F-test gives a significant result, then we conclude that the factor has a significant effect on the 
measurement results. 



Example 

The data in Table 6.8 are taken from a study of a new method to determine the amount of a low- 
calorie sweetener in different foodstuffs. As part of method development, several laboratories 
determined the recovery of the sweetener from different sample types. The mean recoveries reported 
by four of the laboratories on four samples are shown in Table 6.8. The results are also shown in 
Figure 6.2, plotted by (a) laboratory and (b) sample. 

It seems from the consistent ordering of laboratory results for each sample that the different 
laboratories achieve different recoveries. However, we should first check whether any of these 
observations could reasonably be chance variation. To do this, we use two-factor ANOVA. 

The ANOVA table is shown in Table 6.9. Detailed calculations are given in the Appendix to this 
chapter. 

The critical value for the F-test for the effect of different laboratories uses a significance level 
a = 0.05, corresponding to 95% confidence, with degrees of freedom Vi = 3 and V 2 = 9. From Table 
A. 5a in Appendix A we find that the critical value is 3.863. For the test of the effect of different 
samples, the critical value is the same, as we again have 3 and 9 degrees of freedom for numerator 
and denominator, respectively. For the laboratories, the calculated F ratio substantially exceeds the 
critical value; the samples’ F ratio does not. We therefore conclude that recoveries for the different 
laboratories are significantly different at the 95% level of confidence, but that there is insufficient 
evidence to conclude that the recovery depends on sample type. 

As for one-way ANOVA, the interpretation of two-factor ANOVA without replication is 
unaffected by whether the factors are controlled (fixed) or random. 



Table 6.8 Reported mean recoveries (%) for a sweetener in four food samples. 



Laboratory 






Sample 






I 


2 




3 


4 


1 


99.5 


83.0 




96.5 


96.8 


2 


105.0 


105.5 




104.0 


108.0 


3 


95.4 


81.9 




87.4 


86.3 


4 


93.7 


80.8 




84.5 


70.3 
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Figure 6.2 Summary of data presented in Table 6.8. (a) grouped by laboratory with lines and symbols 
representing different samples; (b) grouped by sample with lines and symbols representing dif- 
ferent laboratories. 



Table 6.9 ANOVA table for the data presented in Table 6.8. 



Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square 


F 


Between columns (samples) 


247.4 


3 


82.5 


2.46 


Between rows (laboratories) 


1201.7 


3 


400.6 


11.92 


Residual 


302.6 


9 


33.6 




Total 


1751.8 


15 
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6.5.2 Two-factor ANOVA for Cross-classification With Replication 

6. 5. 2.1 Data for Two factor ANOVA With Replication 

The basic study described in the previous section can be extended by obtaining replicate results for 
each combination of factor levels. If Factor 1 has levels 1=1,2, . . ., p. Factor 2 has levels j= 1, 2, 
q and k—l, 2, . . ., n replicate results are obtained for each factor combination, individual 
measurement results are represented by as shown in Table 6.10. In a table such as this, each 
combination of the two factors is often called a ‘cell’, so the difference between Tables 6.6 and 6.10 
is that each cell in the former contains only one observation, whereas cells in Table 6.10 each have n 
replicates. 



6.5. 2.2 The Concept of Interaction 

If the effects of two factors are independent, their influence on the measurement results remains the 
same regardless of the value (level) of the other factor. However, if the effect on the measurement 
results due to one factor depends on the level of the other factor, we say that there is an interaction 
between the factors. This is illustrated in Figure 6.3. 

The practical result of an interaction is a different effect on each individual cell mean. In two- 
factor ANOVA with only one observation per cell, there is no way of separating this effect from 



Table 6.10 Cross-classified design with replication. 



Factor 2 levels 


Factor 1 levels 
1 


i 




p 




1 


-Vlll, ■ • ., 


-Fii. ■ 


• •? ^iln 


XpU^ ■ 


■ ; Xpi„ 


j 


-Vl,l, . . ., Xy„ 


Xij\, ■■ 


; Xij„ 


Xpj\, . . 


V 

•5 PJH 


q 


X\q\, ■ ■ ., 


XiqU ■ 


• ‘> ^iqn 


XpqX, ■ 


■ Xpq„ 





Figure 6.3 The figure shows the effect of two factors, L and M, on the response from a test method. Each 
factor has two levels (LI, L2 and Ml, M2, respectively). In (a), there is no interaction between 
the factors. The change in response on going from LI to L2 is the same for both Ml and M2. In 
(b), there is an interaction between factors L and M. The change in response when factor L 
changes from LI to L2 depends on whether factor M is at level Ml or M2. In (b), when factor M 
is at level M2 the change in response on changing from LI to L2 is much greater than when 
factor M is at level Ml. 
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Table 6.11 ANOVA table for two-factor ANOVA with replication (cross-classification). 



Source of variation 


Sum of scjuares 


Degrees of freedom v 


Mean square 


F 


Between columns 


Si 


P-1 


Mi = SiKp-i) 


M 3 /M 0 


Between rows 


S2 


q- 1 


M2=52/(?-1) 


A/ 7 / A/f) 


Interaction 


5, 


(/^ - i)(? - 1) 


M^ = Sf{p-\){q-\) 


Ml/Mo 


Residual 


5o 


N-pq 


Mo=Sol(N-pq) 




Total 


53 + 52 + 5, + 5-0 


N- 1 







random variation. With replicate measurement results in each cell, however, we can obtain an 
estimate of the within-group or repeatability term in addition to an estimate of the cell mean. This 
allows us to investigate whether there is any interaction between the effects of the two individual 
factors (often called main effects). 

6.5.23 Results Table for Two-factor ANOVA With Replication 

The layout of a typical results table for two-factor ANOVA with replication is shown in Table 6.11. 
It differs from the previous two-factor table by the addition of an extra row; instead of just 
the residual term (sometimes again called the within-group term, as in one-way ANOVA), there is 
also a row for the interaction, with its own sum of squares, degrees of freedom, mean square and F 
ratio. 

6. 5. 2.4 F-Tests in Two-factor ANOVA With Replication 

The interpretation of two-factor ANOVA with replication is affected by whether the effects under 
study are controlled (fixed effects) or random. The default interpretation of the two-factor ANOVA 
table with interactions assumes fixed effects and we describe this first; partly because it is the default 
used by most software and partly because it is the more common situation in analytical science. The 
random-effects case is discussed further in Section 6. 5. 2. 6. 

In the default analysis, an F ratio is calculated for the row, column and interaction effects by 
dividing the respective mean squares by the residual mean square, as in column ‘F of Table 6.11. 
These are compared with the critical values derived from the one-tailed table for F. If the critical 
value is exceeded (or the associated p-value is smaller than the chosen significance level), the effect is 
deemed significant. 

The order in which the effects are checked is, however, important, because our conclusions about 
the individual factors depend on the presence or absence of interaction between them. Inter- 
pretation of two-factor ANOVA with replication should always start with the interaction term, as 
indicated in Figure 6.4. From the interaction term, there are two possibilities: 

1. Interaction not significant 

If the interaction is not significant, any row and column effects are approximately consistent 
- the effect of each factor is not strongly dependent on the other. If the two factors are non- 
interacting, it is sensible and useful to ask whether either or both of the row and column effects 
are significant in isolation. This is done, for the default interpretation provided by most 
software, by comparing the row and column mean squares with the residual mean square 
using the calculated F or p-values. A value of F which exceeds the critical value is taken as 
evidence that the associated effect is, at the chosen level of confidence, significantly greater 
than can be accounted for by the residual (or within-group) variance. 
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Figure 6.4 Interpretation of two-factor ANOVA with replication. 



2. Interaction significant 

If the interaction is significant, it should be concluded that both the ‘main effects’ (between- 
row and between-column) are important, since the interaction term results from their combined 
influence. This remains true whether the individual factors show a significant F-test result or 
not. A significant interaction also indicates that the effects of the two factors are interdependent. 



With a significant interaction term, it is often unwise to generalise about the individual factors; if 
their effects are interdependent, we cannot predict the effect of one factor unless we also know the 
level of the other. It therefore makes little sense to examine the significance of the individual factors. 
It may, however, be useful to ask about the relative size of the interaction effect and the row or 
column effects. For example, in a solvent extraction study across different sample types, we would 
certainly be interested to know whether one solvent generally extracts more than others or if there is 
a fairly consistent ordering of solvent effectiveness, even if the difference is not perfectly consistent 
across sample types. In such a situation, we expect a moderately significant interaction as well 
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as a significant mean square for the factor ‘solvent’ and it would help to understand which is 
dominant. 

An indication of the relative size of the row and/or column effects and the interaction can be 
gained by: 

• Inspecting the mean squares for the individual factors and comparing them with the mean 
square for the interaction term. Large differences in mean square indicate that one or other is 
likely to dominate. 

• Examining an ‘interaction plot’, discussed in detail in Section 6. 5. 2. 5. 

This interpretation methodology is summarised in Figure 6.4. 



6.5. 2.5 Creating and Interpreting Interaction Plots 

A basic interaction plot is simply a plot of the means of each ‘cell’ in the data table, plotted by row 
or column. Usually, levels of the other factor are identified by drawing a line between cell means 
with the same factor level. For example. Figure 6.6 shows the two possible interaction plots derived 
from Table 6.12 (their interpretation is discussed in the example below). For spreadsheet users, the 
plot is essentially a ‘line plot’ of a table of cell means, with grouping by either rows or columns as 
desired. In some statistical software, interaction plots also include a confidence interval on each cell 
mean. 

Three extreme cases can be distinguished in interaction plots. A single dominant main effect will 
appear as near-parallel, essentially horizontal lines when plotted against the minor factor (Figure 
6.5a). When both factors are important but do not interact strongly, the lines remain approximately 
parallel but are no longer simply horizontal (Figure 6.5b). A dominant interaction shows markedly 
non-parallel lines, often crossing (Figure 6.5c). Combinations of effects generate intermediate plots, 
such as Figure 6.5d, which shows approximately equal individual factor effects combined with a 
strong interaction term. The lines are not parallel, but consistently higher or lower responses may 
be visible for one or more levels, as in the figure. 

Note that when all effects are insignificant, the plot will often resemble Figure 6.5c, because of the 
random variation due to the residual variance. If confidence intervals are included on the plotted 
cell means as an indication of their precision - as in some statistical software - it may be clearer 
from the plot whether the variation can be explained by the residual term alone. Otherwise, it is 
important to consider the plots and the ANOVA table together. 



6. 5. 2.6 ‘Random Ejfects’ and Two-factor ANOVA With Replication 

The comparisons on the individual factor effects in Section 6. 5. 2. 4 are valid when we can assume 
that those effects are so-called ‘fixed effects’, such as the quantitative factors typically used to 
control experimental conditions (extraction times, column temperatures, etc.) or at least that the 
conclusions are to be limited to the specific levels chosen in the experiment. Sometimes, however, 
sources of variation in analytical science are better considered as random effects, that is, the effects 
of different analysts, runs, etc., can be assumed to be randomly drawn from a wider population and 
we wish to draw inferences about the population as a whole. This difference has no effect on one- 
way ANOVA or on two-factor ANOVA without replication. However, it does affect the inter- 
pretation of two-factor and higher ANOVA with calculated interaction terms. This is because, 
unlike the fixed-effect situation, when the factors represent random effects any underlying inter- 
action also contributes to the expected mean squares for the main effects M 2 and M3, causing 
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1/1 
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a 

1/1 

0 ) 

a: 






Figure 6.5 Examples of interaction plots. The figure shows cell means for a 3 x 3 design, plotted against 
Factor 1 and identified by line type and point shape according to the level of Factor 2. The 
different plots show examples of (a) a single dominant factor (Factor 2 in this case); (b) both 
individual factors important but no significant interaction; (c) a dominant interaction term; (d) a 
combination of appreciable main effects and a strong interaction. 



Table 6.12 Results from a study of the effect of heating temperature and time on the determi- 
nation of the fibre content of animal feedstuffs (results expressed as mgg“'). 



Time (min) 




Temperature (°C) 




500 


550 


600 


30 


21. \ 


21.2 


27.0 




27.2 


27.0 


27.1 




21. \ 


21. \ 


27.1 


60 


27.3 


21. \ 


27.1 




21. \ 


27.1 


27.1 




21.2 


27.0 


27.0 


90 


27.0 


27.2 


27.0 




21. \ 


27.2 


27.1 




21. \ 


27.3 


26.9 
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Figure 6.6 



Interaction plots of the data shown in Table 6.12 (each point represents the mean of «=3 
replicate results). 



Table 6.13 ANOVA table for data presented in Table 6.12. 



Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square F 


Peril 


p- Value 


Between columns (temperature) 


0.0474 


2 


0.02371 4.26 


3.555 


0.030 


Between rows (time) 


0.0007 


2 


0.00037 0.07 


3.555 


0.936 


Interaction 


0.0815 


4 


0.02037 3.66 


2.928 


0.024 


Residual 


0.1000 


18 


0.00556 






Total 


0.2296 


26 
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them to be larger than Mq, even if the relevant main effect is itself negligible. In fact, the expected 
main-effects mean squares include the expected interaction mean square in addition to a con- 
tribution from the individual factor. For this reason, the recommended method of interpreting two- 
factor ANOVA when the effects are believed to be random is always to compare M 2 and M 3 with 
the interaction mean square Mi, rather than with Mq. This can be done by calculating F 2 = M 2 /M 1 
and p 2 = MfM^ and, using the appropriate degrees of freedom for each mean square, comparing 
these with the critical values for F for a one-tailed test. (This F-test is not appropriate for the fixed- 
effects case, as the main-effects mean square need not be larger than the interaction term in the 
fixed-effects case; this is why Figure 6.4 and Section 6 . 5.2.4 do not use an F-test to compare main- 
effect and interaction mean squares.) 

In practice, however, not all ANOVA software provides the relevant comparisons auto- 
matically. Perhaps more importantly, the analyst may well be unsure about whether to treat 
effects as random or fixed. Fortunately, the random-effects assumption only affects inferences 
about the main effects and then only if there is a real underlying interaction. Since the inter- 
pretation described in Figure 6.4 only considers formal tests on main effects when the interaction 
is not significant, this is rarely a serious problem. At worst, an undetected, and therefore usually 
modest, underlying interaction may be mistaken for a similarly modest main effect, triggering 
further investigation. 

For most practical purposes, therefore, the interpretation methodology given in Section 6 . 5. 2. 4 is 
sufficient for applications in analytical method development and validation. 



Example 

A test method for determining the content of fibre in animal feedstuff’s involves heating the sample 
at a particular temperature for a defined period. A study is planned to determine whether changing 
the temperature or time causes a significant change in the results obtained. Portions of a carefully 
homogenised sample of a feedstuff were analysed at three different temperatures and times. Three 
determinations were carried out for each combination of temperature and time. The results are 
shown in Table 6.12. In this example. Factor 1 is temperature with p = 3, Factor 2 is time with ^ = 3 
and « = 3. 

The mean results are shown in Figure 6 . 6 , plotted by (a) time and (b) temperature. 

The ANOVA table is given in Table 6.13. The calculations are given in the Appendix to this 
chapter. 

Following the interpretation procedure described in Section 6 . 5. 2. 4, we first compare the inter- 
action mean square with the residual mean square: 



0.02037 

0.00556 



3.664 



The critical value for F (one-tailed test, a = 0.05, Vi =4, V 2 = 18) is 2.928. The interaction term is 
therefore significant at the 95% confidence level. We conclude that there are significant differences 
between results at different time-temperature combinations and that the effects of the two factors 
are interdependent. 

As the interaction term is significant, we now accept that both the time and temperature are 
important. However, we may want to know whether the individual time or temperature effects are 
large compared with the interaction term or whether the interaction itself is the dominant effect. 
Following the guidance in Section 6 . 5. 2. 4, we compare the mean squares for the two main effects. 
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time and temperature, with that for the interaction term. Neither is much greater than the inter- 
action mean square (and one is much smaller), suggesting that neither individual effect dominates; 
the variation caused by their combined effect is apparently the dominant effect on the result. This is 
confirmed by inspection of the interaction plots in Figure 6.6. In both figures, the mean values vary 
appreciably and the lines are not only far from parallel (as expected with a significant interaction), 
but they overlap considerably; no particular time or temperature consistently produces high or 
low results. 

We therefore conclude that time and temperature are both important, but that their effects are 
interdependent and neither is individually dominant. 

Finally, note that because the experimental factors are controlled (that is, fixed effects), the 
additional considerations of Section 6. 5. 2. 6 do not apply. 



6.6 Two-factor ANOVA for Nested Designs (Hierarchical 
Classification) 

6.6.1 Data for Two-factor ANOVA for Nested Designs 

Consider a training exercise where four analysts are based in different laboratories and in each 
laboratory the analyst has access to three instruments. The arrangement is shown in Figure 6.7. 
Although the analysts would use different instruments in their own laboratories, they would not 
travel to the other laboratories to use all the other instruments available; instruments are ‘nested’ 
within analysts. This type of study would be a nested (or hierarchical) design, as described in 
Chapter 8, Section 8.4.3. 

Replicate measurements can also be made on each instrument. If each analyst carries out n 
replicate determinations using each of the three instruments in their laboratory, the results can be 
represented by Xyk {i= I, 2, . . p analysts; j= 1,2, . . q instruments per analyst, k=l, 2, . . n 
replicates). There are then two nested factors with additional replication. 

6.6.2 Results Table for Two-factor ANOVA for Nested Designs 

The layout of a typical ANOVA table for a two-factor nested design is shown in Table 6.14. The 
most obvious difference between the ANOVA calculations for nested and cross-classified designs is 



Analyst 




Instrument 





2:1 2:2 2:3 




3:1 3:2 3:3 4:1 4:2 4:3 



Figure 6.7 A nested (hierarchical) experimental design. 
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Table 6.14 ANOVA table for two-factor ANOVA with replication (hierarchical classification). 



Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square 


Between analysts 


S 2 


p-\ 


M2=S2j(p-\) 


Between instruments 


5, 


P(q-V 


M\ = Sfp{q- 1) 


Residual 


5o 


N-pq 


Mo= Sol (N-pq) 


Total 


S2 + S, + So 


N- 1 





that because of the nesting, there is no possibility of calculating an interaction term from a two- 
factor nested design. The ANOVA table therefore includes no interaction term. 



6.6.3 Variance Components 

Hierarchical or nested designs are most often used to investigate random effects, so we work on that 
basis. The most useful information about such effects is usually the variance contributed by each 
factor. These contributions, usually termed ‘variance components’, can be calculated from the 
mean squares in the ANOVA table. 

The mean square terms are related to the residual variance (ffres) and the variances due to 
changing the two factors (^analyst and nfnstrument)- Their expected values are as follows: 



Mo : cr 



2 

res 



(6.5a) 



Ml : na\ 



(6.5b) 



M2 . -f -|- CT|.gj 



(6.5c) 



We can therefore obtain estimates of the different variance components (designated sl^s, 
■sfnstrument and ^analyst fo distinguish the estimates from the population variances) as follows: 






‘’analyst 



Ml — Mo 

n 

AA2 — A/i 

mj 



(6.6a) 

(6.6b) 

(6.6c) 



Conventionally, where one of the differences in equations (6.6b) and (6.6c) is negative, the asso- 
ciated variance component is set to zero. 



6.6.4 F-Tests for Two-factor ANOVA on Nested Designs 

Usually, it is sufficient to estimate the different variance components from a hierarchical design and 
compare them to determine which are important and which are not. It is, however, sometimes 
useful to have an objective test for the significance of a particular effect. The mean squares above 
show that each mean square includes contributions from all the sources of variance ‘below’ it in the 



78 



Chapter 6 



hierarchical design. It follows that if we wish to ask about the effect of a particular factor, we must 
test each mean square against the mean square immediately below it in the ANOVA table. For each 
factor, therefore, an F-test is carried out to determine whether the mean square (M 2 or Mi) is 
significantly greater than the mean square immediately below it in the table (Mi or Mq, respec- 
tively). The F-test should use the one-tailed value for F. If the F-test gives a significant result, then 
we conclude that the factor has a significant effect on the measurement results. 

Note that ANOVA software usually calculates F ratios with respect to the residual mean square 
by default. 



Example 

As part of a training exercise, four analysts working at different sites within a company are asked to 
make two replicate measurements of a quality control sample on each of three different instruments 
available in their laboratory. The results are given in Table 6.15. 

The ANOVA table is given in Table 6.16. The calculations are given in the Appendix to this 
chapter. 

The variance components are calculated as follows: 

Mo = 5.11 



Ml -Mo 10.86-5.11 



2.88 






2 

analyst 



^2 — 



nq 



202.74- 10.86 
2x3 



31.98 



Table 6.15 Results from a training exercise (results expressed in mg L *). 





Analyst 1 






Analyst 2 






Analyst 3 






Analyst 4 




II 


12 


13 


11 


12 


B 


11 


12 


13 


11 


12 


13 


47.4 


42.2 


45.6 


50.2 


52.1 


57.2 


43.7 


40.3 


47.1 


51.9 


52.3 


50.5 


44.7 


42.2 


44.8 


54.1 


56.8 


58.2 


46.6 


41.3 


45.2 


57.4 


56.8 


54.1 



Table 6.16 ANOVA table for data presented in Table 6.15. 


Source of variation 


Sum of squares" 


Degrees of freedom v 


Mean square" 




F ■ * 

crit 


Between analysts 


608.23 


3 


202.74 


18.67 


4.066 


Between instruments 


86.90 


8 


10.86 


2.13 


2.849 


Residual 


61.35 


12 


5.11 






Total 


756.48 


23 









"Figures are shown to two decimal places. 

*The F ratios are calculated against the mean square on the following row as described in the text and the critical values use 
the associated degrees of freedom. This differs from the default usually found in ANOVA software, which tests all effects 
against the residual mean square. 
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Clearly, the instrument effect is comparatively small, whereas the between-analyst variance is very 
large. 

These are the best estimates of the variances, but to check whether these effects could reasonably 
have arisen by chance, we follow up with suitable T-tests: 

Comparing Mi with Mq to test the significance of the effect of using different instruments: 



10.862 

5.113 



2.124 



The critical value for T (a = 0.05, Vi = 8, V 2 = 12) is 2.849. The effect of the analysts using different 
instruments to make the measurements is therefore not statistically significant at the 95% con- 
fidence level. 

Comparing M 2 with Mi to check the effect of changing analyst: 



202.743 

10.86 



18.67 



The critical value for T (a = 0.05, Vi = 3, V 2 = 8) is 4.066. The effect of having different analysts carry 
out the measurements is therefore significant at the 95% confidence level. Given the very large 
variance component, this should not be surprising. 



6.7 Checking Assumptions for ANOVA 

6.7.1 Checking Normality 

Although the calculations of the mean squares and of the variance components, such as the 
between-group variance in equation (6.2b), are unaffected by non-normality, /^-values depend 
on the assumption that the underlying random errors are approximately normally distributed. 

The simplest method of checking normality is to review the residuals for the data set. For 
ANOVA, the residuals are the differences between the observations and their expected value, 
usually the group mean. For example, for the data set in Table 6.1, the mean for the first analyst is 
65.68 and the residuals are (—1.08, —0.18, 3.52, —0.08, —2.18). For two-factor ANOVA with 
replication, the residuals are the deviations from cell means. For two-factor ANOVA without 
replication, the residuals are more complicated; the residual for row j and column i is calculated 
from 



r,y = Xij - x.j - Xi. + X . . (6.7) 

where x.j is the corresponding row mean, x.i is the column mean and x.. is the mean of all the data. 

Once the residuals have been calculated, the residuals should be checked for normality using dot 
plots, normal probability plots (Chapter 2, Section 2.10) or any of the methods mentioned in 
Section 3.7 in Chapter 3. 



Example 

For the data set in Table 6.1, the residuals are calculated by subtracting the group means to obtain 
the list of residuals in Table 6.17. A normal probability plot is shown in Figure 6.8. The data fall 
approximately along a straight line, giving no reason to suspect serious departure from normality, 
although the two low values might merit examination as possible outliers. 
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Table 6.17 Residuals for a one-way ANOVA using the data in Table 6.1. 



Analyst 


1 


2 


3 


4 


-1.08, -0.18, 3.52, 


0.32, 2.22, 0.62, 


-0.72, -2.12, 0.08, 


3.10, 2.50, -5.50, 


-0.08, -2.18 


-1.68,-1.48 


-1.22, 3.98 


4.60, -4.70 




Residual 

Figure 6.8 Checking normality for a one-way ANOVA. The figure shows the normal probability plot for 
the residuals shown in Table 6.17. 



6.7.2 Checking Homogeneity of Variance - Levene’s Test 

ANOVA assumes that the residual variance is the same for all the groups examined, that is, that the 
variance is homogeneous. Substantial differences among the variances can cause the analysis to 
miss important between-group effects. Review of the data using box plots or similar graphical tools 
(Chapter 2) will usually give a good indication of likely failures in this assumption, but it is 
sometimes useful to check whether apparently different variances could reasonably arise by chance. 
A convenient test which can be implemented using spreadsheets and one-way ANOVA is Levene’s 
test. 

Levene’s test uses the absolute deviations from group means or medians. Larger variances cause 
the deviations from group means (or medians) to increase and this in turn causes the mean of the 
absolute deviations to increase. A test for significantly different mean absolute deviation among the 
groups will indicate significantly different variances. The differences among the group means can be 
tested using one-way ANOVA. 

The procedure is therefore as follows: 

1. Calculate the medians x, for each group of data (calculating the means is also valid, but less 
common). 

2. Calculate the absolute deviations dik = |x,;*— x,;|. 

3. Carry out a one-way ANOVA on the absolute deviations in their corresponding groups. 

4. A calculated value for Tin excess of the critical value indicates a significant difference between 
the groups and hence significantly different variances. 
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Table 6.18 Absolute deviations for a one-way ANOVA example. 

Analyst 

12 3 4 



Group median 65.5 65.6 64.0 68.0 

Absolute deviations 0.9, 0.0, 3.7, 0.1, 2.0 0.0, 1.9, 0.3, 2.0, 1.8 0.0, 1.4, 0.8, 0.5, 4.7 0.6, 0.0, 8.0, 2.1, 7.2 



Table 6.19 


ANOVA table for Levene’s test. 












Sum of squares 


Degrees of freedom v 


Mean square 


F 


p- Value 


F„ii 


Analyst 


19.01 


3 


6.337 


1.210 


0.338 


3.239 


Residuals 


83.79 


16 


5.237 









Note that Levene’s test is clearly approximate, as the absolute deviations are not expected to be 
normally distributed. The test nonetheless performs sufficiently well for most practical purposes. 



Example 

Figure 6.1 shows some modest differences in dispersion between the groups of data in Table 6.1. 
Levene’s test is used to check whether the different dispersions are statistically significant or could 
reasonably occur by chance. Using the data from Table 6.1, the medians and calculated deviations 
are shown in Table 6.18. 

The one-way ANOVA table for these data is given as Table 6.19. The p-value is over 0.05 and Tis 
well under the critical value; there is therefore no evidence of significant differences in variance 
between the analysts. 



6.8 Missing Data in ANOVA 

Missing data do not represent a serious problem in one-way ANOVA; most software copes well 
with variable numbers of observations in each group and the conclusions are largely unaffected. 
For nested designs or for two-factor and higher order ANOVA without interactions, imbalance 
adversely affects interpretation. Some simpler software will (perhaps sensibly) not accept ANOVA 
data with missing values at all. More sophisticated software will calculate tables, but the results will 
depend on the order in which effects are specified unless special techniques are used. Good sta- 
tistical software will provide appropriate methods for nested and main-effects ANOVA with 
missing data; for example, ANOVA based on so-called ‘Type IT sums of squares will handle these 
cases adequately. For two-factor and higher order ANOVA with interactions, however, missing 
data can be a very serious problem indeed. With all cells populated, but with different numbers of 
observations in each, so-called ‘Type IIT sums of squares is the most widely recommended 
approach, although many statisticians would increasingly advocate an approach based on ‘linear 
modelling’ and comparison of successive models. Even with either of these approaches, inter- 
pretation may be problematic and it would be prudent to consult an experienced statistician. With 
complete cells missing, interpretation becomes increasingly unsafe and it becomes essential and not 
merely prudent to consult a statistician for advice on the options available. 
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Appendix: Manual Calculations for ANOVA 

A Note on Numerical Accuracy 

The intermediate sums of squares used in the most efficient manual calculations are often very large 
and the calculations usually involve differences between these large numbers. Where the range of 
the data is small compared with the largest value, there can be a very serious risk of losing the most 
important digits because of rounding, whether manually or in software. To avoid this, it is often 
useful to ‘code’ the data, that is, to subtract a convenient amount from all the raw observations. 
Using spreadsheets or similar general-purpose software, mean centring by subtracting the mean 
from the data is convenient and usually slightly more effective. Either strategy can greatly reduce 
the size of intermediate sums with no effect on the resulting ANOVA tables. As a rough guide for 
manual ANOVA calculations, coding or mean-centring is useful where the range of values is less 
than about 20% of the maximum value, and strongly recommended where the range is below 5% of 
the maximum value. If neither coding nor mean centring is used in manual calculations, it is 
crucially important to retain all available digits at least until the final sums of squares for the 
ANOVA table are calculated. 

The worked examples below illustrate coding where appropriate. 



One-way ANOVA 

One of the most efficient ways of calculating the sums of squares for one-way ANOVA by hand is 
given here. A number of intermediate summations are required: 



Vi = 



p 

E 

,= 1 \A-=1 



E ^ik 



(6.8a) 



V2 



p n 

EE4 



1=1 A-=l 



(6.8b) 



V3 



P n 

E E -^ik 

/=! k=l 

N 



(6.8c) 



where N is the total number of observations. 

If the individual groups of data contain moderately different numbers of replicates, then equation 
(6.8a) can, for a reasonably good approximation during hand calculation, be replaced with 







(6.9) 



where «,• is the number of replicates obtained in group i. These values are used to calculate the sum 
of squares terms as shown in Table 6.20. 

Once the sums of squares have been calculated, the degrees of freedom and mean squares are 
calculated as in Table 6.2. 
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Table 6.20 


Calculation of sum of squares terms in one-way 


ANOVA. 




Source of variation 


Sum of scjuares 




Betweeii-group 


5b=S-i- S3 




Within-group 




Sw = S2-Si 




Total 




5tot = 5b + Sw = 


S2-S3 


Table 6.21 


Data from Table 6.1 after coding. 






Analyst 


I 


2 


3 


4 


4.6 


5.6 


4.0 


8.6 


5.5 


7.5 


2.6 


8.0 


9.2 


5.9 


4.8 


0.0 


5.6 


3.6 


3.5 


10.1 


3.5 


3.8 


8.7 


0.8 


Table 6.22 


One-way ANOVA calculations: Summation of data presented in Table 6.21. 






Analyst 






1 


2 3 


4 




n 


n n 


n P n 




X; x\k = 28.4 

k=\ 


-^2k = 26.4 = 23.6 

k=l k=\ 


E -Mk = 27.5 E E Xik 

k=\ i=lk=\ 


= 105.9 



Example 

The following example uses the data in Table 6. 1 . The data are first coded by subtracting 60, to give 
the adjusted data in Table 6.21. 

The required group and total sums are shown in Table 6.22. In this example, p = A and n = 5. 
The calculations required to evaluate the sum of squares terms are as follows: 






P / n 

;=1 U =1 



n 



28.42 + 26.42 + 23.62 + 27.5 
5 



2 

-= 563.35 



52 = ^ ^ x \ = 4.62 + 5.52 + 9.22 3 52 5^^2 7^52 5 92 3_^2 3_g2 

4 q2 2.62 + 4.82 + 3.52 + 8.72 + 8.62 g_Q2 Q q 2 j2 Q g2 
= 703.83 



53 



P n 

E E ^ik 

;'= U -=1 

N 



105.92 

20 



560.74 



Note that without coding, the largest intermediate value would be 85411.83 instead of 703.83. 
The ANOVA table for this example is calculated as in Table 6.23. 
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Table 6.23 ANOVA table for data presented in Table 6.1. 

Source of Sum of squares" Degrees of Mean square F 

variation freedom v 



Between- 

group 

Within 

-group 



5b = S,-S3 vb=p-l = 3 

= 563 . 35 - 560.74 = 2.61 



5w = 52-5i Vw = A-/;=16 

= 703 . 83 - 563.35 = 140.48 



Mb = Sb/(p-l) Mb/M„ 

= 2 . 61/3 = 0.87 = 0 . 87 / 8.78 

= 0.10 

Mw=5w/(A-p) 

= 140 . 48/16 = 8.78 



Total 5tot=5b + Sw Vtot = lV-l = 19 

= 52-53 = 703 . 83 - 560.74 

= 143.09 



"Intermediate values shown after coding. 



Table 6.24 Cross-classified design. 



Factor 2 levels 


Factor 1 levels 
I 


i 


P 


1 


A' 11 


xn 


Xpl 


,/ 


Xy 


Xij 


Xpj 


q 


Xu, 


^iq 


Xpq 



Two-way ANOVA: Cross-classification Without Replication 

Table 6.24 shows the layout and nomenclature for two-factor ANOVA without replication. Factor 
1 has levels 1=1,2, ...,p and Factor 2 has levels /= 1,2,.. ., cp The individual results obtained for 
each combination of factors are represented by Xy. 



Calculation of Sum of Squares and Mean Square Terms 

The summations required to carry out the analysis of variance are shown below: 



(i) 



(11) 



p I g 

E Ev; 

/=! \/=l 



^ / P 

E Ev; 

,/=l \l=l 



(iii) 



P <7 

EE 



i=l ,/=l 



7 




(iv) 



PI 

EE- 

V,=1./=1 



N 



2 



(6.10a) 



(6.10b) 

(6.10c) 



(6.10d) 



where N is the total number of observations. 



The ANOVA table is shown in Table 6.25. 
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Table 6.25 ANOVA table for two-factor ANOVA without replication (cross-classification). 



Source of variation 


Sum of squares 


Degrees of 
freedom v 


Mean square 


F 


Between columns (Factor 1) 


S 2 =(i)-(iv) 


p-\ 


M2 = S2Kp-1) 


M 2 I -^^0 


Between rows (Factor 2) 


Si = (ii) - (iv) 


q-\ 


M, = Si/(<?-l) 


Ml/Mo 


Residuals 


So = [(iii) + (iv)]-[(i) + (ii)] 


(p-\)(q-\) 


Mo = SoKp-\)(q-\) 




Total 


S 2 + Si + So=(iii)-(iv) 


N- 1 







Table 6.26 Two-factor ANOVA, cross-classification without replication: summation of data 
presented in Table 6.8. 



Laboratory 






Sample 










1 


2 


3 


4 






1 


99.5 


83.0 


96.5 


96.8 


P 

E Xii = 

i-\ 


375.8 


2 


105.0 


105.5 


104.0 


108.0 


P 

E xa = 

i=\ 


422.5 


3 


95.4 


81.9 


87.4 


86.3 


P 

/=1 


351.0 


4 


93.7 


80.8 


84.5 


70.3 


P 

E a-,-4 = 
(=1 


329.3 




Y.x\i = 393.6 

./=i 


? 

E xi] 
./=i 


= 351.2 f;.V3j = 372.4 

7=1 


^.V4, = 361.4 
7=1 


P <3 

E E Xij 
1 = 17=1 


= 1478.6 



Example 

The example uses the sweetener recovery data described in Section 6.5.1. For this example, the data 
cover a range of about 40, compared with a maximum of 108. Coding therefore has little effect and 
the calculations are performed on the raw data (Table 6.26). 

The calculations required to evaluate the sum of squares terms are as follows: 



(i) 



P ( <i 

E Ev, 

'=1 v=‘ 

q 



393.62 35 i _22 + 372.42 3^1.42 



= 136888.53 



where cj is the number of rows'. 



(ii) 



1 f p 

E Ev 

,/=i \/=i 



375.82 422.52 + 351 .Q 2 + 329.32 



= 137842.85 



where p is the number of columns', 



(iii) 



p ? 

H H 4 = 

-f 95.42 -h 8I.92 -h 87.42 gg 32 93 72 gQ g2 g4_52 7Q 32 

= 138392.88 
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(iv) 



C P ^ 

EE- 

/=ly=l 



N 



1478.62 

16 



136641.12 



The ANOVA table for this example is shown in Table 6.27. 



Two-factor ANOVA: Cross-classification With Replication 



Calculation of Sum of Squares and Mean Square Terms 

The summations required to carry out a two-factor ANOVA for cross-classihcation with replica- 
tion are as follows. Table 6.28 shows the layout and nomenclature. 



(i) 



P / ‘I n 

E I E E 

,= 1 V/=U-=1 



qn 



(6.11a) 



(ii) 




q / p n 

7=1 \/=lA:=l 




( 6 . 11 b) 






pn 




Table 6.27 


ANOVA table for the data presented in Table 6 . 8 . 




Source of 
variation 


Sum of squares 


Degrees of 
freedom v 


Mean square 


F 


Between 

columns 

(samples) 


S 2 = (i) - (iv) 

= 136888.53 - 136641.12 

= 247.4 


p-\=3 


II II 1 -^ 
II 

1 


M 2 /M 0 
= 82.5/33.6 

= 2.46 


Between rows 5i = (ii) - (iv) 
(laboratories) = 137842.85 - 136641.12 

= 1201.7 


q-\=3 


M, = 5,/(t?-l) 
= 1201.7/3 

= 400.6 


Ml/Mo 

=400.6/33.6 

= 11.92 


Residuals 


So = [(iii) + (iv)] - [(i) + (ii)] (p - \){q - 1 ) 

= (138392.88+ 136641.12)- 
(136888.53 + 137842.85) = 302.6 


= 9 Mo=SoKp-\)(q- 
= 302.6/9=33.6 


1 ) 


Total 


52 + 5i+So 
= (iii)-(iv) 

= 138392.88 - 136641.12 

= 1751.8 


A- 1 = 15 






Table 6.28 


Two-factor ANOVA, cross- 


-classihcation, with replication. 




Factor 2 levels Factor 1 levels“ 

1 


i 




P 


1 


.Viii, . . ., Xn„ 


x,n, 




XpU, ■ ■ ., -Vpi„ 


j 


X\j\, . . ., Xij„ 


Xij\, 


. . .5 ^ijn 


• * *5 ^pjii 


q 


^\qn 




• ■ • i ^iqn 


^pql"' • • •? ^pqn 



'The replicate number is denoted k= 1, . . ., n, so a single observations is denoted .Vyit- 
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Table 6.29 ANOVA table for two-factor ANOVA with replication (cross-classification). 



Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square 


Between columns (Factor 1) 


S3 = (i)-(V) 


P-1 


M3 = S3/(P-1) 


Between rows (Factor 2) 


S2 = (ii)-(V) 


q- 1 


M2 = S2/(?-1) 


Interaction 


S, = [(iii) + (v)]-[(i) + (ii)] 


(P -!)(<?- 1) 


M, = Si/(p-l)(<7-l) 


Residual 


So = (iv) - (iii) 


N-pq 


Mo = So/{N-pq) 


Total 


S3 + S 2 + Si+So = (iv)-(v) 


N- 1 





(hi) 



(iv) 



(V) 



p q f n 

E E E ^nk 

/=!/=! \k=\ 



p q n 

EEE4 

/=i /=i k=\ 



p q n 



IEEE ^ijk 

\i=lj=lk=l j 

N 



(6.11c) 

(6.11d) 

(6. lie) 



where N is the total number of observations. 

The ANOVA table is shown in Table 6.29. 

Example 

The example uses the data on the effect of heating temperature and time on the determination of 
fibre described in Section 6.5.2. Because the range of the data is very small compared with the 
maximum value (less than 2%), the data have been coded by subtracting 27 to give the revised data 
in Tables 6.30 and 6.31. Note that one adjusted value is negative. 

The calculations required to evaluate the sum of squares terms are as follows: 



(i) 



(1.22-h 1.22-^0.42) 3.04 

(3 X 3) 



= 0.33778 



(ii) 



(0.92-h 1.02-^0.92) 2.62 

(3 X 3) 



= 0.29111 



(iii) 



' 0 . 42 -^ 0 . 32 -^ 0 . 22 -^ 0 . 62 -^ 0 . 22 ' 

-f 0.22 ^ qj2 ^ q^q2 



1.26 



= 0.42 



(iv) 



0.l2 -H 0.22 0.02 -H 0.22 0.02 -h 0.12 -H 0.12 -h 0.12 -H 0.12 

4- 0.32 -b 0.12 -4 0.12 -b 0.12 -b 0.12 -b 0.12 -b 0.22 0.02 -b 0.02 
+ 0.02 -b 0.22 0.02 -b 0.12 -b 0.22 + o.l2 -b 0.12 -b 0.32 -b (-0.1)^ 



= 0.52 



Chapter 6 



Table 6.30 Fibre data from Table 6.12 after coding. 



Time (min) 




Temperature (°C) 




500 


550 


600 


30 


0.1 


0.2 


0.0 




0.2 


0.0 


0.1 




0.1 


0.1 


0.1 


60 


0.3 


0.1 


0.1 




0.1 


0.1 


0.1 




0.2 


0.0 


0.0 


90 


0.0 


0.2 


0.0 




0.1 


0.2 


0.1 




0.1 


0.3 


-0.1 



Table 6.31 


Two-factor ANOVA, cross-classification with replication: summation of data pre- 
sented in Table 6.30. 


Time ( min ) (q = 3) 


Temperature (°C) (p - 


= 3) 


Total 




500 (i=l) 


550 (i = 2) 


600 (i = 3) 






n 


n 


n 


P n 


30 (/=1) 


Y) x\\k = 0.4 


Y xiik = 0.3 


Y X2\k = 0.2 


Y Y Xi\k = 0.9 




k=\ 


k=\ 


k=\ 


/=1 k=\ 




n 


n 


n 


p n 


60(/ = 2) 


Y X\2k = 0.6 


i Xl2k = 0.2 


Y xm = 0.2 


Y Y Xi2k = 1.0 




k=\ 


k=\ 


k=\ 


/=! k=\ 




n 


n 


n 


P n 


90(/ = 3) 


Y = 0.2 


Y X23k = 0. / 


Y -’^33A' = O.U 


Y Y XBk = 0.9 




A = 1 


k=\ 


k=l 


/=! k=\ 




q n 


q n 


q n 


p q n 


Total 


Y Y x\jk = 1.2 


Y Y X2jk = 1.2 


Y Y X3jk = 0.4 


YYY Xijk = 2.8 




,/=l k=l 


,/=l k=\ 


,/=l k=\ 


/=1 7=1 k=\ 



(V) 



2 . 8 - 



7.84 



(3x3x3) 27 



= 0.29037 



The ANOVA table is given in Table 6.32. Note that without coding, the largest intermediate 
value would be 19834.72, requiring 9- or 10-digit numerical precision for reasonable accuracy in the 
between-rows sum of squares. 

Two-factor ANOVA for Nested Designs (Hierarchical Classification) 

Calculation of Sum of Squares and Mean Square Terms 

The summations required to carry out a two-factor ANOVA for a nested design are as follows. 
Table 6.33 shows the layout and nomenclature. 



(i) 




2 



qn 



(6.12a) 
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Table 6.32 ANOVA table for data presented in Table 6.12. 



Source of 
variation 


Sum of square s“ 


Degrees of 
freedom v 


Mean square^ 


Between columns 
(temperature) 


S 3 = (i) - (v) = 0.33778 - 0.29037 

= 0.04741 


p - 1=2 


M, = Sf(p-l) 

= 0.04741/2=0.02371 


Between rows 
(time) 


S 2 = (ii)-(v) = 0.29111 - 0.29037 

= 0.00074 


q-\=2 


M2=S2l(q-l) 

= 0.00074/2=0.00037 


Interaction 


Si = [(iii) + (v)]-[(i) + (ii)] 

= (0.42 + 0.29037) - (0.33778 -t 0.29 111) 

= 0.08148 


1 

1 

T 


M, = S,/(p-l)(ry-l) 
=0.08148/4 = 0.02037 


Residual 


So = (iv)- (hi) = 0.52 -0.42 

= 0.1000 


N - pq= 18 


Mo=SoliN-pq) 

= 0.1/18 = 0.00556 


Total 


‘ 5*3 + ‘S ’2 + Si + So = (iv) — (v) 
= 0.52 -0.29037 = 0.22963 


N- 1=26 





"Intermediate values shown after coding. 
*To 5 decimal places. 



Table 6.33 Two-factor nested ANOVA (hierarchical classification). 







I 






Factor 1 levels 
i 




p 






Factor 2 levels 




1,1, ... 


Ij, ... 


b? 


/, 1 , ... 


ij, . . . 


i,q 


p,i, ... 


pj. ■ ■ ■ 


PA 


Replicate numbers 


1 


-^111 


^1/1 


Xu,\ 


Xi\ 1 


Xijl 


^ic/l 


Xpl 1 


Xpjl 


^pq\ 




k 


Xuk 


Xyk 


Xl^k 


x,lk 


Xijk 


Xidk 


Xplk 


Xpjk 


Xpqk 




n 


A'lln 


^ \jn 




Xi\n 


^ijn 


^ic/n 


^pl?l 


Xpjn 


^pqu 



(li) 



(hi) 



(iv) 



P ^ 

EE 

(=1./=1 \A-=1 



E Xijk 



P n 

EEE4 

/=i /=i k=\ 



( p q n 

E E E Xijk 

/=1./=U'=1 ^ 

N 



(6.12b) 

(6.12c) 

(6.12d) 



where N is the total number of observations. 



The ANOVA table is shown in Table 6.34. 
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Table 6.34 ANOVA table for two-factor nested ANOVA (hierarchical classification). 



Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square 


Factor 1 


S 2 = (i)-(iv) 


P-1 


M2=S2l(p-l) 


Factor 2 


S, = (ii)-(i) 


P(4 - 1) 


M\ = Sfp{q- 1) 


Residual 


So = (iii) - (ii) 


N-pq 


Mo= Sol (N-pq) 


Total 


S '2 + S'i + S'o = (iii) - (iv) 


N- 1 





Example 

The example uses the data in the training exercise described in Section 6.6. Factor 1 in Table 6.33 
corresponds to analysts and Factor 2 to instruments, nested within analyst. Since the data have a 
range of about 18 and a maximum value of about 58, coding is not expected to be useful and the 
calculation is performed on the raw data (Table 6.35). 

The calculations required to evaluate the sum of squares terms are as follows: 



(i) 



(266.92 -h 328.62 + 264.22 -h 323.Q2) 

pl72) 



353344.2 

6 



58890.70167 



(ii) (92.12 84.42 90.42 104.32 + 108.92 -h 115.42-^ 90.32 + 81.62 

+ 92.32 + 109.32 + 109.12 + 104.62)/2 = 117955.19/2 = 58977.595 

(hi) 47.42+ 44.72 + 42.22 42 22 + 45_62 44_g2 3 q_22 + 54. 12 + 52. 12 

+ 56.82 37^22 + 58.22 43 72 4^ g2 4Q 32 4^ 32 47 j2 

+ 45.22 + 51.92 37 42 32 32 36 g2 3Q 32 3442 ^ 59038.95 



(iv) 



(1182.7)^ 

24 



1398779.29 

24 



58282.47042 



The final calculations for the ANOVA table are given in Table 6.36. 

Note that in this example, coding by subtracting 40 would have reduced the largest intermediate 
values from about 59 000 to about 2800. This would not provide a great improvement in numerical 
accuracy. 



Table 6.35 Two-factor ANOVA, nested design: Summation of data in Table 6.15. 





Analyst 1 






Analyst 2 




Analyst 3 






Analyst 4 




Instrument 


1:1 1:2 


1:3 


2:1 


2:2 


2:3 


3:1 


3:2 


3:3 


4:1 


4:2 


4:3 


n 

X] ^ijk 
k-\ 


92.1 84.4 


90.4 


104.3 


108.9 


115.4 


90.3 


81.6 


92.3 


109.3 


109.1 


104.6 


q n 

E E Xijk 

,/=lA-=l 
p q n 

J2J2J2 Xijk 

i=l j=\ k=\ 


266.9 




328.6 






264.2 






323.0 






1182.7 
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Table 6.36 ANOVA table for data presented in Table 6.15. 



Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square 


Between analysts 


S 2 = (i) - (iv) = 58890.702 - 58282.470 

= 608.23 


p- 1=3 


M2 = S2/(P-1) 

= 608.23/3 = 202.743 


Between instruments 


Si = (ii) - (i) = 58977.595 - 58890.702 

= 86.893 


QO 

II 

1 


Mi = Si/p(g- 1) 

= 86.893/8 = 10.862 


Residual 


So= (iii) - (ii) = 59038.950 - 58977.595 

= 61.355 


II 

1 


Mo = SofN-pq) 

= 61.355/12 = 5.113 


Total 


S 2 + Si + So = (iii)-(iv) 

= 59038.950 - 58282.470 = 756.480 


TV- 1=23 





CHAPTER 7 

Regression 



7.1 Linear Regression 

7.1.1 Introduction to Linear Regression 

Linear regression is used to establish or confirm a relationship between two variables. In analytical 
chemistry, linear regression is commonly used in the construction of calibration functions required 
for techniques such as gas chromatography and atomic absorption spectroiuetry, where a linear 
relationship is expected between the analytical response and the concentration of the analyte. 

Any two data sets of equal size can be plotted against each other on a scatter plot to see if a 
relationship exists between corresponding pairs of results. In analytical chemistry, the data sets are 
often instrument response and analyte concentration. If there is reason to believe that the value of 
one variable depends on the value of the other, the former is known as the dependent variable. The 
dependent variable is conventionally plotted on the j-axis of the scatter plot. In the instance of a 
calibration curve for a determination, the instrument response will be the dependent variable as its 
value will depend on the concentration of the analyte present. The (known) analyte concentration 
in the calibration solutions is therefore described as the independent variable. In chemical analysis, 
a relationship between these two variables is essential. The object of regression is to establish the 
relationship in terms of an equation and to study other aspects of the calibration. 

The general equation which describes a fitted straight line can be written as 

y = a + bx (7.1) 

where b is the gradient of the line and a is its intercept with the j-axis. The method of least-squares 
linear regression is used to establish the values of a and b. The ‘best fit’ line obtained from least- 
squares linear regression is the line which minimises the sum of the squared differences between the 
observed and fitted values for y. The signed difference between an observed value (y) and a fitted 
value iy) is known as a residual. The most common form of regression is of y on x. This assumes 
that the x values are known exactly and the only error occurs in the measurement of y. 



7.1.2 Assumptions in Linear Regression 

A simple least-squares linear regression of y on ,x relies on a number of assumptions. Substantial 
violation of any of the assumptions will usually require special treatment. The key assumptions are 
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the following: 

• The errors in the x values should be negligible. 

• For calculating confidence intervals and drawing inferences, the error associated with the y 
values must be normally distributed. If there is doubt about the normality, it may be sufficient 
to replace single y values with averages of three or more values of y for each value of x, as mean 
values tend to be normally distributed even where individual results are not. 

• The variance of the error in the y values should be constant across the range of interest, 
that is, the standard deviation should be constant. Simple least-squares regression gives equal 
weight to all points; this will not be appropriate if some points are much less precise than 
others. 

• Both the X and y data must be continuous valued and not restricted to integers, truncated or 
categorised (for example, sample numbers, days of the week). 



Visual inspection of the raw data and residuals is among the most effective ways of checking 
many of these assumptions for linear regression in analytical measurement. Inspection of the raw 
data is described in Section 7.1.3. The calculation and inspection of residuals are discussed in more 
detail in Section 7.1.5. 

7.1.3 Visual Examination of Regression Data 

Before carrying out the linear regression calculations, it is good practice to examine a scatter plot of 
the data for possible outliers and points of influence. An outlier is a result which is inconsistent with 
the rest of the data set (see Chapter 5). A point of influence is a data point which has a dis- 
proportionate effect on the position of the regression line. A point of influence may be an outlier, 
but may also be caused by poor experimental design (see Section 7.1.10). Points of influence can 
have one of two effects on a regression line - high leverage or bias. Figure 7.1a shows high leverage 
caused by the uneven distribution of the data points. Ideally, the x values should be approximately 
evenly spaced across the range of interest to avoid this problem. Figure 7.1b illustrates the effect 
of leverage caused by an outlier. High leverage will affect both the gradient and the intercept of 
the line. 

An outlier in the middle of the data range will cause the intercept to be biased as the line will be 
shifted either upwards or downwards, as shown in Figure 7.2. 
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Figure 7.1 Points of influence - leverage, (a) High leverage due to uneven data distribution; (b) efiect of an 
outlier with high leverage. 
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Figure 7.2 Points of influence - bias. Bias caused by an outlying point. 



7.1.4 Calculating the Gradient and Intercept 

Least-squares linear regression is usually carried out using statistical software or the software 
associated with a particular analytical instrument. For manual calculation, the relevant equations 
for obtaining estimates of the gradient and intercept, together with their associated standard 
deviations (also often called the standard errors), are given in this section. 

The gradient b and intercept a of the best fit straight line are calculated from the following 
equations: 



n 



X![(x;-x)(y,--j)] 
b '=* 


(7.2) 


^ " 7 

i=\ 


a = y — bx 


(7.3) 



where x and v are the means of the x and y values, respectively. 

Once the gradient and intercept have been calculated, it becomes possible to calculate both the 
residuals (which should be inspected as described in Section 7.1.5) and the residual standard 
deviation, s^jx, which is required for the calculation of a number of regression statistics. The 
residual standard deviation is a measure of the deviation of the data points from the regression line 
and is calculated using the equation 



Sy/x = \ 



tiyi-hf 
/=! 

n — 2 



(7.4) 



where y,- is the observed value at a given x value (for example, an observed instrument response for 
a particular analyte concentration), j, is the value of y calculated for a given x value using the 
equation of the line (that is, the predicted y value) and n is the number of pairs of data used in the 
regression. Each difference (y,—yi) is one residual. Note that the divisor in the residual standard 
deviation [equation (7.4)] is n— 2. Here, n — 2, the number of observations minus the number of 
parameters estimated (a and b), is the number of degrees of freedom for the residual standard 
deviation. 
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The standard deviation for the estimate of the gradient, s/,, is calculated using the equation 






Sh = 



•ylx 






(7.5) 



and the standard deviation for the estimate of the intercept, Sa, is calculated using the equation 



Sa 



Sy/x 



\ 



/=1 



nY.{x>-xf 

7=1 



(7.6) 



The confidence intervals for the estimates of the gradient and the intercept are calculated from 
equations (7.7) and (7.8), respectively: 



b±t X Sh 


(7.7) 


a±t X Sa 


(7.8) 



where t is the two-tailed Student’s t value (from Table A. 4 in Appendix A) at the required 
significance level (typically a = 0.05) and with degrees of freedom v = n — 2. 



Example 

The response of an instrument is determined for calibration solutions with six different con- 
centrations. The data are shown in Table 7.1 and plotted in Figure 7.3. 

The mean of the x values is x = 5 and the mean of the y values is y = 51.67. 

The values required to calculate the gradient and intercept for the least-squares straight line are 
given in Table 7.2. 

The gradient is calculated using equation (7.2): 



E [{Xi - x){yi - y)\ 




£(x,-x)2 

1=1 



708.0 

70 



10.114 



The intercept is calculated using equation (7.3): 

a = y-bx= 51.67- (10.114 x 5) = 1.100 



Table 7.1 Regression data from an instrument calibration experiment. 



Concentration (x) 0 2 4 6 8 10 

Response (y) 0 24 41 60 82 103 
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Figure 7.3 Scatter plot of data presented in Table 7.1. 



Table 7.2 Calculations required for the estimation of the gradient, intercept and correlation 
coefficient for the data shown in Table 7.1. 





(Xi - x) 


(Xi-X)^ 


(yi-y) 




1 

1 




-5 


25 


-51.67 


2669.4 


258.3 




-3 


9 


-27.67 


765.4 


83.0 




-1 


1 


-10.67 


113.8 


10.7 




1 


1 


8.33 


69.4 


8.3 




3 


9 


30.33 


920.1 


91.0 




5 


25 


51.33 


2635.1 


256.7 


n 

E 




70 




7173.3 


708.0 


/=1 













The equation of the least-squares straight line for the data in Table 7.1 is therefore 



y= 1.100 4- 10.1 14x 



To calculate the standard deviation of the gradient and the intercept, we first need to calculate the 
residual standard deviation. The residuals are shown in Table 7.3. 

The residual standard deviation is calculated using equation (7.4): 



Sylx = 



\ 



E to -}>,)' 

z=l 

n — 2 



12.42 



1.762 



The standard deviation for the estimate of the gradient is calculated using equation (7.5): 



'ly/x 






1.762 

Vto 



0.211 



Sh = 
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The standard deviation for the estimate of the intercept is calculated using equation (7.6): 



— •^y/x 



\ 



E-V 

i=\ 



= 1.762 



-\2 



n Y, - x) 

i=i 



220 
6 X 70 



= 1.275 



7,1.5 Inspecting the Residuals 

Plotting the residuals can help to identify problems with poor or incorrect curve fitting. If there is a 
good fit between the data and the regression model, the residuals should be distributed randomly 
about zero, as shown in Figure 7.4. This chart is a plot of the residual values given in Table 7.3. 

Deviations from a random distribution can indicate problems with the data. Some examples are 
shown in Figure 7.5. Figure 7.5a shows an ideal residual plot. The residuals are scattered 
approximately randomly around zero and there is no trend in the spread of residuals with con- 
centration. Figure 7.5b shows the pattern of residuals that is obtained if the standard deviation of 
the >’-values increases with analyte concentration. Figure 7.5c illustrates a typical residual plot that 
is obtained when a straight line is fitted through data that follow a non-linear trend. Figure 7.5d 
shows a possible pattern of residuals when the regression line has been incorrectly forced through 
zero. Figure 7.5e shows evidence of close grouping at each value of x, a form of correlation among 



Table 7.3 Residuals calculated for the data in Table 7.1. 





y,- (yi = a + bXi) 


(yi-y<) 


(y-fif 


0 


1.10 


-1.10 


1.21 


24 


21.33 


2.67 


7.14 


41 


41.56 


-0.56 


0.31 


60 


61.78 


-1.78 


3.18 


82 


82.01 


-0.01 


0.00 


103 


102.24 


0.76 


0.58 
= 12.42 

1=1 
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Figure 7.4 Residuals plot for the data presented in Table 7.1. 
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Figure 7.5 Examples of residuals plots, (a) Ideal - random distribution of residuals about zero; (b) standard 
deviation increases with concentration; (c) curved response; (d) intercept incorrectly set to zero; 
(e) correlation among residuals. 



residuals. The significance of this effect can be checked by applying ANOVA to the residuals (see 
Section 7.1.9). Perhaps the most common cause of the pattern shown in Figure 7.5e is the practice 
of replicating analyses of each standard solution (see Section 7.1.10.2); replicate analyses can group 
very closely but other errors alfecting each group, such as volumetric errors (or in the case of 
certified reference materials, matrix effects), may cause larger deviations from the line. Where such 
an effect is found, prediction standard errors and other parameter uncertainties are often mis- 
leadingly good; more accurate estimates of the uncertainties are obtained by regression using the 
group means instead of the individual data points. Figure 7.5b-e should all cause concern as the 
pattern of the residuals is clearly not random; Figure 7.5e should dictate the use of group means to 
obtain correct uncertainty estimates, although the use of group means will prevent further tests of 
goodness of fit. The issue of replication in calibration experiments is discussed in more detail in 
Section 7.1.10.2. 

Finally, if there is a suspicion of non-normality in the residuals, a normal probability plot of the 
residuals may be a useful additional check; see Chapter 2, Section 2.10. 



7.1.6 The Correlation Coefficient 

7. 1.6.1 Calculating the Correlation Coejficient 

The correlation coefficient can be obtained from software or calculated using the equation 



n 






x){yi-y)] 





t{yi-yf 






(7.9) 
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Example 

The correlation coefficient for the data given in Table 7.1 is calculated using equation (7.9). The 
relevant intermediate calculations are given in Table 7.2. 



/=1 



./=i 



Hiyi-yY 

j=\ 



708 

V70 X 7173 



0.9992 



7. 1.6. 2 Interpretation of the Correlation Coefficient 

The correlation coefficient, r, measures the degree of linear association between the v and x vari- 
ables. The value of r will be in the range ±1. The closer \r\ is to 1, the stronger is the correlation 
between the variables. The correlation coefficient cannot generally be taken as a measure of line- 
arity or even of a significant relationship except in particular circumstances,* so it is important to 
interpret the r value in conjunction with a plot of the data; r can be usefully interpreted as indicative 
of good linearity only when data are reasonably evenly distributed along the .x-axis, with no serious 
anomalies. For predictions made from a calibration curve to have small uncertainties, r needs to be 
very close to 1; for example, for approximately 10% relative uncertainties in prediction at the centre 
of the calibration range, r needs to be about 0.99; for 1%, r needs to be better than 0.9999 (see 
reference 1 for a quantitative analysis). Note that a non-linear trend is often easy to spot even in a 
calibration giving r k 0.999. 

A low r value does not necessarily mean that there is no relationship; a useful non-linear rela- 
tionship between the y and ,x values would not necessarily lead to high linear correlation 
coefficients. 



7.1.7 Uncertainty in Predicted Values of x 

Once the linear regression has been carried out and the equation of the best fit straight line 
established, the equation can be used to obtain predicted values for x from experimentally deter- 
mined values of y. A predicted value (.x) is obtained using the equation 



.X = 




(7.10) 



where jq is the mean of N repeated measurements of y. 

There will be an uncertainty associated with .x which can be calculated from the equation 






b 



\ 



1 

N 



" C±{x,-xf 



(7.11) 



where s^ is sometimes referred to as the standard error of prediction for x. Note that the uncertainty 
associated with predicted values is at a minimum at the centroid of the best fit line; that is, at the 
point (x, y). Although uncertainties increase at the extremes of the data range, the difference is often 
unimportant in usable calibration functions as shown in Figure 7.6. Designing a calibration study 
to minimise the uncertainty in predicted values of .x is discussed in detail in Section 7.1.10.1. 
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The confidence interval for x is given by the equation 

x±txsx (7-12) 



Example 

The equation of the best fit straight line for the data in Table 7.1 was calculated as y= 1.100 + 
10.1 14.V. The response for a test sample was 80. The predicted concentration for this sample is 
therefore 



. 80-1.100 
10.114 



7.80mgL-‘ 



The standard error of prediction for this predicted value of x is calculated using the equation 



1 , 1 , ih-yf 1-762 /l 1 (80 - 51.67f _ 

b N _.2 lO.lMVl 6 10.1142x70 

\ 1=1 

The 95% confidence interval for the predicted value is 

x±txs^<i = 7.80 ± 2.776 x 0.197 = 7.8 ± 0.55 mg L^‘ 

where 2.776 is the two-tailed Student’s t value for significance level a = 0.05 and degrees of freedom 
v = n — 2. 

Figure 7.6 shows the 95% confidence interval for a range of predicted .x values. 

7,1.8 Interpreting Regression Statistics from Software 

7. 1.8.1 Statistics Describing Gradient and Intercept Estimates 

When software is used to carry out linear least-squares regression, some or all of the statistics in 
Table 7.4 will often be obtained. 




Figure 7.6 95% confidence interval for predicted values of .v (calibration data from Table 7.1). 
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Table 7.4 Regression coefficients for data presented in Table 7.1. 



Confidence interval 





Coefficients 


Standard deviation 


t- St at is tic 


/>- Value 


Lower 95% 


Upper 95% 


Intercept 


1.100 


1.275 


0.86 


0.44 


-2.44 


4.64 


Gradient 


10.114 


0.211 


48.03 


1.12 X 10“® 


9.53 


10.70 



Calculation of the regression coefficients and their associated standard deviations and confidence 
intervals was discussed in Section 7.1.4. The t statistic and p-value relate to a Student’s ?-test 
comparing whether the gradient and intercept are significantly different from zero. The relevant 
hypotheses are, for the gradient: 

Ho:h = 0 
Hi: h 7^0 

and for the intercept: 

Ho:a = 0 
Hi: a 7^0 

A test for significant slope is more useful in exploratory analysis than in calibration. In a cali- 
bration experiment, the gradient should be significantly different from zero as it is essential that the 
y and x values are highly correlated. The p-value should therefore be very small (far less than the 
usual 0.05) and the t value should be very much greater than the critical value if the calibration is to 
be useful. For exploratory analysis, on the other hand, it is usually important to test whether there 
is any relationship at all; for this purpose, it is usually sufficient to compare the calculated value of t 
for the gradient with the critical value or to compare the p-value with 0.05 in the usual way. 

For calibration, once it has been established that a linear fit of the data is satisfactory, it is often 
useful to test whether the intercept, a, is significantly different from zero. If the intercept is not 
significantly different from zero, the t value will be less than the critical value and the p-value will be 
greater than the specified significance level. Whether the regression line can reasonably be assumed 
to pass through zero can also be judged by inspecting the confidence interval for the intercept. If 
this spans zero, then the intercept is not statistically different from zero. In the example shown, the 
p-value is greater than 0.05 and the 95% confidence interval for the intercept spans zero, so we can 
conclude that the intercept is not significantly different from zero. 

7. 1.8. 2 ANOVA Tables for Linear Regression 

Regression software may also return an ANOVA table similar to that shown in Table 7.5. 

The total variation of measured values of y about the mean value y can be divided into two 
components: 

1. The differences between the actual values and the fitted line. These lead to the residual 
standard deviation discussed in Section 7.1.4 and calculated using equation (7.4). In Table 7.5, 
this source of variation is represented by the ‘Residual’ row. 

2. The differences between the fitted (that is, predicted) values of y and the mean value y. This 
source of variation is usually associated with the regression itself and represented by the 
‘Regression’ row in Table 7.5. 

In short, the total variation is composed of the dispersion in y values represented by the fitted line 
and the remaining dispersion shown by the residuals. Where a significant correlation between the y 
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Table 7.5 ANOVA table for the linear regression of data presented in Table 7.1. 





Sum of squares" 


Degrees of freedom v 


Mean square 


F 


p- Value 


Regression 


7160.5 


1 


7160.5 


2309.8 


1.12 X 10^® 


Residual 


12.4 


4 


3.1 






Total 


7173.3 


5 









"Sums of squares calculated manually using equations in Table 7.6. Values may differ slightly from values obtained from 
software due to rounding. 



Table 7.6 ANOVA calculations for least-squares linear regression. 



Source of variation Sum of squares Degrees of freedom v Mean square F 



Regression 


S\=b^ xY. {xi - xf 

i=\ 


1 


Ml =Si/l 


Ml/Mo 


Residual 


■So = E {yi - yf 

i=\ 


n — 2 


Mo = Sol(n-2) 




Total 


E (>’/ - yf 

i=\ 


n — 1 







and the x values exists, the majority of the variation in y values can be accounted for by the 
equation of the line that has been fitted to the data. 

The two sources of variation can be separated and compared using ANOVA (see Chapter 6 ). 
The relevant calculations are given in Table 7.6. 

The mean square terms are obtained by dividing the sum of squares terms by their associated 
degrees of freedom. Note that Mq is the square of the residual standard deviation. 

The critical value for Fis the one-tailed F-value for the required significance level and the degrees 
of freedom associated with the regression (1 for simple linear regression) and the residuals {n — 2 ). 
For the example shown in Table 7.5 the critical value (obtained from Table A. 5a in Appendix A) is 
7.709 for a = 0.05, V[ = 1 and V 2 = 4. 

Where a relation between the y and x values is expected, the residual sum of squares should be 
small compared with the regression sum of squares, because if the regression line fits the data well, 
the residual standard deviation will be small compared with the range of the data. Therefore, the 
regression mean square. Mi, is expected to be substantially greater than the residual mean square, 
Mq. If this is the case then the calculated value of Fwill be large compared with the critical value for 
F and the 77 - value will be very small. 

As with the significance test for the gradient (which should show the same significance level), the signi- 
ficance test in this ANOVA table is a test for a significant relationship, not a test for a useful calibration 
or for linearity. A very strongly significant value of F should be expected in a calibration experiment. 

7,1.9 Testing for Non-linearity 

It is important to check that a calibration is linear. As mentioned previously, regression statistics 
such as the correlation coefficient do not test linearity well; more specific tests for non-linearity are 
more effective. The issue of designing a suitable study to allow checks for non-linearity is discussed 
in Section 7.1.10.4. The following checks are useful. 

7. 1.9.1 Inspection of the Residuals 

Non-linearity can usually be identified by examining a scatter plot of the data and, more especially, 
a plot of the residuals. Section 7.1.5 gives further detail. 



Regression 



103 



7. 1.9. 2 F-Test of Residual Standard Deviation Against Repeatability Standard 
Deviation 

The residual standard deviation can be compared with an independent estimate of the repeatability 
of the v-values at a single x-valne using an _F-test as shown in equation (7.13). The estimate of can 
be obtained, for example, from replicate analysis of a calibration standard. 

S’ ^ 

F = ^ (7.13) 

The null hypothesis for the test is Hq: Syjx = Sj and the alternative hypothesis is H[: Syjx > Sr- The 
test is therefore a one-tailed test. The estimate of will have n — 2 degrees of freedom, where n is 
the number of pairs of data in the regression data set. At the 95% confidence level, the appropriate 
critical value for F is obtained from tables for a = 0.05, Vi = degrees of freedom for Sy^x and V 2 = 
degrees of freedom for s^. If the calculated value for F exceeds the critical value, the null hypothesis 
is rejected. This indicates that the residuals are more widely dispersed than can be accounted for by 
random error. This could be evidence of non-linearity but a significant result could also occur if, for 
example, one or two observations were biased by other factors. Studying the scatter plot and plot of 
the residuals will help decide between the two. 

7. 1.9. 3 ANOVA Applied to Residuals 

If observations are replicated at each value of x, applying one-way ANOVA (see Chapter 6, Section 
6.3) to the residuals using the x values as the grouping factor can warn of non-linearity. A sig- 
nificant between group mean square indicates that the gronp means deviate from the line more than 
would be expected from the repeatability alone (represented by the within-group mean sqnare). 
This may point to significant non-linearity. Inspection of the residuals is still advisable, however, as 
a variety of effects can cause a significant between group effect in the residuals; see the discussion of 
Figure 7.5e in Section 7.1.5. 

7. 1.9.4 Testing for Significant Higher Order Terms 

Another approach to evaluating non-linear data is to fit a more complex (higher order) equation to 
the data and determine whether the new equation is a better representation of the data. This is 
discussed in Section 7.2.3. 

7.1.10 Designing Linear Calibration Experiments 

This section discnsses some of the main experimental design considerations for calibration based on 
linear regression. The principal issues are: 

• the number of different concentrations included in the calibration; 

• the number of replicates for each concentration; 

• the best distribution of x values, that is, the range of concentrations of the calibration solutions 
and the intervals between them. 

It is important to be clear as to the objectives of any experimental design. In linear regression for 
calibration, the principal objective must be to generate predicted values of x (for example, the 
concentration of an analyte in a test solution) with minimnm uncertainty in the range of interest. 
However, other factors are important. For example, it is often desirable to provide a visible check 
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on linearity in addition to providing for interpolation. It is also important to consider whether 
analytical variation is constant across the range or changes with concentration (see Section 7.1.2); 
frequently, but not universally, the dispersion of observations increases with concentration. Finally, 
the purpose may not be calibration at all, but linearity verification, which is considered separately 
in Section 7.1.10.4). 

7.1.10.1 Minimising Prediction Uncertainty 

The standard error of prediction for a predicted value of .v (for example, concentration) is calcu- 
lated from equation (7.11). Minimising the standard error can be achieved by: 

1. maximising N, the number of observations on the test sample; 

2. maximising n, the total number of independent observations during calibration; 

3. minimising (jo —y); 

4. maximising ^(x,; — x)^. 



Optimising the number of replicate observations , N 

This is largely a simple decision based on the required uncertainty. For A^= 1, the term 1/A^ will often 
dominate the standard error of prediction near the centroid of the calibration. Clearly, if this is 
sufficient for the task, no further increase is necessary. If not, however, increasing N is potentially 
useful, as Figure 7.7 shows. The largest standard error of prediction is for A^= 1. As increases from 




X 



Figure 7.7 Effect of increasing number of observations on a test sample in linear calibration. The 
figure shows the standard error of prediction as a function of x for a linear regression on 
six equally spaced observations (x = 0—5) with residual standard deviation 0.115 and a best fit of 
y= 0.06 1 + 3 .989.V. Successive curves labelled A= 1 to A = oo show the same curve for different 
numbers of observations on each test sample. 
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Figure 7.8 Effect of increasing number of calibration observations. The figure shows the standard error of 
prediction for the same regression as in Figure 7.7, with increasing number n of {x, y) obser- 
vations during calibration. N was held constant at 3. 

1 to 3, the standard error of prediction drops by a worthwhile 30%, but further increases are less and 
less effective. It follows that choosing values of N between 1 and about 6 gives potentially useful 
improvements in prediction uncertainty, but diminishing returns accompany further increases in N. 

Increasing the total number of independent observations during calibration, n 

Increasing the total number of independent observations during calibration is also benehcial to an 
extent. This is shown in Figure 7.8. However, with six observations already present, increasing the 
number of observations during calibration has relatively modest effects unless N is also increased 
substantially. Based on Figure 7.8, using more than 10 independent observations is unlikely to provide 
worthwhile benehts compared with 5-6 observations. The lower limit for number of observations is 
set largely by the available degrees of freedom, which is n — 2. With n = 3 or 4, the residual standard 
deviation has only one or two degrees of freedom and the resulting 95% confidence intervals must be 
based on t= 12.71 or 4.30, respectively. Retaining at least three degrees of freedom {i.e. a minimum of 
« = 5) is therefore desirable when the calibration uncertainty is practically significant. 

Minimising Cyo — f) 

Figure 7.7 shows very clearly that the standard error of prediction is at a minimum at the centre of 
the regression. This follows from the fact that the value of (vo — y) is at a minimum here; the 
standard error of prediction is therefore always at a minimum at the centroid of the calibration data 
(weighted centroid, if using weighted regression). It follows that planning the calibration so that the 
centroid is closest to the concentrations of most interest will deliver the smallest uncertainties. 

Maximising (xi — x)^ 

The sum — is affected by the distribution of the observations in the calibration experiment. 
For unweighted regression, maximising this sum generates the smallest uncertainties for a given 
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number of observations. It can be shown that this is achieved in two circumstances: first, when the 
calibration range is maximised, and second, when exactly half of the n observations are at the upper 
extreme of the calibration range and half at the lower extreme, that is, for a two-point calibration 
with appropriate replication. Even an increase to three distinct x values, with one-third of the 
observations at the minimum, centre and maximum values, respectively, increases the prediction 
uncertainty significantly. However, before unreservedly adjusting all calibration curves to two-point 
calibration with maximum range, it is worth considering other factors. The most important is the 
need for some check on the linearity of the calibration and on the correctness of the various dilutions 
used in making up calibration solutions. Clearly, a two-point calibration relies very heavily on the 
assumption of linearity, but includes no such check. Using very large calibration ranges can only 
compound this problem. It is accordingly essential to plan for at least one, and preferably at least 
two, QC observations within the calibration range if using two-point calibration. For many analysts, 
it is practically simpler to include additional materials in the calibration. It follows that while the 
best uncertainty can be delivered by a two-point calibration strategy, this must be balanced against a 
need for more stringent QC and validation. It may also be necessary to consider the complexity of 
the calibration materials; for example, in standard additions, the effort of preparing multiple blends 
may be considerable, making a two-point strategy more attractive subject to appropriate QC. 
Further, for standard additions, the extrapolations involved cause the technique to perform very 
poorly indeed for small calibration ranges; it is accordingly recommended to add three to five times 
the original analyte concentration if carrying out a standard additions experiment^. 

Another common pattern used in calibration is a successive dilution, resulting in logarithmically 
decreasing concentrations (for example, 0, 1, 2, 4 and 8mgL“'). This is simple and has the 
advantage of providing a high upper calibrated level, which may be useful in analysing routine 
samples that occasionally show high values. However, the layout has several disadvantages. First, 
errors in dilution are multiplied at each step, increasing the volumetric uncertainties and, perhaps 
worse, increasing the risk of an undetected gross dilution error (especially if the analyst commits the 
cardinal sin of using one of the calibration solutions as a QC sample!). Second, the highest con- 
centration point has high leverage (Section 7.1.3); errors at the high concentration will cause 
potentially large variation in results. Third, departures from linearity are easier to detect with fairly 
evenly spaced points. In general, therefore, equally spaced calibration points are to be preferred. 



7.1.10.2 Replication in Calibration 

Replication is useful if replicates are genuinely independent. It improves precision by increasing n 
and provides additional checks on the calibration solution preparations and on the precision at 
different concentrations. Independent replication is accordingly a viable method of increasing n 
when the best possible performance is desired. Given that increasing the number of independent 
concentrations has little practical effect (and actually increases the uncertainty slightly compared 
with a few widely spaced points), independent replication can be recommended as a method of 
improving uncertainties. However, replication suffers from an important drawback. Most analysts 
have seen the effect of simply injecting a calibration solution twice; the plotted residuals appear in 
close pairs and are clearly not independent. This is essentially useless for improving precision. 
Worse, it artificially increases the number of degrees of freedom for simple linear regression, giving 
a misleadingly small prediction interval. Ideally, therefore, replicated observations should be 
entirely independent; using different calibration solutions if at all possible. Otherwise, it is better to 
first examine replicate injections to check for outlying differences and then to calculate the cali- 
bration based on the mean value of y for each distinct concentration. 

There is one side effect of replication that may be useful. If means of replicates are taken, the 
distribution of errors in the means tends to the normal distribution as the number of replicates 
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increases, regardless of the parent distribution. The distribution of the mean of as few as three 
replicates is very close to the normal distribution even with fairly extreme departures from nor- 
mality. Averaging three or more replicates can therefore provide more accurate statistical inference 
in critical cases where non-normality is suspected. 

7.1.10.3 Summary of Linear Calibration Design Recommendations 

If the calibration uncertainty is small compared with other effects in routine analysis, the cali- 
bration design is not critical. However, if calibration uncertainties are important, the following 
guidelines can markedly improve the resulting confidence interval for predicted values: 

1. Use at least five independent observations. 

2. Space the concentrations approximately evenly. 

3. Ensure that the mean concentration for the calibration materials is close to the levels of 
interest. 

4. Include independent replicates if necessary to improve precision. 

5. Increase the number of replicate observations on test samples to at least three. 

6. For standard additions methods in particular, consider two-point calibration with a wide 
calibration range, but ensure good QC and validation. 

7.1.10.4 Planning Linearity Checks 

Linearity checks use various statistical tests for departures from linearity. Among these tests are: 

• ANOVA on the residuals to check for significant between-concentration effects (see Section 
7. 1.9.3). 

• Tests for significance of higher order terms in the regression (Section 7.2.3). 

• Checks on normality of residual errors. 

These tests all benefit substantially from higher levels of replication and additional concentrations 
compared with the requirements for calibration. ANOVA in particular can only be carried out if 
observations are made at least in duplicate. The power of the ANOVA is also poor for few groups, 
but increases with the number of independent groups and replicates. For example, to obtain 80% 
power for detection of a between-group variance when the true between- and within-group var- 
iances are equal requires at least three replicates and eight groups. 

For linearity checks, therefore, the following recommendations, added to those for linear cali- 
bration, can increase confidence very considerably: 

• Increase the number of independent concentrations to at least seven. 

• Use at least two, and preferably three or more, replicates at each concentration. 



7.1.11 Two Common Mistakes 

Some mistakes are so common in routine application of linear regression that it is worth describing 
them so that they can be avoided: 

1. Incorrectly forcing the regression through zero. Some software allows a regression to be forced 
through zero (for example, by specifying removal of the intercept or ticking a ‘Constant is 
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zero’ option). This is valid only with good evidence to support its use, for example, if it has 
been previously shown that the intercept is not significant, using methods such as those in 
Section 7.1.8. Otherwise, interpolated values at the ends of the calibration range will be 
incorrect - often very seriously so near zero. 

2. Including the point (0,0) in the regression when it has not been measured. Sometimes it is argued 
that the point (x = 0, y = 0) should be included in the regression, usually on the grounds that 
y = 0 is the expected response at x = 0. This is entirely fallacious; it is simply inventing data. 
To include invented data is always bad practice in any case; it also has adverse effects on the 
statistical interpretation. Adding an invented point at (0,0) will cause the fitted line to move 
closer to (0,0), making the line fit the data more poorly near zero and also making it more 
likely that a real non-zero intercept will go undetected (because the calculated intercept will be 
smaller). The only circumstance in which a point (0,0) can validly be added to a regression 
data set is when a standard at zero concentration has been included and the observed response 
is either zero or is too small to detect and can reasonably be interpreted as zero. 



7.2 Polynomial Regression 

7.2.1 Polynomial Curves and Non-linearity 

Not all data can be represented by a linear relationship. Figure 7.9 shows data that obviously 
follow a non-linear relationship. 

The linear model, y = a + bx, described in Section 7.1.1 is also known as a first-order polynomial. 
A second-order polynomial or quadratic function, contains an extra term, in x^: 

y = a + bx + cx^ (7-14) 

A quadratic model has n - 3 degrees of freedom as the model contains three parameters, a, b and c. 
The additional term provides for simple curvature in the fitted line. 




Figure 7.9 



Scatter plot showing both first-order (linear) and second-order (quadratic) polynomial trend 
lines. 
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7.2.2 Fitting a Quadratic (Second-order Polynomial) 

Fitting a second-order polynomial is most readily carried out using statistical software. The Appendix to 
this chapter describes the necessary calculations to hnd the regression coefficients a, b and c manually. 

Statistical software will generally produce a table of regression coefficients and their standard 
errors. It may also produce an ANOVA table (the manual calculations of which are also given in 
the Appendix to this chapter). These can both be used to check the significance of the dilferent 
terms (see Section 7.2.3). Note that the correlation coefficient, r, should not be used to judge 
whether a more complex equation is a better fit of the data than a simple linear model. When an 
additional term is added to a regression equation, the correlation coefficient r will always improve, 
even if the predictive value is poorer. 

7.2.3 Using Polynomial Regression for Checking Linearity 

Section 7. 1 .9 indicated that polynomial regression can be used to test for significant non-linearity in 
a proposed linear calibration. The principle is straightforward: calculate a quadratic (or higher) 
polynomial fit to the same data and inspect the regression coefficients and standard errors. If the 
quadratic coefficient [c in equation (7.14)] is significantly different from zero, there is evidence of 
systematic curvature and it should be concluded that there is a statistically significant departure 
from linearity. Alternatively, inspecting the ANOVA table (as in the Appendix to this chapter) 
provides an equivalent check. 

Appendix: Calculations for Polynomial Regression 

Calculating the Coefficients 

A second-order polynomial (quadratic function) is described by the equation 



y = a + bx + ex' 



.2 



(7.14) 



The coefficients a, b and c are calculated from the following equations: 



bS^yi cSyiyi = Syiy 



bSxx + CSxx2 = Sxy 



(7.15) 

(7.16) 



n 



a = y — bx 



y — bx 




(7.17) 



a = 



n 



where the S terms are defined as follows: 
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Example 

The terms required to evaluate the regression coefficients for the data in Table 7.7 are calculated 
using equations (7.18a-f): 
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Table 7.7 


Data for scatter plot shown 


in Figure 7.9. 
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The regression coefficients are calculated using equations (7.15)-(7.17): 

+ c 5'^.^.2 = 5’.^., therefore 440h + 8800c = 12382 

bS^^ 2 +cS^i ^2 = S^iy, therefore 8800h + 189728c = 263860 
Solving these simultaneous equations gives h = 4.5104 and c= 1.1815. Therefore: 



a = y-bx~— — =212.9091 - (4.5104 x 10) 

- (^1.1815 X = 2.392 

The quadratic equation is therefore 

j = 2.392 + 4.510.V+ 1.182 v'2 
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Table 7.8 Analysis of variance calculations for second-order polynomial. 



Source of variation 


Sum of scjuares 


Degrees of freedom v 


Due to regression 


»S 1 — bSxy ^ 


2 


Residuals 


So = Syy-(bS^y T CS^2y) 


/7 — 3 


Total 


Syy 


n — \ 



Table 7.9 Testing the significance of the term in a second-order polynomial. 



Source of variation 


Sum of squares 


Degrees of 
freedom v 


Mean square 


F 


Due to linear regression 


O 

II 


1 






Due to addition of the xf term 


Sx2 — hSxy + CSx2y—hoSxy 


1 


M,. = SW1 


M^^jMo 


[Subtotal] Due to quadratie regression 


»S 1 — hSxy ~l~ CSx^y 


2 






Residuals 


S0=Syy-(bS,y+CS,2y) 


77 — 3 


II 

T 




Total 


Syy 


77—1 







Table 7.10 ANOVA table for quadratic regression on data shown in Table 7.7. 



Source of variation 


Sum of squares 


Degrees of 
freedom v 


Mean square F 


Due to linear 
regression 


Z>o-S’„ = 28.141 X 12382 

= 348441.9 


1 




Due to addition 
of the term 


bS^y + CSy2y ~ 

= (4.5104x12382) 

-t (1.1815 x 263860) 
-(28.141x12382) 

= 19156.5 


1 


19156.5/1 19156.5/4.56715 

= 19156.5 =4194.41 


[Subtotal] Due to 
quadratic 
regression 


bSyy + CS^2y 

= (4.5104 X 12382) -t (1.1815x 263860) 

= 367598.4 






Residuals 


Syy-(bS^yy+CSy2y) 

= 367634.9 - (4.5104 x 12382) 
-t (1.1815 X 263860) 

= 36.5 


«-3 = 8 


36.5/8 = 4.56715 


Total 


S„. = 367634.9 


- 1 = 10 





ANOVA Tables for Polynomial Regression 

As for linear regression, an ANOVA table can be constructed as shown in Table 7.8. 

The significance of the term can be evaluated as shown in Table 7.9, where bo is the gradient 
obtained from the least-squares linear regression. If the calculated value of F exceeds the appro- 
priate one-tailed critical value for T (vi = l, V 2 = n — 3), we can conclude that the term is 
significant. 
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Table 7.11 Completed ANOVA table for second-order polynomial of data shown in Table 7.7. 



Source of variation 


Sum of squares 


Degrees of 
freedom v 


Mean square 


F 


Due to linear regression 


348441.9 


1 






Due to addition of the term 


19156.5 


1 


19156.5 


4194.4 


[Subtotal] Due to quadratic regression 


367598.4 








Residuals 


36.5 


8 


4.6 




Total 


367634.9 


10 







Example 

The calculations for the ANOVA table showing the significance of the term for the data shown 
in Table 7.7 are shown in Table 7.10; the completed table is shown as Table 7.11. 

The critical value for T (one-tailed, a = 0.05, Vi = 1, V 2 = 8) is 5.318 (see Appendix A, Table A. 5a). 
The calculated value of F for the comparison of the mean square term with the residual mean 
square exceeds the critical value. We can therefore conclude that the term is significant and that 
the second-order polynomial is a better representation of the data compared with a linear model. 
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CHAPTER 8 



Designing Effective Experiments 



‘To consult a statistician after an experiment is finished is often merely to ask him to conduct a 
post mortem examination. He can perhaps say what the experiment died of.’ 

R. A. Fisher 
Presidential Address to the 
First Indian Statistical Congress, 1938 



8.1 Some New Terminology 

Before discussing experimental design, it is helpful to introduce some new terms which will be 
relevant throughout the discussion. The following terms are particularly important. 

Factor: In experimental design, any quantity or condition which may affect the result of the 
experiment. For example, in a study of operator effects, ‘operator’ would be considered a factor. 

Factor level: A particular value for a factor. For example, a particular operator in an operator 
effect study is one level of the factor ‘operator’; a particular temperature in a temperature study is 
one level of the factor ‘temperature’. 

Treatment: A particular combination of factor levels. For example, a digestion temperature of 
90 °C in a temperature study is a particular treatment; a digestion time of 1 5 min in 1 M HCl in a 
time-acid concentration study is a particular treatment. 

Response: The measured output of a process or experiment. For example, analyte recovery, 
measured concentration or chromatography retention time. 

Effect: The change in response caused by changes in level of a factor or factors. 

Type I error: Incorrect rejection of the null hypothesis (see also Chapter 4, Section 4.2.2). Often 
this could also be called a false positive, as it results in a significant finding when there is no true 
effect. The (desired) probability of a Type I error is often denoted a. 

Type II error: Incorrect acceptance of the null hypothesis; an insignificant test result when the 
null hypothesis is false. For example, a finding of no significant bias when in fact there is a small 
bias. This may often be considered a false negative. The (desired) probability of a Type II error is 
often denoted /I. 

Power ( of a test ) : The probability of correctly rejecting the null hypothesis when it is false. Equal 
to 1 minus the Type II error probability, that is, 1 — jS. 
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8.2 Planning for Statistical Analysis 

8.2.1 Measuring the Right Effect 

Most measurements represent straightforward application of a measuring device or method to a 
test item. However, many experiments are intended to test for the presence or absence of some 
specific ‘treatment’ effect, such as the effect of changing a measurement method or adjusting a 
manufacturing method. For example, one might wish to assess whether a reduction in sample 
preconditioning time had an effect on measurement results. In these cases, it is important that the 
experiment measures the intended effect and not some external ‘nuisance’ effect. For example, 
measurement systems often show significant changes from day to day or operator to operator. To 
continue the preconditioning example, if test items for ‘short preconditioning’ were obtained by one 
operator and for ‘long preconditioning’ by a different operator, operator effects might be mis- 
interpreted as a significant conditioning effect. This is called confounding-, the conditioning effect is 
said to be confounded with the operator effect. Ensuring that nuisance parameters do not interfere 
with the result of an experiment is one of the aims of good experimental design and is discussed in 
Section 8.6. 

8.2.2 Single- Versus Multi-factor Experiments 

A second, but often equally important, aim of experimental design is to minimise the cost of an 
experiment. For example, a naive study to investigate six possible effects might investigate each 
individually, using, say, three replicate measurements at each of two levels for each effect, a total of 
36 measurements. If the measurement has a standard deviation a, each comparison between levels 
will have a precision of + cr^/S = a^fTfl, or about 0.82 <t. Yet in Chapter 9, Section 9.7.1, 

we will see that a single experiment can estimate the effects of up to seven factors simultaneously 
and because each difference is calculated from two sets of four runs each, the precision for each 
comparison would be expected to be (yjs/l, or about 0.7n. Hence careful experimental designs 
which vary all parameters simultaneously can obtain the same information, with better precision, in 
this case with less than one-quarter of the number of experiments. 



8.3 General Principles 

Experimental design is a substantial topic and a range of reference texts and software are available. 

Some of the basic principles of good design are, however, summarised below: 

1. Arrange experiments for cancellation or comparison 

The most precise and accurate measurements seek to cancel out sources of bias. If planning 
an experiment to test for significance of an effect, experiments should compare the effect of 
different levels of the factor directly wherever possible, rather than measuring the different 
effects independently on different occasions; difference and ratio experiments are usually more 
sensitive to changes than separate ‘absolute’ measurements. Similarly, in planning calibra- 
tions, simultaneous measurement of test item and calibrant reduces calibration differences; 
examples include the use of internal standards in chemical measurement and the use of 
comparator instruments in gauge block calibration. 

2. Control if you can; randomise if you can’t 

A good experimenter will identify the main sources of bias and control them. For example, 
if temperature is an issue, temperature should be controlled as far as possible. If direct control 
is impossible, the statistical analysis should include the ‘nuisance’ parameter. ‘Blocking’ - 
systematic allocation of test items to different strata - can help reduce bias and is described in 
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more detail in Section 8.6.3. Where an elfect is known but cannot be controlled, and also to 
guard against unknown systematic efifects, randomisation should always be used. For 
example, measurements should always be made in random order within runs as far as possible 
(although the order should be recorded to allow trends to be identified) and test items of the 
same type should be assigned randomly to treatments in planned experiments. 

3. Plan for replication or obtain independent uncertainty estimates 

Without knowledge of the precision available and more generally of the uncertainty, the 
experiment cannot be interpreted. Statistical tests generally rely on comparison of an effect 
with some estimate of the uncertainty of the effect, usually based on observed precision. 
Therefore, experiments should always include some replication to allow precision to be esti- 
mated or should provide for additional information on the uncertainty. 

4. Design for statistical analysis 

An experiment should always be planned with a specific method of statistical analysis in 
mind. Otherwise, despite the considerable range of tools available, there is too high a risk that 
no statistical analysis will be applicable. One particular issue in this context is that of ‘bal- 
ance’. Many experiments test several parameters simultaneously. If more data are obtained on 
some combinations than others, it may be impossible to separate the different effects. This 
applies particularly to two-factor or higher order analysis of variance, in which interaction 
terms are not generally interpretable with unbalanced designs. Imbalance can be tolerated in 
some types of analysis, but not in all. For that reason, it is best to plan for fully balanced 
experiments, in which each level of a factor appears an equal number of times. 



8.4 Basic Experimental Designs for Analytical Science 

Experimental design has attracted considerable attention and a wide range of experimental design 
strategies are available. The designs that can be analysed using the methods in this book are 
described here; some useful, but more complex, designs are listed in Section 8.7 for further 
information. 

8.4.1 Simple Replication 

The simplest experiment is a simple replicated series of observations (Figure 8.1a). The experiment 
is simply a series of observations on a single test material. It is most useful for estimating precision 
and, if a reference value is available, bias. Section 8.5 considers the number of observations 
necessary in such designs; Chapter 9, Sections 9.2 and 9.3, describe precision and bias determi- 
nation for validation in more detail. Statistical analysis of simple replicated observations 
will usually use the basic summary statistics described in Chapter 4, possibly supplemented by 
significance tests (particularly t-tests as in Chapter 4, Section 4.2.3). 

8.4.2 Linear Calibration Designs 

Commonly used for instrument calibration and linearity tests (Chapter 7 and Chapter 9, Section 
9.6), these designs include observations at a range of levels of some quantitative factor, usually 
analyte concentration (Figure 8.1b). The design may include replication at each level. Analysis 
generally involves linear regression (Chapter 7, Section 7.1). By their nature, these designs require a 
quantitative factor; regression through arbitrary levels of a qualitative or categorical factor is 
meaningless. Because of their relevance to linear regression, detailed discussion of linear calibration 
designs can be found in Chapter 7 and will not be repeated here. 
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a) 



Reference value 
(optional) 





c) 



d) 



Factor 1 



Factor 2 



Factors 





^Aa ^Ab ^Ab ^ac 

e) 




Ifla 2 b 3 Ifib 2eb Ibc 2b 




Figure 8.1 Basic experimental designs, (a) Simple replication with (optional) reference value; (b) linear 
calibration design; (c) a three-factor nested design; (d) a two-factor, two-level full factorial (2^) 
design; (e) a three-factor, two-level full factorial (2^) design. 
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8.4.3 Nested Designs 

A nested design (sometimes called a hierarchical design) is an ‘experimental design in which 
each level (potential setting, value or assignment of a factor) of a given factor appears in only a 
single level of any other factor’ (ISO 3534-3, 2.6*). For example, in a homogeneity study, multiple 
samples from a particular container are nested within that container and replicate analyses 
are nested within subsamples. A given replicate analysis can only come from one possible 
subsample and container. The factors may be qualitative (categorical) or quantitative, although 
the former is more common. A balanced nested design is one in which each group at the same level 
of the hierarchy contains the same number of observations (confusingly, the term ‘level’ is often 
used to describe a particular depth of nesting in hierarchical designs; in that terminology, each 
hierarchical level corresponds to a dilferent factor and the groups at that hierarchical level corre- 
spond to what would normally be called the dilferent levels of the same factor). Figure 8.1c 
illustrates a possible balanced nested design for three factors. Note that the factor labelling has been 
subscripted to make the nested nature of the design clear. In practice, within-group labelling is 
often ambiguous and care needs to be taken to distinguish nested designs from factorial or ‘crossed’ 
designs. 

Although perhaps as accurately considered as simple grouped data, the simplest example of a 
nested design is a set of replicate observations at each level of a single experimental factor, for 
example, replicate observations for each of several sets of extraction conditions or replicate 
observations on each of several days. Single-factor nested designs such as this can be analysed by 
one-way ANOVA (Chapter 6, Section 6.3). The analysis of two-factor nested designs is described in 
Chapter 6, Section 6.6. The same principles apply to essentially any depth of nesting. 

Nested designs are most often used for estimating precision under various conditions of mea- 
surement. For example, repeatability and reproducibility standard deviations are commonly 
derived from a single-factor nested design (Chapter 9, Section 9. 2. 2. 2), and intermediate precision 
may also be derived if multiple analytical runs are included in each laboratory carrying out a study. 



8.4.4 Factorial Designs 

Factorial designs are designs in which some or all levels for one factor occur in conjunction 
with two or more levels of another factor. Any two factors for which all combinations of 
levels appear are sometimes described as crossed. If all possible combinations of levels actually 
appear in the experiment, the design is called a full factorial design. The factor levels (not the 
responses) are shown schematically for two- and three-factor two-level designs in Figure 8. Id and e. 
Full factorials with the same number of levels for every factor have their own abbreviated 
nomenclature; a design with/factors each with p levels is called a p-^ factorial. For example. Figure 
8. Id shows a 2^ factorial and Figure 8.1e a 2^ factorial layout. Factorial designs are not, however, 
limited to designs with the same number of levels for each factor; a mixed level design with one 
three-level factor and one four-level factor is still a full factorial design if all combinations of factor 
levels appear. 

Factorial designs are most commonly used for testing for the significance of changes in experi- 
mental parameters or other factors. Factors may be qualitative (for example, analytical sample 
type) or quantitative (for example, time, temperature) but are always restricted to discrete levels in 
the experiment. Usually, only a small number of levels are used; two levels for each factor are 
usually sufficient, although for two-factor experiments involving multiple sample types, more levels 
are common. The results are usually assessed using two-factor or (for more than two factors) higher 
order variants of ANOVA. 

The number of observations in full factorial designs grows very fast with the number of factors. 
Even for two-level factors, whereas a two-factor design includes only 2^ = 4 treatments, a five-factor 
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full factorial design needs 2^=32 treatments and additional replication is required to test properly 
for all possible effects. For moderate to large numbers of factors (four or more), most experi- 
menters seek fractional factorials or other more economical designs (see Section 8.7 for a brief 
description). 



8.5 Number of Samples 

One of the most common questions in experimental design is, ‘Flow many samples or observations 
must I use?’. Sadly, and perhaps surprisingly, there is no general answer to this question. However, 
given some additional information and some assumptions, it is possible to estimate a minimum 
number of observations for some types of analytical investigations. The following sections describe 
some of the most common cases. 



8.5.1 Number of Samples for a Desired Standard Deviation of the Mean 

Sometimes it is important to increase the number of observations so that the precision for mean 
results is improved to meet some external requirement. For example, in quality control applica- 
tions, it is common to choose a measurement method with an uncertainty of not more than one- 
third of the process standard deviation. 

Given a standard deviation for single observations of s, equation (4.5) in Chapter 4 gives the 
standard deviation ^(x) of the mean of n observations as s|^/n. From this, the minimum number of 
observations n^in is given by 



^min 



> 




( 8 . 1 ) 



Equation (8.1) is also valid if both 5 and s’(x) are expressed as relative standard deviations. 



Example 

A drug manufacturer intends to produce tablets with the active ingredient controlled to within 
±5% of the intended content (at 95% confidence). To monitor this production process, they 
request an assay method with an uncertainty of 0.83% or better, expressed as a relative standard 
deviation (this is based on taking ±5% as a 95% interval, dividing by 2 to obtain the approximate 
process standard deviation as 2.5% and dividing by 3 to obtain a 3:1 ratio of process to assay 
standard deviation). An analyst develops a method which provides within-run precision for single 
observations on different samples from the bulk of 1.7%, as a relative standard deviation. 
Assuming that the uncertainty is dominated by the within-run precision, how many samples should 
be analysed to obtain a relative uncertainty less than 0.83%? 

The desired relative standard deviation of the mean is 0.83%; the observed relative standard 
deviation is 1.7%. Using equation (8.1), 



Wmin — 




4.195 



With a minimum number of about 4.2, the analyst may decide that five samples should be taken to 
guarantee better precision than required, or may agree with the process engineers that a likely 
precision of 0.85% expected for four samples is sufficient for the purpose. 
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8.5.2 Number of Samples for a Given Confidence Interval Width 

Sometimes it is useful to aim for a particular confidence interval width. This is more complex than 
selecting a number of observations for a required standard deviation of the mean. A confidence 
interval for a mean value is calculated using equation (4.19), Chapter 4 as: 



A' zb t 




Unfortunately, this depends on the particular value of Student’s t, which in turn depends on the 
number of samples n. The equation for n can therefore only be solved algebraically for large «, 
when t becomes approximately constant and nearly equal to the corresponding point of the normal 
distribution, or for situations where the standard deviation is known from other information. 

For large n, for an intended confidence interval no wider than ±C, the following equation should 
be used: 



nmin 



> 




( 8 . 2 ) 



where Zi_o ;/2 is the quantile of the normal distribution for probability 1 — a/2. For a 95% con- 
fidence interval, 1 — a/2 = 0.975 and z=1.96; for 99% confidence, 1— a/2 = 0.995 and z = 2.65. 
Equation (8.2) is reasonably accurate for n > 50; the accuracy can be improved near « = 30 (or 
C<0.4^) by using z = 2.0 for 95% confidence. Like equation (8.1), equation (8.2) is also valid if 
both 5 and C are expressed as relative standard deviations. 

For small n and larger C, equation (8.2) underestimates the required number of observations, 
often considerably. Alternative estimates are then necessary. There are two practical methods 
available: 

1. Use tabulated values. A table of confidence intervals for smaller values of n is given in 
Table 8.1. To use the table, calculate Cjs for the desired confidence interval width C and 
expected standard deviation .s, look up the result in the table and read off the corresponding 
value of n. 

2. Use iterative methods; that is, make an initial guess at n and adjust until the desired confidence 
interval is found. This is relatively easy using a spreadsheet or statistics application and is 
applicable when tables are not available for the desired level of confidence or confidence 
interval width. 



Example 

In developing a validation protocol, an analyst wishes to ensure that confidence intervals at the 
95% level are no larger than ±1 standard deviation. How many observations are required? 

1. Using tabulated figures. Looking down the 95% confidence column in Table 8.1, Cjs first 
drops below 1 at = 7. The validation protocol should require a minimum of seven replicates. 

2. Iteration using a spreadsheet. Using a spreadsheet, an example using OpenOfifice or MS Excel 
syntax would be similar to that shown in Figure 8.2, which shows a guess of « = 4. For this 
case, since the requirement is in terms of the standard deviation, the standard deviation in 
column A is set to 1.0; all that is necessary is to adjust the value of n in column B until the 
value in column C falls just below the required width of 1 .0. For a value of 4, the value of cell 
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Table 8.1 Number of observations for desired confidence intervals for n <50". 



n 




Confidence 


n 


Confidence 


95% 


99% 


95% 


99% 


2 


8.985 


45.012 


15 


0.554 


0.769 


3 


2.484 


5.730 


16 


0.533 


0.737 


4 


1.591 


2.920 


17 


0.514 


0.708 


5 


1.242 


2.059 


18 


0.497 


0.683 


6 


1.049 


1.646 


19 


0.482 


0.660 


7 


0.925 


1.401 


20 


0.468 


0.640 


8 


0.836 


1.237 


25 


0.413 


0.559 


9 


0.769 


1.118 


30 


0.373 


0.503 


10 


0.715 


1.028 


35 


0.344 


0.461 


11 


0.672 


0.956 


40 


0.320 


0.428 


12 


0.635 


0.897 


45 


0.300 


0.401 


13 


0.604 


0.847 


50 


0.284 


0.379 


14 


0.577 


0.805 









"The table shows the calculated value of Cjs for a confidence interval x±C where C = that is, C is the multiplier 

that would be used to calculate a confidence interval from a standard deviation s with n - 1 degrees of freedom. To use the 
table to find the number of samples required to obtain a particular confidence interval, calculate Cjs from the desired 
confidence interval and expected standard deviation .s, look down the column for the relevant level of confidence to find the 
nearest tabulated value and read off the corresponding value of n, using the next larger value of n where the calculated value 
of Cjs falls between tabulated values. 



Formula: 



guess 



2"“* guess 



3'^'' guess 



Check 



Figure 8.2 Example spreadsheet layout and guesses for estimating number of samples for desired confidence 
interval width. The figure shows the formula required for estimating the number of samples n for 
a desired two-sided 95% confidence interval, and the effect of successive guesses as described in 
Section 8.5.2. For different levels of confidence, the value 0.05 in the formula of cell C2 should be 
adjusted; for 99% confidenee, the value is 0.01, and so on. 





A 


B 


C 


1 


s 


n 


st/sqrt{n) 


2 


1.0 




= A2*TINV(0.05, B2-l)/SORT(B2) 










2 


1.0 


4 


1.591 










2 


1.0 


8 


0.836 










2 


1.0 


7 


0.925 










2 


1.0 


6 


1.049 
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C2 would be 1.591 (too large). Guessing higher, for n = 8, C2 displays 0.836 (smaller than 
necessary); checking to see if a lower number would suffice, at n = l the value becomes 0.925. 
As above, seven replicates are necessary. 

Alternatively, the iterative method can often be implemented using the optimisation, solving or 
‘goal seeking’ facilities available in some spreadsheets and all good statistics software. In Figure 8.2, 
requesting a ‘goal seek’ tool to set the value of cell C2 to 1.0 by adjusting cell B2 leads to a value of 
6.6 in cell B2. Rounding up gives the minimum number of observations as seven as above. 

8.5.3 Number of Samples for a Desired f-Test Power 

Test power is an important consideration when it is necessary to be confident of finding an effect of 
a particular size. In the example above, an observed bias of 0.925^ would be (just) detected as 
significant at the 95% level with seven replicates. However, if the true bias were exactly 0.925.S, 
about half of the observed biases in a series of experiments would fall on each side of the critical 
value of 0.925 because of random variation and would be classified as not significant (recall that 
this is called a Type II error as it is the incorrect acceptance of the null hypothesis). At this value for 
the true bias - with the bias equal to the critical value - there is therefore only a 50% chance of 
detecting the bias. In statistical terms, the power of the test is only 50%. How can the analyst ensure 
a higher probability of detecting a particular value of bias? Specifically, how many observations are 
required for a particular (usually higher) test power? 

Generally, the chances of the correct conclusion increase as the true effect under study increases. 
For example, it is much easier to detect a 50% recovery error than a 5% recovery error when the 
precision is constant at, say, 3% RSD. Hence the test power depends on the size of the effect under 
study. In Section 8.5.2, the number of samples took account of the required Type 1 error prob- 
ability (by selecting the level of confidence), and this remains relevant. To decide the minimum 
number of observations for a particular test power, therefore, the analyst must know: 

1 . the type (?-test, F-test, etc.) and details (one- or two-tailed?; one-sample or two-sample?) of the 
proposed statistical test; 

2. the size of the effect that is of interest; 

3. the typical standard deviation 

4. the required level of significance for the test (the Type I error probability a); 

5. the desired test power, usually expressed in terms of the probability /? of a Type II error. 

The first four of these are known or have already been discussed. The required test power will 
invariably depend on the nature and scale of the risks associated with false negatives and a full 
discussion is well beyond the scope of this book. However, some pointers can be suggested. 

• In investigations such as preliminary method development studies, it is rarely possible to set a 
criterion for the size of an effect which would be considered important. Under these conditions, 
test power cannot be calculated. It is, however, usual to set the number of observations such 
that the uncertainty in estimated effects is less than about one-third of the standard deviation 
of single results. 

• A test power of 80% is commonly used in studies where variation is very large and a false 
negative is not especially critical. An example might be a trial of a new product, where a weak 
effect would not lead to a marketable product in any case, but detecting a positive effect is 
important. Method validation criteria for routine methods might also fall into this category. 

• A power of 95% or higher should be used where a false negative is considered particularly 
important. For example, the rationale for detection limits in environmental work is based on an 
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implicit assumption of 95% power at 95% confidence, that is, the Type I and Type 11 error 
probabilities are set equal. (Detection capability is considered further in Chapter 9, Section 9.5.1.) 

Given all this information, there are several methods of estimating n. As with the confidence 
interval, however, all involve tables or software. 

1. Using tabulated values 

Table 8.2 gives the number of observations required for a 95% probability of detecting a 
particular size of bias <5 using a t-test at the 95% level of confidence. To use the table, divide 
the bias 6 by an estimate of the likely standard deviation ^ and look up the ratio in the top row 
of the table. The required number of observations is given in the second row. 

2. Iteration using a spreadsheet 

For a one-sample t-test (that is, a t-test for a dilference from a reference or hypothesised 
true value) at a level of confidence 1 — a, the power (1 — (1) of the test to detect a true bias <5 is 
approximately: 

(8.3) 

where T{x,v) is the cumulative probability of the Student’s t-distribution for a value x and v 
degrees of freedom and C/ 2 ,„ - i is the relevant quantile of the /-distribution for a one-tailed 
probability a/2. For example, /a/ 2 ,«-i for 95% confidence and large degrees of freedom is 
approximately 1.96. This approximation is very good when s/^/n is smaller than or equal to <5. 
In MS Excel and OpenOffice spreadsheet software, T{x,v) is implemented using the TDIST 
function, which takes a positive value x, number of degrees of freedom n — 1 and number of 
tails; / is implemented by the TINV function which returns the quantile for a two-tailed 
probability. Hence equation (8.3) would become, for 95% confidence: 

= 1 - TDIST(d * SQRT(n) /s - TINV(0.05, n - 1 ), /? - 1 , 1 ) (8.4) 

(note that the spreadsheet function TINV provides two-tailed values by default, hence the 
figure 0.05 and not a/2 = 0.025). In the above, S, n and .s would be replaced by appropriate cell 
references. With equation (8.4) inserted in a spreadsheet, adjusting n until the desired power is 
achieved is straightforward. 

Power for a /-test can also be calculated from the non-central /-distribution. This is not 
generally available in spreadsheet software. Implemented in statistical software, it usually 
takes the same parameters as /, with the addition of a non-centrality parameter, which should 
be set to b^js to obtain the probability (1. 

3. Using power calculation software 

Many statistics software suites include power calculations for a variety of tests and 
experimental designs. Most can return the required number of observations when provided 



Table 8.2 Number of observations for 95% power at 95% confidence." 

bjs 0.5 0.6 0.7 0.8 0.9 1.0 1.5 2.0 2.5 3.0 

n 55 39 29 23 19 16 9 6 5 4 



'Based on NIST Special Publication 829, Use of NIST Standard Reference Materials for Decisions on Performance of 
Analytical Chemical Methods and Laboratories. 
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with the required power, confidence level for the test, the size of the effect and the estimated 
standard deviation. The implementation is, however, specific to the software. An example is 
included in Section 8.5.4 for illustration. 



8.5.4 Number of Observations for Other Applications and Tests 

Similar general principles apply for applications other than uncertainties and tests on mean 
values. For a minimum number of observations for a given uncertainty in a parameter, n is 
calculated using the expression for the variance (or standard deviation) of the parameter. For 
confidence intervals, adjusting n to provide the desired confidence interval based on the appropriate 
calculation is effective. For power calculations, recourse to specialist software is almost always 
necessary. 



Example 

An environmental quality standard for soil testing requires that bias for determination of trace 
chromium should not be more than 10% of the certified concentration or known spiking level for a 
validation test material. It further requires that the precision should be no more than 5% (as a 
relative standard deviation). How many observations are required to ensure a 95% probability of 
detecting a 10% bias, using a /-test at the 95% level of confidence? 

1. Using tabulated values 

The permitted bias <5 is 10% and the precision ^ is 5%, so 5ls=2.0. Referring to Table 8.2, 
which gives n for 95% power, a value of 5/s of 2.0 requires a minimum of six observations. 

2. Using power calculation software 

The free statistics software R (see Reference 2) provides power calculations for / tests, via a 
function power . t . test( ) which takes four of the five parameters {n, power, 5, s and sig- 
nificance level a) and calculates the missing parameter. This example has 5 = 10, s=5, a=0.05 
and power=0.95. With these parameters and the additional information about the test type 
and number of tails, the following output is generated: 

> power . t . test ( sig . level=0 . 05 , power=0.95, sd=5, delta=10, 

type = ' one . sample ' , alternative= ' two . sided ' ) 

One-sample t test power calculation 
n= 5 . 544223 
delta = 10 
sd= 5 

sig . level = 0.05 
power = 0.95 

alternative = two . sided 

The result shows a minimum number of n = 5.54 observations, which, rounded up to the nearest 
integer, is six, as found from Table 8.2. 



8.6 Controlling Nuisance Effects 

Most practical experimental results are subject to ‘nuisance factors’ - unwanted effects that 
influence the results and cannot easily be removed. In this section, we describe the main 
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experimental design methods for reducing the impact of these nuisance effects (also sometimes 
called uncontrolled factors because they cannot be removed or stabilised by experimental means). 



8.6.1 Randomisation 

8.6. 1.1 The Advantage of Randomisation 

Randomisation is perhaps the most important tool for reducing nuisance effects. It can reduce bias 
caused by both within-run and between-run effects. An illustration will explain how. 

Consider an experiment to assess whether two digestion methods are providing the same 
elemental analysis result. We label these methods A and B. With due attention to the required 
power of the test, the experimenter decides to analyse a single reference material (chiefly for its 
known homogeneity) using six replicates of each digestion method. The intended analysis is a 
simple /-test (as in Chapter 4, Section 4. 2. 3. 2) for signihcant between-digestion effects. 

Ideally, the concentrations in each of the 12 digests would be determined in a single analytical 
run. A tidy-looking systematic ordering for analysis of the extracts is 

AAAAAABBBBBB, 

making it very simple to record observations. However, practical experience shows that instruments 
tend to drift steadily. Clearly, if the instrument drifts steadily by 10% - not unusual in trace 
analysis - results near the beginning can be up to 10% higher (or lower) than results near the end. 
Placing the digests systematically as above would risk creating an entirely spurious difference 
between the mean result for treatment A and the mean result for treatment B. Figure 8.3a shows the 
outcome for a marked trend with otherwise good precision and no true difference in digestion 
methods. The result is, as can be seen from the means and conhdence intervals, an apparent 
strongly significant difference between methods. 

If the instrument drift were known to be smooth and linear, systematic alternation, reversed at the 
midpoint, would lead to the same change in mean value for both treatments. In practice, instrument 
drift and other uncontrolled effects are rarely so obliging; uncontrolled effects need not be mono- 
tonic and may change more or less randomly, making almost any systematic ordering unsafe. 

The solution is to randomise the run order. This has two effects. First, if the run order is 
randomised, the A and B samples all have the same chance of encountering every level of drift, so in 
the long term the difference due to drift will disappear. With a finite number of observations «, the 
effect of randomisation is to reduce the effect by a factor proportional to 1 /fn. In our particular 
example, assuming a linear drift of maximum size D and with six observations in each of two 
groups, the standard deviation of the mean drift effect over many experiments would be about 
Q.llD. Although not perfect, this is much better than the 0.5D expected for the naive systematic 
ordering. 

The second effect is on the standard deviation for each treatment. Because the observations 
are spread over the full range of the drift, the standard deviation for each is expected to increase. 
This reduces the test power. However, it has the advantage that the /-test will be less likely to 
show an erroneously significant difference. Although the power of the test is poorer, the difference 
in means is correctly compared with the full standard deviation including drift effects and not a 
smaller standard deviation that fails to take account of the entire effect of the drift. 

Both effects are clearly visible in Figure 8.3b. The spurious difference in means has almost dis- 
appeared and the confidence intervals are substantially larger than in Figure 8.3a. The difference in 
mean values is (correctly) no longer significant. Randomisation therefore leads to a reduction in the 
nuisance effect and a more realistic estimate of the standard deviation for the experiment. 
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Figure 8.3 Effect of trends and randomisation. The figure shows the effect of a trend (dashed line) during a 
run with (a) ordered data and (b) randomised data. The observations are shown in run order. 
Means and 95% eonfidence intervals are shown to the right of each plot. The data were gen- 
erated from the trend line v= 11.0 — 0.1/, / being the index of the observation, with added 
random error from a normal distribution with standard deviation 0.05. Units are arbitrary. 



8.6. 1.2 Implementing Randomisation 

Randomisation depends on a source of random numbers. Random numbers can be generated in a 
number of different ways: 

1. Using random number tables 

Some textbooks include random number tables. To use such tables, start at any point in the 
table and read out numbers from that point onward. Allocate the random numbers to the 
planned list of observations and on completion, re-order the observations in random number 
order. 
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2. Using spreadsheet software 

Most spreadsheets include random number generators. In OpenOfhce and Excel, the rele- 
vant function is RAND( ). These are usually adequate for small experiments, though they do 
not perform as well as the best random number generators found in good statistical software. 
Sorting the planned observation list in the order of an adjacent column of random numbers is 
a simple randomisation method. 

Combining RAND( ) with another commonly provided function, RANK( ), provides another 
convenient way of generating experimental run order. To use them together: 

(i) Create a columnar list of the planned observations. 

(ii) Next to that list, place a column of random numbers using RAND( ). 

(iii) In the next column, place a list of calls to RANK( ), requesting the rank of the 
random number on that row among the complete list of random numbers. 

(iv) Since these are ‘live’ formulae, it is usually sensible to copy either the random 
numbers, the ranks or both and paste the values back into place, overwriting the 
formulae, to prevent the order changing on reloading the spreadsheet or on 
entering other data. 

(v) The process is illustrated in Figure 8.4. 
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b) Results 
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Figure 8.4 Implementing randomisation using spreadsheets. The figure illustrates randomisation for 12 
observations, six of treatment A and six of treatment B, initially numbered A(l)-A(6) and B(l)- 
B(6), respectively. Part (a) shows the formulae required; part (b) shows typical results. 
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3. Using statistical or experimental design software 

All good statistics software includes a range of functions for generating random numbers, 
ranking and ordering values and often for generating randomly ordered samples from existing 
lists. As usual, the implementation depends on the software. A simple example from R is 
> sample (X) 

which generates a randomly ordered list of the sample numbers stored in variable X. 
Experimental design software also invariably includes options for randomising run order. 



8.6. 1.3 Limitations of Randomisation 

Randomisation is a useful general strategy which is expected to reduce uncontrolled effects by a 
factor proportional to 1 /\/n. Use of randomisation is very strongly recommended in essentially all 
cases to reduce the impact of unknown factors. 

Randomisation does, however, suffer from some shortcomings. First, the reduction in the 
uncontrolled effect is modest and depends on the number of replicates. Second, randomisation is, 
by its nature, still capable of producing accidental confounding. To see how, consider a new 
experiment with three treatments A, B and C - perhaps three different sample types treated by the 
best of the digestion methods studied previously. Three replicates of each are proposed. Clearly, it 
is not wise to place all three replicates of each treatment in a single run, as in Figure 8.5a. The 
run effect (shown by the horizontal lines under ‘Runs’) is confounded with the treatments and 
leads to a spurious between-treatment effect; notice that the mean for treatment C is high and, 
because of good within-run precision, the small confidence intervals strongly suggest a between- 
treatment effect on comparing means. Randomisation is better (Figure 8.5b); the run effect is 
partly averaged and again the run effect increases the spread of values within each treatment. 
Even so, the random ordering has resulted in two A samples analysed in the second run and two 
B samples in the third, so the A and B means are noticeably biased by the run effects. In a par- 
ticularly bad case, the effect might be almost as serious as a bad systematic choice. This does not 
make randomisation a bad strategy; it is certainly among the good strategies for minimising 
uncontrolled effects and remains important for other reasons. However, if more is known about 
the uncontrolled effects, even more effective strategies exist. These are discussed in the following 
sections. 



8.6.2 Pairing 

In Chapter 4, Section 4. 2. 3. 3, the idea of a paired comparison was introduced. In the example, two 
methods were applied to each of eight different test samples. In terms of experimental design, the 
(true) concentration in each sample was not of interest; it was a nuisance effect. The paired test 
eliminated the nuisance effect by considering only the between-method differences for each different 
sample. 

Pairing can be used in other circumstances for comparisons between two groups. For example, in 
the extraction example in Section 8.6.1, it might be convenient to include a small number of the 
analyses in each of several routine sample runs. Any between-run effect can be eliminated by 
including one of each treatment pair in each of several runs (in random order within the run, of 
course!) and carrying out a paired test. 

Pairing is, however, rather limiting; it is not usually convenient to carry out observations two at a 
time to remove run effects. Fortunately, pairing is only a special case of a more powerful and 
general method, blocking. 
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Figure 8.5 Blocked experiments. The figure shows the effect of three strategies for allocating observations to 
runs: (a) a poor systematic choice of allocation to runs; (b) random allocation to runs; (c) a 
randomised block design. Individual observations are shown with the underlying run effects 
(horizontal lines) on the left; the resulting treatment means and 95% confidence intervals are 
shown on the right. For (c) the confidence intervals are based on the residual error, as is 
appropriate for comparisons between the treatment means. The data were generated artificially 
using run effects drawn from a normal distribution with standard deviation of 0.3 and within-run 
errors drawn from a normal distribution with standard deviation of 0.05. 



8.6.3 Blocked Designs 

8.6. 3.1 Introduction to Blocking 

A block is a group of test materials subjected to a single level of some nuisance effect or effects. For 
example, run effects are probably the most common effect addressed by blocking. Returning to the 
extraction example above, we saw that randomisation partially removed between-run effects and 
that pairing could in principle remove them entirely if both samples from a pair were analysed in 
the same run. The run effect disappears because each comparison of interest is made within the 
same run. An obvious question is, Tf including one treatment comparison in each run eliminates 
the run effect entirely, why not include more than one comparison in each run?’. That is the 
principle of blocking. If every treatment comparison occurs the same number of times in each of 
several runs, the comparisons between treatment effects are unaffected by between-run effects. 
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The same statement applies to any other nuisance effect; if the experiment is divided into blocks in 
which every effect of interest appears the same number of times and the nuisance effect only once, 
the nuisance effect can be eliminated entirely. 

For the simple three-level example above, then, we can improve on the randomised layout by 
placing equal numbers of A, B and C samples in each run. To reduce any residual within-run 
effects, we randomise the run order within each run, leading to the simple randomised block design: 



Run 






1 


2 


3 


ABC 


ABC 


CAB 



This is shown in Figure 8.5c. Note that one of the most important effects is on the comparison 
among the mean results for the samples; the averages of three observations for each sample will all 
‘see’ exactly the average of the three run effects, so differences between A, B and C will be unaf- 
fected by the run effects. That is, for the three A samples, 

Aj = ^0 + < 5 ;: + SAi ( 8 - 5 ) 

where ,■ is the observed value for sample A in run i, Aq is the true mean for sample A, d,; the run 
effect for the same run and is the random error affecting sample A in run i. The average A of the 
three A observations is then 

^ = [(^0 -f <5i -|- Cai) + {Aq -|- ^2 -f eAl) + (^0 -f ^3 -|- e^3)]/3 = Aq + S + Ca (8-6) 

where § is the mean of the run effects. Similarly, B= Bq + 6 + e^, and so on. If we then compare the 
means for, say, groups A and B, by taking the difference in the means, we find that the estimated 
mean difference is 

A — B = {Aq -f d -|- e^J — {Bq -f d -|- Cb) = (Ag — Bq) + (e^ — Cb) (8-7) 

The estimated difference, (^q— + fe— tie), does not include any contribution from the run 
effects. There is one caveat: the calculation in equation (8.5) assumes that the effects are simply 
additive. This is often a good approximation, but clearly is unlikely to be exactly true in all cases; the 
block effects cancel exactly only if the effects are strictly additive. Aside from this caveat, however, 
the randomised block design has made it possible to compare the treatments with no adverse effects 
from the run-to-run variation at all. 

8.63.2 Analysing Blocked Experiments 

Data from a blocked experiment involving one treatment and one ‘nuisance’ factor can be analysed 
using two-factor analysis of variance (Chapter 6, Section 6.4), with the effect of interest as one 
factor and the blocking (‘nuisance’) factor as the second factor. In the extraction example in Section 
8. 6. 1.3 and onwards, the treatment factor is the sample type (with levels A-C) and run is the second 
factor. If treatments appear only once per run (likely in a comparison of recoveries across several 
sample matrices, for example), two-factor ANOVA without replication is used. If each treatment 
occurs more than once in each run, two-factor ANOVA with replication is possible and valid 
(Chapter 6, Section 6.5.2). Analysis for ‘main effects’ only (that is, two-factor ANOVA with 
replications but with no interaction term) is also valid if the interaction term is not significant and is 
possible using specialist statistical software. 
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Note that simple analytical run effects (as opposed to real changes in conditions between blocks) 
are not expected to influence treatment effects, so a significant run-treatment interaction term is often 
attributable to an analytical problem with a specific sample or group of samples in a particular run. 
Close inspection is recommended before concluding that there is a real run-treatment interaction. 

For two-factor experiments with one additional blocking effect, manual subtraction of the block 
effect and subsequent adjustment of the residual degrees of freedom allow two-factor ANOVA to 
be used if that is the only approach available. The Appendix to this chapter illustrates the principle. 
Manual methods are available for particular designs; for example. Box, Hunter and Hunter provide 
methods of analysis for most of the designs presented.^ In general, however, the analyst is best 
advised to use specialist experimental design or statistics software to process data from any but the 
simplest designs. 

Once appropriate software is available, the principle is relatively simple. Although the method of 
computation may be more complex than the manual methods in this book, the basic tool is 
ANOVA. The actual treatment of nuisance effects depends on whether the blocking strategy 
involved deliberate confounding of higher order terms (see Section 8. 7. 5. 2). 

Where the blocking strategy does not involve confounding, the statistical analysis can include all 
effects of interest and should additionally include the nuisance effect. Comparisons of the important 
effects with the residual error terms (or relevant interaction terms if appropriate) can then proceed 
as usual. The separated nuisance effect may be estimated or ignored. A simple example is shown in 
the Appendix to this chapter, which shows how a simple two-factor ANOVA without replication 
can estimate both an undesirable run effect and test for a between-unit effect of interest in an animal 
feed example. 

Where the blocking strategy uses confounding, the statistical analysis will not generally provide 
separate estimates and tests for both nuisance effect and confounded effect, although it is sometimes 
possible to estimate one or other with reduced precision if confounding is not complete. In general, 
however, the confounded interaction term will be left out of the analysis and only the remaining 
effects studied. 

8.6.4 Latin Square and Related Designs 

Blocking is effective when there is one nuisance factor. But what if there is more than one? For 
example, what if operator and time (like day-to-day variation) both affect the experiment, but are 
essentially nuisance factors? Or what if a microbiological culture plate suffers from a systematic 
nutrient gradient in an unknown direction across the plate, so that we need to allow for both 
vertical and horizontal gradients? 

Blocking is still possible; including every treatment in every combination of nuisance factors will 
work, but it is not very economical: we may be running far more replicates than necessary if there 
are many nuisance factor combinations. In the microbiological example, of course, we are probably 
restricted to only one observation at a given plate location, so blocking is not available. Are there 
designs that properly balance out the nuisance effects while keeping the number of observations 
manageable? 

A traditional class of design for this situation is a Latin square (Leonhard Euler studied the 
mathematical properties of Latin and Graeco-Latin squares in the late 18th century and they saw 
early application in experimental design). A simple example would include three treatments and 
two nuisance factors. The Latin square is a simple method of arranging treatments so that every 
treatment ‘sees’ all levels of each nuisance effect. The name follows from the layout, which is 
traditionally drawn as a square table with the number of rows and columns chosen to be equal to 
the number of treatments. Ligure 8.6 shows two possible arrangements of treatments A-C among 
nuisance effects with three levels each. The basic layout is formed by simply shifting successive rows 
to the right in the first table and to the left in the second. The resulting set of combinations allows 
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Figure 8.6 Two Latin squares for n = 3. 
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Figure 8.7 A Graeco-Latin square. 

cancellation of (additive) nuisance effects by analysing the design with three-factor ANOVA 
without interactions. 

The concept can be extended to include another factor of interest or third nuisance factor. 
Combining the two parts of Figure 8.6 gives the layout in Figure 8.7, termed a Graeco-Latin square 
(named from the common practice of marking one Latin square with Roman characters and one 
with Greek, instead of upper- and lower-case as here). 

The layout in the Figures is convenient for illustration, but would normally be tabulated for 
experimental instructions and data recording. The tabulated layout of factor combinations for the 
Graeco-Latin square in Figure 8.7 is shown in Table 8.3. This makes it clearer that although a 
spatial layout could be implied by the nuisance factor labelling in the figures, any kind of nuisance 
factor can be accommodated. It is also possible that one or other of the factors labelled ‘Study 
effect’ in the table could equally well be a third nuisance factor, giving an efficient design for 
eliminating three nuisance factors while studying a single experimental factor of interest. 

Although not common, yet another factor of interest can be accommodated using so-called 
Hyper-Graeco-Latin square designs, which add a fifth factor. They are thoroughly described else- 
where (see, for example, references 1 and 3) and will not be described here. 
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Table 8.3 Tabulated layout for a Graeco-Latin square design. 



Run 






Factor levels 




Nuisance 1 


Nuisance 2 


Study effect 1 


Study effect 2 
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b 



Latin square and related designs are simple and relatively economical. The chief disadvantage is 
that they are restricted to effects that share (or can be coerced to) the same number of levels. 
Another purely mathematical restriction is that some sizes (that is, some numbers of factor levels) 
are not available; for example, there are no Graeco-Latin squares of size n = 2, 6, 10, etc. 

Finally, note that although the layouts and tabulation here are given in systematic order, it is just 
as important with Latin square designs as with any other to randomise the observation order after 
allocating the treatments. For example, the runs in Table 8.3 should be undertaken in random order 
as far as possible given the constraints on the experiment. 

8.6.5 Validating Experimental Designs 

A cautionary note is essential here. Randomisation is simple, fairly effective and universally 
applicable; it only rarely leads to significant misinterpretation. Blocking, however, can become 
complex for multi-factor and multi-level experiments and it is disturbingly easy to confound a 
nuisance effect accidentally with an effect of interest - even a ‘main effect’ - and thereby generate an 
experiment incapable of meeting its objectives. It is vital to check that blocked designs actually 
deliver the effects of interest. Several tests are possible; for example, generating and processing 
simulated data with and without added nuisance effects will quickly show which effects are con- 
founded with nuisance effects. Box, Hunter and Hunter provide a simple check for confounding in 
multi-factor two-level designs^ and some statistical software includes specific checks for con- 
founding or ‘aliasing’. 



8.7 Advanced Experimental Designs 

The following subsections provide a brief introduction to some additional classes of experimental 
design that improve on or supplement the basic designs described in Section 8.4. Unlike the designs 
in Section 8.4, data from most of these designs cannot be processed using the statistical methods in 
this book; most require appropriate software. These descriptions therefore provide only an outline 
of the general form of each design, its advantages and disadvantages and a brief indication of the 
type of software or methods used for processing the resulting data. More complete discussions can 
be found in a range of textbooks and Web-based resources, such as reference 4. 

8.7.1 Fractional Factorial Designs 

Factorial designs (Section 8.4.4) are excellent tools for discovering the significance of changes in 
experimental or other parameters and interactions between parameters, but they can become costly 
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Table 8.4 Factor levels for an example 2^ factorial. 



Treatment combination 


Time t 


Temperature T 


Reagent c 


t X T X c 
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- 


- 


- 


- 



for larger numbers of factors and levels. This disadvantage can be offset if the experimenter is 
willing to sacrifice some information or precision. This is usually achieved by leaving out factor 
combinations that are important only for estimating higher order interactions. The idea is simplest 
to describe by example. 

A full three-factor, two-level design (a 2^ factorial) to study the effects of time, temperature and a 
reagent concentration on, say, the efficiency of a digestion process, requires eight runs. The factor 
levels are listed in the second to fourth columns of Table 8.4, where ‘ -I- ’ indicates a high level of the 
relevant factor and a low level. The layout of a 2^ factorial is also shown schematically in Figure 
8.1e. Without further replication, ANOVA with appropriate software would give the significance of 
the three main effects and the three two-way interaction terms; with duplication to give 16 
observations, the three-way interaction also becomes available. However, interactions are rarely as 
important as main effects and perhaps it would be wise to run a shorter experiment first to see which 
main effects are important (this is often termed ‘screening’). 

The fifth column of the table shows the sign of the three-way interaction term. Simply leaving out 
all those combinations with (say) a negative three-way interaction term gives half the number of 
runs; the remaining runs are shown schematically as dark spots in Figure 8.8a (compare this with 
the 2^ factorial in Figure 8.1e). However, it is still possible to calculate all the main effects. This is 
referred to as a 2^“' fractional factorial, the indices indicating that we started with a 2^ design and 
reduced it by half, that is, 2“'. 

The cost of this reduction in a three-factor experiment is that we can no longer estimate any 
interaction terms. Further, it can be shown that the reason for this is that the interaction terms are 
confounded with main effects. For example, the temperature term ( + ,—,-!- ,— ) has the same sign as 
the product of the time and reagent levels, indicating that the temperature term is confounded with 
the time-reagent interaction. Since main effects are usually (but not always) larger than interaction 
effects, and in particular are unlikely to be completely cancelled out by the confounding, this is 
often a price worth paying. It is particularly worthwhile for highly fractional factorials such as the 
ruggedness testing design described in Chapter 9, Table 9.4, where a seven-factor, two-level design 
has been reduced from 128 to 8 runs. Table 9.4 is actually a fractional factorial. 

Fractional factorial designs, like full factorial designs, require some replication in order to allow 
significance tests for the effects. For smaller designs, simply replicating the whole design is practical 
and retains balance. As designs increase in size, this may become uneconomical and it is common to 
introduce an additional, replicated, point (a ‘centre point’) at intermediate levels of ordered or 
continuous factors to provide an estimate of precision. 

In general, fractional factorial designs confound some, but not necessarily all, interaction terms 
with main effects. The extent of confounding interaction terms retained in a design is often 
described in terms of design resolution. If the smallest order interaction that some main effect is 
confounded with is p, the resolution is usually p+\. In the 2^“' design above, all the two-way 
effects are confounded with main effects, so the resolution is 2 -I- 1 = 3 (usually written in Roman 
numerals, as in ‘resolution III’). The term is also used by some statistical software to determine 
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(or limit) the order of interaction terms included in ANOVA. Full factorial designs have no con- 
founding and are said to have ‘infinite’ resolution, although the issue is largely academic. 

It is rarely necessary to use resolutions higher than resolution V, and resolution IV designs may 
well be sufficient in many cases, so fractional factorial designs have wide application. Resolution III 
designs (which confound at least some two-way interactions with main effects) with all factors 
restricted to two levels can be particularly recommended as economical screening designs. 

Fractional factorial designs can be analysed manually; for example. Chapter 9, Section 9.7.2, 
shows how the 2^“"* design can be assessed. Generally, however, it is most convenient to analyse 
the data using ANOVA or regression methods built into proper statistical or experimental design 
software. 



8.7.2 Optimisation Designs 

8. 7. 2.1 Optimisation and Response Surface Modelling 

Method development and process improvement share a frequent need for optimisation, that is 
choosing a set of operating conditions that minimise uncertainty or maximise some measure of 
efficiency. This usually involves seeking a maximum or minimum response condition among a set of 
continuous process variables, such as times, temperatures and reagent concentrations. This can be 
assisted by fitting a mathematical equation through the observed responses and choosing the set of 
parameters that maximises the response. Because the mathematical equation often involves several 
parameters, the equation defines a surface, not just a line, so the resulting equation is a response 
surface model. Such models usually require quadratic or higher terms and fitting to quadratics 
always requires at least three levels of a factor. The following experimental designs provide data 
with at least three factor levels and are suitable for response surface modelling. 

8. 7. 2. 2 Star Design 

A star design (Figure 8.8b) varies each factor individually about some central point. It is usually 
conducted as a three-level experiment for economy. The central point is usually replicated to 
provide an indication of precision and also because this provides the best precision for second-order 
terms in the resulting model (the second-order terms are important for defining curvature). It is a 
relatively ineffective design because it cannot estimate interaction terms. Its chief importance is that 
it is a component of another important general class, the so-called central composite design. 

8. 7. 2. 3 Central Composite Designs 

A central composite design (Figure 8.8c) combines a star design with a factorial design to provide 
an experiment that effectively estimates main effects and multiple interaction terms simultaneously. 
The variant shown in Figure 8.8c is deliberately constructed for a property known as rotatability; 
note that the outer points fall on a circle (or, as in Figure 8.8e, a sphere for a three-factor design, 
and so on). Rotatable designs such as this have desirable variance properties. However, this variant 
uses five levels of each factor and the levels are not equally spaced, which can make experiments 
more costly. The face-centred variant in Figure 8.8d, which restricts the number of factor levels to 
three, can simplify the experimental procedure at the potential cost of losing some precision. 

A potentially important difference between the face-centred and rotatable central composite 
design is that while the experiment can be run in blocks in either case, only the rotatable central 
composite with appropriately chosen levels for the ‘star’ points will allow complete removal of the 
nuisance effect. If blocking is necessary, therefore, it is probably better to use the rotatable design. 
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Figure 8.8 Further experimental designs, (a) Two 2^^' fractional factorials (light and dark points, 
respectively); (b) star design; (c) central composite design; (d) face-centred central composite 
design; (e) three-factor central composite design; (f) three-factor Box-Behnken design. 



8. 7. 2. 4 Box-Behnken Design 

An alternative class of optimisation design is shown in Figure 8.8f. This Box-Behnken design 
(named for its inventors) is a three-level design with design points at the centres of the edges of the 
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Componentl Componentl 

Figure 8.8 (Continued), (g), (h) two three-component mixture designs: (g) simplex-lattice and (h) simplex- 
centroid. 



cubic design space; contrast this with the factorial and central composite designs which use corner 
and face centre points. The Box-Behnken design is a rotatable design with fewer factor levels than 
the central composite. It is particularly efficient for three-factor designs, when it requires fewer runs 
than the central composite. 

8. 7. 2. 5 Data Processing for Response Surface Designs 

Response surfaces are dehned by equations. The most common are quadratic; an example for a 
two-factor experiment might be 



T = ho + b\X\ + bjXj + bi2X\X2 (8-8) 

Equations such as this include a list of coefficients b,, which are usually estimated using multiple 
regression software. Multiple regression is a standard feature of statistics and experimental design 
software, which also includes regression diagnostics. Multiple regression is also available in 
some spreadsheet packages (including MS Excel, via the Regression tool found in the Data Ana- 
lysis add-in). 

Once the model equation has been fitted, optimisation software is used to find the maximum (or 
minimum, as appropriate). General-purpose optimisation software is available as part of most 
statistical software and reasonably robust optimisation functions can be found in some business 
spreadsheets (for example, the ‘solver’ in MS Excel). However, response surface modelling benefits 
considerably from rapid visualisation tools, including contour mapping and response surface 
plotting, and purpose-designed software is strongly recommended. 



8.7.3 Mixture Designs 

Many industrial processes produce formulated products made from a mixture of a few components. 
In analytical science, derivatisation reagents and chromatographic liquid phases also involve 
mixtures. Mixtures have the property that the sum of the amounts present always equals 100%, 
introducing a constraint on experimental designs. Eor example, a three-component mixture cannot 
be subjected to a full factorial design which requires high and low levels of even, say, 30% and 70% 
for all components, because all but one of the required factor combinations sums to over 100%. 
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This kind of problem is treated using a class of designs called mixture designs. There are two well- 
known classes of mixture design: the so-called simplex-lattice and simplex-centroid designs. These 
are illustrated for three-component mixtures in Figure 8 . 8 g and h, respectively. The principal 
difference is that the centroid design includes points at the mixture centroid, whereas the basic 
lattice design does not. 

Mixture designs require special processing because of the constraint that the sum of the com- 
ponents is equal to 1 (or 100%). This effectively removes one parameter from the usual polynomial 
model. A typical mixture model equation would be, for a three-component mixture: 

Y = b\X\ ^ 2^2 -I- b-iX-i b\2X\X2 -f buX\X2 -f ^ 23 ^ 2 X 3 (8-9) 

Note the lack of the separate intercept term bo found in most polynomials. 

As before, data processing involves multiple regression. Although possible in most statistics 
and some spreadsheet software, it is worth noting that response surface plots for mixture designs 
are typically triangular (as in Figure 8 . 8 g and h), and it is important to ensure that the chosen 
packages provide the relevant features. Again, purpose-designed software has considerable 
advantages. 



8.7.4 D-optimal Designs 

It is not unusual to find that the neat, systematic allocation of factor levels implied by the designs 
described so far is simply not possible. For example, the ‘star’ points in a central composite design 
might require reaction temperatures above a solvent’s boiling point. One way of accommodating 
this problem would be to reset all the temperatures so that the maximum was at the reflux tem- 
perature, but that may result in most of the experimental observations being far from the nominal 
conditions under study. Another common problem is in allocating observations to experimental 
runs; it is simply not always possible to find blocking strategies that make good use of the available 
equipment and satisfy the basic experimental design. 

One reasonably good compromise in such situations is to choose the factor combinations from 
the available ranges in such a way as to maximise the information (or minimise the uncertainties) in 
the experiment. Among the most common criteria for this job is the so-called D-optimal criterion. 
This uses a mathematical measure of the information content and chooses combinations of possible 
experimental runs that maximise the criterion. For the mathematically inclined, the criterion is the 
determinant of the Fisher information matrix (X^X), where X is the ‘design matrix’ for the 
experiment. Both the calculation and the method of choice usually require software which adapts to 
particular constraints set by the user, so general D-optimal designs are very much the province of 
specialist software. 

Given appropriate software, D-optimal designs represent a useful compromise when experi- 
mental constraints prevent adoption of the symmetric designs already discussed above. They are 
guaranteed to be feasible, but will not generally provide as good a precision as might be available 
without constraints. Another feature of such optimal choices is that they are not usually unique; 
several dilferent subsets of possible experimental runs may provide the same value for the criterion 
and the software will generally choose one of these randomly (or at least based on its own natural 
ordering). The result is that successive software runs or dilferent software may lead to different 
experiments for the same conditions. Since all are optimal within the criteria chosen, this raises no 
substantial issues for analysis; but it can be puzzling for the experimenter using D-optimal designs 
for the first time. 

Data from D-optimal designs are, as for most of the optimisation designs above, processed using 
multiple regression methods, again requiring specialist software. 
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8.7.5 Advanced Blocking Strategies 

8. 7. 5.1 Simple Blocking Extended to Multi-factor Experiments 

The simple example in Section 8.6.3 shows one basic blocking strategy; ensure that every level of an 
effect of interest is included in every block and allow replication to extend over several blocks. 
Because all effects (the complete set) are included the same number of times (for balance) in every 
block, this is called a balanced complete block design. With this type of design, it is possible to carry 
out the comparisons of interest with no influence at all from the blocking factor. This strategy 
works well for a single factor with any number of levels that can fit conveniently in a single run. 
Perhaps surprisingly, even if only one instance of every level can be included in each run, it is still 
possible to carry out the comparison and also possible to determine the analytical within-run 
precision (see below). 

The same strategy can be extended to multi-factor experiments. For example, we may want to 
study the effects of small changes in derivatisation time and temperature on a chromatographic 
determination and wish to eliminate interference from between-run effects in the chromatographic 
analysis. In such a case, we would usually be interested in any time-temperature interaction and 
would analyse a particular test material at all combinations of high and low temperature and long 
and short derivatisation time (this is a full factorial design, albeit a small one). Because we are 
interested in the interaction term, replication is essential; perhaps three replicates for each treatment 
combination might be chosen. If all the experiments cannot be performed within the same chro- 
matographic run, what is the best allocation of samples to runs? 

The basic experiment involves four treatment combinations: 



Treatment combination 


Time 


Temperature 


ab 


Short 


Low 


Ab 


Long 


Low 


aB 


Short 


High 


AB 


Long 


High 



Following the strategy of placing every treatment combination in every run and replicating across 
runs, the simplest design includes each of the four combinations in each of three runs, with the run 
order randomised: 



Run 


Treatments (in run order) 


1 


ab, AB, aB, Ab 


2 


ab, Ab, AB, aB 


3 


AB, ab, Ab, aB 



Using appropriate statistical software, this experiment will provide tests of the effects of time and 
temperature and of their interaction term, with no interference from the run effect. 



8. 7. 5. 2 Confounding with Higher-order Interaction 

Often, particularly for multi-factor experiments, it is impossible to include every combination of 
treatments in every run. Two important strategies then become important. The first is to confound 
the blocking factor with an effect that is of comparatively little interest. A relatively simple and 
realistic example is a three-factor, two-level factorial design; for example, the time-temperature 
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experiment above might additionally include a derivatisation reagent concentration to give the full 
factorial design listed in Table 8.4. 

The statistical analysis would normally be a three-factor ANOVA, using statistical software. 
With no blocking or run effects, a replicated experiment (using, say, duplicate observations at 
each factor level) would provide tests on three main effects, three two-way interaction terms 
(time-temperature, time-reagent and temperature-reagent) and a three-way interaction term. 
Higher-order interactions are often of only moderate interest and we might be prepared to sacrifice 
this three-way term in the interests of more sensitive tests for the main effects. The final column 
in the table represents the sign of this three-way interaction term, formed from the product 
of the three previous columns. Simply assigning all the combinations with a positive three-way 
interaction term to one run and all those with a negative three-way interaction to another run 
generates a blocked design with four observations per run and with the three-way interaction 
confounded with the run effect. Statistical analysis of such an experiment with added replication 
would allow the estimation of all the main effects and all the two-way interactions without inter- 
ference from the run effect, at the expense of being unable to test for a three-way interaction 
independently of run effects. 

8.7.53 Incomplete Block Designs 

A second useful strategy when runs cannot include all levels of an effect in a multi-level experiment 
is to ensure that, if each run can include m levels of «, then all possible groups of m are represented 
an equal number of times among the runs. This combinatoric design is among a family of designs 
called balanced incomplete block designs (‘incomplete’ because not all treatments are included in 
every block). For example, for a three-level experiment, in which some factor takes one of three 
levels A, B and C but each run can study only two levels at a time, a simple balanced incomplete 
block design contains three runs, with factor levels (A, B), (A, C) and (B, C), respectively. Repli- 
cation within each run is permitted, as is duplicating the entire set of runs if more replication is 
desired. Again, appropriate statistical analysis will generate an accurate test for differences between 
the levels A, B and C with no interference from the run effect. Balanced incomplete block designs 
include the combinatoric designs in which all combinations of m levels are represented, and also 
some considerably more economical designs applicable for particular numbers of factors and levels; 
various textbooks provide extensive detail.^ 

Appendix: Calculations for a Simple Blocked Experiment 

It is always best to use the right statistical software to analyse more complex experimental designs. 
However, this is not always possible. Where such software is not available, it is often possible to 
reduce the problem to a simpler case by removing the block effect manually and adjusting the 
calculated degrees of freedom and mean squares accordingly. The procedure is as follows (assuming 
each run is one block): 

1. Calculate the run mean for each run. 

2. Subtract the run mean from all the observations in the run. 

3. Carry out an ANOVA on the corrected data in the usual way to obtain the necessary sums of 
squares. 

4. Correct the residual (or error) degrees of freedom by subtracting the nnmber of degrees of 
freedom for the runs (nnmber of runs -1) and recalculate the corresponding residual (error) 
mean square from the new degrees of freedom. 

5. Recalculate the F values and critical valnes using the new error mean sqnare and degrees of 
freedom. 
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The following example illustrates the procedure for a simple case which can also be analysed using 
two-factor ANOVA. The principle can, however, be applied to other simple experiments in which 
replication crosses runs. For example, a two-factor experiment in which one replicate for each factor 
combination is run in each of two experimental runs (a total of two replicates per treatment), can be 
reduced to a simple two-factor ANOVA with replication in exactly the same way. 



Example 

Six tins of animal food have been analysed to determine whether fibre content is consistent among 
the tins. Three replicates per tin were desired. Because the analytical equipment could handle only 
six samples per run, subsamples from each tin were run once in each run. This is a simple blocked 
design with replication across blocks. The results for fibre are given in Table 8.5. These results can 
be analysed perfectly well using two-factor ANOVA without replication, but to illustrate the 
procedure above, we will first use one-way analysis with the correction above. 

Table 8.6 shows the simple one-way ANOVA table, ignoring the runs for the moment and 
treating all results for the same tin as simple replicates. Note that there is apparently no signihcant 
difference between groups. 

The experiment actually includes three separate runs; we now apply the procedure above to 
eliminate any run effects. 

Steps 1 and 2 above calculate run means and subtract them from the data. The observations with 
the run means subtracted are given in Table 8.7. 

Step 3 is to calculate the initial sums of squares and degrees of freedom for the run-corrected 
data, neglecting the run effect. This initial ANOVA table is shown as Table 8.8. 



Table 8.5 Fibre in animal food". 



Run 






Tin 






Run mean 


A 


B 


C 


D 


E 


F 


Run 1 


1.857 


2.233 


1.109 


1.627 


1.854 


1.481 


1.693 


Run 2 


1.773 


1.884 


1.138 


1.733 


2.154 


1.698 


1.730 


Run 3 


1.645 


1.164 


0.837 


1.260 


1.312 


1.279 


1.250 



“Fibre is expressed as mass% throughout this example. 



Table 8.6 ANOVA neglecting the run effect. 



Source of variation 


SS 


df 


MS 


F 


p- Value 


F„it 


Between groups 


1.242 


5 


0.248 


2.389 


0.1005 


3.106 


Within groups 


1.248 


12 


0.104 








Total 


2.490 


17 











Table 8.7 


Fibre observations with run 


effect subtracted. 














Tin 








Run 


A 


B 


C 


D 


E 


F 


Run 1 


0.163 


0.540 


-0.585 


-0.066 


0.161 


-0.212 


Run 2 


0.043 


0.154 


-0.592 


0.003 


0.424 


-0.032 


Run 3 


0.396 


-0.085 


-0.412 


0.010 


0.062 


0.029 
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Table 8.8 Simple one-way ANOVA for the run-corrected data. 



Source of variation 


SS 


df 


MS 


F 


p-Value 


Fcrit 


Between groups 


1.242 


5 


0.248 


7.665 


0.0019 


3.106 


Within groups 


0.389 


12 


0.032 








Total 


1.631 


17 











Table 8.9 ANOVA corrected for run effect and for run degrees of freedom". 


Source of variation 


SS 


df 


MS 


F 


p-Value 


Fcrit 


Between groups 


1.242 


5 


0.248 


6.388 


0.0065 


3.326 


Within groups 


0.389 


10 


0.039 








Total 


1.631 


15 










“Figures in bold are affected by the degrees of freedom adjustment. 



Table 8.10 Two-factor ANOVA for animal feed data. 


Source of variation 


SS 


df 


MS 


F 


p-Value 


^crit 


Rows (run) 


0.859 


2 


0.429 


11.039 


0.0029 


4.103 


Columns (tins) 


1.242 


5 


0.248 


6.388 


0.0065 


3.326 


Error 


0.389 


10 


0.039 








Total 


2.490 


17 











Step 4 corrects the residual degrees of freedom. In this experiment, there are three runs and 
therefore 3 — 1 = 2 degrees of freedom for the runs. Subtracting this from the residual (within- 
groups) degrees of freedom and recalculating the new within-group mean square gives the figures in 
the second row of Table 8.9 (in which the final row has also been corrected to show the new total 
degrees of freedom). 

Step 5 is the calculation of the revised value for F (0.248/0.039 = 6.388) and the new critical value 
and p-value; these are also given in Table 8.9. 

Note that the between-groups term is now statistically signihcant at the 95% level. Why has the 
conclusion changed? 

Comparing Table 8.9 with the naive one-way table in Table 8.6, note that the between-groups 
sum of squares, degrees of freedom and mean square are unchanged in Table 8.9. The change in 
significance comes entirely from the corrected within-group mean square and degrees of freedom; 
neglecting the run effect has apparently inflated the within-group mean square - in this case by so 
much that it concealed a real between-tin effect. 

To confirm that this general approach gives the same results as including the run effect in the 
analysis and to gain a little more insight into the reason for the changed conclusion, this particular 
example can also be run as a two-factor ANOVA without replication. The results are given in Table 
8.10. Comparing with Table 8.9, note that the row for the effect of the tins is identical in both 
tables, as is the ‘Error’ row, confirming that the manual procedure gives results identical with those 
of the complete formal analysis. We can also see why the naive one-way analysis in Table 8.6 gave 
an insignificant value; the run effect is clearly significant. The effect of this is to increase the 
apparent within-group sum of squares. The within-group sum of squares in Table 8.6 (1.248) 
includes the run effect and is exactly equal to the sum of the run and error sums of squares 
(0.859 + 0.389= 1.248) in Table 8.10. 
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CHAPTER 9 



Validation and Method Performance 



9.1 Introduction 

Method validation is the process of evaluating the performance of a test method to determine 
whether it is capable of producing test results that are lit for a particular purpose. This chapter gives 
an overview of the key method performance parameters that are frequently studied in method 
validation and illustrates how some of the statistical techniques described in earlier chapters can be 
used. More detailed information on method validation can be found in references 1-5. 

The main stages in obtaining a suitable method for a particular analytical requirement can be 
summarised as specification, selection/development of a method and validation. These are dis- 
cussed in more detail below: 

• Specification of the measurement requirement: Measurements are always made for a reason, 
generally to help answer a particular question. In addition to knowing the analyte(s) to be 
measured and the nature of the test samples, it is important to have a clear understanding 
about why the analysis needs to be carried out and what the data will be used for. This will 
enable criteria for the performance of the method to be set (for example, the acceptable 
uncertainty in the measurement results). Once the specihcation is complete, a candidate test 
method can be selected. 

• Selection of a test method: In some cases, a published method which meets the measurement 
requirement may already be available. However, it remains necessary to carry out an evaluation 
of the performance of the method to demonstrate that its performance is acceptable when used in 
the laboratory for the analysis of test samples. If a published method is not available, then 
development of a new method, or adaptation of an existing method, will be required. 

• Method validation: Validation is the process of demonstrating that the chosen test method is 
capable of producing results that are fit for purpose. 

The validation process can be broken down into three stages: 

• Assessment of method performance: This stage involves planning and carrying out a range of 
experiments to evaluate different aspects of method performance. The main performance 
parameters and their evaluation are discussed in the following sections. It may not be necessary 
to study every aspect of method performance. This will depend on the scope and intended use 
of the method and on its history (for example, whether there is any existing validation data 
available). 
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• Comparison of method performance data with the measurement requirement: The data on 
method performance obtained from the experimental studies are compared with the perfor- 
mance criteria set at the measurement specification stage. Statistical tests, such as t- and F- 
tests, can be used to assist with the comparison. 

• Decision on whether the method is fit for purpose: If the performance of the method meets the 
requirements, then it can be considered to be valid and used for the analysis of test samples. If 
one or more parameters do not meet the method specification, further method development, 
followed by re-validation, will be required. It is important to remember that method validation 
is not complete until this decision on fitness for purpose has been made. 

When developing a new method, it is often difficult to identify the point at which development 
stops and validation starts. During the development process, data will be generated which will start 
to give a picture of the method performance. However, data should be generated which confirm 
that the performance of the final version of the method is fit for purpose before the method is used 
for the analysis of test samples. 

Table 9.1 shows the key method performance parameters that are studied during method vali- 
dation. The amount of effort required to validate a method will depend on the criticality of the 
measurement, the scope of the method and the level of information and experience already available. 
Not all of the performance parameters described in this chapter will be relevant for every test method. 
Validating a new method for trace analysis would require a detailed study of all of the parameters 
highlighted in Table 9.1. However, if the intention is to implement a method for the measurement of 
a major component which had been previously validated by an interlaboratory study, a limited study 
of precision and bias to confirm that the method is being applied correctly may be all that is required. 
The process of checking the performance of a previously validated method against established 
method performance targets is sometimes referred to as verification rather than validation. 



9.2 Assessing Precision 

Precision is defined as ‘The closeness of agreement between independent test/measurement results 
obtained under stipulated conditions’.^ Precision is usually expressed as a standard deviation (or 
relative standard deviation) (see Chapter 4, Section 4.1.4) obtained from replicate measurements of 
an appropriate sample. The sample should be stable, sufficiently homogeneous and representative 
of test samples in terms of the matrix and analyte concentration. 



Table 9.1 Key method performance parameters required for the validation of different types of 



analysis. 



Parameter 


Type of analysis 






Qualitative 


Quantitative 






Major component" 


Trace analysis'^ 


Physical property 


Precision 










Bias 






i/" 




Specificity/selectivity 


]/• 








Limit of detection 










Limit of quantitation 










Linearity/working range 






V" 




Ruggedness 






)/• 





"Major component: analyte concentration in the range 1-100% by mass or where detection of presence or absence is not an 
issue. 

*Trace analysis: analyte concentration less than lOOmgkg^’ or where detection capability is important. 
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Evaluation of the precision of the analytical instrument used to make the determination of 
analyte concentration may provide some useful information, but it is insufficient for method 
validation purposes. In a method precision study, each replicate result should be obtained from the 
application of the entire test method, including any sample preparation and/or pretreatment. If the 
method being validated is to be applied to the analysis of a range of analyte concentrations and/or 
sample types, the precision should be studied for a representative range of samples. 

When studying method precision, there are two factors that need to be considered: the type of 
precision estimate required and the design of the precision experiment. 

9.2.1 Types of Precision Estimate 

The conditions under which the replicate measurements are made determine the nature of the 
precision estimate obtained. 

9. 2. 1.1 Repeatability 

‘Repeatability’ refers to a precision estimate obtained from replicate measurements made in one 
laboratory by a single analyst using the same equipment over a short time scale (these are called 
‘repeatability conditions’). It gives an indication of the short-term variation in measurement results 
and is typically used to estimate the likely difference between replicate measurement results 
obtained in a single batch of analysis. Precision under repeatability conditions, often called simply 
‘repeatability’, is also referred to as within-batch or intra-assay precision. 

9.2. 1.2 Intermediate Precision 

Intermediate precision refers to a precision estimate obtained from replicate measurements made in 
a single laboratory under more variable conditions than repeatability conditions. Ideally, inter- 
mediate precision conditions should mirror, as far as possible, the conditions of routine use of the 
method (for example, measurements made on different days by different analysts using different sets 
of equipment within the same laboratory). It is not always possible to vary all of these factors 
within a laboratory; the conditions under which an estimate of intermediate precision is obtained 
should therefore always be recorded. ISO 5725-3 suggests nomenclature for recording the condi- 
tions.® ‘Intermediate precision’ is also known as ‘within-laboratory reproducibility’. 

9. 2. 1.3 Reproducibility 

Reproducibility as defined by ISO 3534® refers to a precision estimate obtained from replicate 
measurements carried out in different laboratories by different analysts using different pieces of 
equipment. It therefore has to be evaluated by carrying out an interlaboratory study. Note that the 
term ‘reproducibility’ has also been used more generally to describe any conditions of measurement 
other than repeatability; it is therefore often useful to qualify the term (for example, ‘inter- 
laboratory reproducibility’). 

9.2.2 Experimental Designs for Evaluating Precision 

9. 2. 2.1 Simple Replication Studies 

A simple precision study involves making repeated measurements on a suitable sample under the 
required measurement conditions. The precision is expressed as the standard deviation (or relative 
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Figure 9.1 Confidence interval for the population standard deviation. The 95% confidence interval for a 
given ^=1 is shown. 



standard deviation) of the results. The number of replicate measurements should be sufficient to 
provide a reliable estimate of the standard deviation. Figure 9.1 shows the confidence interval for 
the population standard deviation (<t) plotted against the number of independent replicates («). 

With fewer than six replicates, the confidence interval becomes very wide. This illustrates that 
sample standard deviations based on small data sets will give an unreliable estimate of the popu- 
lation standard deviation. As the number of replicates increases, the confidence interval narrows. 
Flowever, beyond around 15 replicates there is little change in the confidence interval. 

9. 2.2.2 Nested Design 

A nested design (see Chapter 8, Section 8.4.3) can be used to obtain an estimate of repeatability 
when it is not possible to generate sufficient data under repeatability conditions using a simple 
replication study (for example, because the method run time is very long). A nested design is also an 
efficient way of generating data when studying the effect of changing various parameters such as 
analyst, instrument or laboratory and additionally provides reproducibility data (see below). The 
results from this type of study are evaluated using analysis of variance (see Chapter 6). 

A nested design requires groups of measurement data which are each generated under repeat- 
ability conditions, but conditions can be varied from one group of measurements to the next as 
required. For example, a study of intermediate precision may involve different runs/batches of 
analyses carried out on different days (possibly by different analysts) as shown in Figure 9.2. 
Interlaboratory method validation studies typically involve a number of laboratories, each making 
repeat measurements on portions of the same bulk sample under repeatability conditions. 

A one-way ANOVA of the data from a nested design of the type shown in Figure 9.2 will yield a 
table similar to that shown in Table 9.2. 

If each of p groups of data contains the same number of replicates (n) the total number of results, 
N, is equal to pn. This leads to the degrees of freedom shown in Table 9.2. 
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Batch 1 Batch 2 



Batch p 



n=3 n=3 n=3 

Figure 9.2 Study of intermediate precision in which portions of the same bulk sample are analysed in tri- 
plicate under repeatability conditions in p batches of analysis. 



Table 9.2 ANOVA table for precision study with p groups of data each containing n replicates. 



Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square 


F 


Between groups 


Sb 


T-1 


M^=Sf(p-\) 


Mb/M„ 


Within groups 




pitt - 1) 


M^=SJp(n - 1) 




Total 


‘S’tot=5'b + S^ 


pn - 1 







If the groups contain dilferent numbers of replicates, the degrees of freedom associated with the 
within-group sum of squares is the sum of the degrees of freedom of the individual groups. It is also 
equal to A — p. 

An estimate of the repeatability standard deviation, s^, is obtained using the equation 



A = \/^ (9.1) 

this is identical with the calculation of the within-group variance in Chapter 6, Table 6.5. 

An estimate of the between-group standard deviation, .Sb. is calculated using the equation 



■Sb 



Afb 



(9.2) 



Note that if n is not the same for each group of data then a reasonable approximation of ^b can be 
obtained by replacing n in equation (9.2) with the average number of replicates per group; most 
statistical software also provides exact calculations of ^b with different n. 

An estimate of the intermediate precision standard deviation, ^i, is obtained by combining 
and .Sb 



Si = \jsl + sl (9.3) 

If the groups of data were produced by different laboratories participating in a collaborative 
study, equation (9.3) will give an estimate of the reproducibility standard deviation, .sr. Detailed 
information on the organisation of collaborative studies for the evaluation of method precision can 
be found in ISO 5725.^^*° Note that ISO 5725 recommends applying Cochran’s test (see Chapter 5, 
Section 5.2.5) to check for unusually high ‘within-group’ variation before carrying out ANOVA to 
obtain an estimate of reproducibility. The standard also recommends using Grubbs’ tests to 
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identify group means that are possible outliers (see Chapter 5, Section 5.2.4), as extreme values will 
influence the estimate of the reproducibility standard deviation, .sr. 

9.2.3 Precision Limits 

A repeatability limit is calculated using the equation 

r = t X \fl X s’r (9.4) 

This is the confidence interval (typically 95% confidence) for the difference between two results 
obtained under repeatability conditions. 

A reproducibility limit is calculated using the equation 



R=?xV2x.sr (9.5) 

This is the confidence interval for the difference between two results obtained under reproducibility 
conditions (that is, results from different operators, working in different laboratories using different 
equipment). 

In the above equations, t is the two-tailed Student’s t value for the required level of confidence 
and the appropriate number of degrees of freedom. A common approximation is to use a value of 
t = 2 (approximately the Student’s t value for a large number of degrees of freedom). This leads to 
limits of 2 . 85 . 



9.2.4 Statistical Evaluation of Precision Estimates 

Precision estimates can be evaluated statistically using the T-test (see Chapter 4, Section 4.2.4). 

9. 2.4.1 Comparison with the Precision of an Existing Method 

If the validation study is being carried out with the aim of replacing an existing method, it is useful 
to be able to test whether the precision of the new method is significantly different from (or perhaps 
better than) the precision of the existing method. The test statistic, F, is calculated using the 
equations given in Table 4.7 in Chapter 4. 



9.2.4.2 Comparison with a Specified Precision Value 

If the standard deviation obtained from the precision study marginally exceeds the value set during 
the specification of the measurement requirement, an C-test can be used to determine whether the 
precision estimate is significantly greater than the target value: 



F = 



(9.6) 



where 5 is the precision estimate obtained from the validation study and (Tq is the target precision 
(expressed as a standard deviation). To obtain the appropriate critical value for F, no is assumed to 
have infinite degrees of freedom. See Chapter 4, Section 4.2.5, for further information on this type 
of test. 
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9.3 Assessing Bias 

Precision describes the variation in results obtained from the replicate analysis of a sample but it 
gives no information as to how close the results are to the true concentration of the analyte in the 
sample. It is possible for a test method to produce results that are in very close agreement with one 
another but that are consistently lower (or higher) than they should be. Trueness is defined as ‘The 
closeness of agreement between the expectation of a test result or a measurement result and a true 
value’. ^ Trueness is normally expressed in terms of bias. The definition includes a note that 
in practice, an ‘accepted reference value’ is substituted for the true value. Bias can be evaluated 
by comparing the mean of measurement results (x) and an accepted reference value (/iq), as shown 
in Figure 9.3. 

Evaluating bias involves carrying out repeat analysis of a suitable material containing a known 
amount of the analyte (this is the reference value, po). The bias is the difference between the average 
of the test results and the reference value: 



Bias = X — (9.7) 

Bias is also frequently expressed as a percentage: 

Bias(%) = X 100 (9.8) 

h-o 

and as a ratio (particularly when assessing ‘recovery’): 

Recovery(%) = — x 100 (9.9) 

l-h 

One of the problems when planning a study of method bias is the selection of a suitable reference 
value. There are a number of options: 

• a certified reference material (CRM) 

• spiked test samples 

• a reference method. 

A certified reference material is a material that has been produced and characterised to high 
standards and that is accompanied by a certificate stating the value of the property of interest (usually 
the concentration of a particular analyte) and the uncertainty associated with the value. If a suitable 
CRM is available (that is, one that is similar to test samples in terms of sample form, matrix 



Bias ^ 

◄ ► 




Test results Reference value 



Figure 9.3 Evaluating bias. 
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composition and analyte concentration), then it should be the first choice material for a bias study. 
However, compared with the very large number of possible analyte-matrix combinations, the number 
of CRMs available is relatively limited, so a suitable material may not be available. An alternative is 
to prepare a reference sample in the laboratory by spiking a previously analysed sample with an 
appropriate amount of the analyte of interest. With this type of study, care must be taken to ensure 
that the spike is in equilibrium with the sample matrix before any measurements are made. 

Bias can also be evaluated by comparing results obtained from a reference method with those 
obtained using the method being validated. If this approach is taken, the evaluation can be carried 
out using test samples rather than a CRM or spiked sample. If a single test sample is used, the 
means of the results obtained from the two methods are compared using a two-sample t-test 
(Chapter 4, Section 4. 2. 3. 2). Alternatively, a range of different samples can be analysed using both 
methods and the differences between the pairs of results obtained evaluated statistically to deter- 
mine whether there is a significant difference between the results produced by the two methods (see 
Chapter 4, Section 4. 2. 3. 3). 

The number of replicate measurements that needs to be carried out for a bias study depends on 
the bias that needs to be detected and the precision of the method. This is discussed in Chapter 8, 
Section 8.5.3. Table 8.2 indicates the number of replicates required to detect a given bias (d) reliably 
(specifically, with 95% power) if the precision (.s) is known. The table shows the number of 
replicates for different values of the ratio {djs). For example, if it has been agreed in the mea- 
surement specification that a maximum bias of ±5% is acceptable. Table 8.2 can be used to 
determine how many replicate measurements would be required to enable such a bias to be detected 
reliably. If the precision of the method (repeatability) is 5% then d/5=l and Table 8.2 shows that at 
least 16 replicates are required. 

As in the case of precision studies, a bias study should aim to cover a representative range of 
sample types. 

9.3.1 Statistical Evaluation of Bias Data 

Bias estimates are evaluated statistically using Student’s t-tests (see Chapter 4, Section 4.2.3). 

9.3. 1.1 Comparison with a Reference Value 

Once a bias estimate has been obtained, for example using equation (9.7), a Student’s t-test can be 
carried out to determine whether the observed bias is statistically significant. The test statistic is 
calculated using the equation 



l-^-hol 



(9.10) 



where n is the number of replicate measurements used to obtain x and s is the standard deviation 
of the n measurement results. See Chapter 4, Section 4.2.3. 1, for further information on this type 
of t-test. 



9.3. 1.2 Comparison with an Existing Method 

When planning to replace one method by another, it is necessary to establish that the new and 
existing methods give comparable results. Two approaches are commonly used. The first approach 
involves using the two methods to make a number of replicate measurements on the same sample. 
This will result in two independent sets of data (one from each method) for which the mean and 
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standard deviation are calculated. Following the procedure in Chapter 4, Section 4. 2. 3. 2 the test 
statistic is calculated using the equation 



t = 



1-^1 - xi\ 




- 1) + S2^{ri2 - 1) 

n\ + ri 2 — 2 



(9.11) 



Remember that this approach assumes that the standard deviations of the two datasets (^i and .^ 2 ) 
are not significantly dilferent. This can be confirmed using an F-test as described in Chapter 4, 
Section 4.2.4. If the standard deviations are significantly different, then a modified test is required 
(see Chapter 4, Section 4. 2. 3. 2). 

In some cases, it is not possible to make a large number of replicate measurements on a single 
sample. An alternative approach is to carry out a paired comparison, which requires a single 
measurement using each method on each of a number of dilferent samples (see Chapter 4, Figure 
4.7). The difference between each pair of results is calculated. If there is no difference between the 
results obtained using the two methods then, on average, the differences should be equal to zero. 
The r-test is therefore carried out using the mean and standard deviation of the differences {d and Sd, 
respectively) to determine whether d is significantly different from zero, as shown in the equation 



t = 




(9.12) 



where n is the number of pairs of data. See Chapter 4, Section 4. 2. 3. 3, for further information on 
paired comparisons. 



9.4 Accuracy 

Accuracy is defined as ‘The closeness of agreement between a test result or measurement result and 
the true value’. ^ Accuracy is the property of a single measurement result. It describes how close a 
single measurement result is to the true value and therefore includes the effect of both precision and 
bias, as illustrated in Figure 9.4. 



01 

C 

I 




improving precision 



Figure 9.4 Precision, bias and accuracy. 
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9.5 Capability of Detection 

9.5.1 Limit of Detection 

The limit of detection (LOD) is the minimum concentration of the analyte that can reliably be 
detected with a specified level of confidence. There are a number of approaches which can be used 
to evaluate the LOD. When quoting LOD values, it is important to state the approach used. 

The LOD can be evaluated by obtaining the standard deviation of results obtained from replicate 
analysis of a blank sample (containing none of the analyte of interest) or a sample containing only a 
small amount of the analyte. Ideally, 6-10 replicate results for this sample, taken through the whole 
analytical procedure, should be obtained. The limit is calculated by multiplying the standard 
deviation by a suitable factor. The multiplying factor is based on statistical reasoning and is spe- 
cified so that the risk of false positives (wrongly declaring the analyte to be present) and false 
negatives (wrongly declaring the analyte to be absent) is kept to an acceptable level (a 5% prob- 
ability is usually specified for both types of error). 

Figure 9.5 shows the expected distribution of results for a sample which contains zero con- 
centration of the analyte. After correction for any blank reading, the results are distributed 
approximately normally about zero. About half of the results would (incorrectly) indicate that 
there is some analyte present (that is, the instrument response would lead to a calculated analyte 
concentration greater than zero). This is clearly unacceptable, so a limit is set such that the 
probability of false positive results is reduced to an acceptable level. This probability is represented 
by a in Figure 9.5. The limit (identified in the figure as the ‘critical value’) is usually obtained by 
multiplying the standard deviation of observations from a blank sample, cq, by the one-tailed 
Student’s t value for infinite degrees of freedom and the appropriate value of a, then adding this to 
the mean blank response if the blank response is significantly different from zero. A false positive 
rate of 5% (that is, a = 0.05) is typically used, which gives a critical value of 1.65(ro if fhe mean 
blank response is zero. 

A result above the critical value is equivalent to a positive result in a significance test for 
exceeding zero; a result above the critical value should therefore be treated as a positive finding that 
the true concentration is above zero. 

This has set a decision criterion: if the result is above the critical value, the sample is declared 
‘positive’. 

Figure 9.6 shows the distribution of calculated concentrations expected for a true analyte 
concentration corresponding exactly to the critical value. Clearly, half of the observations would be 




Figure 9.5 Distribution of results for a sample containing zero concentration of the analyte (after correction 
for any blank reading). 
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expected to fall below the critical value, leading to a negative finding - a 50% false negative rate. 
This seems very high. What true level of analyte needs to be present for the false negative rate to be 
low, say 5% or less? Remember that this was the question posed by the definition of ‘limit of 
detection’ - the minimum concentration of the analyte that can be reliably detected with a specified 
level of confidence. 

Figure 9.6 shows how this level is estimated; by calculating a true concentration such that the 
critical value cuts off only an area /i of the expected distribution of calculated concentrations. It is 
this new, higher, level that is properly called the limit of detection. Typically, /? is set equal to a, that 
is, 0.05, to give a 5% false negative rate. It follows that the limit of detection is (assuming large 
degrees of freedom) 1.65(7o above the concentration corresponding to the critical value. 

Note that this calculation depends on having and using a critical value above which samples are 
declared ‘positive’. If another critical value is chosen, the limit of detection must also change. 

The general form of the equation for calculating the limit of detection from experimental data is 



xq + kist(^^ci) + kistj^^p^ 



(9.13) 



where xq is a correction term to take account of any baseline offset or reading obtained from 
the blank sample, .s is the standard deviation of the results obtained from the limit of detection 
study, kj is a constant used to correct the estimate of 5 and t is the one-tailed Student’s t value for v 
degrees of freedom and a significance level of a or fS. The value of k[ will depend on whether the 
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Table 9.3 Values of xq and k/ for use in the calculation of the limit of detection. 



Validation study of LOD 
s based on: 


Routine use of method^ 




Will test results be baseline 
Yes 


corrected? 

No 


Observations with independent baseline corrections 


xo = 0 


NA 




k,= 1.0 




Observations without independent baseline corrections 


xn = 0 


— -^blank 




ki = s/\ + 1/«B 


k,= 1.0 



“;jb is the number of observations averaged to obtain the value of the blank correction. .Vbiank is either the mean blank 
response or the observed baseline offset, as appropriate. NA, not applicable. 



LOD study uses independent blank corrections, on whether such corrections are applied in normal 
use of the method and on the number of observations averaged to calculate the blank correction. 
For most purposes, it is sufficient to assume ot = fi = 0.05 and take t for a large number of degrees of 
freedom, that is, t= 1.65. The limit of detection is then approximately XQ+33k/s. Table 9.3 shows 
the appropriate values of xq and k/ for a number of scenarios. 

‘Independent baseline correction’ requires every result to be baseline corrected by an independent 
determination of the blank sample. As this approach requires a significant number of additional 
analyses when the method is used routinely, it is more common to use one or two blank samples per 
batch of test samples and use the results to correct all the results from the test samples in the batch. 
In this case, the results are being corrected, but as the corrections are not independent, the last row 
in Table 9.3 applies. 

The limit of detection is often specified as 3.3^ (sometimes rounded to 3s) or 4.65^. Using 
equation (9.13) and the values in Table 9.3, the origin of these limits can be explained. If inde- 
pendent baseline corrections are used in the validation study, k/= 1 and for baseline-corrected test 
results, Xo = 0. If a value of f= 1.65 is used then the LOD is 

LOD = (1 X 5 X 1.65) -I- (1 X 5 X 1.65) = 3.3^ 

If results in the validation study are corrected by a single baseline reading («b= 1), then k/ = s/2. 
The limit of detection in this case is 



LOD = ^s/2 X s X 1.65^ -I- ^s/l x s x 1.65^ = 4.67^ 

If test results are not baseline corrected, then k/=l and the limit of detection is 

LOD = X'blank + (1 X 5 X 1.65) -I- (1 X S’ X 1.65) = -Vblank + 3.3s 

It is also possible to estimate the critical value and detection limit directly from a calibration 
curve; ISO 11843-2 gives the relevant calculations in full." 

The LOD determined during method validation should be taken only as an indicative value. If 
sample concentrations are expected to be close to the limit of detection, then the LOD should be 
monitored regularly after validation. 

9.5.2 Limit of Quantitation 

The limit of quantitation (LOQ) is the lowest concentration of analyte that can be determined with 
an acceptable level of uncertainty. A value of 10s is frequently used (where s is the standard 



156 



Chapter 9 



deviation of the results from replicate measurements of a blank or low-concentration sample). 
Unlike the calculations used for obtaining an estimate of the LOD, there is no statistical basis to the 
conventions used for estimating the LOQ. The aim is to identify the concentration below which the 
measurement uncertainty becomes unacceptable. The value of 10^ provides a reasonable estimate 
for many test methods. 



9.6 Linearity and Working Range 

The working range of a method is the concentration range over which the method has been 
demonstrated to produce results that are lit for purpose. The lower end of the working range is 
defined by the LOD or LOQ as appropriate for the application (see Section 9.5). The upper end is 
usually signified by a change in sensitivity, for example a ‘tailing-ofP or ‘plateauing’ in the response, 
as illustrated in Figure 9.7. 

Figure 9.7 shows a schematic response curve. The concentration range corresponding to the 
working range is shown, together with the range in which change in response is directly propor- 
tional to the change in concentration - the linear range. The linear range and working range need 
not coincide exactly. The determination of linearity and working range is important at the method 
validation stage, because it allows the analyst to establish the suitability of the method over the 
range required by the measurement specification. 

In order to assess the working range and confirm its htness for purpose, standards whose con- 
centration range extends beyond the required concentration range by ±10% or even ±20% of the 
required range should be studied. As discussed in Chapter 7, the standards should be evenly spaced 
across the concentration range studied. Establishing linearity during method validation will nor- 
mally require more standards (and more replication at each concentration) than is typical for 
calibration of a validated method in regular use. It is recommended that at least seven different 
concentration levels are studied during method validation. This approach provides sufficient 
information for a useful visual check of the linearity of the method. There are other designs which 
allow for a more powerful statistical test of non-linearity. For example, if it is suspected that the 
data follow a quadratic function, a design with three concentration levels (low, middle and high), 
with replication at each level will allow a powerful statistical test for non-linearity. The main 
disadvantage of this approach is that, with only three concentration levels, a plot of the data will 
not be very informative. Therefore, if the statistical evaluation indicates non-linearity it may not be 




Figure 9.7 Linearity and working range. 
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possible to determine the cause of the non-linearity. It is common in analytical chemistry for the 
method to follow a linear function up to a certain concentration, above which the instrument 
detector may become saturated and the instrument response plateaus. With only three con- 
centration levels it will not be possible to determine where the response becomes non-linear. See 
Chapters 7 and 8 for further information on the planning and interpretation of linear regression 
studies. 

Many chemical test methods require the test sample to be treated in some way so as to get the 
analyte into a form suitable for measurement. During method validation, it is sensible to carry 
out an initial study to evaluate the response of the instrument to the analyte across the required 
concentration range. This can be done by analysing standards containing known concentrations 
of the analyte in a suitable solvent. This study will enable the calibration function for the 
instrument to be established. Once the instrument performance has been demonstrated to be 
satisfactory, the linearity of the whole method should be studied. This requires the analysis of 
CRMs, spiked samples or matrix-matched standard solutions (that is, solutions containing a 
known amount of the analyte plus the sample matrix). If the instrument response has been 
demonstrated to be linear, then any non-linearity observed in the second study may indicate 
problems such as the presence of interfering compounds or incomplete extraction of the analyte 
from the sample matrix. 

Linearity should be assessed initially by constructing a scatter plot of response versus con- 
centration (Chapter 2, Section 2.9). The data can then be evaluated by carrying out linear 
regression to establish the gradient and intercept of the line (see Chapter 7, Section 7.1.4) and the 
correlation coefficient (r) (see Chapter 7, Section 7.1.6). Note that the correlation coefficient should 
not be used in isolation to make a judgement on the linearity of a method; it should always be 
interpreted in conjunction with a plot of the data. When assessing linearity, it is also useful to 
obtain a plot of the residual values (see Chapter 7, Section 7.1.5). Chapter 7 also includes objective 
tests for linearity. 



9.7 Ruggedness 

The ruggedness of a method describes its ability to withstand small changes in its operating con- 
ditions.*^ A method which is unaffected by changes in experimental parameters, within the control 
limits defined in the method protocol, is said to be rugged (the term ‘robustness’ is also used to 
describe the same concept*^). 

Ruggedness testing is carried out by a single laboratory and evaluates how small changes in the 
method conditions affect the measurement result, for example, small changes in temperature, pH, 
flow rate or composition of extraction solvents. The aim is to identify method conditions that might 
lead to variations in measurement results when measurements are carried out at different times or in 
different laboratories. Ruggedness testing is often carried out as part of method development to 
help identify the optimum method conditions and controls. 

Ruggedness testing can be carried out by considering each effect separately. However, this can be 
labour intensive as a large number of effects may need to be considered. Since most of the effects 
can be expected to be small for a well-developed method, it is possible to vary several parameters at 
the same time. Any stable and homogeneous sample within the scope of the method can be used for 
ruggedness testing experiments. Ruggedness tests typically use fractional factorial designs as 
described in Chapter 8, Section 8.7.1; Youden and Steiner describe a particularly simple experi- 
mental design which allows seven independent factors to be examined in eight experiments.*^ 
Factors identified as having a significant effect on measurement results will require further study. If 
it is not possible to reduce the impact of the parameters by employing tighter control limits, then 
further method development will be required. 
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9,7.1 Planning a Ruggedness Study 

Youden and Steiner‘S make use of a Plackett-Burmaii experimental design.'"^ The first step is to 
identify up to seven method parameters to be studied. Each parameter is assigned two experimental 
values or levels. The first levels for the parameters are identified by the letters A-G. The alternative 
levels are denoted by the letters a-g. The levels can be chosen in one of two ways. The approach 
given by the AOAC is to set parameters A-G at the ‘normal’ level used in the method and para- 
meters a-g at a different level, which may be higher or lower. This is useful if information is already 
available about how the parameter might affect the method. 

For example, consider a method that has been developed using an extraction time of 30 min. It is 
suspected that using a shorter extraction time would reduce the recovery of the analyte, leading to a 
lower result. The normal level would therefore be 30 min and the alternative level would be a 
shorter time, say 25 min. This approach is also used for non-continuous variables, such as when 
investigating the effect of using different types of HPLC columns. For example, the normal level 
might be a Cig column whilst the alternative is a Cg column. 

An alternative approach is to take the extremes of a range about the normal value. For example, 
to investigate the effect of a 5 °C change in extraction temperature from the 40 °C normally used, 
one level would be 35 °C and the alternative level would be 45 °C. A combination of both 
approaches can be used when assigning the levels for parameters in a ruggedness study. 

The Plackett-Burman experimental design for seven parameters is shown in Table 9.4. The 
sample chosen for the study is analysed eight times, according to the experimental conditions laid 
out in the experimental design. For example, in experiment 1 all of the experimental parameters will 
be at the level identified by an upper-case letter. However, for experiment 2, parameters c, e, f and g 
will be at the alternative level. The order in which the eight experiments are carried out should be 
randomised where possible. (See Chapter 8 for detailed information on experimental design and 
randomisation.) The eight experimental results produced are identified by the letters s-z. These 
results are used to determine whether the changes in any of the parameters studied have a sig- 
nificant effect on the method performance. 



9.7.2 Evaluating Data from a Ruggedness Study 

The experimental design shown in Table 9.4 is balanced so that whenever the results of the eight 
experiments are split into two groups of four on the basis of one of the parameters, the effects of all 
the other parameters cancel. To investigate the effect of a parameter, the difference between the 
average of the results obtained with the parameter at the normal level and the average of the results 
with the parameter at the alternative level is calculated. For example, the difference for parameter 



Table 9.4 Plackett-Burman experimental design for studying seven experimental parameters. 



Experimental parameter 


Experiment number 














1 


2 


3 


4 


5 


6 


7 


8 


A or a 


A 


A 


A 


A 


a 


a 


a 


a 


B or b 


B 


B 


b 


b 


B 


B 


b 


b 


C or c 


C 


c 


C 


c 


C 


c 


C 


c 


D or d 


D 


D 


d 


d 


d 


d 


D 


D 


E or e 


E 


e 


E 


e 


e 


E 


e 


E 


F or f 


F 


f 


f 


F 


F 


f 


f 


F 


G or g 


G 


g 


g 


G 


g 


G 


G 


g 


Observed result 




t 


u 


V 


H’ 


X 




2 
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B, Ab, is given by 



s + t +w + X u + v + y + z 
= ^ ™ _______ 



(9.14) 



The next step is to arrange the seven differences, A^-Aq, in order of magnitude (ignoring the sign). 
If one or two parameters have a greater effect on the method than the others, their calculated dif- 
ferences will be substantially larger than the others. However, we need to decide whether any of the 
parameters is having a signihcant effect on the results in relation to the required method perfor- 
mance. One parameter showing a greater effect on the method does not necessarily mean the method 
is not rugged. The differences can be evaluated statistically by calculating a critical difference: 



^crit 



ts 

Ti 



(9.15) 



where 5 is the expected precision of the test method (expressed as a standard deviation) and t is the 
two-tailed Student’s t value for the required level of confidence (usually 95%) with appropriate 
degrees of freedom. The number degrees of freedom used for t is that associated with the estimate of 
the standard deviation s. If any of the values |Aa| to |AgI are greater than Acut, the effects of those 
parameters are statistically significant. 
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CHAPTER 10 



Measurement Uncertainty 



10.1 Definitions and Terminology 

The definition of the term uncertainty (of measurement) is provided by the ISO Guide to the 
Expression of Uncertainty in Measurement (‘the GUM’):* 

‘A parameter associated with the result of a measurement, that characterises the dispersion of the 
values that could reasonably be attributed to the measurand.’ 

(Note: the 3rd edition of the International Vocabulary of Metrology extends the definition slightly.^) 

Notes to the GUM definition additionally indicate that the ‘parameter’ may be, for example, a 
standard deviation (or a given multiple of it) or the width of a confidence interval and also that 
uncertainty of measurement comprises, in general, many components. An interpretation of the ISO 
Guide for analytical chemistry is also available from Eurachem.^ 

When expressed as a standard deviation, an uncertainty is known as a standard uncertainty, 
usually denoted u. For reporting, an expanded uncertainty, U, is used. Strictly, this is defined as an 
interval containing a high proportion of the distribution of values that could reasonably be 
attributed to the measurand. For most practical purposes in analytical measurement, however, it 
may be thought of as an interval believed to include the ‘true value’ with a high level of confidence. 

The ISO Guide defines two dilferent methods of estimating nncertainty. Type A estimation uses 
statistical analysis of repeated observations; Type B uses any other method. For example, the 
standard deviation of the mean of the observations on a test item would be classed as Type A 
estimation of part of the uncertainty (that part associated with variation during the course of the 
measurement). Using the stated uncertainty in the certified value of a reference material used for 
calibration would be classed as Type B. The most important point about Type A and Type B 
estimation, however, is that uncertainties estimated by either method are treated in the same way 
when combining uncertainties. In either case, they are converted to standard uncertainties in the 
result and combined using the formulae used to combine variances from more than one cause. 

Finally, we will use four other terms in this chapter. A source of uncertainty is some factor or 
effect which can change the analytical result by an amount which is not exactly known; for example, 
imperfect analytical matrix match or the temperatnre used in an extraction process. The term 
influence quantity, as it is called in the GUM, is a source of uncertainty associated with a quanti- 
tative factor (any factor that takes a measurable value); in practice, ‘influence quantity’ covers 
practically all sources of uncertainty so the terms are nearly synonymous. We will use the term 
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'component of uncertainty’ for the uncertainty associated with the value of an influence quantity; 
for example, an uncertainty in our extraction temperature (note that this will have the units of 
temperature). Finally, we will use the term 'contribution to uncertainty’ for the uncertainty that 
each source of uncertainty contributes to the combined uncertainty in the analytical result. Note 
that this will have the same units as the result itself, usually a concentration. 



10.2 Principles of the ISO Guide to the Expression of Uncertainty 
in Measurement 

10,2.1 Steps in Uncertainty Assessment 

Uncertainty can arise from more than one source. Two mentioned above are good examples; it is 
coimnon to see random variation in analytical results and most analysts use reference materials for 
calibration, so both the random error and the reference material uncertainty contribute to the 
uncertainty in the result. To use and combine separate uncertainties, several steps are necessary: 

1. Write down a clear ‘specification of the measurand’; that is, write down clearly what is being 
measured. 

2. Identify all the relevant sources of uncertainty and, as far as possible, write an equation that 
relates them all to the final result. Usually, this will be the calculation used to obtain the result 
itself, extended if necessary to include any additional terms required for uncertainty estima- 
tion. A precision term is a good example of such an additional term. 

3. Obtain uncertainty information on each source of uncertainty and, where necessary, convert it 
to a standard uncertainty. 

4. If necessary, convert the standard uncertainty in each input quantity to a standard uncertainty 
u in the final analytical result. 

5. Combine all the separate contributions. 

6. If required, multiply by a suitable coverage factor to obtain the expanded uncertainty U. 

The following sections describe each step. Later sections give some practical suggestions which 
can simplify the work considerably. 



10.2.2 Specifying the Measurand 

The measurand is usually the analyte concentration of interest. It is usually important to be clear 
about whether the quantity of interest is the total analyte present or just the amount extracted using 
a specified procedure (for example, there is a difference between ‘total cadmium’ and ‘leachable 
cadmium’). It is also important to be clear about whether the result is intended to relate to the 
sample received in the laboratory or to a larger batch or area from which the samples were taken; in 
the latter cases, sampling effects should be considered in estimating the uncertainty. 

10.2.3 Identifying Sources of Uncertainty - the Measurement Equation 

Most analytical results are calculated from other quantities, such as weights, volumes, concentrations 
and peak area ratios. Start by writing down the equation used to calculate the result. If other effects 
are important, add a term for each. For example, for precision (either associated with a single input 
quantity or with the measurement process as a whole), add a term for random variation; if an 
extraction time is specified and could affect the result, add a term for ‘difference from nominal 
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extraction time’. These terms can be additive or, if the equation involves only multiplication and 
division, could be included as multiplicative factors. In practice, these terms are allocated a nominal 
value of zero with an uncertainty if additive or 1 .0 with a relative uncertainty if multiplicative. This 
complete equation is usually called the ‘measurement equation’ and written generally as 

y=f{,xi, X2,...,x„) (10.1) 

where Xi, X 2 , etc. are simply the quantities which alfect the result y and/( ) denotes the equation or 
function of these variables. 



Example 

Imagine we wish to estimate the density of ethanol, (futoH, at 25 °C by weighing a known volume V 
in a suitable volumetric container held at 25 °C. For simplicity, assume that we calculate the density 
from the observed net weight of ethanol, wiEtoH (this will normally involve two weighings, but for 
extra simplicity we will treat it as the observed weight by difference). Imagine also that we wish to 
use the precision of the entire procedure as part of the uncertainty estimate, by carrying out several 
filling, temperature conditioning and weighing runs. The density is then calculated from 

hstOH = n^Eton/F (10-2) 

For clarity, only three effects will be considered: equipment calibration, the temperature of the 
liquid and the precision of the determination. 

Equipment calibration for mass and volumetric equipment in principle implies a correction to the 
nominal volume or indicated mass, that is, for mass, a small additive correction and for volume 
a small correction S y. In practice, analysts rarely make such corrections; they are usually assumed 
to be negligible within the uncertainty on the calibration certificate. Where this is the case, there is 
no need to change equation (10.2); we need only associate the calibration uncertainties with the 
mass and volume in equation (10.2). 

We know, however, that temperature can affect the result. We could include a simple multi- 
plication factor to take account of this. In this instance, however, we know the approximate form of 
density change with temperature and we know that it involves the volume coefficient of expansion 
for ethanol, aetoH- The temperature-corrected form of equation (10.2) is 

i^EtoH = («iEtoH/F)/[l — (T— 25)aEtOH] (10.3) 

where T is the actual temperature of the liquid in °C. T is expected to be 25 °C, so there is no change 
in the calculated result, but there will be some uncertainty about the temperature measurement 
(certainly involving temperature calibration uncertainty), which can now be associated with a 
variable in the extended measurement equation. 

So far, we have not considered the overall precision of the measurement. We could, in principle, 
include the precision of mass, volume and temperature measurements in the estimated uncertainty 
for each of these terms. Since we wish to use the observed precision of the measurement, however, 
this is not useful. Instead we extend equation (10.3) by adding a term, ej, for the random variation 
in observed density: 



^i^EtOH = («ffitOH/F)/[l — {T — 25)o!EtOH] + (10-4) 

Cd has expected value zero, but will have a standard uncertainty equal to the observed standard 
deviation of the replicate measurements performed. 
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This extended equation now shows how the different uncertainty components can affect the hnal 
result; it is a measurement equation we can use for uncertainty estimation. 

10,2.4 Obtaining Standard Uncertainties for Each Source of Uncertainty 

Repeated observations can be used to calculate standard deviations, which can usually be used 
directly in uncertainty estimation. However, Type B estimates of uncertainty are often based on 
information in different forms. For example, uncertainty information on calibration certificates or 
manufacturer’s tolerances are often expressed in the form of limits or confidence intervals. To 
convert these to an estimated standard uncertainty u, the following rules are applied: 

• The standard deviation ^ of n observations which are averaged to give an intermediate value or 
a result should be converted to the standard uncertainty in the mean value, which is simply the 
standard deviation of the mean, by dividing by y/n (see Chapter 4, Section 4. 1.4. 3); that is, 
ii = s^/n. 

• The uncertainty due to random variation when using only a single observation must be based 
on the standard deviation for a similar material or the precision estimated during validation. 
For example, if validation gives a relative standard deviation of s', the uncertainty in a single 
value X, due to random variation, is xs' . 

• For a tolerance in the form ‘x±a’: u = a/ s/3 

Note: this arises as a consequence of an assumed rectangular distribution (see Chapter 3, 
Section 3.5.1) of width 2a, symmetrical about x, that is, it describes the assumption that all 
values in the interval x ± a are equally probable. If there is reason to believe that values close to 
X are much more likely, the GUM recommends that a triangular distribution (Chapter 3, 
Section 3.5.2) is assumed. This has standard uncertainty u = ajsfi^. 

• For a confidence interval in the form ‘ x± J at pVa confidence’: u = djt 

where t is the two-tailed value of Student’s t for the relevant level of confidence and number of 
degrees of freedom (see Appendix A, Table A. 4). Where the number of degrees of freedom for 
the confidence interval is not given, assume t for infinite degrees of freedom. For 95% con- 
fidence, t= 1.96 for large degrees of freedom; 2.0 is a more than adequate approximation for 
this purpose. 

• Given an expanded uncertainty in the form ‘x± IT, with a coverage factor k: u= Ujk 
If the coverage factor is not given, assume k = 2, so that u= C//2. 

These rules are summarised in Table 10.1 for quick reference. 



Examples 

1. The following four aflatoxin results (in mgkg“*) are averaged to give a mean aflatoxin B1 
content for a foodstuff: 2.1, 1.9, 2.2, 2.2. The mean is 2.10 mg kg“'. The standard deviation is 
0.141 mgkg“'. However, because the results are averaged, the standard uncertainty in the 
mean value is 0.141/-\/4 = 0.071 mg kg“'. 

2. A thermometer has a scale marked in whole degrees Celsius, so a reading to the nearest degree 
will always be correct to only ±0.5 °C. This describes a rectangular distribution of width 1 °C 
or half-width a = 0.5°C. The standard uncertainty associated with the thermometer scale 
reading is therefore 0.5/-\/3 = 0.29 °C. 

3. A certified calibration solution has a lead content of 1000 mg with a 95% confidence 
interval of 1000 ±0.6 mg L“'. The number of degrees of freedom is not stated. The standard 
uncertainty is calculated assuming large degrees of freedom and is 0.6/1.96 = 0.31 mgL“'. 
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Table 10.1 Conversion factors for standard uncertainty. 



Information 


Assumed 

distribution 


Standard uncertainty 


Standard deviation of observed values s 


Normal 


s/yUi, where n is the number of observations 
averaged to obtain the result. For a single 
observation, «= 1; the standard deviation 
may be used unchanged. 


Tolerance in the form x ± a; no reason to 
expect values near x more likely 


Rectangular 


ajV3 


Tolerance in the form x ± a; good reason 
to expect values near x more likely 


Triangular 


ajsfb 


Confidence interval in the form .x ± d 
with only a stated level of confidence 
\-a“ 


Normal 


d/z(oi), where z(a) is the quantile of the normal 
distribution for a two-tailed significance level 
a. z(a)= 1.96 for 95% confidence. 


Confidence interval in the form x±d 
with stated level of confidence 1 — a 
and degrees of freedom v" 


Student’s t 


d/t(oi,v), where t(a,v) is the critical value of 
Student’s t for a two-tailed test with sig- 
nificance level a and degrees of freedom v. 
For example, t(a,v) = 2.57 for 95% con- 
fidence and 5 degrees of freedom. 


Expanded uncertainty U with stated 
coverage factor k 


Normal 


Ujk 



"Remember that a p% level of confidence is the same as 100(1 — a)% confidence. 



10,2.5 Converting Uncertainties in Influence Quantities to Uncertainties in the 
Analytical Result 

There are two simple cases: 

• If a quantity x,; is simply added to or subtracted from all the others to obtain the result y, the 
contribution to the uncertainty in y is simply the uncertainty m(.v,) in x,-. 

• If a quantity is multiplied by, or divides, the rest of the expression for y, the contribution to the 
relative uncertainty in y, u(y)ly, is the relative uncertainty u{xi)lxi in x,-. 

These are special cases of more general rules. If the measurement equation involves a mixture of 
different algebraic operations, these simple rules do not apply and the uncertainty contribution 
must be obtained by other means. The basic question is ‘how much does the result change if the 
input quantity changes by its uncertainty?’. The general answer is ‘the uncertainty in x, times the 
rate of change of y with x/. This can be obtained by one of the following methods: 

1. Experiment: Set up an experiment in which the variable of interest is varied deliberately and 
measure the effect on the result. Ideally, plot a graph of the observed result y against the value 
of the variable .x,- and obtain the gradient (which we shall call c,) of the line. Given this gra- 
dient, the uncertainty Uj{y) in y due to an uncertainty m(x,) in x,- is given by 

Ui{y) = Ciu{xi) (10.5) 

An estimate of the gradient based on a single change in the variable may well be sufficient for 
many uncertainties. It is important, however, to obtain a good estimate of the gradient, which 
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in turn usually involves changing the variable x,; by much more than its standard 
uncertainty. 

2. Calculation: One of the simpler methods is to change the input quantity by its standard 
uncertainty and recalculate the result. If j(x,) is the result found for the nominal or observed 
value of the quantity x,- and v’[x, + m(x,)] the result with the value plus its standard uncertainty, 
then the standard uncertainty uiiy) in the result is given approximately by 



Ui{y) = y[xi + m(x,)] - y(x,) (10.6) 

If the gradient term c,: is required, this too can be obtained approximately as 



y[xj + u{xj)\ - y{xj) 
u{xi) 



(10.7) 



This can be carried out simply and automatically using a spreadsheet, using a method first 
described by Kragten"^ and later elaborated on;^ see Section 10.3.1 for additional details. 

3. Algebraic differentiation of the measurement equation: The GUM uses algebraic differentiation 
of the measurement equation. Specifically, the gradient term (often called the sensitivity 
coefficient in the GUM) is given by 



Ci = dy/dxi ( 10 . 8 ) 

where dyjdxi is the partial differential of y with respect to .x,-. The uncertainty Uj(y) is then 

Ui{y) = Ciu{xi) = {dy I dxi)u{xi) (10.9) 

10,2.6 Combining Standard Uncertainties and ‘Propagation of Uncertainty’ 

The GUM combines standard uncertainties using the same rules as for combining random var- 
iation due to several causes. 

Given the contributions to uncertainty - the terms m,(j) = c,m(x,) above - the rule is very simple: 
independent contributions combine as the root sum of their squares. Diagrammatically, this looks 
like Pythagoras’ theorem (Figure 10.1); mathematically: 



u{y) 




cfu{xi) 



( 10 . 10 ) 



where y, x,- and c,- have the meanings given above. The general form is sometimes called the ‘law of 
propagation of uncertainty’. 

Equation (10.10) leads to the two very simple cases at the beginning of Section 10.2.5 which are 
so common they are worth remembering: if variables are added or subtracted, the uncertainties 
combine as simple standard uncertainties; if variables are multiplied or divided, their uncertainties 
combine as relative uncertainties (Table 10.2). 

Examples 

1. A method requires 100 mg of an internal standard to be weighed out on a four-figure balance. 
The balance calibration certificate gives a standard uncertainty of ±0.0002 g, excluding 
weighing-to-weighing precision. Replicate weighings of a 100 mg check weight on the four- 
figure balance had a standard deviation of 0.000071 g, which can be used directly as an 
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Figure 10.1 Simple rule for combining independent uncertainty contributions. 



Table 10.2 Simple rules for uncertainty combination. 



Result y calculated from: 


Uncertainty w,. in y 


y = a + h or y = a — b 


»y = + '■^h 


y = a X h or y = alb 






y y \aJ \h) 



estimate of the standard uncertainty associated with weighing precision. There are therefore 
two uncertainties, both directly affecting the observed weight and arising from additive effects. 
The standard uncertainty in the result of the weighing is therefore 

a/ 0.00022 + 0.0000712 = 0.00021 g 

2. The concentration c of a (nominally) 1000 mg L“' solution of an organic analyte is calculated 
from the mass m of the analyte and the volume v of the volumetric flask used to prepare the 
standard solution. The concentration c= 1000m/v. The mass was 100. 4mg with standard 
uncertainty 0.21 mg; the volumetric flask has a volume of lOOmL with standard uncertainty 
0.16mL. The equation is entirely multiplicative, so the uncertainties are combined as relative 
uncertainties, giving 



u{c) 

c 




0.0026 



and, since c= 1000 x 100.4/100= 1004 mg L ', the standard uncertainty is 1004 x 0.0026 = 
2.6mgL“‘. 

Finally, note that equation (10.10) holds only where the uncertainties lead to independent effects on 
the result. Where they are not independent, the relationship is more complex: 






Cfu{Xif+ CiCkU{Xi, Xk) 

i= 1 ,n i,k= 1 ,72 






( 10 . 11 ) 
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where u{xj,xi,) is the covariance between x,- and x/^. This is dealt with in more detail in the GUM and 
also in reference 5. 



10,2.7 Reporting Measurement Uncertainty 

For most purposes, an expanded uncertainty, U, should be reported. U is obtained by multi- 
plying u, the standard uncertainty, by a coverage factor, k. The choice of the factor k is based 
on the level of confidence desired. For an approximate level of confidence of 95%, k is often 
taken as 2. For exacting requirements, k is calculated using Student’s t for the effective degrees of 
freedom, Vgff, for the uncertainty estimate. Detailed procedures for calculating Vgff are provided in 
the GUM. 

In practice, it is rarely useful to quote uncertainties to more than two significant figures and one 
significant figure often suffices. Results should also be rounded to be consistent with the reported 
uncertainty. 



Example 

The concentration of 1004mgL“‘ calculated above has a standard uncertainty of 2.6mgL“'. For 
an approximate level of confidence of 95%, the coverage factor is 2. The expanded uncertainty is 
therefore 2 x 2.6= 5.2mgL“'. Rounding to 5mgL“', the concentration can be reported as 
1004±5mgL“‘. 

Note that rounding reported uncertainties upwards is often considered prudent; here, this would 
give a reported value of 1004 ±6 mg L“'. 



10.3 Practical Implementation 

10,3.1 Using a Spreadsheet to Calculate Combined Uncertainty 

Section 10.2.5 referred to the possibility of calculating a combined uncertainty using ordinary 
spreadsheet software, following the approach described by Kragten."* This saves a great deal of time 
and is particularly useful for checking, for example, that a reference material is up to the job or that 
temperature control arrangements lead to negligible uncertainty. It is achieved as described below. 
The description follows that in the Eurachem Guide. ^ 

The basic spreadsheet (Figure 10.2) is set up as follows, assuming that the result y is a function of 
three parameters p, q and r and using the spreadsheet formula format used by MS Excel and 
OpenOffice: 

1. Enter the values of p, q, etc. and the formula for calculating y in column A of the spread- 
sheet and the values of the uncertainties ii(p) and so on in column B as shown in Figure 10.2a. 
Copy column A across the following columns (C, etc.) once for each variable in y (see Figure 
10.2a). 

2. Add u{p) to p in cell C2, u{q) to q in cell D3, etc., as in Figure 10.2b. On recalculating the 
spreadsheet, cell C6 then becomes f{p + u{p), q,r, . . .) [denoted by f(p’, q, . . . ) in Figure 
10.2], cell D6 becomes f{p, q + u{q), r, . . .), etc. 

3. In row 7 enter row 6 minus A6 (for example, cell C7 becomes = C6-SAS6) (Figure 10.2b). Row 
7 then contains the values of «,(y), calculated as 



ufy) =f{p + ii{p), q, r, . . .) -f{p, q, r, ...), etc. 



( 10 . 12 ) 
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My): The formula is =SQRT(SUIV|SO(C7:E7)). 



Figure 10.2 Spreadsheet calculation of combined uncertainty. 
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4. To obtain the combined standard uncertainty in y, these individual contributions are squared, 
added together and then the square root taken. The shortest method is to set cell B6 to the 
formula 

=SQRT(SUMSQ(C7:E7)) 

which gives the standard uncertainty in y (Figure 10.2c). 

The contents of the cells C7, D7, etc. show the contributions Uj{y) = CjU{x^ of the individual 
uncertainty components to the uncertainty in y, making it easy to see which components are 
significant. 

The principle can be extended to cope with correlated uncertainty contributions if necessary."*’^ 

10,3.2 Alternative Approaches to Uncertainty Evaluation - Using Reproducibility 
Data 

There are two broad approaches to uncertainty evaluation: 

1. Study of individual contributions to the overall uncertainty and combination using an 
appropriate mathematical model. 

2. Studies involving replication of the whole measurement procedure to give a direct estimate of 
the uncertainty for the final result of the measurement. 

The first is the procedure given in the GUM and described in Section 10.2. It is sometimes called a 
‘bottom up’ approach. It is most applicable where the major effects on the result can be described 
by theoretical models, although the general principles of combining standard uncertainties apply 
fairly widely. 

The second is typified by use of data from interlaboratory study, in-house validation or ongoing 
quality control. Because it uses values describing the performance of the whole method, it is 
sometimes referred to as a ‘top down’ approach. This approach is particularly appropriate where 
individual effects are poorly understood. ‘Poorly understood’ in this context does not imply lack of 
knowledge or experience on the analyst’s part; only a lack of quantitative theoretical models 
capable of predicting the behaviour of analytical results for particular sample types. A good, 
detailed procedure applicable where interlaboratory study data are available is provided by the 
document ISO/TS 21748:2004.^ Briefly, this approach takes the reproducibility standard deviation, 
or some other overall precision estimate, as the basis for an uncertainty estimate and adds addi- 
tional contributions as required using the principles of the GUM. In many cases, it is found that no 
additional terms are required, as few are significant compared with reproducibility from inter- 
laboratory data or long-term within-laboratory precision. 

These two approaches should generally be seen as extremes of a range of approaches. In practice, 
even interlaboratory study may be unable to explore all the possible effects operating and in-house 
studies or theoretical considerations are needed to at least check some possible effects. At the other 
extreme, even well-understood systems often need experimental data on, for example, random 
effects, which can only be obtained by replication experiments. 



10.4 A Basic Methodology for Uncertainty Estimation in Analytical 
Science 

For many routine analytical measurements, method development and validation proceed until the 
well-understood and controllable effects are tested and shown to have essentially negligible 
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contributions to the dispersion of results. Because of this, analytical measurement uncertainty is 
very often dominated by poorly understood effects which appear only in the dispersion of results 
over extended times or in interlaboratory comparisons. This suggests that a simplified methodology 
should be applicable to many routine analytical measurements. This methodology can be sum- 
marised as follows: 

1. Write the specification of the measurand and the complete equation used to calculate the 
analytical results from all intermediate measurements and equipment (this information will 
normally be found in the Operating Procedure for the method). 

2. Obtain a good estimate of the long-term precision of the analytical process. This should be, 
for example, the precision for a typical test material used as a QC material; an estimate of 
within-laboratory reproducibility obtained from one-way ANOVA applied to the data from a 
multi-day experiment (see Chapter 6, Section 6.3, and Chapter 9, Section 9.2.2); or a published 
reproducibility standard deviation for the method in use. In the last case, the performance of 
the laboratory should be checked to ensure that it is performing with precision and bias 
consistent with the published reproducibility standard deviation or RSD. Repeatability data 
are not sufficient for uncertainty estimation. 

3. Using the spreadsheet method in Section 10.3.1, check that uncertainties for parameters 
in the measurement equation are small compared with the available precision estimate. In 
general, an uncertainty less than 20% of the largest uncertainty contribution may be 
neglected. 

4. Identify any other suspected effects (for example, change of LC column, effect of flow rates, 
effect of reagent concentrations) and, using validation data or new experimental data, test that 
they are indeed negligible. Ruggedness studies (see Chapter 9, Section 9.7) are particularly 
well suited to this task. 

5. If all the effects studied in steps 3 and 4 are negligible, use the precision estimate in step 2 as the 
standard uncertainty. If any other effects prove significant, make appropriate allowances and 
combine them with the precision data using the usual ISO procedure. 

Finally, it is always important to check that uncertainty estimates are consistent with actual per- 
formance. If a model-based approach estimates uncertainties at 10% and the observed performance 
shows 30-50% variation, the model is almost certainly incomplete; in general, uncertainty calcu- 
lated using a modelling approach should not be less than the observed dispersion of results over a 
period of time. Monitoring proficiency testing results can also provide a good indication of whether 
the uncertainty estimate is realistic.’ 
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Analytical Quality Control 



11.1 Introduction 

Analytical quality control (QC) procedures are used to provide evidence of the reliability of ana- 
lytical results. Statistical control implies that factors alfecting the uncertainty of measurement 
results have not deteriorated since method validation. An important QC activity is the analysis of 
QC materials. A QC material is a material of known composition which is similar to test materials 
in terms of the matrix and analyte concentration. A QC material may be prepared by the laboratory 
for the purpose of quality control or it may be excess test material from a previous batch of 
analysis. Some reference material suppliers also sell materials for QC purposes. The QC material 
must be sufficiently homogeneous and stable and available in sufficient quantity to allow it to be 
analysed regularly over an extended time period. The QC material is analysed alongside test 
materials and should receive exactly the same treatment as the test materials. The data from the 
analysis of QC materials are most readily evaluated by plotting on a control chart. 

Control charts are used to monitor the performance of a measurement system over time. We need 
to be able to identify when the variation in measurement results increases or when drift or bias 
occur. There are a number of different types of control chart but they all involve plotting data in a 
time-ordered sequence, for example the results obtained from successive analysis of a quality 
control material. 

This chapter introduces Shewhart charts and CuSum charts. Further information on QC in 
analytical chemistry laboratories can be found in references 1-3. 



11.2 Shewhart Charts 

11,2.1 Constructing a Shewhart Chart 

The Shewhart chart is a sequential plot of the observations obtained from a QC material analysed 
in successive runs, together with ‘warning’ and ‘action’ limits which are used to identify when 
problems with the measurement results have arisen. The observations plotted are the mean QC 
result for each run if more than one result is obtained per run or single observations if only one QC 
result is obtained per run. Figure 11.1 shows an example of a Shewhart chart using single 
observations. 

To construct the action and warning limits, a target value T or mean ^ and the standard deviation 
(7 for the QC observations are estimated. These values are used to calculate the warning and action 
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Figure 11.1 Shewhart chart. UAL=upper action limit; UWL=upper warning limit; LWL=lower warning 
limit; LAL=lower action limit; T=target value. 



limits, as in the following equations: 

Warning limits: p±2a (H-1) 

Action limits : jtt ± 3cr ( 1 1 -2) 

For charts involving only one QC measurement per run, p and a are generally obtained by 
calculating the mean and standard deviation of a number of results obtained from the analysis of 
the QC material in different runs. In the example shown in Figure 11.1, the target value T was set to 
the mean of the first 20 results plotted on the chart, and, since only one QC observation was taken 
for each run, cr was set to the standard deviation of the first 20 observations. 

Where more than one QC result is averaged per run, the standard deviation a must be calculated 
from separate estimates of within- and between-run variances. These are usually obtained by 
analysis of variance (ANOVA) applied to the results of several runs as described in Chapter 6, 
Section 6.3.2. The calculations in Chapter 6, Table 6.5, provide an estimated within-group variance 
and between-group variance s\^. Using these and with n QC results averaged per run, a is 
calculated as 



a = 




(11.3) 



Note that where single QC results are taken per run, n=l. a may then be estimated directly from 
the standard deviation of single results obtained in different runs. 

Shewhart charts depend heavily on good estimates of a for successful operation. Estimates of 
standard deviation can, however, be very variable when small numbers of observations are used 
(Chapter 9, Section 9.2.2). Initial set-up should therefore use as many observations as is practical. 

Remember also that the QC material should be treated in exactly the same way as test materials. 
For example, if test materials are analysed in duplicate and the mean of the results is reported, the 
QC material should also be analysed in duplicate. The mean of the duplicate results should be 
plotted on the chart and a calculated using n = 2 in equation (11.3). 
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Finally, when setting up a QC chart, it is important to make sure, as far as possible, that only 
valid results are included in the data used to set up the limits. Outlying values should be inspected 
carefully and removed if there is reason to suspect a problem. It may also be useful to use robust 
statistics to estimate fi and a (Chapter 5 gives details of outlier detection methods and of robust 
statistics). It is also useful to revise the limits after a modest period of operation; early data may be 
more (or less) subject to mistakes and out-of-control conditions and it is usually useful to revisit the 
limits when the method has had time to settle into routine operation. 

11,2.2 Shewhart Decision Rules 

For a normal distribution, the warning limits calculated in equation (11.1) correspond approxi- 
mately to the 95% confidence level and the action limits in equation (11.2) would correspond 
approximately to the 99.7% conhdence level. Results outside action limits are therefore very 
unlikely to occur by chance, while results outside warning limits are expected to occur, on average, 
about once per 20 observations. 

If a result falls outside the action limits, the measurement process should be stopped and an 
investigation into the cause of the problem carried out. A laboratory should also have dehned 
procedures in place setting out the action to be taken if results fall between the warning limits and 
the action limits. 

In addition to using the action and warning limits, one should look for any trends in the data. If 
the system is under statistical control, the results should be randomly distributed about the central 
line. A significant drift in data or a step change could indicate a problem and the cause should be 
investigated. Patterns of results which should give cause for concern include the following: 

• two successive points outside warning limits but inside action limits (e.g. points 21 and 22 in 
Figure 11.1); 

• nine successive points on the same side of the mean (e.g. points 19 to 27 in Figure 11.2); 

• six consecutive points steadily increasing or decreasing. 

These three conditions should normally be treated as if an action limit were exceeded. ISO 
8258:1991 gives additional rules for identifying abnormal patterns in the data."* 

11.3 CuSum Charts 

11,3.1 Constructing a CuSum Chart 

Constructing a CuSum chart involves plotting the cumulative sum of the deviation of QC results 
from a reference or target value. CuSum charts are better at highlighting small changes in the mean 
value of the measurements (compared with the target value) than Shewhart charts. Another 
advantage of CuSum charts is that they may be used for "post mortem' investigations, that is, the 
retrospective examination of historical data. By investigating information from past records it may 
be possible to determine the cause of unexpected changes in results. 

As with Shewhart charts, a target value needs to be set. This can be obtained from repeated 
analysis of the QC material. Once the target value has been set, the difference between each sub- 
sequent result from the analysis of the QC material and the target value is calculated and added to a 
running total. This is the cumulative sum, C„ that is plotted on the CuSum chart: 

Ci = Y. 

J=li 



(11.4) 
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Figure 11.2 CuSum chart. 



Measurement number 



where Xj is a measurement result obtained for the QC material (this may be a single result or the 
average of n results if the QC material is analysed n times), p is the target value and i is the 
measurement number. C, is therefore simply the sum of all differences so far, up to and including 
the current observation x,. An example of a CuSum chart is shown in Figure 1 1.2. This chart was 
constructed from the data plotted on the Shewhart chart shown in Figure 11.1. The calculation of 
the cumulative sum is shown in Table 11.1. The target value, fi,is 15.8. As an example, note that C 4 , 
corresponding to measurement number 4, is simply the sum of all the differences to that point, 
that is, 



C4 = (xi - fi) + (X2 ~ m ) + ( x 3 -m) + ( x 4 - aO 

= (-1.6) + (2.0) + (-2.5) + (-5.0) = -7.1. 

C 4 can also be calculated from C 3 : 

C4 = C3 + (X4 - fi) = (-2.1) + (-5.0) = -7.1 

which is a particularly simple form when using a spreadsheet. 

If the measurement system is operating such that the mean is close to the target value, the 
gradient of the CuSum plot will be close to zero. A positive gradient indicates that the operating 
mean is greater than the target value, whereas a negative gradient indicates an operating mean 
that is less than the target value. A step change in a set of data shows up in a CuSum as a sudden 
change of gradient. Gradual drift in a system causes small but continuous changes to the mean 
which translate into a constantly changing gradient, causing a curve in the CuSum plot. In Figure 
1 1.2 there appears to be a sharp change in gradient around measurement number 21. The gradient 
of the plot becomes negative, indicating that the operating mean is now lower than the target 
value. 
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Table 11.1 Calculation of the cumulative sum. 
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11,3.2 CuSum Decision Rules 

CuSum charts cannot be interpreted using warning and action limits of the type used in the 
interpretation of Shewhart charts. In a CuSum chart, significant deviations from the target value 
are indicated by changes in the gradient of the CuSum plot. Changes in gradient can be checked 
using a ‘V-mask’. An example is shown in Figure 11.3. 

When using a V-mask, the relationship between the scales used on the x- and j-axes in a CuSum 
chart is important. The axes are conventionally scaled so that the divisions on both axes are the 
same length when plotted. A division on the x-axis should represent a single unit, whereas a division 
on the >’-axis should be equivalent to lajy/n where a and n are as defined in equation (11.3). In the 
example shown in Figure 11.2, a was equal to 3.2 and n equal to 1. 




Figure 11.3 Full V-mask. 
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Figure 11.4 Use of a V-mask to interpret a CuSum chart. 



The V-mask itself is normally made of a transparent material so that it can be laid over the 
CuSum chart. The data are evaluated by laying the mask over the chart with the cross (©) in 
Figure 11.3 overlaying each point in turn. The horizontal line in the centre of the V-mask is always 
kept parallel to the x-axis. If all the preceding data he within the arms of the mask (or their pro- 
jections), the system is in control. This situation is shown in scenario A in Figure 1 1 .4, which shows 
application of the V-mask to point 9. When preceding data points fall outside the arms of the mask, 
the system has fallen out of control, as shown in scenario B in Figure 11.4. 

The control limits for a CuSum chart are therefore dehned by the values of d and 9 used to 
construct the V-mask. The aim is to be able to identify quickly when the system has gone out of 
control (i.e. when measurement results deviate signihcantly from the target value) but to avoid too 
many ‘false alarms’. The dimensions of the V-mask can be chosen by trial and error or by exam- 
ining historical data. The mask should be designed to give an early warning that the data have gone 
out of control. If historical data are not available then an initial mask can be constructed using 
d=2 units along the x-axis and 0 = 22° (assuming the conventional axis scaling described above). If 
necessary, after the chart has been in use for some time, the dimensions of the V-mask can be 
adjusted to give the required level of discrimination. 

A more detailed explanation of the construction and interpretation of CuSum charts is given in 
references 5-8. 
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Proficiency Testing 



12.1 Introduction 

The primary aim of proficiency testing is to allow laboratories to monitor and optimise the quality 
of their routine analytical measurements. Proficiency testing is described in several international 
guidelines and standards, including the lUPAC International Harmonized Protocol for the Profi- 
ciency Testing of Analytical Chemistry Laboratories^ and ISO/IEC Guide 43-1:1997, Proficiency 
Testing by Interlaboratory Comparisons - Part I: Development and Operation of Proficiency Testing 
Schemes? The discussion and nomenclature in this chapter largely follow the lUPAC Protocol. 

A proficiency testing round typically involves the simultaneous distribution of sufficiently 
homogeneous and stable test materials to participants. The participants analyse the samples using a 
method of their choice and submit their results to the scheme organisers. The organisers carry out 
statistical analysis of all the data and provide each participant with a ‘score’ that allows them to 
judge their performance in that particular round. There are a number of dilferent scoring systems 
used in proficiency testing schemes; the majority involve comparing the difference between the 
participant’s result (x) and a target or assigned value (xfi with a quality target. The quality target is 
usually expressed as a standard deviation, often called the ‘standard deviation for proficiency 
assessment’ and denoted dp'. Each scoring system has acceptability criteria to allow participants to 
evaluate their performance. 

This chapter provides a brief introduction to some of the key statistical aspects of the organi- 
sation of proficiency testing schemes and the interpretation of the results. A detailed discussion can 
be found in references 1-3. 



12.2 Calculation of Common Proficiency Testing Scores 

12,2.1 Setting the Assigned Value and the Standard Deviation for Proficiency 
Assessment 

Two critical steps in the organisation of a proficiency testing scheme are specifying the assigned 
value and setting the standard deviation for proficiency assessment. These directly influence the 
scores that participants receive and therefore how they interpret their performance in the scheme. 
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12.2.1.1 Assigned Value 

The assigned value is the value attributed to a particular quantity being measured. It is accepted as 
having a suitably small uncertainty which is appropriate for a given purpose. There are a number of 
approaches to obtaining the assigned value. 



Assigned value obtained by formulation 

A known amount or concentration of the target analyte is added to a base material containing no 
native analyte (or a very small but well characterised amount). 



Advantages 

• Useful when the assigned value for 
the proficiency testing round is the 
amount added to individual test 
objects (for example, air filters). 

• The analyte can be added to the base 
material accurately by volumetric or 
gravimetric methods. The uncertainty 
in the assigned value should therefore 
be small and relatively easy to 
calculate. 

• The traceability of the assigned value 
can usually be established. 



Disadvantages 

• There may be no suitable blank or 
well-characterised base material 
available. 

• It may be difficult to achieve sufficient 
homogeneity in the bulk material. 

• Formulated samples may not be truly 
representative of test materials as the 
analyte may be in a different form or 
less strongly bound to the matrix. 



Assigned value is a certified reference value 

If the test material is a certified reference material (CRM), the assigned value is the certified value 



quoted on the CRM certificate. 

Advantages 

• The assigned value and its uncer- 
tainty are obtained directly from the 
CRM certificate. 

• Traceability of the assigned value is 
established by the CRM producer. 



Disadvantages 

• Limited CRM availability so it may 
not be possible to obtain the required 
combination of analyte, matrix and 
analyte level. 

• The certified value uncertainty may 
be high. 

• Generally, CRMs are expensive. 



Assigned value is a reference value 

The assigned value is determined by a single expert laboratory using a primary method of analysis 
(for example, gravimetry, titrimetry, isotope dilution mass spectrometry) or a fully validated test 
method which has been calibrated with CRMs. 



Advantages 

• Likely to be less expensive than dis- 
tributing CRMs as the test material. 

• The assigned value is traceable via a 
primary method or to the CRM 
values used for calibration. 



Disadvantages 

• A suitable primary method or sui- 
table CRMs may not be available. 

• Relies on results from a single labo- 
ratory. 

• Costs may be too high for routine 
proficiency testing rounds. 
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Assigned value from consensus of expert laboratories 

The assigned value is obtained from the results reported by a number of expert laboratories that 
analyse the material using suitable methods. The expert laboratories must be able to demonstrate 
their proficiency in the measurements of interest. The measurements can be carried out as part of 
the proficiency testing round or prior to the distribution of the test material. The assigned value is 
normally a robust estimate of the mean of the expert laboratories’ results. Robust statistics are 
discussed in Chapter 5, Section 5.3. 



Advantages 

• No additional analysis required if 
results are obtained as part of the 
proficiency testing round. 



Disadvantages 

• There may be an unknown bias in the 
results produced by the expert 
laboratories. 

• The choice of expert laboratories may 
be contentious. 



Assigned value from consensus of scheme participants 

The assigned value is obtained from the results from all the participants in the proficiency testing 
round. The assigned value is normally based on a robust estimate, to minimise the effect of extreme 
values in the data set (see Chapter 5, Section 5.3). 



Advantages 

• No additional analysis of the test 
material prior to distribution of the 
samples to participants. 

• Useful approach for standardised 
empirical test methods. 

• Low cost. 



Disadvantages 

• There may be no real consensus in the 
results produced by participants. 

• The consensus may be biased, which 
may perpetuate poor methodology. 

• It may be difficult to establish the 
uncertainty and traceability of the 
assigned value. 



12.2.1.2 Standard Deviation for Proficiency Assessment 

The standard deviation for proficiency assessment is set by the scheme organiser, usually with 
specialist advice, and is intended to represent the uncertainty regarded as fit for purpose for a 
particular type of analysis. Ideally, the basis for setting the standard deviation should remain the 
same over successive rounds of the proficiency testing scheme so that interpretation of performance 
scores is consistent over different rounds. Due allowance for changes in performance at different 
analyte concentrations is usually made. This makes it easier for participants to monitor their 
performance over time. There are a number of different approaches to defining the standard 
deviation for proficiency assessment. 



Standard deviation set by prescription 

The standard deviation is chosen to ensure that laboratories that obtain a satisfactory score are pro- 
ducing results that are fit for a particular purpose. This may be related to a legislative requirement. 



Advantages 

• Standard deviation is directly related 
to fitness for purpose criteria for a 
particular application. 



Disadvantages 

• In some cases the fitness for purpose 
criteria may not be known and there 
may be no legislative requirement. 
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The standard deviation can also be set to reflect the perceived current performance of laboratories 
or to reflect the performance that the scheme organiser and participants would like to be able to 
achieve. This is sometimes referred to as setting the standard deviation ‘by perception’. 

Standard deviation based on the results from a reproducibility experiment 

If the analytical method used by the participants in the proficiency testing scheme has been the 
subject of a formal collaborative study, the standard deviation for proficiency assessment can be 
calculated from the reproducibility and repeatability estimates obtained from the study. The 
standard deviation for proficiency assessment, cTp, is given by 



a 



p ~ 




where 



= 




( 12 . 1 ) 



( 12 . 2 ) 



and (Tr is the reproducibility standard deviation obtained from the collaborative study, is the 
repeatability standard deviation obtained from the collaborative study and n is the number of 
replicate measurements that each participant is to perform on the proficiency test sample. 
Repeatability and reproducibility are discussed in detail in Chapter 9, Section 9.2. 

Advantages Disadvantages 

• Standard deviation linked directly to • Requires data from a collaborative 

expected method performance. study. 

• Participants might use a range of test 
methods with dilferent performance 
characteristics. 

• ‘Expected method performance’ may 
not meet fitness for purpose criteria. 



Standard deviation obtained from a general model 

In this case the standard deviation for proficiency assessment is derived from a general model which 
describes method precision, such as the Horwitz function."^ 

The Horwitz function is an empirical relationship based on statistics from a large number of 
collaborative studies. It describes how the reproducibility standard deviation varies with analyte 
level: 



%CV = (12.3) 

where %CV is the predicted reproducibility standard deviation (<tr) expressed as a percentage of 
the analyte concentration, C. The concentration must be expressed as a decimal fraction {e.g. 
1 mgkg“* = 10“^). Therefore, if the analyte concentration in the test sample is known, ctr can be 
calculated and used to estimate Cp. 

Note that the original Horwitz relationship loses applicability at concentrations lower than about 
10 ppb (ppb=10“® mass fraction) and a modified form of the function has been recommended.^ 
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Advantages 

• Easy to calculate. 

• No additional method performance 
data required. 

• Some sectors routinely use models of 
this kind as criteria for fitness for 
purpose. 



Disadvantages 

• The model may not reflect the true 
reproducibility of certain test 
methods. 



Standard deviation obtained from participants’ results 

If none of the other approaches described is appropriate, the standard deviation can be obtained 

from a robust estimate of the standard deviation of the participants’ results. Robust estimates of 

the standard deviation are discussed in Chapter 5, Section 5.3.3. 

Advantages Disadvantages 

• Obtained directly from data from the • Estimates of standard deviation may 

proficiency testing round. vary substantially from round to 

round, making it impossible for parti- 
cipants to use z-scores to monitor per- 
formance over a number of rounds. 

• Not related to fitness for purpose 
criteria. 

Note that because of the disadvantages, this approach is discouraged in the lUPAC protocol.' 

12,2.2 Scoring PT Results 

12.2.2.1 The z-Score 

The most common scoring system is the z-score: 



.V - .Va 




(12.4) 



where x is the result submitted by the participant, .Xa is the assigned value and Up is the standard 
deviation for proficiency assessment, 
z-scores are usually interpreted as follows: 

z| < 2 satisfactory performance 
2<|z| < 3 questionable performance 
z| > 3 unsatisfactory performance. 

The interpretation is based on the properties of the normal distribution (see Chapter 3, Section 
3.3.1). If all laboratories perform exactly in accordance with the performance requirement, about 
95% of values are expected to lie within two standard deviations of the mean. There is then only a 
5% chance that a valid result would fall further than two standard deviations from the mean. The 
probability of finding a valid result more than three standard deviations away from the mean is very 
low (approximately 0.3% for a normal distribution). A score of |z| > 3 is therefore considered 
unsatisfactory. These designations are most meaningful if the value of Up is based on fitness for 
purpose criteria. 
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Table 12.1 shows the data and z-scores from a round of a proficiency testing scheme for the 
analysis of contaminated soil samples. In this round, participants were required to determine the 
concentration of nickel obtained from a soil sample using an aqua regia extraction procedure. The 
assigned value (xj was based on consensus of the participants’ results and calculated as the median 
of the results. The standard deviation for prohciency assessment (ffp) was based on a fitness for 
purpose criterion and set at 10% of the median value. Figure 12.1 shows a plot of the z-scores 
shown in Table 12.1. 

In this round, the performance of laboratories 17, 22 and 25 was unsatisfactory as they received 
scores of |z| > 3. The performance of laboratories 1, 6 and 21 was questionable as their z-scores 
were in the range 2< |z| < 3. The performance of all other participants was considered satisfactory. 



12.2.2.2 The Q-Score 

An alternative scoring system is the g-score: 

e = (12.5) 

Xq 

This is simply a relative measure of laboratory bias and, unlike the z-score, takes no account of a 
target standard deviation. In the ideal situation where there is no bias in the participants’ mea- 
surement results, the distribution of g-scores will be centred on zero. Because g-scores are not 
based on a fitness for purpose criterion, interpretation relies on an external prescription of 
acceptability. For example, the participants or scheme organiser may set criteria for acceptable 
percentage deviation from the target value and the g-score is compared with these criteria. 

12.3 Interpreting and Acting on Proficiency Test Results 

The statistical interpretation of z-scores was discussed in the previous section; for example, a score 
of |z| > 3 is generally considered unsatisfactory. A laboratory should take action following any 
unsatisfactory score (this is a requirement for laboratories accredited to ISO/lEC 17025^). A 
laboratory is also advised to take action if two consecutive questionable results for the same 
measurement are obtained (that is, 2< |z| < 3) or if nine consecutive z-scores of the same sign are 
obtained. Many good laboratories also choose to investigate questionable results in case a need for 
corrective action is found. 



Table 12.1 Data and z-scores from a prohciency testing round for the determination of aqua regia 
extractable nickel from soil: x^ = 198mgkg“*, <7p= 19.8mgkg“'. 



Laboratory 
ID No. 


Nijn-ig kg ' 


z-Score 


Laboratory 
ID No. 


Nijing kg ‘ 


z-Score 


1 


140 


-2.93 


15 


207.07 


0.46 


2 


178 


-1.01 


16 


159 


-1.97 


3 


165 


-1.67 


17 


260 


3.13 


4 


211.3 


0.67 


18 


215 


0.86 


5 


224 


1.31 


19 


165 


-1.67 


6 


241 


2.17 


20 


180 


-0.91 


7 


162.33 


-1.80 


21 


147 


-2.58 


8 


213 


0.76 


22 


133.1 


-3.28 


9 


197 


-0.05 


23 


226.4 


1.43 


10 


232 


1.72 


24 


177.2 


-1.05 


11 


202 


0.20 


25 


313.3 


5.82 


12 


196 


-0.10 


26 


195 


-0.15 


13 


198 


0.00 


27 


214.9 


0.85 


14 


208 


0.51 
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Figure 12.1 Plot of z-scores from proficiency testing round for the determination of aqua regia extractable 
nickel from soil (data taken from Table 12.1). 



If an unsatisfactory score is obtained there are a number of issues for the laboratory to 
consider: 

• The overall standard of performance for the round: 

— Did a large number of participants obtain unsatisfactory results? If so, the problem may 
not lie within the laboratory. 

• Test method performance: 

— Which test methods were used by the other participants in the round? Did other 
laboratories use methods with very different performance characteristics? 

— How was the standard deviation for proficiency assessment established? Was it appro- 
priate for the laboratory’s own needs? 

• Test sample factors: 

— Was the material for that round within the scope of the laboratory’s normal operations? 
Proficiency testing schemes often cover a range of materials appropriate to the scheme, but 
individual laboratories may receive materials that differ in composition from their routine 
test samples. 

• Proficiency testing scheme factors: 

— How many results were submitted? Small numbers of results can make it difficult to 
establish the assigned value if the consensus approach is used. 

— Were there any problems with the organisation of that particular round? Occasionally 
there may be problems such as unexpected test material behaviour, data entry or 
reporting errors, software problems or unsuitable evaluation criteria (for example, 
choice of assigned value or standard deviation for proficiency assessment). 
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If none of the above applies, the laboratory should investigate further to try to identify the 
cause of the unsatisfactory result and implement and document any appropriate corrective 
actions. There are many possible causes of unsatisfactory performance. These can be categorised as 
analytical errors or non-analytical errors; both are equally important. 



Examples of analytical errors 

• incorrect calibration of equipment 

• analyst error such as incorrect dilution of samples or standards 

• problems with extraction and clean-up of samples, such as incomplete extraction of the analyte 
from the sample matrix 

• interferences 

• performance characteristics of chosen test method not lit for purpose 

• instrument performance not optimised. 



Examples of non-analytical errors 

• calculation errors 

• transcription errors 

• results reported in incorrect units or incorrect format. 

12.4 Monitoring Laboratory Performance - Cumulative Scores 

Performance over time can be monitored using parameters such as the rescaled sum of z-scores 
(RSZ) and the sum of squared z-scores (SSZ) 



RSZ = y ^ 


(12.6) 


SSZ=^z,2 

i= 1 ,77 


(12.7) 



where n is the number of scores to be combined. The RSZ can be interpreted in the same way as a z- 
score. A disadvantage of this approach is that if the majority of the z-scores are acceptable but there 
are a small number of relatively high scores, the RSZ will ‘hide’ the poor scores. Further, scores 
with opposite signs may cancel to give a misleadingly low RSZ. 

SSZ is sensitive to single high z-scores and is unaffected by the direction of the deviation. 
Interpretation of SSZ is complicated by the fact that the SSZ is expected to increase with increasing 
numbers of z-scores. For normally distributed z, however, the SSZ is expected to be distributed as 
chi-squared with n degrees of freedom, so, for example, if SSZ exceeds the upper 95th percentile of 
the chi-squared distribution, the SSZ should be considered to be evidence of ‘questionable’ per- 
formance. For example, for a combination of five z-scores, an SSZ exceeding 11.1 would be con- 
sidered ‘questionable’. 

Although these cumulative scores offer an index of performance over time or over several 
analytes, their tendency to understate important individual aberrations makes them unsuitable for 
monitoring performance in isolation. Neither of the major proficiency testing guidelines recom- 
mends their use.*’^ Instead, it is recommended that performance should always be monitored 
primarily on individual scores and that if an overview is required, simple graphical approaches 
should be used as shown in Figure 12.2. This will show whether unsatisfactory or questionable 
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Figure 12.2 Plot of z-scores from a single laboratory for the determination of nickel in soil by aqua regia 
extraction, last 22 rounds. 

results are a one-ollF or part of a longer term trend. Some useful alternative displays and mon- 
itoring methods for summarising performance over several analytes and several rounds have also 
been described in a freely available AMC Technical Brief.^ 

12.5 Ranking Laboratories in Proficiency Tests 

It is often tempting to look at the ranking of laboratories in a proficiency testing round to see which 
laboratory is ‘best’. Unfortunately, ranking is not a reliable indication of performance; even a very 
imprecise laboratory can approach the assigned value closely by chance and, in a group of equally 
competent laboratories, ranking is essentially random from round to round. For this reason, most 
internationally accepted guidelines for proficiency testing strongly discourage ranking as a per- 
formance indicator. 
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Simple Sampling Strategies 



13.1 Introduction 

Sampling is the process of selecting a portion of material to represent or provide information about 
a larger body of material. ISO/IEC 17025' defines sampling as ‘A defined procedure whereby a part 
of a substance, material or product is taken to provide for testing or calibration a representative 
sample of the whole. Sampling may also be required by the appropriate specification for which the 
substance, material or product is to be tested or calibrated’. 

The analyst often - and unfortunately so - has little or no involvement with the selection of the 
samples that are submitted to the laboratory for analysis. However, it is important to remember 
that if an appropriate sampling strategy has not been used prior to analysis, the results produced in 
the laboratory will be of little value. It is frequently found that sampling introduces the great 
majority of the uncertainty associated with measurements. Careful planning and execution of a 
sampling protocol tailored for the specific application are therefore important. 

Planning and implementation of sampling, especially outside the laboratory, are far beyond the 
scope of this book. Good introductions^’^ and an advanced treatment can be found elsewhere; 
reference 2 in particular includes a useful bibliography. This chapter is intended only to give a brief 
introduction to some of the strategies available for sampling and their strengths and weaknesses. 
Two of these, simple random sampling and stratified random sampling, are often useful within a 
laboratory setting and the statistical procedures required to obtain mean values and standard errors 
from these two strategies are provided. 

13.2 Nomenclature 

The word ‘sample’ means dilferent things to analysts and statisticians. To the former, a sample is 
usually a single quantity of material subjected to analysis; to the latter, a sample is typically a subset 
of items taken from a larger population. In this chapter, therefore, we adopt the following terms: 

Bulk The material which is, ultimately, the subject of the measurement and from which a 

sample is taken. 

Increment Individual portion of material collected by a single operation of a sampling device.^’® 
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Laboratory 

sample 

Sub-sample 
Test sample 

Test portion 



Sample as prepared for sending to the laboratory and intended for inspection or 
testing.^ 

Note: here, a laboratory sample may comprise several distinct items. 

‘A selected part of a sample’,^ usually, here, a selected part of the laboratory sample. 
Sample, prepared from the laboratory sample, from which test portions are removed 
for testing or analysis.^’® 

Quantity of material, of proper size for measurement of the concentration or other 
property of interest, removed from the test sample.^ 



13.3 Principles of Sampling 

13.3.1 Randomisation 

In general, random sampling is a method of selection whereby each possible member of a popu- 
lation has an equal chance of being selected. As in experimental design (see Chapter 8), rando- 
misation in sampling is one of the most important defences against unintended bias. A random 
sample provides an unbiased estimate of the population parameters of interest (usually analyte 
concentrations). 

13.3.2 Representative Samples 

In ordinary usage, ‘representative’ means something like ‘sufficiently like the population to allow 
inferences about the population’. A random sample provides unbiased estimates of the mean for a 
bulk material and in that sense is always representative. However, in statistics, ‘unbiased’ means 
that the average over a large number of operations is expected to be equal to the true mean value. 
This says nothing about how close an individual sample’s composition will be to the composition of 
the bulk. It is entirely possible that the composition of a particular sample taken at random will be 
completely unlike the bulk composition. The larger the sampling variance, the more likely it is that 
individual samples will be very different from the bulk. 

In practice, therefore, representative sampling involves obtaining samples which are not only 
unbiased, but which also have sufficiently small variance for the task in hand. The various sampling 
strategies described in Section 13.4 have different variance properties; ideally, the analyst should 
select those that provide small variance in addition to choosing randomisation procedures that 
provide unbiased results. Within a laboratory, where the laboratory sample is comparatively 
accessible and sampling costs are relatively low, variants on stratified random sampling are likely to 
be the most useful for all but the simplest situations. 

13.3.3 Composite Samples 

Often, it is possible and useful to combine a collection of sub-samples (then usually called ‘incre- 
ments’) into a single homogenised test sample for analysis. The measured value for the composite is 
then taken as an estimate of the mean value for the bulk material. The principal advantage is a 
reduction in analytical effort. 

Not all sampling strategies deliver a set of increments which provide a composite sample with the 
same mean as the bulk material. Simple random sampling does so. Stratified random sampling 
(Section 13.4.2) only does so if the strata are sampled proportionately. It is therefore important to 
choose sampling strategies carefully when forming a composite sample. 
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13.4 Sampling Strategies 

13.4.1 Simple Random Sampling 

13.4.1.1 Description 

In simple random sampling, each item in the population (or laboratory sample) has an equal chance 
of being selected. For example, when the quality of manufactured products is being monitored, a 
table of random numbers is frequently used to ensure that each item in a batch of the product has 
an equal chance of being selected for testing. 

A variety of simple procedures may be used to provide random sampling in a laboratory setting. 
For sub-sampling from a set of discrete items, such as ampoules or food packages, the usual 
method is to number the items sequentially, then use a table of random numbers or random 
numbers generated from software to select items randomly from the set (Figure 13.1). For parti- 
culate materials, sub-samples can be obtained by repeated cone-and-quartering, riffle sampling or 
rotatory sampling, with due care to avoid bias from size or density selection. The common feature 
of all these procedures is that they are intended to generate sub-samples in which every member of 
the population (laboratory sample) has an equal chance of appearing in a sub-sample. 



13.4.1.2 Advantages and Disadvantages 

Simple random sampling is simple to implement and often sufficient for sub-sampling within a 
laboratory. Simple random samples can, however, include very variable intervals between suc- 
cessive test items (Figure 13.1), making it a poor choice for monitoring items from a continuous 
sequence. Further, if the material is inhomogeneous and particularly if it consists of identihable 
sub-groups with substantially different properties, the variance in simple random sampling is 
among the highest of the strategies described here. 



13.4.1.3 Statistical Treatment 

Statistical treatment for random samples is comparatively straightforward. Where the test samples 
are measured separately, the simple mean x of the measured values x,- for each test sample provides 
an unbiased estimate of the bulk material composition. 

The uncertainty in x due to sampling variation (usually, for within-laboratory sampling, arising 
from inhomogeneity in the material) depends on the number of test samples n taken relative to the 
number of items N in the population. For example, in taking 10 tins of a product as representative 
of a laboratory sample of 50 tins, n= 10 and A=50. The standard error .s(.x) in x arising from 




Figure 13.1 Simple random samples. Two simple random samples of five items (shown in dark grey) from a 
laboratory sample of 20 items. 
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sampling is given by 




where /=«/A^ and is the standard deviation found for the sampling process. If the analytical 
uncertainty is small, ^sam is simply the standard deviation ^ of the observations .v,-. Otherwise, if the 
test samples are measured with replication, .Ssam can be obtained from the between-group com- 
ponent of variance from a one-way ANOVA (^b in Chapter 6, Section 6. 3. 2. 2). 

When A is very large, ^(.f) converges to s^am/V^ as usual; for «<0.1A the correction/can usually 
be ignored for analytical purposes. n/N should also be considered small, and /ignored, if the test 
samples to hand represent a random sample from a much wider population. There is also an 
argument for treating sampling from particulate materials as a large-A situation (because the 
number of possible different sub-samples is extremely large). 

As n approaches N the uncertainty associated with sampling variability approaches zero; if we 
have sampled the entire population, there is no remaining possibility of variation due to a dilferent 
choice of test samples. 

13,4.2 Stratified Random Sampling 

13.4.2.1 Description 

The population being sampled is divided into segments (or strata) and a simple random sample is 
selected from each. Figure 13.2 shows a simple example applied to a sequence of items. The number 
of items selected from each segment depends on the object of the exercise. 

Three particular variants are important: 

1 . Equal number of items per stratum: The same number of items is selected from each identified 
stratum (Figure 13.3a). This is convenient and common when there is no information about 
the variance within each stratum. Composite samples may be formed within a stratum, but a 
composite of the whole does not provide an unbiased estimate of the bulk sample composition 
unless all the strata are of equal size. 

2. Proportional sampling: The number of items taken per stratum is proportional to the fraction 
of each stratum in the bulk (Figure 13.3b). This is ideal for forming a composite sample, as the 
expected mean for the composite is the same as the mean for the bulk. The variance is smaller 
than for simple random sampling and often sulSciently close to optimal (see below) to provide 
a reasonable compromise when the stratum variances are unknown. 

3. Optimal allocation: Optimal allocation of samples sets the number of samples per stratum in 
proportion to the size and the sampling standard deviation of each stratum. Although rarely 
possible without substantial prior information, this strategy provides the smallest sampling 








Figure 13.2 Stratified random sampling for sequences. A stratified random sample of five items, shown in 
dark grey, is formed by dividing the laboratory sample into five strata on the basis of sequence 
number, and selecting one sample at random from within each stratum. Vertical lines show the 
divisions between strata. This limits the interval between selected items while still providing a 
random selection of items. 
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Figure 13.3 Variations on stratified random sampling. Strata are shown by item label colour (black or 
white). Selected samples are shown in dark grey, and the selected subsample shown to the right 
of the arrow, (a) Equal number per stratum; (b) proportional sampling. In (b), the number of 
samples of each type is in the same ratio as in the bulk sample. 



variance for a given total number of test samples. If the total number of items to take is n, the 
optimum number « taken from the ith stratum is given by 



Opt 






(13.2) 



where Pj is the proportion of stratum i in the population and u,- the (true) sampling standard 
deviation of values in that stratum, cr, can, of course, be approximated by an experimental 
standard deviation. 



13.4.2.2 Advantages and Disadvantages 

Where strata differ appreciably, stratified random sampling provides smaller sampling variance 
than simple random sampling and can be planned to provide the minimum variance available. The 
principal disadvantage is added complexity in selecting the sample and calculating the mean value. 

13.4.2.3 Statistical Treatment 

Statistical treatment for stratified random sampling is somewhat more complex than in simple 
random sampling. Assume that there are strata, each containing A, items with a total mass /u,; 
and that the measured mean, standard deviation and number of items tested in stratum i are .v,;, Si 
and respectively. The standard deviation Si is assumed to be equivalent to ^sam in Section 13.4.1, 
that is, the standard deviation of observations for the stratum if the analytical variation is con- 
sidered negligible or an estimate of the sampling variance alone if not. (Mass proportion can, of 
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course, be replaced by whatever proportion is most appropriate.) The proportion T, of each 
stratum in the bulk is 



Pi = 



irii 



E "h- 



If we require the mean value X for the bulk: 

JP = ^ PXi 



(13.3) 



(13.4) 



This has variance s\X) given by 

s^{X)=J2[PNi^-fi)/ni] (13.5) 

where fj=rijlNi. The corresponding standard error, which can be used directly as the standard 
uncertainty from sampling, is given by 

^(;T) = (13.6) 

If X is an estimate of the mean mass fraction of analyte in the bulk and an estimate of the total 
mass of analyte is required, this can be calculated from the mean mass fraction X as m^oiX with 
standard uncertainty from sampling equal to m^ots{X), being the total mass of the bulk 
material. The same result can also be obtained by calculating the amount per stratum separately 
and using the uncertainty estimation principles of Chapter 10 to estimate the combined uncertainty 
in the total mass of analyte. 



Example 

In a raid on a suspected illegal drug importer, police seize 35 bags each containing 200 g of white 
powder later found to contain imported heroin with closely similar composition (based on infrared 
spectroscopy). In addition, 273 smaller bags each containing 5 g of heroin with added ‘cutting’ 
agent are found on the premises; again, infrared spectroscopy confirms that the smaller bags are 
closely similar in composition. An estimate of the total amount of heroin is required. With two 
distinct types of material and evidence of similarity within each, a stratified random sample is 
considered appropriate. In the absence of detailed variance information, 10 bags of each size are 
taken and analysed by HPLC, with the results shown in the upper part of Table 13.1. The sub- 
sequent calculations of the mean heroin concentration over all seized material are shown in the 
bottom part of the table (assuming that variation is predominantly from sampling), allowing the 
calculation of total heroin in the seizure and providing an uncertainty in the estimate. 

Note that this is a simulated example for the purpose of illustrating the calculations in stratified 
random sampling and not a general recommendation for treating forensic samples. 

13,4.3 Systematic Sampling 

13.4.3.1 Description 

The first test sample is selected at random but subsequent samples are then selected at a fixed 
interval, such as every fifth item (Figure 13.4a). For example, consider 1000 sequentially numbered 
items in a batch of a product of which 20 need to be selected for testing. The first is selected at 
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Table 13.1 Results of sampling drug packages. 





Large hags 


Small hags 


Whole consignment 


Analytical results 


Stratum mass n?,- (g) 
Total mass (g) 


7000 


1365 


8365 


Total number of items N/ 


35 


273 




Number in test sample 


10 


10 




Mean concentration x,- of heroin 


43.2 


14.3 




(g per 100 g) 


Standard deviation of observations 


3.5 


2.7 




Si (g per 100 g) 
Calculations 


Proportion Pi=mil'^mi 


0.837 


0.163 




PAi 


36.2 


2.3 




fi=nilNi 


0.286 


0.037 




P3s3d-fd/ni 

Mean concentration X 


0.613 


0.019 


(36.2 + 2.3) = 38.5 


(g per lOOg) 


s{X) (g per lOOg) 

Total heroin (nitot-T/lOO) (g) 
Uncertainty [/77to,v(l)/100] (g)“ 






V0.613 + 0.019 = 0.795 

3221 

67 



"Due to sampling variation only. 



random from items 1-50, after which every 50th item is chosen. If item number 8 was selected at 
random as the first test sample, the subsequent samples chosen would be 58, 108, . . . , 958. 



13.4.3.2 Advantages and Disadvantages 

Systematic sampling is usually simpler to implement than random or stratified random sampling 
over a period of time or a stream of material. It also reduces the occurrence of long or very short 
intervals that may occur in simple random sampling. However, it can only be considered equivalent 
to random sampling if the variation in the material is reasonably independent of the item num- 
bering or location, as in Figure 13.4a, and in particular shows no systematic variation correlated 
with the sampling points. This is not always the case. For example, systematic sampling of effluent 
every Monday might well provide a very biased picture of the average effluent composition. Figure 
13.4b illustrates a particularly extreme possibility. 

13.4.3.3 Statistical Treatment 

Systematic samples are generally treated as if random, so the statistical treatment is as for simple 
random sampling, in Section 13.4.1. 

13,4.4 Cluster and Multi-stage Sampling 

13.4.4.1 Description 

Cluster sampling can be used to overcome time and cost constraints when a relatively small number 
of samples are required from a large and widely dispersed population which would be costly to 
examine in full using simple random sampling. The first stage involves dividing the population into 



196 



Chapter 13 





Figure 13.4 Systematic sampling, (a) A systematic sample of five items (shown in dark grey) from an 
inhomogeneous laboratory sample in which different items (shown for illustration with black 
and white labels, but unknown to the sampler) are distributed randomly. The test sample 
(below the arrow) is a random sample, (b) The most extreme effect of systematic sampling 
combined with systematic variations in the bulk sample. The selected test sample is heavily 
biased; this particular sampling interval on this laboratory sample will only select one item 

type- 



groups or ‘clusters’, usually on the basis of location. A number of these clusters are then selected at 
random for further evaluation. This differs from stratified random sampling in fhat in stratified 
random sampling, all strata are sampled; in cluster sampling, only selected sub-groups are sampled. 
A further important difference is that cluster sampling is most effective when groups are internally 
as inhomogeneous as possible, while stratified sampling works best on highly homogeneous strata. 

Cluster sampling is often used in geographical surveys because of the large costs of travelling 
between very different locations. It may also be useful in situations such as product QC sampling, 
where packaged products are boxed for distribution, and taking several units from a small number 
of distribution packages is less costly than opening a fresh distribution package for every unit taken. 

‘Multi-stage sampling’ usually refers to a more complex form of cluster sampling in which 
sampling within each cluster is again formed by cluster sampling instead of simple random 
sampling. 



13.4.4.2 Advantages and Disadvantages 

Where the cost of sampling distinct locations or groups is large, cluster sampling provides a random 
sample at lower cost than stratihed random or simple random sampling. However, because it selects 
a small number of clusters which may be significantly different, it will often deliver larger (that is, 
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poorer) sampling variance than simple random sampling with the same total number of individual 
test samples. 

Within a laboratory, it is unusual to incur disproportionate costs for sampling from different 
groups, so cluster sampling is unlikely to be useful in a laboratory setting. 

13.4.4.3 Statistical Treatment 

If the clusters are of equal size and all units within a cluster are tested, the cluster means can be treated 
as a simple random sample, so that the estimated population mean is the mean of cluster means and 
the standard error is based on the standard deviation of cluster means. For more complex situations, 
the calculations for cluster sampling are considerably more intricate, requiring weighting by cluster 
proportions and nested ANOVA to provide within- and between-cluster variances. 

13.4.5 Quota Sampling 

13.4.5.1 Description 

The population is first divided into different groups or strata, as in the case of stratified sampling. 
Test samples are then collected until a predefined number (the quota) are selected from each group. 

13.4.5.2 Advantages and Disadvantages 

Quota sampling provides an approximation to stratified random sampling and is therefore expected 
to improve on opportunity or ‘convenience’ sampling (see Section 13.4.8). Unlike stratified sam- 
pling, however, the selection of samples from within each group is not random; the selection in each 
group is essentially a ‘convenience sample’ (see Section 13.4.8). The result can be unintentional bias. 
For example, the first five samples in a production run are unlikely to be representative of the 
complete run, while items produced at the end of a production run might never be sampled at all 
because sampling quotas have already been met. This strategy is often used in opinion polls, with 
varying degrees of control and cross-validation, but is rarely useful in a laboratory setting. 

13.4.5.3 Statistical Treatment 

Quota sampling is used in situations similar to stratified random sampling and the same statistical 
treatment is generally appropriate provided that there is no reason to believe that the procedure has 
introduced bias. 

13.4.6 Sequential Sampling 

13.4.6.1 Description 

Sequential sampling is used when the number of samples required cannot be estimated before the 
start of the study. Samples are selected one at a time in sequence. After each sample has been tested, 
a decision is made as to whether the cumulative result is sufficient to make a decision (for example, 
whether to accept or reject a batch of material) or whether further sampling is required. 

13.4.6.2 Advantages and Statistical Treatment 

Sequential sampling has, provided that a suitable upper limit is set, the advantage of minimising the 
number of samples to be taken to reach a conclusion. However, because each decision on further 
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sampling depends on measurement results on previous samples, it can be very slow. Further, it 
requires comparatively sophisticated statistical treatment (not covered in this book, but available in 
many quality assurance texts). Sequential sampling is accordingly rarely justified unless the costs of 
sampling and analysis are very high. 



13,4.7 Judgement Sampling 

13.4.7.1 Description 

This approach involves using knowledge about the material to be sampled and about the reason for 
sampling, to select specific samples for testing. 



13.4.7.2 Advantages and Disadvantages 

Deliberate selection of particular items can be informative. However, it clearly does not constitute 
random sampling and the opportunity for randomisation is small. The results are therefore likely to 
be biased. It is consequently better to use judgement to inform a stratified random sampling 
strategy than to judge which individual items are tested. 

This does not mean, of course, that it is never useful to supplement a random sample with 
additional information on apparently anomalous items. Further, anomalous samples are often 
important; for example, selecting apparently spoiled foodstuff's in a display to provide evidence that 
at least some are spoiled is perfectly acceptable provided that the average for those materials is not 
taken as representative of the bulk. 



13.4.7.3 Statistical Treatment 

Judgement sampling is typically used to identify test samples of particular individual interest. It is 
not usually appropriate to average the results or consider the sampling variance other than to 
summarise the range of results found. Instead, the individual results for particular test samples 
should be reported. 



13,4.8 Convenience Sampling 

13.4.8.1 Description 

Convenience sampling involves selecting test samples on the basis of availability and/or accessibility. 



13.4.8.2 Advantages and Disadvantages 

Convenience sampling is the cheapest and simplest form of sampling and requires essentially no 
planning. However, it has no statistical advantages and is very likely to be unrepresentative. It is 
only defensible where the bulk to be tested is likely to be highly homogeneous. 



13.4.8.3 Statistical Treatment 

Averaging and estimation of dispersion of convenience samples are unwise except as summaries of 
the items collected. 
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13,4.9 Sampling in Two Dimensions 

13.4.9.1 Description 

Two-dimensional regions are common in environmental and geographical sampling. In the 

laboratory, the problem is less common, but can be important when sampling from sheet materials. 

This section lists some common strategies. 

1. Simple random sampling over a two-dimensional area usually involves generating pairs of 
random numbers to serve as coordinates (Figure 13.5a). It generates a random sample, and so 
is appropriate for estimating average values over the area, but is comparatively inefficient for 
locating ‘hot spots’ because the random distances between sampling points can lead to 
comparatively large areas which are not sampled. 

2. Systematic sampling involves taking samples at regular points on a (usually square) grid 
(Figure 13.5b). It is among the most efficient methods of locating ‘hot spots’ on a scale close to 
or larger than the grid interval. As with other systematic sampling, it can lead to bias in 
estimates of mean value if the sampled region shows systematic variation. 

3. Stratified random sampling in two dimensions: The region is systematically divided into equal- 
sized regions, usually using a square grid, and a specified number of random points sampled 
within each. Figure 13.5c shows a single point per grid square. This gives ‘strata’ of equal size, 
with equal numbers of observations in each, so the sample can be treated as random and 
unbiased for mean values. The method is intermediate between systematic and simple random 
sampling for identifying ‘hot spots’. 

4. W pattern: Convenient for quick surveys, a W pattern is a form of systematic sampling which 
involves choosing a point at one corner of a region and taking sampling points in a W pattern 
across the region (Figure 13. 5d). It typically generates a small number of observations and 
leaves comparatively large voids, making it inefficient for ‘hot spot’ location. It is particularly 
likely to be biased where gradients in analyte concentration are present; note in Figure 13.5d 
that the W pattern takes three observations at one edge and only two at the opposite edge, so 
the average will be biased towards the edge with more sampling points. 

5. Herringbone sampling: A systematic sampling pattern which can be generated using alter- 
nating offsets from a square grid (Figure 13.5e). This is sometimes recommended for envir- 
onmental sampling because, with careful planning, it can provide the ‘hot spot’ detection 
efficiency of systematic sampling with reduced likelihood of bias from the types of regularity 
most common in environmental studies. 

6. Area sampling and grid sampling are phrases often used to describe cluster sampling based on 
prior subdivision of a region and random selection of sub-regions. Area sampling uses any 
convenient subdivision (such as electoral ward or county). Grid sampling is a variant of area 
sampling which uses a regular grid to divide the region, so ‘area sampling’ sometimes also 
refers to sampling from a grid. Both are usually associated with cluster sampling, that is, sub- 
sampling is performed on a random sample of sub-regions, each studied in detail. 



13.4.9.2 Statistical Treatment 

Statistical treatment depends on the particular strategy. Simple random sampling in two dimen- 
sions and, where equal numbers are taken from equal-sized areas, stratified random samples can be 
treated as random samples. Systematic strategies, including systematic sampling from a square grid, 
herringbone or W pattern, are usually treated as random, with the caveat that bias remains pos- 
sible. Area sampling is a variant on cluster sampling and the treatment follows that for cluster 
sampling. 
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b) Systematic grid 




Figure 13.5 Sampling in two dimensions. All illustrations use nine sampling points. In (b), the initial 
sampling point is arbitrary; here it is at the top left corner of the grid square. In (d), the W 
pattern shown is one of four possible orientations; in practice, the orientation should be chosen 
at random. The solid line shows the ‘W’. In (e), the sampling locations (filled circles) are 
generated using alternating offsets in the x and y directions from the original systematic grid 
points (shown as open circles where different from the sampling point); the offsets are arbitrary 
in either direction. Here, an offset of one-quarter of the primary grid interval is used (solid lines 
show the primary grid, dotted lines show quarter intervals). 
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13.5 Uncertainties Associated with Sampling 

Sections 13.4.1 and 13.4.2 provide some basic calcnlations for estimating the uncertainty for a mean 
value derived from a simple random sample or a stratified random sample. Many of the other 
strategies can be treated in the same way as one or other of these. For many applications within a 
laboratory, these calcnlations will provide adequate estimates of the uncertainty arising from 
sampling or at least of that part of the nncertainty that is visible as sample-to-sample variation. It 
may, however, be usefnl to assess the nncertainties in the complete sampling and measurement 
process, from field sampling to analysis. Although beyond the scope of this book, guidance on the 
estimation of uncertainties for the complete sampling and analytical process has recently been 
developed and made available.^ The aim of the guidance is to establish the uncertainty associated 
with nsing a particnlar sampling protocol on a particnlar sampling ‘target’. The gnidance provides 
a range of methods of assessing different contributions to the combined uncertainty in addition to 
providing comparatively economical approaches to estimating the associated uncertainty. The 
basis of the simplest approach is a balanced nested design, which can be analysed by the methods in 
Chapter 6, Section 6.6. This provides separate estimates of the sampling and analytical variances. 
These in tnrn can be used to estimate an nncertainty in the mean values, to allocate effort optimally 
between sampling and analysis or to inform sampling and method development. 

13.6 Conclusion 

Sampling often introduces the majority of the uncertainty in measnrements on bulk materials. 
Proper planning and implementation of sampling are a crucial part of the overall measurement 
process. 

Within a laboratory, analysts are often faced with the problem of sub-sampling from a larger 
laboratory sample. Two strategies described here, simple random sampling and stratified random 
sampling, are often snfficient for this pnrpose. 

Additional detail on practical sampling methods and on the estimation of nncertainty in sam- 
pling can be found in the books and guidance cited below. 
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Table A.la Critical values for the Dixon test (95% confidence, two-tailed)." 



n 






Test type'’ 










Q (r,„) 


I’ll 


ri2 


f20 


f2I 


'22 


3 


0.970 

















4 


0.829 


0.977 


— 


0.983 


— 


— 


5 


0.710 


0.863 


0.980 


0.890 


0.987 


— 


6 


0.625 


0.748 


0.878 


0.786 


0.913 


0.990 


7 


0.568 


0.673 


0.773 


0.716 


0.828 


0.909 


8 


0.526 


0.615 


0.692 


0.657 


0.763 


0.846 


9 


0.493 


0.570 


0.639 


0.614 


0.710 


0.787 


10 


0.466 


0.534 


0.594 


0.579 


0.664 


0.734 


11 


0.444 


0.505 


0.559 


0.551 


0.625 


0.688 


12 


0.426 


0.481 


0.529 


0.527 


0.592 


0.648 


13 


0.410 


0.461 


0.505 


0.506 


0.565 


0.616 


14 


0.396 


0.445 


0.485 


0.489 


0.544 


0.590 


15 


0.384 


0.430 


0.467 


0.473 


0.525 


0.568 


16 


0.374 


0.417 


0.452 


0.460 


0.509 


0.548 


17 


0.365 


0.406 


0.438 


0.447 


0.495 


0.531 


18 


0.356 


0.396 


0.426 


0.437 


0.482 


0.516 


19 


0.349 


0.386 


0.415 


0.427 


0.469 


0.503 


20 


0.342 


0.379 


0.405 


0.418 


0.460 


0.491 


21 


0.337 


0.371 


0.396 


0.410 


0.450 


0.480 


22 


0.331 


0.364 


0.388 


0.402 


0.441 


0.470 


23 


0.326 


0.357 


0.381 


0.395 


0.434 


0.461 


24 


0.321 


0.352 


0.374 


0.390 


0.427 


0.452 


25 


0.317 


0.346 


0.368 


0.383 


0.420 


0.445 


26 


0.312 


0.341 


0.362 


0.379 


0.414 


0.438 


27 


0.308 


0.337 


0.357 


0.374 


0.407 


0.432 


28 


0.305 


0.332 


0.352 


0.370 


0.402 


0.426 


29 


0.301 


0.328 


0.347 


0.365 


0.396 


0.419 


30 


0.298 


0.324 


0.343 


0.361 


0.391 


0.414 



‘^Figures in bold show Dixon’s recommended tests for different n. 
^Test types: 



Q = no 



A'2 — A'l 
A'„ - A'l 



/'12 



-^2 - Xl 

.X„_2 - Xl 



X3 - Xl 

m = 

X„_1 - Xl 




OR 



OR 



x„ - x„_i \ 
x« - Xi J 



Xn - X„-i 
X„ — X3 




/'ll 



foR 

X„_1 - Xl V 



x„ - x„_A 
x„ - A'2 j 



no 



X3 - Xl 

Xfj Xl 




X„ - X„_2 \ 

X„ - Xl J 



I’ll — - 



A'3 — A'l 
X„_2 - Xl 



OR 



X„ - X„_2 
X„ - X3 
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Table A.lb Critical values for the Dixon test (99% confidence, two-tailed)." 



n 






Test type'’ 










Q (r,„) 


I’ll 


ri2 


f2a 


r2i 


f22 


3 


0.994 

















4 


0.926 


0.995 


— 


0.996 


— 


— 


5 


0.821 


0.937 


0.996 


0.950 


0.998 


— 


6 


0.740 


0.839 


0.951 


0.865 


0.970 


0.998 


7 


0.680 


0.782 


0.875 


0.814 


0.919 


0.970 


8 


0.634 


0.725 


0.797 


0.746 


0.868 


0.922 


9 


0.598 


0.677 


0.739 


0.700 


0.816 


0.873 


10 


0.568 


0.639 


0.694 


0.664 


0.760 


0.826 


11 


0.542 


0.606 


0.658 


0.627 


0.713 


0.781 


12 


0.522 


0.580 


0.629 


0.612 


0.675 


0.740 


13 


0.503 


0.558 


0.602 


0.590 


0.649 


0.705 


14 


0.488 


0.539 


0.580 


0.571 


0.627 


0.674 


15 


0.475 


0.522 


0.560 


0.554 


0.607 


0.647 


16 


0.463 


0.508 


0.544 


0.539 


0.580 


0.624 


17 


0.452 


0.495 


0.529 


0.526 


0.573 


0.605 


18 


0.442 


0.484 


0.516 


0.514 


0.559 


0.589 


19 


0.433 


0.473 


0.504 


0.503 


0.547 


0.575 


20 


0.425 


0.464 


0.493 


0.494 


0.536 


0.562 


21 


0.418 


0.455 


0.483 


0.485 


0.526 


0.551 


22 


0.411 


0.446 


0.474 


0.477 


0.517 


0.541 


23 


0.404 


0.439 


0.465 


0.469 


0.509 


0.532 


24 


0.399 


0.432 


0.457 


0.462 


0.501 


0.524 


25 


0.393 


0.426 


0.450 


0.456 


0.493 


0.516 


26 


0.388 


0.420 


0.443 


0.450 


0.486 


0.508 


27 


0.384 


0.414 


0.437 


0.444 


0.479 


0.501 


28 


0.380 


0.409 


0.431 


0.439 


0.472 


0.495 


29 


0.376 


0.404 


0.426 


0.434 


0.466 


0.489 


30 


0.372 


0.399 


0.420 


0.428 


0.460 


0.483 



“Figures in bold show Dixon’s recommended tests for different n. 
*For test types see Table A. la. 



The Dixon test tables are as published by Rorabacher' and implemented in software by Komsta.^ 
Publication is with permission from the American Chemical Society. The two-tailed tables are 
appropriate when testing for an outlier at either end of the data set, or for testing the more extreme 
value. 
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Table A.2 Critical values for the Grubbs tests. 



n 


95% G' 


95% G" 


95%o G'" 


99%o G' 


99%o G" 


99%, G'" 


3 


1.154 


1.993 


_ 


1.155 


2.000 


_ 


4 


1.481 


2.429 


0.0002 


1.496 


2.445 


0.0000 


5 


1.715 


2.755 


0.0090 


1.764 


2.803 


0.0018 


6 


1.887 


3.012 


0.0349 


1.973 


3.095 


0.0116 


7 


2.020 


3.222 


0.0708 


2.139 


3.338 


0.0308 


8 


2.127 


3.399 


0.1101 


2.274 


3.543 


0.0563 


9 


2.215 


3.552 


0.1492 


i.m 


3.720 


0.0851 


10 


2.290 


3.685 


0.1864 


2.482 


3.875 


0.1150 


11 


2.355 


3.803 


0.2213 


2.564 


4.012 


0.1448 


12 


2.412 


3.909 


0.2537 


2.636 


4.134 


0.1738 


13 


2.462 


4.005 


0.2836 


2.699 


4.244 


0.2016 


14 


2.507 


4.093 


0.3112 


2.755 


4.344 


0.2280 


15 


2.548 


4.173 


0.3367 


2.806 


4.435 


0.2530 


16 


2.586 


4.247 


0.3603 


2.852 


4.519 


0.2767 


17 


2.620 


4.316 


0.3822 


2.894 


4.597 


0.2990 


18 


2.652 


4.380 


0.4025 


2.932 


4.669 


0.3200 


19 


2.681 


4.440 


0.4214 


2.968 


4.737 


0.3398 


20 


2.708 


4.496 


0.4391 


3.001 


4.800 


0.3585 


21 


2.734 


4.549 


0.4556 


3.031 


4.859 


0.3761 


22 


2.758 


4.599 


0.4711 


3.060 


4.914 


0.3927 


23 


2.780 


4.646 


0.4857 


3.087 


4.967 


0.4085 


24 


2.802 


4.691 


0.4994 


3.112 


5.017 


0.4234 


25 


2.822 


4.734 


0.5123 


3.135 


5.064 


0.4376 


26 


2.841 


4.775 


0.5245 


3.158 


5.109 


0.4510 


27 


2.859 


4.814 


0.5360 


3.179 


5.151 


0.4638 


28 


2.876 


4.851 


0.5470 


3.199 


5.192 


0.4759 


29 


2.893 


4.886 


0.5574 


3.218 


5.231 


0.4875 


30 


2.908 


4.921 


0.5672 


3.236 


5.268 


0.4985 


40 


3.036 


5.201 


0.6445 


3.381 


5.571 


0.5862 


50 


3.128 


5.407 


0.6966 


3.482 


5.790 


0.6462 


60 


3.200 


5.568 


0.7343 


3.560 


5.960 


0.6901 


70 


3.258 


5.700 


0.7630 


3.622 


6.098 


0.7236 


80 


3.306 


5.811 


0.7856 


3.673 


6.213 


0.7501 


90 


3.348 


5.906 


0.8040 


3.716 


6.311 


0.7717 


100 


3.384 


5.990 


0.8192 


3.754 


6.397 


0.7896 



For G' and G'", the table shows critical values for a two-tailed test; that is, a test applied to both 
the highest and lowest values (or pairs, for G'") in a single data set, or to the apparently more 
extreme of Ghigh and Glow in each case. G", which tests for a pair of simultaneous outliers at 
opposite ends of the set, is not sensitive to the direction of the outliers. The test statistics are 
described in Chapter 5, Section 5.2.4. 

Warning: The critical values for G'" are lower critical values; for G'", a value less than the 
tabulated critical value should be considered statistically significant. For G' and G", a value higher 
than the tabulated critical value should be considered signihcant. 

The critical values for G' are calculated from a formula originally given by Pearson and Sekar;^ 
those for G" use the formula for cumulative probability described by David et al.,'^ as implemented 
by Komsta.^ Critical values for G'" are reprinted with permission from Technometrics^ (Copyright 
1972 by the American Statistical Association). 
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Table A.3a Critical values for the Cochran test (95% confidence). 



/ 


n ^ 2 


n = 3 


n = 4 


/7 = 5 


n = 6 


/7 = 7 


n = 8 


n = 9 


n = 10 


n = 11 


2 


0.998 


0.975 


0.939 


0.906 


0.877 


0.853 


0.833 


0.816 


0.801 


0.788 


3 


0.967 


0.871 


0.798 


0.746 


0.707 


0.677 


0.653 


0.633 


0.617 


0.603 


4 


0.906 


0.768 


0.684 


0.629 


0.589 


0.560 


0.536 


0.518 


0.502 


0.488 


5 


0.841 


0.684 


0.598 


0.544 


0.506 


0.478 


0.456 


0.439 


0.424 


0.412 


6 


0.781 


0.616 


0.532 


0.480 


0.445 


0.418 


0.398 


0.382 


0.368 


0.357 


7 


0.727 


0.561 


0.480 


0.431 


0.397 


0.373 


0.354 


0.338 


0.326 


0.315 


8 


0.680 


0.516 


0.438 


0.391 


0.359 


0.336 


0.318 


0.304 


0.293 


0.283 


9 


0.638 


0.477 


0.403 


0.358 


0.328 


0.307 


0.290 


0.277 


0.266 


0.257 


10 


0.602 


0.445 


0.373 


0.331 


0.303 


0.282 


0.267 


0.254 


0.244 


0.235 


11 


0.570 


0.417 


0.348 


0.308 


0.281 


0.262 


0.247 


0.235 


0.225 


0.217 


12 


0.541 


0.392 


0.326 


0.288 


0.262 


0.244 


0.230 


0.219 


0.210 


0.202 


13 


0.515 


0.371 


0.307 


0.271 


0.246 


0.229 


0.215 


0.205 


0.196 


0.189 


14 


0.492 


0.352 


0.291 


0.255 


0.232 


0.215 


0.202 


0.192 


0.184 


0.177 


15 


0.471 


0.335 


0.276 


0.242 


0.220 


0.203 


0.191 


0.182 


0.174 


0.167 


16 


0.452 


0.319 


0.262 


0.230 


0.208 


0.193 


0.181 


0.172 


0.164 


0.158 


17 


0.434 


0.305 


0.250 


0.219 


0.198 


0.183 


0.172 


0.163 


0.156 


0.150 


18 


0.418 


0.293 


0.240 


0.209 


0.189 


0.175 


0.164 


0.156 


0.149 


0.143 


19 


0.403 


0.281 


0.230 


0.200 


0.181 


0.167 


0.157 


0.149 


0.142 


0.136 


20 


0.389 


0.270 


0.221 


0.192 


0.174 


0.160 


0.150 


0.142 


0.136 


0.130 


21 


0.377 


0.261 


0.212 


0.185 


0.167 


0.154 


0.144 


0.136 


0.130 


0.125 


22 


0.365 


0.252 


0.204 


0.178 


0.160 


0.148 


0.138 


0.131 


0.125 


0.120 


23 


0.354 


0.243 


0.197 


0.171 


0.155 


0.142 


0.133 


0.126 


0.120 


0.116 


24 


0.343 


0.235 


0.191 


0.166 


0.149 


0.137 


0.129 


0.122 


0.116 


0.111 


25 


0.334 


0.228 


0.185 


0.160 


0.144 


0.133 


0.124 


0.117 


0.112 


0.107 


26 


0.325 


0.221 


0.179 


0.155 


0.139 


0.128 


0.120 


0.114 


0.108 


0.104 


27 


0.316 


0.215 


0.174 


0.150 


0.135 


0.124 


0.116 


0.110 


0.105 


0.100 


28 


0.308 


0.209 


0.168 


0.146 


0.131 


0.121 


0.113 


0.106 


0.101 


0.097 


29 


0.300 


0.203 


0.164 


0.142 


0.127 


0.117 


0.109 


0.103 


0.098 


0.094 


30 


0.293 


0.198 


0.159 


0.138 


0.124 


0.114 


0.106 


0.100 


0.095 


0.092 


31 


0.286 


0.193 


0.155 


0.134 


0.120 


0.111 


0.103 


0.097 


0.093 


0.089 


32 


0.279 


0.188 


0.151 


0.130 


0.117 


0.108 


0.100 


0.095 


0.090 


0.086 


33 


0.273 


0.184 


0.147 


0.127 


0.114 


0.105 


0.098 


0.092 


0.088 


0.084 


34 


0.267 


0.179 


0.144 


0.124 


0.111 


0.102 


0.095 


0.090 


0.086 


0.082 


35 


0.262 


0.175 


0.140 


0.121 


0.108 


0.100 


0.093 


0.088 


0.083 


0.080 


36 


0.256 


0.171 


0.137 


0.118 


0.106 


0.097 


0.091 


0.085 


0.081 


0.078 


37 


0.251 


0.168 


0.134 


0.116 


0.103 


0.095 


0.088 


0.083 


0.079 


0.076 


38 


0.246 


0.164 


0.131 


0.113 


0.101 


0.093 


0.086 


0.082 


0.078 


0.074 


39 


0.241 


0.161 


0.128 


0.111 


0.099 


0.091 


0.085 


0.080 


0.076 


0.073 


40 


0.237 


0.158 


0.126 


0.108 


0.097 


0.089 


0.083 


0.078 


0.074 


0.071 


41 


0.233 


0.154 


0.123 


0.106 


0.095 


0.087 


0.081 


0.076 


0.073 


0.069 


42 


0.228 


0.151 


0.121 


0.104 


0.093 


0.085 


0.079 


0.075 


0.071 


0.068 


43 


0.224 


0.149 


0.118 


0.102 


0.091 


0.083 


0.078 


0.073 


0.070 


0.067 


44 


0.221 


0.146 


0.116 


0.100 


0.089 


0.082 


0.076 


0.072 


0.068 


0.065 


45 


0.217 


0.143 


0.114 


0.098 


0.087 


0.080 


0.075 


0.070 


0.067 


0.064 


46 


0.213 


0.141 


0.112 


0.096 


0.086 


0.079 


0.073 


0.069 


0.065 


0.063 


47 


0.210 


0.138 


0.110 


0.094 


0.084 


0.077 


0.072 


0.068 


0.064 


0.061 


48 


0.206 


0.136 


0.108 


0.093 


0.083 


0.076 


0.070 


0.066 


0.063 


0.060 


49 


0.203 


0.134 


0.106 


0.091 


0.081 


0.074 


0.069 


0.065 


0.062 


0.059 


50 


0.200 


0.131 


0.104 


0.089 


0.080 


0.073 


0.068 


0.064 


0.061 


0.058 



Values in Table A. 3a are calculated using Ca-it{p,l,n)=^l[^ + (/— l)x/], where p is the desired level 
of confidence (0.95 in this table), / is the number of groups and n is the number of observations in 
each group; / is the critical value of the F distribution for probability {\—p)jl, with degrees of 
freedom (/— 1)(«— 1) and («— 1) for numerator and denominator respectively. 
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Table A.3b Critical values for the Cochran test (99% confidence). 



/ 


n ^ 2 


n = 3 


n = 4 


/7 = 5 


n = 6 


/7 = 7 


n = 8 


n = 9 


n = 10 


n = 11 


2 


1.000 


0.995 


0.979 


0.959 


0.937 


0.917 


0.899 


0.882 


0.867 


0.854 


3 


0.993 


0.942 


0.883 


0.833 


0.793 


0.761 


0.734 


0.711 


0.691 


0.674 


4 


0.968 


0.864 


0.781 


0.721 


0.676 


0.641 


0.613 


0.590 


0.570 


0.554 


5 


0.928 


0.789 


0.696 


0.633 


0.588 


0.553 


0.526 


0.504 


0.485 


0.470 


6 


0.883 


0.722 


0.626 


0.563 


0.520 


0.487 


0.461 


0.440 


0.423 


0.408 


7 


0.838 


0.664 


0.568 


0.508 


0.466 


0.435 


0.411 


0.391 


0.375 


0.362 


8 


0.794 


0.615 


0.521 


0.463 


0.423 


0.393 


0.370 


0.352 


0.337 


0.325 


9 


0.754 


0.573 


0.481 


0.425 


0.387 


0.359 


0.338 


0.321 


0.307 


0.295 


10 


0.717 


0.536 


0.447 


0.393 


0.357 


0.331 


0.311 


0.295 


0.281 


0.270 


11 


0.684 


0.504 


0.418 


0.366 


0.332 


0.307 


0.288 


0.272 


0.260 


0.250 


12 


0.653 


0.475 


0.392 


0.343 


0.310 


0.286 


0.268 


0.254 


0.242 


0.232 


13 


0.624 


0.450 


0.369 


0.322 


0.291 


0.268 


0.251 


0.237 


0.226 


0.217 


14 


0.599 


0.427 


0.350 


0.304 


0.274 


0.252 


0.236 


0.223 


0.212 


0.204 


15 


0.575 


0.407 


0.332 


0.288 


0.259 


0.239 


0.223 


0.210 


0.200 


0.192 


16 


0.553 


0.389 


0.316 


0.274 


0.246 


0.226 


0.211 


0.199 


0.190 


0.182 


17 


0.532 


0.372 


0.301 


0.261 


0.234 


0.215 


0.201 


0.189 


0.180 


0.172 


18 


0.514 


0.357 


0.288 


0.249 


0.223 


0.205 


0.191 


0.180 


0.171 


0.164 


19 


0.496 


0.343 


0.276 


0.239 


0.214 


0.196 


0.183 


0.172 


0.164 


0.156 


20 


0.480 


0.330 


0.265 


0.229 


0.205 


0.188 


0.175 


0.165 


0.156 


0.150 


21 


0.465 


0.318 


0.255 


0.220 


0.197 


0.180 


0.168 


0.158 


0.150 


0.143 


22 


0.451 


0.307 


0.246 


0.212 


0.189 


0.173 


0.161 


0.152 


0.144 


0.138 


23 


0.437 


0.297 


0.237 


0.204 


0.182 


0.167 


0.155 


0.146 


0.138 


0.132 


24 


0.425 


0.287 


0.229 


0.197 


0.176 


0.161 


0.149 


0.141 


0.133 


0.127 


25 


0.413 


0.278 


0.222 


0.190 


0.170 


0.155 


0.144 


0.136 


0.129 


0.123 


26 


0.402 


0.270 


0.215 


0.184 


0.164 


0.150 


0.139 


0.131 


0.124 


0.119 


27 


0.391 


0.262 


0.209 


0.179 


0.159 


0.145 


0.135 


0.127 


0.120 


0.115 


28 


0.382 


0.255 


0.202 


0.173 


0.154 


0.141 


0.131 


0.123 


0.116 


0.111 


29 


0.372 


0.248 


0.197 


0.168 


0.150 


0.137 


0.127 


0.119 


0.113 


0.108 


30 


0.363 


0.241 


0.191 


0.164 


0.145 


0.133 


0.123 


0.116 


0.110 


0.105 


31 


0.355 


0.235 


0.186 


0.159 


0.141 


0.129 


0.120 


0.112 


0.106 


0.102 


32 


0.347 


0.229 


0.181 


0.155 


0.138 


0.126 


0.116 


0.109 


0.104 


0.099 


33 


0.339 


0.224 


0.177 


0.151 


0.134 


0.122 


0.113 


0.106 


0.101 


0.096 


34 


0.332 


0.218 


0.173 


0.147 


0.131 


0.119 


0.110 


0.104 


0.098 


0.094 


35 


0.325 


0.213 


0.168 


0.144 


0.127 


0.116 


0.108 


0.101 


0.096 


0.091 


36 


0.318 


0.209 


0.165 


0.140 


0.124 


0.113 


0.105 


0.098 


0.093 


0.089 


37 


0.312 


0.204 


0.161 


0.137 


0.121 


0.111 


0.102 


0.096 


0.091 


0.087 


38 


0.306 


0.200 


0.157 


0.134 


0.119 


0.108 


0.100 


0.094 


0.089 


0.085 


39 


0.300 


0.196 


0.154 


0.131 


0.116 


0.106 


0.098 


0.092 


0.087 


0.083 


40 


0.294 


0.192 


0.151 


0.128 


0.114 


0.103 


0.096 


0.090 


0.085 


0.081 


41 


0.289 


0.188 


0.148 


0.125 


0.111 


0.101 


0.094 


0.088 


0.083 


0.079 


42 


0.283 


0.184 


0.145 


0.123 


0.109 


0.099 


0.092 


0.086 


0.081 


0.077 


43 


0.278 


0.181 


0.142 


0.120 


0.107 


0.097 


0.090 


0.084 


0.080 


0.076 


44 


0.274 


0.177 


0.139 


0.118 


0.105 


0.095 


0.088 


0.082 


0.078 


0.074 


45 


0.269 


0.174 


0.136 


0.116 


0.102 


0.093 


0.086 


0.081 


0.076 


0.073 


46 


0.264 


0.171 


0.134 


0.114 


0.101 


0.091 


0.084 


0.079 


0.075 


0.071 


47 


0.260 


0.168 


0.132 


0.112 


0.099 


0.090 


0.083 


0.078 


0.073 


0.070 


48 


0.256 


0.165 


0.129 


0.109 


0.097 


0.088 


0.081 


0.076 


0.072 


0.069 


49 


0.252 


0.162 


0.127 


0.108 


0.095 


0.086 


0.080 


0.075 


0.071 


0.067 


50 


0.248 


0.160 


0.125 


0.106 


0.093 


0.085 


0.078 


0.073 


0.069 


0.066 



Values in Table A. 3b are calculated using C^^i^(p,l,ri)=\l[\ +(/— l)x/|, where p is the desired level 
of confidence (0.99 in this table), / is the number of groups and n is the number of observations in 
each group; / is the critical value of the F distribution for probability (1— p)//, with degrees of 
freedom (/— 1)(«— 1) and («— 1) for numerator and denominator respectively. 
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Table A.4 Critical values for Student’s t-test: critical values are given for both one-tailed tests (IT) 



and two-tailed tests (2T). 



V 


Confidence level ( 1 — 


(%) 
















IT : 85 


90 


95 


97.5 


99 


99.5 


99.9 


99.95 




2T : 70 


80 


90 


95 


98 


99 


99.8 


99.9 


1 


1.963 


3.078 


6.314 


12.706 


31.821 


63.657 


318.309 


636.619 


2 


1.386 


1.886 


2.920 


4.303 


6.965 


9.925 


22.327 


31.599 


3 


1.250 


1.638 


2.353 


3.182 


4.541 


5.841 


10.215 


12.924 


4 


1.190 


1.533 


2.132 


2.776 


3.747 


4.604 


7.173 


8.610 


5 


1.156 


1.476 


2.015 


2.571 


3.365 


4.032 


5.893 


6.869 


6 


1.134 


1.440 


1.943 


2.447 


3.143 


3.707 


5.208 


5.959 


7 


1.119 


1.415 


1.895 


2.365 


2.998 


3.499 


4.785 


5.408 


8 


1.108 


1.397 


1.860 


2.306 


2.896 


3.355 


4.501 


5.041 


9 


1.100 


1.383 


1.833 


2.262 


2.821 


3.250 


4.297 


4.781 


10 


1.093 


1.372 


1.812 


2.228 


2.764 


3.169 


4.144 


4.587 


11 


1.088 


1.363 


1.796 


2.201 


2.718 


3.106 


4.025 


4.437 


12 


1.083 


1.356 


1.782 


2.179 


2.681 


3.055 


3.930 


4.318 


13 


1.079 


1.350 


1.771 


2.160 


2.650 


3.012 


3.852 


4.221 


14 


1.076 


1.345 


1.761 


2.145 


2.624 


2.977 


3.787 


4.140 


15 


1.074 


1.341 


1.753 


2.131 


2.602 


2.947 


3.733 


4.073 


16 


1.071 


1.337 


1.746 


2.120 


2.583 


2.921 


3.686 


4.015 


17 


1.069 


1.333 


1.740 


2.110 


2.567 


2.898 


3.646 


3.965 


18 


1.067 


1.330 


1.734 


2.101 


2.552 


2.878 


3.610 


3.922 


19 


1.066 


1.328 


1.729 


2.093 


2.539 


2.861 


3.579 


3.883 


20 


1.064 


1.325 


1.725 


2.086 


2.528 


2.845 


3.552 


3.850 


21 


1.063 


1.323 


1.721 


2.080 


2.518 


2.831 


3.527 


3.819 


22 


1.061 


1.321 


1.717 


2.074 


2.508 


2.819 


3.505 


3.792 


23 


1.060 


1.319 


1.714 


2.069 


2.500 


2.807 


3.485 


3.768 


24 


1.059 


1.318 


1.711 


2.064 


2.492 


2.797 


3.467 


3.745 


25 


1.058 


1.316 


1.708 


2.060 


2.485 


2.787 


3.450 


3.725 


26 


1.058 


1.315 


1.706 


2.056 


2.479 


2.779 


3.435 


3.707 


27 


1.057 


1.314 


1.703 


2.052 


2.473 


2.771 


3.421 


3.690 


28 


1.056 


1.313 


1.701 


2.048 


2.467 


2.763 


3.408 


3.674 


29 


1.055 


1.311 


1.699 


2.045 


2.462 


2.756 


3.396 


3.659 


30 


1.055 


1.310 


1.697 


2.042 


2.457 


2.750 


3.385 


3.646 


31 


1.054 


1.309 


1.696 


2.040 


2.453 


2.744 


3.375 


3.633 


32 


1.054 


1.309 


1.694 


2.037 


2.449 


2.738 


3.365 


3.622 


33 


1.053 


1.308 


1.692 


2.035 


2.445 


2.733 


3.356 


3.611 


34 


1.052 


1.307 


1.691 


2.032 


2.441 


2.728 


3.348 


3.601 


35 


1.052 


1.306 


1.690 


2.030 


2.438 


2.724 


3.340 


3.591 


36 


1.052 


1.306 


1.688 


2.028 


2.434 


2.719 


3.333 


3.582 


37 


1.051 


1.305 


1.687 


2.026 


2.431 


2.715 


3.326 


3.574 


38 


1.051 


1.304 


1.686 


2.024 


2.429 


2.712 


3.319 


3.566 


39 


1.050 


1.304 


1.685 


2.023 


2.426 


2.708 


3.313 


3.558 


40 


1.050 


1.303 


1.684 


2.021 


2.423 


2.704 


3.307 


3.551 


41 


1.050 


1.303 


1.683 


2.020 


2.421 


2.701 


3.301 


3.544 


42 


1.049 


1.302 


1.682 


2.018 


2.418 


2.698 


3.296 


3.538 


43 


1.049 


1.302 


1.681 


2.017 


2.416 


2.695 


3.291 


3.532 


44 


1.049 


1.301 


1.680 


2.015 


2.414 


2.692 


3.286 


3.526 


45 


1.049 


1.301 


1.679 


2.014 


2.412 


2.690 


3.281 


3.520 


46 


1.048 


1.300 


1.679 


2.013 


2.410 


2.687 


3.277 


3.515 


47 


1.048 


1.300 


1.678 


2.012 


2.408 


2.685 


3.273 


3.510 


48 


1.048 


1.299 


1.677 


2.011 


2.407 


2.682 


3.269 


3.505 


49 


1.048 


1.299 


1.677 


2.010 


2.405 


2.680 


3.265 


3.500 


50 


1.047 


1.299 


1.676 


2.009 


2.403 


2.678 


3.261 


3.496 


60 


1.045 


1.296 


1.671 


2.000 


2.390 


2.660 


3.232 


3.460 


70 


1.044 


1.294 


1.667 


1.994 


2.381 


2.648 


3.211 


3.435 


80 


1.043 


1.292 


1.664 


1.990 


2.374 


2.639 


3.195 


3.416 


90 


1.042 


1.291 


1.662 


1.987 


2.368 


2.632 


3.183 


3.402 


100 


1.042 


1.290 


1.660 


1.984 


2.364 


2.626 


3.174 


3.390 


00 


1.036 


1.282 


1.645 


1.960 


2.326 


2.576 


3.090 


3.291 
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Table A.5a Critical values for the _F-test (95% confidence) [this table is suitable for use for a one- 
tailed C-test at 95% confidence (a = 0.05)]. 



V2 Vi 





1 


2 


3 


4 


5 


6 


7 


8 


10 


12 


24 


00 


1 


161.4 


199.5 


215.7 


224.6 


230.2 


234.0 


236.8 


238.9 


241.9 


243.9 


249.1 


254.3 


2 


18.51 


19.00 


19.16 


19.25 


19.30 


19.33 


19.35 


19.37 


19.40 


19.41 


19.45 


19.50 


3 


10.13 


9.552 


9.277 


9.117 


9.013 


8.941 


8.887 


8.845 


8.786 


8.745 


8.639 


8.526 


4 


i.m 


6.944 


6.591 


6.388 


6.256 


6.163 


6.094 


6.041 


5.964 


5.912 


5.774 


5.628 


5 


6.608 


5.786 


5.409 


5.192 


5.050 


4.950 


4.876 


4.818 


4.735 


4.678 


4.527 


4.365 


6 


5.987 


5.143 


4.757 


4.534 


4.387 


4.284 


4.207 


4.147 


4.060 


4.000 


3.841 


3.669 


7 


5.591 


4.737 


4.347 


4.120 


3.972 


3.866 


3.787 


3.726 


3.637 


3.575 


3.410 


3.230 


8 


5.318 


4.459 


4.066 


3.838 


3.687 


3.581 


3.500 


3.438 


3.347 


3.284 


3.115 


2.928 


9 


5.117 


4.256 


3.863 


3.633 


3.482 


3.374 


3.293 


3.230 


3.137 


3.073 


2.900 


2.707 


10 


4.965 


4.103 


3.708 


3.478 


3.326 


3.217 


3.135 


3.072 


2.978 


2.913 


2.737 


2.538 


11 


4.844 


3.982 


3.587 


3.357 


3.204 


3.095 


3.012 


2.948 


2.854 


2.788 


2.609 


2.404 


12 


4.747 


3.885 


3.490 


3.259 


3.106 


2.996 


2.913 


2.849 


2.753 


2.687 


2.505 


2.296 


13 


4.667 


3.806 


3.411 


3.179 


3.025 


2.915 


2.832 


2.767 


2.671 


2.604 


2.420 


2.206 


14 


4.600 


3.739 


3.344 


3.112 


2.958 


2.848 


2.764 


2.699 


2.602 


2.534 


2.349 


2.131 


15 


4.543 


3.682 


3.287 


3.056 


2.901 


2.790 


2.707 


2.641 


2.544 


2.475 


2.288 


2.066 


16 


4.494 


3.634 


3.239 


3.007 


2.852 


2.741 


2.657 


2.591 


2.494 


2.425 


2.235 


2.010 


17 


4.451 


3.592 


3.197 


2.965 


2.810 


2.699 


2.614 


2.548 


2.450 


2.381 


2.190 


1.960 


18 


4.414 


3.555 


3.160 


2.928 


2.773 


2.661 


2.577 


2.510 


2.412 


2.342 


2.150 


1.917 


19 


4.381 


3.522 


3.127 


2.895 


2.740 


2.628 


2.544 


2.477 


2.378 


2.308 


2.114 


1.878 


20 


4.351 


3.493 


3.098 


2.866 


2.711 


2.599 


2.514 


2.447 


2.348 


2.278 


2.082 


1.843 


21 


4.325 


3.467 


3.072 


2.840 


2.685 


2.573 


2.488 


2.420 


2.321 


2.250 


2.054 


1.812 


22 


4.301 


3.443 


3.049 


2.817 


2.661 


2.549 


2.464 


2.397 


2.297 


2.226 


2.028 


1.783 


23 


4.279 


3.422 


3.028 


2.796 


2.640 


2.528 


2.442 


2.375 


2.275 


2.204 


2.005 


1.757 


24 


4.260 


3.403 


3.009 


2.776 


2.621 


2.508 


2.423 


2.355 


2.255 


2.183 


1.984 


1.733 


25 


4.242 


3.385 


2.991 


2.759 


2.603 


2.490 


2.405 


2.337 


2.236 


2.165 


1.964 


1.711 


26 


4.225 


3.369 


2.975 


2.743 


2.587 


2.474 


2.388 


2.321 


2.220 


2.148 


1.946 


1.691 


27 


4.210 


3.354 


2.960 


2.728 


2.572 


2.459 


2.373 


2.305 


2.204 


2.132 


1.930 


1.672 


28 


4.196 


3.340 


2.947 


2.714 


2.558 


2.445 


2.359 


2.291 


2.190 


2.118 


1.915 


1.654 


29 


4.183 


3.328 


2.934 


2.701 


2.545 


2.432 


2.346 


2.278 


2.177 


2.104 


1.901 


1.638 


30 


4.171 


3.316 


2.922 


2.690 


2.534 


2.421 


2.334 


2.266 


2.165 


2.092 


1.887 


1.622 


32 


4.149 


3.295 


2.901 


2.668 


2.512 


2.399 


2.313 


2.244 


2.142 


2.070 


1.864 


1.594 


34 


4.130 


3.276 


2.883 


2.650 


2.494 


2.380 


2.294 


2.225 


2.123 


2.050 


1.843 


1.569 


36 


4.113 


3.259 


2.866 


2.634 


2.477 


2.364 


2.277 


2.209 


2.106 


2.033 


1.824 


1.547 


38 


4.098 


3.245 


2.852 


2.619 


2.463 


2.349 


2.262 


2.194 


2.091 


2.017 


1.808 


1.527 


40 


4.085 


3.232 


2.839 


2.606 


2.449 


2.336 


2.249 


2.180 


2.077 


2.003 


1.793 


1.509 


60 


4.001 


3.150 


2.758 


2.525 


2.368 


2.254 


2.167 


2.097 


1.993 


1.917 


1.700 


1.389 


120 


3.920 


3.072 


2.680 


2.447 


2.290 


2.175 


2.087 


2.016 


1.910 


1.834 


1.608 


1.254 


00 


3.841 


2.996 


2.605 


2.372 


2.214 


2.099 


2.010 


1.938 


1.831 


1.752 


1.517 


1.000 
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Table A.5b Critical values for the C-test (97.5% confidence) [this table is suitable for use for a two- 
tailed C-test at 95% confidence (a = 0.05)]. 



V2 Vi 





1 


2 


3 


4 


5 


6 


7 


8 


10 


12 


24 


00 


1 


647.8 


799.5 


864.2 


899.6 


921.8 


937.1 


948.2 


956.7 


968.6 


976.7 


997.2 


1018.0 


2 


38.51 


39.00 


39.17 


39.25 


39.30 


39.33 


39.36 


39.37 


39.40 


39.41 


39.46 


39.50 


3 


17.44 


16.04 


15.44 


15.10 


14.88 


14.73 


14.62 


14.54 


14.42 


14.34 


14.12 


13.90 


4 


12.22 


10.65 


9.979 


9.605 


9.364 


9.197 


9.074 


8.980 


8.844 


8.751 


8.511 


8.257 


5 


10.01 


8.434 


7.764 


7.388 


7.146 


6.978 


6.853 


6.757 


6.619 


6.525 


6.278 


6.015 


6 


8.813 


7.260 


6.599 


6.227 


5.988 


5.820 


5.695 


5.600 


5.461 


5.366 


5.117 


4.849 


7 


8.073 


6.542 


5.890 


5.523 


5.285 


5.119 


4.995 


4.899 


4.761 


4.666 


4.415 


4.142 


8 


7.571 


6.059 


5.416 


5.053 


4.817 


4.652 


4.529 


4.433 


4.295 


4.200 


3.947 


3.670 


9 


7.209 


5.715 


5.078 


4.718 


4.484 


4.320 


4.197 


4.102 


3.964 


3.868 


3.614 


3.333 


10 


6.937 


5.456 


4.826 


4.468 


4.236 


4.072 


3.950 


3.855 


3.717 


3.621 


3.365 


3.080 


11 


6.724 


5.256 


4.630 


4.275 


4.044 


3.881 


3.759 


3.664 


3.526 


3.430 


3.173 


2.883 


12 


6.554 


5.096 


4.474 


4.121 


3.891 


3.728 


3.607 


3.512 


3.374 


3.277 


3.019 


2.725 


13 


6.414 


4.965 


4.347 


3.996 


3.767 


3.604 


3.483 


3.388 


3.250 


3.153 


2.893 


2.595 


14 


6.298 


4.857 


4.242 


3.892 


3.663 


3.501 


3.380 


3.285 


3.147 


3.050 


2.789 


2.487 


15 


6.200 


4.765 


4.153 


3.804 


3.576 


3.415 


3.293 


3.199 


3.060 


2.963 


2.701 


2.395 


16 


6.115 


4.687 


4.077 


3.729 


3.502 


3.341 


3.219 


3.125 


2.986 


2.889 


2.625 


2.316 


17 


6.042 


4.619 


4.011 


3.665 


3.438 


3.277 


3.156 


3.061 


2.922 


2.825 


2.560 


2.247 


18 


5.978 


4.560 


3.954 


3.608 


3.382 


3.221 


3.100 


3.005 


2.866 


2.769 


2.503 


2.187 


19 


5.922 


4.508 


3.903 


3.559 


3.333 


3.172 


3.051 


2.956 


2.817 


2.720 


2.452 


2.133 


20 


5.871 


4.461 


3.859 


3.515 


3.289 


3.128 


3.007 


2.913 


2.774 


2.676 


2.408 


2.085 


21 


5.827 


4.420 


3.819 


3.475 


3.250 


3.090 


2.969 


2.874 


2.735 


2.637 


2.368 


2.042 


22 


5.786 


4.383 


3.783 


3.440 


3.215 


3.055 


2.934 


2.839 


2.700 


2.602 


2.331 


2.003 


23 


5.750 


4.349 


3.750 


3.408 


3.183 


3.023 


2.902 


2.808 


2.668 


2.570 


2.299 


1.968 


24 


5.717 


4.319 


3.721 


3.379 


3.155 


2.995 


2.874 


2.779 


2.640 


2.541 


2.269 


1.935 


25 


5.686 


4.291 


3.694 


3.353 


3.129 


2.969 


2.848 


2.753 


2.613 


2.515 


2.242 


1.906 


26 


5.659 


4.265 


3.670 


3.329 


3.105 


2.945 


2.824 


2.729 


2.590 


2.491 


2.217 


1.878 


27 


5.633 


4.242 


3.647 


3.307 


3.083 


2.923 


2.802 


2.707 


2.568 


2.469 


2.195 


1.853 


28 


5.610 


4.221 


3.626 


3.286 


3.063 


2.903 


2.782 


2.687 


2.547 


2.448 


2.174 


1.829 


29 


5.588 


4.201 


3.607 


3.267 


3.044 


2.884 


2.763 


2.669 


2.529 


2.430 


2.154 


1.807 


30 


5.568 


4.182 


3.589 


3.250 


3.026 


2.867 


2.746 


2.651 


2.511 


2.412 


2.136 


1.787 


32 


5.531 


4.149 


3.557 


3.218 


2.995 


2.836 


2.715 


2.620 


2.480 


2.381 


2.103 


1.750 


34 


5.499 


4.120 


3.529 


3.191 


2.968 


2.808 


2.688 


2.593 


2.453 


2.353 


2.075 


1.717 


36 


5.471 


4.094 


3.505 


3.167 


2.944 


2.785 


2.664 


2.569 


2.429 


2.329 


2.049 


1.687 


38 


5.446 


4.071 


3.483 


3.145 


2.923 


2.763 


2.643 


2.548 


2.407 


2.307 


2.027 


1.661 


40 


5.424 


4.051 


3.463 


3.126 


2.904 


2.744 


2.624 


2.529 


2.388 


2.288 


2.007 


1.637 


60 


5.286 


3.925 


3.343 


3.008 


2.786 


2.627 


2.507 


2.412 


2.270 


2.169 


1.882 


1.482 


120 


5.152 


3.805 


3.227 


2.894 


2.674 


2.515 


2.395 


2.299 


2.157 


2.055 


1.760 


1.310 


00 


5.024 


3.689 


3.116 


2.786 


2.567 


2.408 


2.288 


2.192 


2.048 


1.945 


1.640 


1.000 
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Table A.5c Critical values for the C-test (99% confidence) [this table is suitable for use for a one- 
tailed C-test at 99% confidence (a = 0.01)]. 



V2 Vi 





1 


2 


3 


4 


5 


6 


7 


8 


10 


12 


24 


00 


1 


4052 


4999 


5403 


5625 


5764 


5859 


5928 


5981 


6056 


6106 


6235 


6366 


2 


98.50 


99.00 


99.17 


99.25 


99.30 


99.33 


99.36 


99.37 


99.40 


99.42 


99.46 


99.50 


3 


34.12 


30.82 


29.46 


28.71 


28.24 


27.91 


27.67 


27.49 


27.23 


27.05 


26.60 


26.13 


4 


21.20 


18.00 


16.69 


15.98 


15.52 


15.21 


14.98 


14.80 


14.55 


14.37 


13.93 


13.46 


5 


16.26 


13.27 


12.06 


11.39 


10.97 


10.67 


10.46 


10.29 


10.05 


9.888 


9.466 


9.020 


6 


13.75 


10.92 


9.780 


9.148 


8.746 


8.466 


8.260 


8.102 


7.874 


7.718 


7.313 


6.880 


7 


12.25 


9.547 


8.451 


7.847 


7.460 


7.191 


6.993 


6.840 


6.620 


6.469 


6.074 


5.650 


8 


11.26 


8.649 


7.591 


7.006 


6.632 


6.371 


6.178 


6.029 


5.814 


5.667 


5.279 


4.859 


9 


10.56 


8.022 


6.992 


6.422 


6.057 


5.802 


5.613 


5.467 


5.257 


5.111 


4.729 


4.311 


10 


10.04 


7.559 


6.552 


5.994 


5.636 


5.386 


5.200 


5.057 


4.849 


4.706 


4.327 


3.909 


11 


9.646 


7.206 


6.217 


5.668 


5.316 


5.069 


4.886 


4.744 


4.539 


4.397 


4.021 


3.602 


12 


9.330 


6.927 


5.953 


5.412 


5.064 


4.821 


4.640 


4.499 


4.296 


4.155 


3.780 


3.361 


13 


9.074 


6.701 


5.739 


5.205 


4.862 


4.620 


4.441 


4.302 


4.100 


3.960 


3.587 


3.165 


14 


8.862 


6.515 


5.564 


5.035 


4.695 


4.456 


4.278 


4.140 


3.939 


3.800 


3.427 


3.004 


15 


8.683 


6.359 


5.417 


4.893 


4.556 


4.318 


4.142 


4.004 


3.805 


3.666 


3.294 


2.868 


16 


8.531 


6.226 


5.292 


4.773 


4.437 


4.202 


4.026 


3.890 


3.691 


3.553 


3.181 


2.753 


17 


8.400 


6.112 


5.185 


4.669 


4.336 


4.102 


3.927 


3.791 


3.593 


3.455 


3.084 


2.653 


18 


8.285 


6.013 


5.092 


4.579 


4.248 


4.015 


3.841 


3.705 


3.508 


3.371 


2.999 


2.566 


19 


8.185 


5.926 


5.010 


4.500 


4.171 


3.939 


3.765 


3.631 


3.434 


3.297 


2.925 


2.489 


20 


8.096 


5.849 


4.938 


4.431 


4.103 


3.871 


3.699 


3.564 


3.368 


3.231 


2.859 


2.421 


21 


8.017 


5.780 


4.874 


4.369 


4.042 


3.812 


3.640 


3.506 


3.310 


3.173 


2.801 


2.360 


22 


7.945 


5.719 


4.817 


4.313 


3.988 


3.758 


3.587 


3.453 


3.258 


3.121 


2.749 


2.305 


23 


7.881 


5.664 


4.765 


4.264 


3.939 


3.710 


3.539 


3.406 


3.211 


3.074 


2.702 


2.256 


24 


7.823 


5.614 


4.718 


4.218 


3.895 


3.667 


3.496 


3.363 


3.168 


3.032 


2.659 


2.211 


25 


7.770 


5.568 


4.675 


4.177 


3.855 


3.627 


3.457 


3.324 


3.129 


2.993 


2.620 


2.169 


26 


7.721 


5.526 


4.637 


4.140 


3.818 


3.591 


3.421 


3.288 


3.094 


2.958 


2.585 


2.131 


27 


7.677 


5.488 


4.601 


4.106 


3.785 


3.558 


3.388 


3.256 


3.062 


2.926 


2.552 


2.097 


28 


7.636 


5.453 


4.568 


4.074 


3.754 


3.528 


3.358 


3.226 


3.032 


2.896 


2.522 


2.064 


29 


7.598 


5.420 


4.538 


4.045 


3.725 


3.499 


3.330 


3.198 


3.005 


2.868 


2.495 


2.034 


30 


7.562 


5.390 


4.510 


4.018 


3.699 


3.473 


3.304 


3.173 


2.979 


2.843 


2.469 


2.006 


32 


7.499 


5.336 


4.459 


3.969 


3.652 


3.427 


3.258 


3.127 


2.934 


2.798 


2.423 


1.956 


34 


7.444 


5.289 


4.416 


3.927 


3.611 


3.386 


3.218 


3.087 


2.894 


2.758 


2.383 


1.911 


36 


7.396 


5.248 


4.377 


3.890 


3.574 


3.351 


3.183 


3.052 


2.859 


2.723 


2.347 


1.872 


38 


7.353 


5.211 


4.343 


3.858 


3.542 


3.319 


3.152 


3.021 


2.828 


2.692 


2.316 


1.837 


40 


7.314 


5.179 


4.313 


3.828 


3.514 


3.291 


3.124 


2.993 


2.801 


2.665 


2.288 


1.805 


60 


7.077 


4.977 


4.126 


3.649 


3.339 


3.119 


2.953 


2.823 


2.632 


2.496 


2.115 


1.601 


120 


6.851 


4.787 


3.949 


3.480 


3.174 


2.956 


2.792 


2.663 


2.472 


2.336 


1.950 


1.381 


00 


6.635 


4.605 


3.782 


3.319 


3.017 


2.802 


2.639 


2.511 


2.321 


2.185 


1.791 


1.000 
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Table A.5d Critical values for the C-test (99.5% confidence) [this table is suitable for use for a two- 
tailed C-test at 99% confidence (a = 0.01)]. 



V2 Vi 





1 


2 


3 


4 


5 


6 


7 


8 


10 


12 


24 


00 


1 


16211 


19999 


21615 


22500 


23056 


23437 


23715 


23925 


24224 


24426 


24940 


25464 


2 


198.5 


199.0 


199.2 


199.2 


199.3 


199.3 


199.4 


199.4 


199.4 


199.4 


199.5 


199.5 


3 


55.55 


49.80 


47.47 


46.19 


45.39 


44.84 


44.43 


44.13 


43.69 


43.39 


42.62 


41.83 


4 


31.33 


26.28 


24.26 


23.15 


22.46 


21.97 


21.62 


21.35 


20.97 


20.70 


20.03 


19.32 


5 


22.78 


18.31 


16.53 


15.56 


14.94 


14.51 


14.20 


13.96 


13.62 


13.38 


12.78 


12.14 


6 


18.63 


14.54 


12.92 


12.03 


11.46 


11.07 


10.79 


10.57 


10.25 


10.03 


9.474 


8.879 


7 


16.24 


12.40 


10.88 


10.05 


9.522 


9.155 


8.885 


8.678 


8.380 


8.176 


7.645 


7.076 


8 


14.69 


11.04 


9.596 


8.805 


8.302 


7.952 


7.694 


7.496 


7.211 


7.015 


6.503 


5.951 


9 


13.61 


10.11 


8.717 


7.956 


7.471 


7.134 


6.885 


6.693 


6.417 


6.221 


5.729 


5.188 


10 


12.83 


9.427 


8.081 


7.343 


6.872 


6.545 


6.302 


6.116 


5.847 


5.661 


5.173 


4.639 


11 


12.23 


8.912 


7.600 


6.881 


6.422 


6.102 


5.865 


5.682 


5.418 


5.236 


4.756 


4.226 


12 


11.75 


8.510 


7.226 


6.521 


6.071 


5.757 


5.525 


5.345 


5.085 


4.906 


4.431 


3.904 


13 


11.37 


8.186 


6.926 


6.233 


5.791 


5.482 


5.253 


5.076 


4.820 


4.643 


4.173 


3.647 


14 


11.06 


7.922 


6.680 


5.998 


5.562 


5.257 


5.031 


4.857 


4.603 


4.428 


3.961 


3.436 


15 


10.80 


7.701 


6.476 


5.803 


5.372 


5.071 


4.847 


4.674 


4.424 


4.250 


3.786 


3.260 


16 


10.58 


7.514 


6.303 


5.638 


5.212 


4.913 


4.692 


4.521 


4.272 


4.099 


3.638 


3.112 


17 


10.38 


7.354 


6.156 


5.497 


5.075 


4.779 


4.559 


4.389 


4.142 


3.971 


3.511 


2.984 


18 


10.22 


7.215 


6.028 


5.375 


4.956 


4.663 


4.445 


4.276 


4.030 


3.860 


3.402 


2.873 


19 


10.07 


7.093 


5.916 


5.268 


4.853 


4.561 


4.345 


4.177 


3.933 


3.763 


3.306 


2.776 


20 


9.944 


6.986 


5.818 


5.174 


4.762 


4.472 


4.257 


4.090 


3.847 


3.678 


3.222 


2.690 


21 


9.830 


6.891 


5.730 


5.091 


4.681 


4.393 


4.179 


4.013 


3.771 


3.602 


3.147 


2.614 


22 


9.727 


6.806 


5.652 


5.017 


4.609 


4.322 


4.109 


3.944 


3.703 


3.535 


3.081 


2.545 


23 


9.635 


6.730 


5.582 


4.950 


4.544 


4.259 


4.047 


3.882 


3.642 


3.475 


3.021 


2.484 


24 


9.551 


6.661 


5.519 


4.890 


4.486 


4.202 


3.991 


3.826 


3.587 


3.420 


2.967 


2.428 


25 


9.475 


6.598 


5.462 


4.835 


4.433 


4.150 


3.939 


3.776 


3.537 


3.370 


2.918 


2.377 


26 


9.406 


6.541 


5.409 


4.785 


4.384 


4.103 


3.893 


3.730 


3.492 


3.325 


2.873 


2.330 


27 


9.342 


6.489 


5.361 


4.740 


4.340 


4.059 


3.850 


3.687 


3.450 


3.284 


2.832 


2.287 


28 


9.284 


6.440 


5.317 


4.698 


4.300 


4.020 


3.811 


3.649 


3.412 


3.246 


2.794 


2.247 


29 


9.230 


6.396 


5.276 


4.659 


4.262 


3.983 


3.775 


3.613 


3.377 


3.211 


2.759 


2.210 


30 


9.180 


6.355 


5.239 


4.623 


4.228 


3.949 


3.742 


3.580 


3.344 


3.179 


2.727 


2.176 


32 


9.090 


6.281 


5.171 


4.559 


4.166 


3.889 


3.682 


3.521 


3.286 


3.121 


2.670 


2.114 


34 


9.012 


6.217 


5.113 


4.504 


4.112 


3.836 


3.630 


3.470 


3.235 


3.071 


2.620 


2.060 


36 


8.943 


6.161 


5.062 


4.455 


4.065 


3.790 


3.585 


3.425 


3.191 


3.027 


2.576 


2.013 


38 


8.882 


6.111 


5.016 


4.412 


4.023 


3.749 


3.545 


3.385 


3.152 


2.988 


2.537 


1.970 


40 


8.828 


6.066 


4.976 


4.374 


3.986 


3.713 


3.509 


3.350 


3.117 


2.953 


2.502 


1.932 


60 


8.495 


5.795 


4.729 


4.140 


3.760 


3.492 


3.291 


3.134 


2.904 


2.742 


2.290 


1.689 


120 


8.179 


5.539 


4.497 


3.921 


3.548 


3.285 


3.087 


2.933 


2.705 


2.544 


2.089 


1.431 


00 


7.879 


5.298 


4.279 


3.715 


3.350 


3.091 


2.897 


2.744 


2.519 


2.358 


1.898 


1.000 



APPENDIX B 



Symbols, Abbreviations and Notation 



Symbols are often conventionally used for several different purposes. In this book, conventional 
symbols are used, so the same symbol may be used for more than one purpose. 

Symbols are listed here if they occur at several locations in the text; otherwise, they are defined as 
they occur. 



Frequently Used Symbols 



a 

/? 

b 

A 

e 

i 

Mo 

V 

Vb, Vw 



Cb 



Cl 



X 

a 

b 

C 



significance level or probability for a Type I error 
probability for a Type II error 
deviation or bias from a true or reference value 
factor effect in a ruggedness test 

an angle; in Chapter 11, the angle between lines in a V-mask 

mean and variance of a Poisson distribution 

population mean 

target/reference value 

number of degrees of freedom 

respectively, the degrees of freedom for the between-group and within-group 
mean squares in one-way analysis of variance 
population standard deviation 
population variance 

between-group component of variance in one-way analysis of variance 

between-laboratory component of variance 
standard deviation for proficiency assessment 

within-group component of variance in one-way analysis of variance 

chi-squared value (also used in the name of the associated distribution) 

(i) intercept with the y-axis for the fitted straight line y=a + bx 

(ii) half-width of a rectangular or triangular distribution 

(i) gradient of the fitted straight line y=a + bx 

(ii) (with subscripts) coefficient in a general polynomial expression 

(i) (Chapter 5) the test statistic for Cochran’s test for homogeneity of variances 

(ii) half-width of a confidence interval, as in x±C 

(iii) (Chapter 12) analyte mass fraction in the Horwitz function 
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111 



Ci 

Ci 

d 

d 

e 



F 

Peril 

G', G", G'" 



Ho 

Hi 



Uj 



k 



I 

m 

nti 

mtot 

M 

Mo, Ml, . . . 

M^, M\^ 

n 

N 

Nt 

P 



p.q.r 

Pi 

q 

Q 

Qi 

r 

r 

R 

s 

S 

^h-, ^tot 

Sa 

Sh 

Sd 

Si 

Sr 

Sk 

s{x) 



(Chapter 10) sensitivity coefficient in a calculation of combined uncertainty 

(Chapter 11) cumulative sum of the first i values in a sequence of observations 

difference between a pair of data points 

mean of differences between pairs of data points 

random error 

ratio of variances in statistical tests involving comparisons of variances 

critical value of the F distribution 

test statistics for the various Grubbs tests 

null hypothesis in a significance test 

alternative hypothesis in a significance test 

indices for members in a data set (for example, x, is the ith member of the set of 
values of x) 

(i) (Chapter 10) conventionally, in measurement uncertainty estimation, the 
coverage factor in calculating expanded uncertainty U=ku from standard 
uncertainty u 

(ii) further index for members of a grouped data set 
number of groups in a Cochran test for outlying variance 
mass 

(Chapter 13) mass of a stratum 

(Chapter 13) total mass of a bulk sample 

mean square (in analysis of variance) 

different mean squares in two-factor analysis of variance 

within- and between-group mean squares in one-way analysis of variance 

number of values in a data set or in one group within a data set 

total number of values in a data set consisting of a number of groups 

(Chapter 1 3) total number of items in a particular stratum 

(i) a probability 

(ii) (Chapter 6) number of levels of a factor in analysis of variance 

(iii) purity (as mass fraction) 

(Chapter 10) quantities in an uncertainty evaluation 

(Chapter 13) proportion of each stratum in a bulk sample 

(Chapter 6) number of levels of a second factor in analysis of variance 

(i) (Chapter 5) Dixon’s test statistic 

(ii) (Chapter 12) a Q-score 
the /th quartile of a data set 
correlation coefficient 
repeatability limit 
reproducibility limit 
sample standard deviation 

sum of squares (in analysis of variance) 

respectively, the within-group, between-group and total sum of squares in 
one-way analysis of variance 
sample variance 

standard deviation of the intercept a 
standard deviation of the gradient b 

standard deviation of the differences between pairs of data points 
standard deviation under intermediate conditions of measurement 
repeatability standard deviation 
reproducibility standard deviation 
standard deviation of the mean 
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Syjx residual standard deviation for a regression of y on x 

t Student’s f value (used in statistical tests involving comparisons of mean values) 

tcrit critical value of the t-distribution 

u standard uncertainty 

U expanded uncertainty 

u(Xi) uncertainty associated with a value x,- 

u{y) uncertainty in measurement result y 

Uj(y) uncertainty in measurement result y arising from uncertainty in value x,- 

x'a target value in a proficiency testing scheme 

X sample mean 

X median 

X predicted value of x obtained from a measured value of y 

X (Chapter 13) mean concentration in a sampling target 

y predicted value of y for a known value of x 

z (i) z-score 

(ii) quantile of the normal distribution 



Abbreviations 


ANOVA 


analysis of variance 


CRM 


certified reference material 


CuSum 


cumulative sum (in CuSum charts) 


cv 


coefficient of variation 


ISO 


International Organization for Standardization 


IQR 


inter-quartile range 


lUPAC 


International Union of Pure and Applied Chemistry 


LOD 


limit of detection 


LOQ 


limit of quantitation 


MAD 


median absolute deviation 


MADe 


robust estimate of the standard deviation 


PDF 


probability density function 


PT 


proficiency testing 


QA 


quality assurance 


QC 


quality control 


g-score 


performance score used in proficiency testing schemes 


RSD 


relative standard deviation 


RSZ 


rescaled sum of z-scores 


SSZ 


sum of squared z-scores 


z-score 


performance score used in proficiency testing schemes 



Mathematical Notation 



n 

sum of the values Xi, x' 2 , . . . , x„ 

1=1 1 = 1 , « 

n 

sum of the squares of the values xq, X 2 , . . . , x„ 

1=1 
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2 



square of the sum of the values xj, X2, . . . , x„ 



/(Xi, X'2, . . . ) 



dyjdxi 



/ 



denotes a function of (that is, an equation or calculation involving) Xi, X2, 
etc. 

partial differential of y with respect to x,- 
‘mod x’; the absolnte valne of x 

notation for factorial experimental design with /factors each with p levels 



APPENDIX C 



Questions and Solutions 



Questions 

Question 1 

Ten samples of flour taken at random from a large batch of material were analysed to determine the 
amount of moisture present. The results are shown in Table C.l. 

1. Calculate the sample mean, variance and standard deviation of the data in Table C.l. 

2. What is the median value of the data set? 

3. Calculate the 95% confidence interval for the mean. 

Question 2 

As part of a training exercise, two analysts were asked to carry out replicate analyses of a test 
solution. Their results are shown in Table C.2. 

1. For each set of results produce a dot plot, a histogram and a box-and-whisker plot. 

2. Based on the plots, are there any suspect values in either data set? 

3. Carry out Dixon’s test to determine whether there are any outliers in either data set. 

4. Carry out the appropriate Grubbs test(s) to check for outliers in both sets of data. 



Table C.l 


Results from the determination of the moisture content of samples of flour. 




Moisture content (% mjm) 


14.06 


13.76 13.99 13.94 13.94 13.95 


13.96 14.17 


14.20 


13.86 


Table C.2 


Results from the analysis of a test solution. 








Analyst 


Concentration (mgL^‘) 








Analyst 1 
Analyst 2 


63.86 64.48 65.66 60.12 

63.91 65.92 68.98 64.24 


63.93 

65.45 


65.45 

65.82 


62.96 

65.11 
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Questions and Solutions 

Question 3 

An experiment was undertaken to determine whether filtering a detergent to remove insoluble 
components would make any dilference to the results of the spectrophotometric determination of 
phosphorus. 

Six dilferent samples were analysed. Each sample was divided into two portions. One portion was 
filtered, the other portion was not. The rest of the analysis was identical for both portions of the 
sample. The results are shown in Table C.3. 

Does filtering the samples have a significant effect on the results? (Assume a significance level of 
a = 0.05.) 



Question 4 

Lablink Limited requires all new analysts to carry out a trial using a standard operating procedure 
to analyse a quality control solution of known concentration. Two recruits, Adams and Baker, 
were asked to analyse batches of test samples which also contained a quality control solution with a 
concentration of 65.8mgL“'. The results that each analyst obtained for the quality control solu- 
tion are shown in Table C.4. 

1. Calculate the mean and standard deviation for each set of results. 

2. Plot the results produced by each analyst. Are there any suspect points? 

3. Carry out the Dixon Q test on each set of results and take appropriate action with any outliers 
identified. 

4. How well do the analysts’ results compare with the known concentration of the quality 
control solution? 



Question 5 

Three methods for the determination of blood alcohol levels are being evaluated. To check 
whether there is any significant bias in the results produced by the methods, each method is 



Table C.3 Results from a study to determine the effect of filtering the sample on the 



determination of the phosphorus content of detergent samples (results expressed 
as mg L“'). 





Sample 














A 


B 


C 


D 


E 


F 


Filtered 


37.1 


26.4 


26.2 


33.2 


24.3 


34.7 


Unfiltered 


35.2 


26.0 


25.7 


32.8 


lA.l 


33.1 



Table C.4 


Results from the analysis 
65.8mgL“‘. 


of a 


quality control solution with 


a concentration of 


Analyst 


Results (mgL^' ) 








Adams 


63.9 65.9 


62.8 


64.1 64.6 


65.2 62.9 


Baker 


64.8 65.9 


65.2 


63.6 65.7 


66.2 65.1 
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used to analyse 10 portions of a certified reference material. The results are summarised in 
Table C.5. 

The certified concentration of alcohol in the reference material is 80 mg per lOOmL of solution 
(mg/ 100 mL). 

Carry out an appropriate statistical test to determine whether the results produced by any of the 
methods are significantly greater than the certified value at the 95% confidence level. 



Question 6 

An automated densitometer is used for the determination of the alcohol content (% v/v) 
of samples. Ten replicate analyses of a certified reference material (CRM) were carried out 
using the densitometer. The certified alcohol content was 40.1% v/v. The results are shown in 
Table C.6. 

Are the results produced by the densitometer biased at the 95% confidence level? 



Question 7 

An area of land is being investigated to determine the concentration of lead present in the soil. Ten 
samples of soil are submitted to the laboratory for analysis. The results are shown in Table C.7. The 
concentration of lead in the soil must not exceed 500mgkg“'. Based on the results obtained, is 
there any evidence to suggest that the concentration of lead in the soil exceeds this limit? (Assume a 
significance level of a = 0.05.) 



Table C.5 Results from the analysis of a reference material certified for blood alcohol content 
[results expressed as mg alcohol per lOOmL of blood (mg/lOOmL)]. 



Method 


Mean 


Number of observations 


Standard deviation 


Method 1 


80.055 


10 


0.17 


Method 2 


80.651 


10 


0.16 


Method 3 


80.099 


10 


0.14 



Table C.6 Results from the determination of the alcohol content of a CRM using an automated 
densitometer. 

Alcohol content (% vjv) 

40.3 40.2 40.1 40.2 40.0 40.1 40.3 40.1 40.0 40.2 



Table C.7 Results from the determination of lead in soil samples. 





Sample No. 




















1 


2 


3 


4 


5 


6 


7 


8 


9 


10 


Lead (mg kg ') 


521 


531 


508 


503 


512 


528 


516 


503 


526 


490 
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Question 8 

A method validation exercise is comparing the precision of two analytical methods. A quality 
control material is analysed 1 1 times, under repeatability conditions, using each of the methods. 
The results are summarised in Table C.8. 

Is there a significant difference in the repeatability of the two methods at the 95% confidence 
level? 



Question 9 

A study was designed to investigate two approaches to preparing dilute solutions. The aim of the 
study was to determine whether there was a significant difference in the absorbance readings or the 
precision of the data obtained using the two approaches. A stock solution of Methyl Orange in 
propan-2-ol/water was prepared and the following two dilution schemes applied: 

Dilution Scheme 1. Pipette 1 mL of stock solution into a lOOmL volumetric flask and make up to 
volume with demineralised water. 

Dilution Scheme 2. Pipette 50 pL of stock solution into a 5 mL volumetric flask and make up to 
volume with demineralised water. 

Each procedure was carried out 13 times and the absorbance of each of the solutions at 473 nm 
was recorded. The measurements were made by the same analyst, using the same spectro- 
photometer, over a short period of time and the order of analysis was randomised. The results are 
presented in Table C.9. 



Table C.8 Results from a study to compare the repeatability of two test methods. 



Method 


Mean (mg kg 


Standard deviation (mg kg ‘) 


Method 1 


31.83 


0.424 


Method 2 


29.32 


0.648 



Table C.9 Results from the analysis of dilute solutions of Methyl Orange. 


Solution No. 


Absorbance at 473 nm 




Scheme 1 


Scheme 2 


1 


0.299 


0.304 


2 


0.297 


0.305 


3 


0.298 


0.305 


4 


0.297 


0.304 


5 


0.296 


0.305 


6 


0.297 


0.305 


7 


0.297 


0.304 


8 


0.297 


0.302 


9 


0.297 


0.304 


10 


0.298 


0.304 


11 


0.297 


0.302 


12 


0.297 


0.304 


13 


0.297 


0.302 


Mean 


0.2972 


0.3038 


Standard deviation 


0.000725 


0.00114 
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Use the data in Table C.9 to determine whether there is a significant difiference (at the 95% 
confidence level) between the means and between the standard deviations of the absorbances 
obtained using the two dilution schemes. 

Question 10 

Table C. 10 shows some dissolution data from a study of dissolution testing using a well-established 
pharmacopoeia method. Laboratories were supplied with reference tablets and ran replicate 
determinations under repeatability conditions. Six replicate observations of the mass of active 
ingredient extracted per tablet are shown for each laboratory, rounded to two decimal places. A dot 
plot of the rounded data is shown in Figure C.l. 

1 . Calculate the mean of each laboratory’s results. 

2. From inspection of the figure, is there any reason to believe laboratories dilfer significantly in 
precision? 

3. Using software or the equations given in Chapter 6, carry out an analysis of variance to 
determine whether there is a significant dilference between the results produced by the dif- 
ferent laboratories. (Assume a significance level of a = 0.05.) 

4. Calculate the repeatability standard deviation and the reproducibility standard deviation of 
the results. 



Table C.IO Results from an interlaboratory study of dissolution testing (results expressed in mg). 



Laboratory 


A 


B 


C 


D 


6.77 


6.46 


6.41 


5.79 


6.79 


6.30 


7.26 


6.09 


6.84 


6.00 


6.46 


5.96 


6.58 


6.76 


7.15 


6.32 


6.89 


5.96 


7.04 


6.66 


6.43 


6.28 


6.63 


5.79 



A 



• • »»» 



fO 



B 



m ^ • 



C 



•• • • « # 



D 



I • * 









5.5 



“T“ 

6.0 



n 

7.5 



7.0 



Figure C.l Dissolution data from Table C.IO. 



6.5 

Content (mg) 
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Question 11 

The quality manager of Fast Fertilisers has returned from a statistics course intent on evaluating 
the sources of variation in the manufacture of fertilisers containing phosphorus oxide. Fast Fer- 
tilisers have four shifts of workers who produce fertilisers 24 h per day. The quality of the fertilisers 
is monitored on a routine basis during each of the shifts. Each batch of fertiliser is processed into 
three forms (block, powder and granule) and each is then tested in the laboratory. From prior 
observations the quality manager decides that two possible sources of variation are differences 
between shifts and the different processed forms of the material. A trial is designed in which two 
samples from each of the three solid forms are taken in each of the four shifts during a single day’s 
run, using a single raw material stock. The results from the study are given in Table C.ll. 

Using software or the equations given in the Appendix to Chapter 6, carry out an analysis of 
variance to determine whether there are any significant differences between the results produced by 
the different shifts or the results obtained for the different forms of the material. Use the inter- 
pretation in Chapter 6, Section 6. 5. 2. 4, and assume a significance level of a = 0.05. 

Question 12 

Four analysts take part in a study to evaluate the repeatability and intermediate precision of a 
method for the determination of arsenic in a sample of PVC. The analysts each analysed five 
portions of the same, essentially homogeneous, PVC sample under repeatability conditions, each 
analyst working on a different day. The results of the study are presented in Table C.12. 

1. Using software or the equations given in Chapter 6, complete the one-way ANOVA table for 
the data in Table C.12. 

2. Is there a significant difference between the analysts’ results at the 95% level of confidence? If 
so, is it also significant at the 99% level? 



Table C.ll Results from the determination of phosphorus oxide in fertilisers (results expressed 



as %m/m). 



Form of material 


Shift 








A 


B 


C 


D 


Block 


7.2 


7.8 


7.2 


13 




7.5 


7.8 


7.8 


1.5 


Powder 


7.5 


7.5 


7.5 


7.1 




7.1 


7.6 


7.5 


7.8 


Granule 


7.5 


7.4 


7.6 


7.1 




7.0 


7.5 


7.1 


7.5 



Table C.ll 


Results obtained by different analysts on 
arsenic in PVC (results expressed in mg kg' 


different days for the determination of 


Analyst 1 


Analyst 2 


Analyst 3 


Analyst 4 


8.35 


8.36 


8.30 


8.57 


8.41 


8.35 


8.37 


8.55 


8.22 


8.32 


8.23 


8.60 


8.42 


8.31 


8.40 


8.61 


8.43 


8.37 


8.42 


8.59 
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3. Calculate the repeatability standard deviation and intermediate precision standard deviation 
for the method for the determination of arsenic in PVC. 

4. Calculate the repeatability limit for the method at the 95% confidence level. 



Question 13 

The data in Table C.13 are taken from a study to test whether the results of elemental analysis by 
two different inductively coupled plasma (ICP) methods are independent of the digestion methods 
used to prepare the test solution. If the results are independent of method, the laboratory would be 
able to simplify its method documentation and validation procedures. 

The data are for copper in a bovine liver reference material. The digestion methods were 
microwave extraction and wet oxidation; the instrumental ‘determination’ methods were ICP-mass 
spectrometry and ICP-optical emission spectrometry. 

Are the results independent of digestion method and determination method? Are the effects of 
digestion and determination interdependent? 

Question 14 

QuickLab regularly analyses soil samples to determine the selenium content and has developed a 
new method of quantitation. It has already been established that instrument response is linearly 
related to the selenium concentration but a calibration experiment is required to establish a cali- 
bration curve and associated 95% confidence interval for a single sample. The results of the 
experiment are given in Table C.14. 

1 . Construct a scatter plot of instrument response against concentration. 

2. Using software or the equations given in Chapter 7, obtain the values of the coefficients a and 
b of the least-squares regression equation, y = a + bx, and plot the residuals. 



Table C.13 Copper (mg kg *) in bovine liver determined by different methods. 



Digestion method 


Determination method 




ICP-MS 


ICP-OES 


Microwave 


151.7 


161.6 




155.1 


166.2 




162.0 


166.0 




157.3 


164.6 




155.9 


168.8 


Wet oxidation 


176.6 


145.7 




178.4 


151.1 




179.1 


153.4 




173.2 


154.8 




175.4 


149.6 



Table C.14 


Results from a calibration experiment for the determination of selenium (results 
expressed as instrument response in arbitrary units). 


Concentration (mgL ’ ) 










0 


20 


40 


80 


120 


160 


-0.0011 


17.6 


30.1 


61.4 


91.4 


121.3 


0.00044 


16.6 


30.0 


61.9 


92.5 


119.2 


-0.0015 


17.1 


29.9 


62.2 


92.5 


119.4 
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3. Using software or the equation given in Chapter 7, obtain the correlation coefhcient, r. 

4. Calculate the residual standard deviation. 

5. Calculate the 95% confidence intervals for (a) the gradient, (b) the intercept and (c) the 
predicted values of x when >’o = j and when jo= 120. 



Question 15 

The data shown in Table C.15 were produced from a linearity study carried out during method 
validation. Seven standard solutions were each analysed in triplicate. 

Least-squares linear regression has been carried out and the results are presented in 
Table C.16. A plot of the data is shown in Figure C.2. A plot of the residual values is shown in 
Figure C.3. 

1 . Comment on the design of the experiment. What if anything would you do dilferently if you 
had to cover the same concentration range? 

2. Comment on any features of note in the plots. 

3. Is the intercept significantly different from zero? 



Table C.15 Data from a linearity study. 



Solution concentration 
(mgL^‘ ) 


Instrument response 
(arbitrary units) 






0.01 


1.00 


0.98 


0.99 


0.05 


4.90 


4.99 


5.01 


0.1 


10.10 


9.95 


9.95 


0.2 


20.11 


19.90 


19.99 


0.4 


40.00 


39.90 


39.85 


0.8 


79.79 


80.21 


80.30 


1.6 


140.00 


140.00 


140.00 



Table C.16 Results from least-squares linear regression of the data shown in Table C.15. 



Regression statistics: 
r 0.997 

Observations 21 



ANOVA: 

Regression 

Residual 

Total 


Degrees of 
freedom v 
1 

19 

20 


Sum of squares 

46627.0 

235.2 

46862.2 


Mean 

square 

46627.0 

12.4 


F 

3765.9 


p- Value 
3 X 10^2^ 


Coefficients: 


Value 


^calc 


/>- Value 


Lower 95% 


Upper 95% 


Intercept (a) 


2.35 


2.33 


0.031 


0.24 


4.45 


Gradient {b) 


88.46 


61.37 


3 X 10^^^ 


85.45 


91.48 
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Figure C.2 Scatter plot of data presented in Table C.15. 



rtJ -) 

3 ^ 



0.2 0.4 0.6 0.8 



1.2 1.4 



Concentration /mg L-^ 



1.6 



Figure C.3 Plot of residual values. 



Question 16 

In a method for the determination of an additive in diesel oil, the additive is extracted using silica 
cartridges and then quantified by HPLC. For the extraction, the sample is loaded onto a silica 
extraction cartridge and the diesel oil eluted with hexane; the additive is then eluted with butanol in 
hexane (5% v/v). A ruggedness test is carried out to evaluate the extraction stage of the method 
(the HPLC stage having already been validated). The ruggedness test was applied to a sample of 
diesel oil spiked with the additive at a concentration of approximately 1.2mgL“' (a typical con- 
centration). The parameters investigated in the ruggedness study and the values used are shown in 
Table C.17. 

The experimental design used and the results obtained are shown in Table C.18. 

The standard deviation of results for samples containing approximately 1.2mgL“' of the 
additive has been estimated previously as 0.02 mg L“', based on 10 determinations. 

Do any of the parameters studied have a significant elfect on the extraction of the additive from 
diesel oil at the 95% confidence level? 
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Table C.17 Parameters studied in a ruggedness test of the extraction of an additive from diesel oil. 



Parameter 


Value 






Brand of cartridge 


A 


Brand 1 


a 


Brand 2 


Rate of elution of additive 


B 


1.5mLmin“' 


b 


2.5mLmin^' 


Concentration of butanol in hexane used to elute additive 


C 


4.5% v/v 


c 


5.5% v/v 


Volume of butanol-hexane used to elute additive 


D 


8mL 


d 


12mL 


Mass of silica in extraction cartridge 


E 


5g 


e 


2g 


Rate of elution of oil 


F 


2 mL min 


f 


4 mL min 


Volume of hexane used to elute oil from cartridge 


G 


15mL 


g 


25 mL 



Table C.18 Results from a ruggedness study of the extraction of an additive from diesel oil. 



Experimental parameter 


Experiment number 












1 


2 


3 


4 


5 


6 


7 


8 


A or a 


A 


A 


A 


A 


a 


a 


a 


a 


B or b 


B 


B 


b 


b 


B 


B 


b 


b 


C or c 


C 


c 


C 


c 


C 


c 


C 


c 


D or d 


D 


D 


d 


d 


d 


d 


D 


D 


E or e 


E 


e 


E 


e 


e 


E 


e 


E 


F or f 


F 


f 


f 


F 


F 


f 


f 


F 


G or g 


G 


g 


g 


G 


g 


G 


G 


g 


Observed result (mgL^') 


1.10 


1.06 


0.96 


0.84 


0.96 


0.86 


1.06 


1.05 



Table C.19 Results from the replicate determination of ammonia in a water sample (results 
expressed in mgL“'). 



0.084 


0.073 


0.070 


0.070 


0.070 


0.070 


0.077 


0.076 


0.080 


0.071 


0.077 


0.069 


Mean 






0.0739 






Standard deviation 






0.0048 







Question 17 

The performance of a method for the determination of low concentrations of ammonia in water 
samples was checked by carrying out replicate analyses of a low-level sample. The results, all 
corrected against a single sample blank reading, are shown in Table C.19. During routine use of the 
method, results for test samples are corrected by a single blank reading determined with each batch 
of samples. 

Calculate the limit of detection for ammonia assuming a false positive probability of a = 0.05 
and a false negative probability of /i = 0.05. 
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Question 18 

Convert the following information to standard uncertainties: 

1. The manufacturer’s specification for a 100 mL Class A volumetric flask is quoted as 
±0.08mL. 

2. The calibration certificate for a four-figure balance states that the measurement uncertainty is 
±0.0004g with a level of confidence of not less than 95%. 

3. The purity of a compound is quoted by the supplier as (99.9 ±0.1)%. 

4. The standard deviation of repeat weighings of a 0.3 g check weight is 0.00021 g. 

5. The calibration certificate for a 25 mL Class A pipette quotes an uncertainty of 0.03 mL. The 
reported uncertainty is based on a standard uncertainty multiplied by a coverage factor k = 2, 
providing a level of confidence of approximately 95%. 

Question 19 

A method requires 2 mL of an aqueous solution to be dispensed using a Class A glass pipette. The 
following sources of uncertainty have been identified as contributing to the uncertainty in the 
volume of the liquid delivered by the pipette: 

1. Manufacturing tolerance for a 2mL Class A pipette: quoted by manufacturer as ±0.01 mL. 

2. Random variation (precision) in filling the pipette to the calibration line and dispensing the 
liquid from the pipette: estimated as 0.001 6 mL, expressed as a standard deviation (estimate 
obtained from 10 repeat dispensings of liquid from the pipette). 

3. Difference between the laboratory temperature and the calibration temperature of the pipette: 
estimated as 0.00061 mL, expressed as a standard uncertainty in measured volume (based on 
an estimate of the possible difference between laboratory temperature and the calibration 
temperature and on knowledge of the coefficient of volume expansion of the liquid). 

If necessary, convert the data given for the 2mL pipette to standard uncertainties. Combine the 
standard uncertainties to obtain an estimate of the combined standard uncertainty in the volume of 
liquid delivered by the pipette. 

Question 20 

A standard solution is prepared by dissolving approximately 100 mg of material (weighed on a 
four-figure balance) in water and making up to 100 mL in a volumetric flask. An estimate of 
the uncertainty in the concentration of the solution is required. The relevant data are given in 
Table C.20. 

1. Where necessary, convert the data in Table C.20 to standard uncertainties. 

2. Combine the relevant sources of uncertainty to obtain an estimate of the standard uncertainty 
in the mass of the material and the volume of the solution. 

3. Combine the standard uncertainties for the mass, purity and volume to obtain an estimate of 
the uncertainty in the concentration of the solution. 

Question 21 

A solution of sodium hydroxide is standardised against the titrimetric standard potassium 
hydrogen phthalate (KHP). A sample of KHP is dissolved and then titrated using the sodium 
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Table C.20 Data for the preparation of a standard solution. 



Parameter 


Value 


Source of uncertainty 


Data for evaluating uncertainty 


Mass of material 
(m) 


100.5 mg 


Balance calibration 
Precision of balance 


0.0004 g (expressed as an 
expanded uncertainty, with 
k = l for approximately 95% 
confidence) 

0.000041 g (expressed as a 
standard deviation) 


Purity of material 
07) 


0.999 


Purity 


±0.001 (supplier’s 
specification) 


Volume of solution 


lOOmL 


Tolerance of flask 


±0.08mL 


(P) 




Precision of filling the flask 
to the calibration line 

Effect of the laboratory tem- 
perature differing from the 
flask calibration temperature 


0.017 mL (data from replicate 
‘fill-and-weigh’ experiments, 
expressed as a standard 
deviation) 

0.031 mL (expressed as a stan- 
dard uncertainty) 



Table C.21 Data for the standardisation of a sodium hydroxide solution. 



Parameter Value Standard uncertainty 



»7khp 


Mass of KHP 


0.38880 g 


0.00013 g 


Prup 


Purity of KHP 


1.0 


0.00029 


Mkhp 


Molar mass of KHP 


204.2212 gmoF' 


0.0038 gmoF' 


Vt 


Titration volume 


18.64 mL 


0.01 3 mL 


P method 


Method precision 


— 


0.0005 (expressed as a rela- 
tive standard deviation) 



hydroxide solution. The concentration of the sodium hydroxide solution is calculated from 



1000 X W7kHP X f^KHP 

CNaOH = a , 

3Tkhp X Ft 



where: 

CNaOH is the concentration of the sodium hydroxide solution (molL“*) 
w7khp is the mass of the titrimetric standard KHP (g) 

Pkhp is the purity of the KHP given as a mass fraction 
ThfKHP is the molar mass of KHP (gmol“*) 

Ft is the titration volume of the sodium hydroxide solution (mL) 

The values for each of the parameters, and their associated standard uncertainties, are given in 
Table C.21. The precision of the entire method has been estimated by carrying out the whole 
standardisation procedure a number of times. This is given in the table as Pmethod (expressed as a 
relative standard deviation). 

1. The equation shown above is the ‘model’ for calculating the concentration of the sodium 
hydroxide solution. How would you include the precision term in this model? (Hint: the 
uncertainty estimate for method precision is expressed as a relative standard deviation.) 
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2. Construct a spreadsheet, following the approach described in Chapter 10, Section 10.3.1, to 
calculate the standard uncertainty in the concentration of the sodium hydroxide solution. 

3. Calculate the expanded uncertainty in the concentration of the sodium hydroxide solution, 
assuming a level of confidence of approximately 95%. 

Question 22 

The performance of a test method for the determination of nickel in edible fats by atomic absorption 
spectrometry was monitored by analysing a quality control material with each batch of test samples. 
Table C.22 shows the results obtained for the quality control material over a 6 month period. Each 
result represents a single analysis of the quality control material. The target value for the quality control 
material has been established previously as 3.8mgkg“'. The method validation studies established that 
the standard deviation of results when the method is operating correctly is 0.08mgkg“'. 

1 . Construct a Shewhart chart with warning and action limits equivalent to approximately the 
95% and 99.7% confidence limits. 

2. Would you consider the method to be under statistical control? 

3. Construct a CuSum chart using a target value of 3.8mgkg“'. 

4. Construct a V-mask using t/= 2 units along the x-axis and 6 = 22°. Are there any points where 
you would consider the method not to be under statistical control? 

Question 23 

The data shown in Table C.23 are from one round of a proficiency testing scheme for the deter- 
mination of copper in soil using aqua regia extraction. 

1 . Calculate robust estimates of the mean and standard deviation using the median and adjusted 
median absolute deviation (MADe) of the data. 

2. The scheme organisers, in consultation with the scheme participants, have set a standard 
deviation for proficiency assessment (ffp) of 1 2 mg kg“ ’ . Choose an appropriate assigned value 
and calculate a z-score for each of the laboratories. 

3. How many of the laboratories would have their performance judged as satisfactory, ques- 
tionable and unsatisfactory, respectively? 



Table C.22 Results from the determination of nickel in an edible fat quality control material 
(results expressed in mgkg“'). 



Measure- Ni 
merit No. 


Measure- Ni 
ment No. 


Measure- Ni 
ment No. 


Measure- Ni 
ment No. 


1 


3.83 


11 


3.74 


21 


3.90 


31 


3.70 


2 


3.73 


12 


3.92 


22 


3.65 


32 


3.65 


3 


3.74 


13 


3.63 


23 


3.74 


33 


3.63 


4 


3.80 


14 


3.71 


24 


3.82 


34 


3.74 


5 


3.70 


15 


3.65 


25 


3.82 


35 


3.84 


6 


3.92 


16 


3.95 


26 


3.77 


36 


3.71 


7 


3.86 


17 


3.74 


27 


3.80 


37 


3.71 


8 


3.71 


18 


3.70 


28 


3.85 


38 


3.83 


9 


3.77 


19 


3.92 


29 


3.77 


39 


3.80 


10 


3.82 


20 


3.63 


30 


3.83 


40 


3.77 
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Table C.23 Results from a proficiency testing round for the determination of copper in soil by aqua 
regia extraction. Results are shown to the number of digits reported by participants. 



Copper 



Laboratory 
ID No. 


Copper concentration 
(mgkg^‘) 


Laboratory 
ID No. 


concentration 

(mgkg^‘) 


1 


90 


15 


124.16 


2 


127 


16 


116 


3 


121 


17 


112 


4 


126.2 


18 


130 


5 


134 


19 


146 


6 


123 


20 


130 


7 


109.92 


21 


117 


8 


122 


22 


78.5 


9 


143 


23 


121.3 


10 


137 


24 


127.4 


11 


145 


25 


116.2 


12 


118 


26 


123 


13 


141 


27 


140.23 


14 


135 







Table C.24 Data from a proficiency testing round for the determination of the alcoholic strength 
of a spirit. 


Laboratory 




Laboratory 


ID No. 


%abv 


ID No. 


%abv 


1 


42.98 


18 


42.96 


2 


42.96 


19 


42.97 


3 


42.99 


20 


42.97 


4 


43.02 


21 


42.99 


5 


42.99 


22 


42.98 


6 


42.99 


23 


43.01 


7 


42.97 


24 


42.96 


8 


43.00 


25 


43.00 


9 


42.96 


26 


42.74 


10 


43.00 


27 


42.98 


11 


42.90 


28 


42.88 


12 


42.96 


29 


42.96 


13 


43.00 


30 


42.98 


14 


43.01 


31 


42.99 


15 


42.97 


32 


42.98 


16 


42.95 


33 


42.98 


17 


42.99 






Question 24 








The data in Table C.24 are from one round of a proficiency testing scheme for the determination of 


the alcoholic strength (%abv) of a spirit. 






1. Obtain the assigned value (Xa) for the round by calculating the median of the participants’ 


results. 








2. The scheme 


organisers have set a 


standard deviation for proficiency assessment (Cp) of 


0.03 %abv. Use this standard deviation and the assigned value calculated in 


(1) to calculate a 



z-score for each of the participants. 

3. Identify any laboratories whose performance would be judged unsatisfactory or questionable. 
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Solutions 

Calculations and solutions for the questions are shown below. Note that to aid calculation checking 
and prevent excessive rounding error, intermediate and final values are given to several signihcant 
figures beyond those normally necessary for reporting analytical data. 



Question 1 

1. Mean 



Variance 



E V- 
;=1 

n 



139.83 

10 



13.983% m/m 



1=1 

n — \ 



0.1582 

9 



0.0176 



Standard deviation 

5= V?= V0.0176 = 0.133%m/m 

2. Median 

Arrange the data in order of magnitude: 

13.76 13.86 13.94 13.94 13.95 13.96 13.99 14.06 14.17 14.20 



X = 



n odd : 
n even : 



-'^(«+ l )/2 
^njl + -^(«+2)/2 

2 



X5+X6 13.95+13.96 

2 2 



13.955% m/m 



3. Conhdence interval 



X ± 



t X .s 



The two-tailed critical value of t at the 95% conhdence level with v = 9 is 2.262 (see 
Appendix A, Table A. 4). The conhdence interval is therefore: 

13.983 ^.133 ^ 13 983 ±0.095% m/m 

yio 



With appropriate rounding, this could reasonably be expressed as 14.0 + 0.1% m/m 



Question 2 

1. Figure C.4 shows the dot plots. Figure C.5 shows example histograms and Figure C.6 shows 
the box-and-whisker plots. Note that histograms may look very different if the bin widths and 
locations are chosen differently. 
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Anaiyst2 


• • 


• •• 


• 




Anaiystl * 


• • • 


- 






1 

60 


1 1 

62 64 


1 

66 


1 

68 


1 

70 




Concentration mgL ^ 







Figure C.4 Dot plots of data presented in Table C.2. 




60 62 64 66 68 70 

Concentration (mg L 




60 62 64 66 68 70 

Concentration (mg L 



Figure C.5 Histograms of data presented in Table C.2. 
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Analyst 2 | — 



Analyst! • h 



60 62 64 66 68 70 

Concentration (mg L 

Figure C.6 Box-and-whisker plots of data presented in Table C.2. The interpretation of the box, whiskers, 
median line and separate points is described in Chapter 2, Section 2.8. 



2. In each case, one extreme value, the lowest for Analyst 1 and the highest for Analyst 2, 
appears to be inconsistent with the other data in all three plots. 

3. The appropriate equations for the Dixon Q test are: 

Q = no = — — ^ (Lowest observation) 

Q = no = — — (Highest observation) 

Xfj X{ 





Analyst 1: 



Lowest observation: Q 



62.96- 60.12 
65.66- 60.12 



0.513 



Highest observation: Q 



65.66- 65.45 
65.66- 60.12 



0.0379 



Analyst 2\ 



Lowest observation: Q 



64.24- 63.91 
68.98 - 63.91 



0.0651 



Highest observation: Q = = 0.604 

68.98 - 63.91 

The critical value for the Dixon Q test at the 95% confidence level for « = 7 is 0.568 (Appendix 
A, Table A. la). The calculated Q value for the highest result for Analyst 2 exceeds this value. 
The critical value at the 99% confidence level is 0.680 (Appendix A, Table A. lb). Dixon’s test 
therefore recognises the highest result produced by Analyst 2 as an outlier at the 95% con- 
fidence level but not at the 99% confidence level. 

4. In each data set there is a single suspect value so G' is the appropriate test: 





''^lowest 



X — X\ 



orGl 



highest 
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c w 63.78 - 60.12 , 

Suspect low value : =1.961 

Analyst 2: 

o , w 68.98 - 65.63 

Suspect high value : G^ighest = ^ =2.016 

The critical value at the 95% confidence level for « = 7 is 2.020 (Appendix A, Table A. 2). The 
critical value at the 99% confidence level is 2.139. The Grubbs test therefore identifies no 
outliers at the 95% confidence level, although the decision is marginal in the case of the 
highest result for Analyst 2. 



Question 3 

The results are from matched pairs so a paired t-test is appropriate. The calculated differences are 
shown in Table C.25. 



Mean difference 



n 




0.733 mg L-‘ 



Standard deviation of the differences 



Sd = 



\ 



E {di - d) 
(=1 



n — 1 



3.673 



The null hypothesis is that filtering the samples has no 
matically, this can be restated as 



0.857 mg L ' 

effect on the results obtained. Mathe- 



Hq: = 0 

that is, the null hypothesis Hq is that the population mean difference /ij is equal to zero. The 
question being asked is whether filtering the samples makes any difference to the results obtained. 
The alternative hypothesis is therefore stated as 



Hi: /id 7^ 0 

that is, the population mean difference /id differs from zero. This requires a two-tailed test as we 
are interested only in whether there is a change in the results, not in the direction of any change. 



Table C.25 Calculated differences for use in paired t-test. 



Filtered 


37.1 


26.4 


26.2 


33.2 


24.3 


34.7 


Unfiltered 


35.2 


26.0 


25.7 


32.8 


24.7 


33.1 


Difference 


1.9 


0.4 


0.5 


0.4 


-0.4 


1.6 
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The t statistic is calculated as follows: 



0.733 

0.857/V6 



2.095 



The two-tailed critical value for t at the 95% confidence level with v = 5 is 2.571 (see Appendix A, 
Table A. 4). 

Since the calculated 1 value is less than the critical value, we can conclude that filtering the 
samples does not have a statistically significant effect on the results obtained. 



Question 4 



1. Means and standard deviations 
Adams'. 



Mean xa 



i=i 

n 



449.4 

7 



64.20 mg L-‘ 



Sample standard deviation sp. 






-\2 

x) 






i=\ 

n — \ 




1.14mgL^‘ 



Baker. 



Mean 



Xfi = 



E-a- 

Z=1 

n 



456.5 

7 



65.21 mg 



Sample standard deviation 5 b 






EU/-*)’ 

/=! 

n — 1 



4.46857 



0.863 mgL-^ 



2. Plots 

There are a number of ways of plotting the data. Two appropriate examples are shown 
in Figure C.7. The spread of the results in the dot plots is similar for the two analysts, although 
the box plot suggests that one point for Baker might be an outlier among an otherwise more 
precise set of data. This is not unusual in box plots of small data sets, but it does suggest an 
outlier test to see if the anomalous point is a serious outlier or simply a chance observation in a 
small data set. 

3. Dixon tests 

The appropriate equations for the Dixon Q test are: 

X2 — X\ Xfi — Xfi—i 

Q = riQ = ^ (Lowest observation) and Q = no = ^ (Tfighest observation) 

X„ - X'l x„ - Xi 

Calculating both for each analyst: 

Adams Baker 

Lowest observation: Q = ^ = 0.0323 Q = ^ = 0.462 

65.9 — 62.8 66.2 — 63.6 

TT- 1 t ■ ^ 65.9 - 65.2 ^ 66.2- 65.9 

Highesl observation: 2 = 65^^618 = 2 = 66.2-63.6 °” “^ 
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a) 

Baker 






• • • • • • 



Adams 



63 64 65 66 

mg L ^ 



b) 




Figure C.7 Plots of data produced by Adams and Baker, a) Dot plot, b) Box plot. 

The critical value for the Dixon Q test at the 95% confidence level with n = l is 0.568 
(Appendix A, Table A. la). In all cases, the calculated value is less than the critical value, so 
there are no significant outliers in either data set at the 95% level of confidence. Since the 
critical value at 99% is greater than the 95% critical value, there is no need to retest at the 
99% level. 

4. How well do the values compare with the target of 65.8 mg L“*? 

Since there are no marked outliers and the distributions appear otherwise normal, a /-test can 
be used. The question asks about how well the results agree with the target value without 
regard to direction, so a two-tailed test is appropriate. 



The null hypothesis Hq is = 65.8. 

The alternative hypothesis Hi is ^ 65.8. 



Adams: 



|xa — /.(qI |64.20 — 65.8| 

Sh/^/^ 1 . 14/^7 



Baker: 



|xb — f/fll |65.21 — 65.8| 
s^/ \/n^ 0.863/x/7 



The two-tailed critical value of t at the 95% confidence level with v = 6 is 2.447 (see 
Appendix A, Table A. 4). 
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The t value calculated from Adams’ data is greater than the critical value. We can therefore 
conclude that the mean of Adams’ results is significantly different from the target concentration of 
the quality control solution. 



Question 5 

The appropriate hypotheses for the test are: 



Hq: /i = 80mg/100mL 
Hi: /i > 80 mg/100 inL 



Since the hypotheses involve the comparison of a mean value with a reference value a single 
sample ?-test is appropriate. The alternative hypothesis states that the mean is greater than the 
reference value; the test is therefore a one-tailed test. The equation for calculating the t value is: 



Method 1 
Method 2 
Method 3 

The critical value for t (one-tailed, 95% confidence, v = 9) is 1 .833 (from Appendix A, Table A. 4). 
The means of the results produced by methods 2 and 3 are therefore significantly greater than the 
reference value of 80mg/100mL. 



80.055 - 80 , 

t = 1.023 



t = 



t = 



0.17/yiO 
80.651 - 80 

0 . 16 /yro 

80.099 - 80 

0.14/yro 



= 12.867 



= 2.236 



Question 6 

Mean of the 10 results 






S'""' , ,401.5 
n 10 



= 40.15% v/v 



Sample standard deviation 



s = 



\ 



S/ll//. 'O-'® 

n — I 



= 0.108% v/v 



The certified concentration of the CRM is 40.1% v/v. 
The relevant hypotheses are: 

Ho: 11 = 40.1 
Hi: ^7^40.1 



I" - A^ol- 140-15- 40.11 
s/y^ 0.108/yT0 

The critical value for t (two-tailed, 95% confidence, v = 9) is 2.262 (from Appendix A, Table 
A. 4). The calculated t value is less than the critical value. There is therefore insufficient evidence to 
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reject the null hypothesis and we conclude that the results produced by the densitometer are not 
significantly biased at the 95% level of confidence. 



Question 7 

Mean of the 10 results 



Sample standard deviation 



_ 5138 
n “1^ 



= 513.8 mgkg 



5 = 






E (%■ - 

(=1 



n — \ 



1539.6 



9 



= 13.1 mgkg 



The null hypothesis, Ho, is that the mean is equal to 500mgkg“*, that is, i-i = 500mgkg“'. 
The alternative hypothesis, Hi is that the mean is greater than 500mgkg“', that is, 
//>500mgkg“'. This requires a one-sided test, using the calculation 



x-fiQ 513.8 - 500 
~W7^~ 13.1/yiO “ 

A significance level of a = 0.05 corresponds to 95% confidence. The critical value for t (one- 
tailed, 95% confidence, v = 9) is 1.833, from Appendix A, Table A. 4. The calculated t value exceeds 
the critical value. The null hypothesis is therefore rejected so there is evidence to suggest that the 
concentration of lead in the soil exceeds the limit of 500mgkg“\ 



Question 8 

The experiment involves the comparison of standard deviations; the correct test is therefore the F- 
test. The relevant hypotheses are: 

Hq: (7i^ = 0-2^ 

Hi: ^ ^2^ 

(Note that the hypotheses are set out in terms of variances.) As the alternative hypothesis states 
that the variances are not equal, a two-tailed T-test is appropriate. The F value is calculated from 

s^ 

p "-^max 

• 

mm 

Remember that for a two-tailed T-test the larger variance must be the numerator in the equation 
for F. 



0.6482 _ 0.420 
0.4242 “0.180 



2.333 



For a two-tailed T-test at a significance level a = 0.05, the critical value is obtained from the table 
for a two-tailed test at 95% confidence (Appendix A, Table A. 5b). The critical value for 
''max = bTiin= 10 is 3.717. The calculated Fratio is less than the critical value, so we can conclude 
that the difference in repeatability of the methods is not significant at the 95% level of confidence. 
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Question 9 

The means are compared using a two-sample t-test. To ensure that the correct test is used, an T-test 
should be carried out first to determine whether there is a significant difference between the var- 
iances of the data. 

The hypotheses for the T-test are: 



Ho: (7i^ = (T2^ 
Hi: (7)2 ^ 



The form of the alternative hypothesis indicates that a two-tailed test is required. 



4,, 0.00114^ 

4„ 0-0007252 



2.472 



Remember that the larger variance is the numerator in a two-tailed T-test. Since the test is two- 
tailed and the significance level is a = 0.05 (95% confidence), the critical value is found from the F 
table for a two-tailed test at 95% confidence (Appendix A, Table A. 5b) with degrees of freedom 
''max= Vmin= 12. The Critical value is therefore 3.277. The calculated T value is less than the critical 
value, so we can conclude that the difference in standard deviations of the results obtained from the 
two dilution schemes is not significant at the 95% level of confidence. 

As there is no significant difference between the standard deviations, the equal-variance form of 
the two-sample /-test is used to compare the mean values. In this case, «i =« 2 . so the simplified 
calculation for in equation (4.14) in Chapter 4 can be used, giving 



The relevant hypotheses are: 



The test is therefore two-tailed. 



/ = 



1-^1 - X2 \ 



2 

2 



Ho: px= P2 
Hp fix ^ P2 



t = 



10.2972 - 0.30381 
0.0007252 -p 0.001 142 
13 



17.61 



Note: the means have been rounded to four places; carrying out the t test on the raw data from 
Table C.9 may show a slightly different value for /. 

The critical value for / (two-tailed, 95% confidence, v = -l -«2 ^ 2 = 24) is 2.064 (see Appendix 

A, Table A. 4). The calculated value for / substantially exceeds the critical value, so the null 
hypothesis is rejected and we can conclude that there is a strongly significant difference between the 
means of the results obtained using the two dilution schemes. 
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1 . 



Laboratory A 



Laboratory B 



Laboratory C 



Laboratory D 



n 

E 2^A,- 

/=l 


40.30 


n 


6 


n 

E 2CB,- 
/=! 


37.76 


n 


6 


11 

E-^c, 

/=1 


40.95 


n 


6 


n 

E -^D, 

i=\ 


36.61 


n 


6 



6.717 



6.293 



6.825 



6.102 



2. The data plotted in Figure C.l indicate that the within-laboratory precision is broadly similar 
across the four laboratories. 

3. The data are grouped by a single factor (laboratory), so one-way ANOVA is appropriate. 
The ANOVA table is shown as Table C.26. Detailed manual calculations are given below the 
answer to this question. 

The critical value for F (one-tailed test, 95% confidence, Vi = 3, V 2 = 20) is 3.098 (see Appendix 
A, Table A. 5a). As the calculated value of F exceeds the critical value, we conclude that there 
is a significant difference between the results produced by the different laboratories. 

4. The repeatability standard deviation is obtained from the within-group mean square term: 



= VO.0928 = 0.305 mg L^* 

The reproducibility standard deviation is a combination of the within- and between-group 
standard deviations. The between-group standard deviation is calculated from 



■Sb = 



Mb-M„ 



0.706 - 0.0928 



= 0.320 mg L 



-1 



The reproducibility standard deviation is calculated from 



y ^2 ^ v^o.3052 0.3202 = 0.442 mg L^' 



Table C.26 Completed ANOVA table for data in Table C.IO. 



Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square 


F 


Between groups 


2.118 


3 


0.706 


7.608 


Within groups 


1.856 


20 


0.0928 




Total 


3.973 


23 
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Question 10: Detailed Calculations 

The calculations below follow the manual calculation given in the Appendix to Chapter 6. The 
number of laboratories (p) is equal to 4 and the number of results per laboratory («) is equal to 6. 
There are N = np = 24 observations in total. The summations required for the manual calculation 
are shown in Table C.27. 

To complete the one-way ANOVA table manually, the following calculations are required: 

n \ 2 

E Xikj ^ (40.3Q2 -h 37.762 40 952 35 gp 

11 6 



= 1011.184 




p n 

Sl = '^J2 

1=1 A-=l 

-f 6.002 0_7g2 5_9g2 0 282 6.4l2 4- 7 . 26 ^ + 6.462 -h 7.152 

+ 7.042 0 032 -h 5.792 0 092 5.962 -h 6.322 0 062 5 792 



= 1013.039 



53 



E E ^ik 

i=i k=l 

N 



155.622 

24 



1009.066 



The ANOVA table is calculated as shown in Table C.28. 



Table C.27 Summations of data in Table C.IO. 





Laboratory (p) 








A 


B 


C 


D 


Replicates (n) 


6.77 


6.46 


6.41 


5.79 






6.79 


6.30 


7.26 


6.09 






6.84 


6.00 


6.46 


5.96 






6.58 


6.76 


7.15 


6.32 






6.89 


5.96 


7.04 


6.66 






6.43 


6.28 


6.63 


5.79 




n 










p n 


E ^ik 


40.30 


37.76 


40.95 


36.61 


E E Xik = 155.62 


^'=l 










/=! k=l 



Table C.28 Calculations for the one-way ANOVA table for data in Table C.IO. 



Source of variation 


Sum of squares 


Degrees of 
freedom v 


Mean square 


F 


Between groups 


Sb = 5i - 53 


p - 1 = 3 


Mb = 5b/(p-l) 


Mb/Mw 


Within groups 


= 1011.184- 1009.066 
= 2.118 

5w = S2-Si 


N-p = 20 


= 2.118/3 

= 0.706 

M^ = SJ(N-p) 


= 0.706/0.0928 

= 7.608 


Total 


= 1013.039- 1011.184 

= 1.856 

•Slot = “Sb + Sw 

= S2-S, 

= 1013.039- 1009.066 

= 3.973 


A- 1 = 23 


= 1.856/20 

= 0.0928 
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Question 11 

This study is an example of a cross-classified (‘factorial’) design with replication. There are two 
factors - shift and form of material - so the data can be analysed using a two-factor ANOVA. The 
completed ANOVA table is shown as Table C.29; detailed manual calculations can be found below 
the answer to this question. 

Interpretation follows the method outlined in Chapter 6, Section 6.5.2. First, compare the 
interaction mean square term with the residual mean square term: 



Ml _ 0.0113 
^“ 0.0758 



0.149 



The critical value for F (95% confidence, one-tailed, Vi = 6, V2=12) is 2.996. The interaction 
term is therefore not significant; the effects of shifts and product forms are not strongly inter- 
dependent. The between-column and between-row mean square terms can therefore be tested 
individually. 

Comparing each with the residual mean square: 

Between shifts: 



F 



M3 0.0967 
Wq ~ 0.0758 



The critical value for F(95% confidence, one-tailed, Vi = 3, V2 = 12) is 3.490. There is therefore no 
significant difference between the results produced by these four different shifts. 

Between forms of material: 



M 2 _ 0.0629 
^“ 0.0758 



0.830 



The critical value for F (95% confidence, one-tailed, vi = 2, V2=12) is 3.885 (Appendix A, 
Table A. 5a). There is therefore no significant difference between the results obtained for the dif- 
ferent forms of the material. 



Table C.29 Completed ANOVA table for data in Table C.ll. 



Source of variation 


Sum of squares 


Degrees of freedom v 


Mean square“ 


Between columns (shifts) 


0.2900 


3 


0.0967 


Between rows (form of material) 


0.1258 


2 


0.0629 


Interaction 


0.0675 


6 


0.0113 


Residual 


0.9100 


12 


0.0758 


Total 


1.3933 


23 





'To three significant figures. 
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Question 11: Detailed calculations 

The number of shifts (p) is 4, the number of forms of material {q) is 3 and the number of replicates 
(«) is 2. The sums of the pairs of results and the grand totals for shift and fertiliser form are shown 
in Table C.30. These are required to carry out the calculations for the two-factor ANOVA. 

The calculations required to evaluate the sum of squares terms manually are shown below, using 
the raw data: 



1 . 



/> / ? « \ 

S S _ (43.82 + 45.62 + 44.72 + 44.32) _ 7958.38 



qn 



3x2 



= 1326.39667 



2. <! ( P n 



§ _ (60.12 ^ 59 58 72^ ^ 10609.86 



pn 



4x2 



= 1326.2325 



3. 



p q { n 

E E E ^ijk 



i=l,/=l \k=\ 



n 



/ 14.72 + 14.62 + 14.52 + 15.62 + 15.12 -h 14.92 X 
V + 15.02 + 15.02 + 14.72+ 14.82+ 14.92 -p 14.62/ 
2 



2653.18 

2 



1326.59 



H Z! ^iik = 7 - 2 ^ + 7.52 + 7.52 + 1 .\^ + 7.52 + 7.02 7^g2 7^g2 

,=i /=i 

+ 7.52 + 1 . 6 - + 7.42 -h 7.52 + 1 . 2 - + 7.82 7^52 7 52 

+ 7.62 + 7.12 -h 7.32 + 7.52 + 7.12 -h 7.82 + 742 7 52 

= 1327.5 



5. 



' p q n 

E E E ^ijk 

N 



178.42 31826.56 

24 24 



1326.10667 



Table C.30 Summations of data in Table C.ll. 





Sums 








Total 


A 


B 


C 


D 


Block 


14.7 


15.6 


15.0 


14.8 


60.1 


Powder 


14.6 


15.1 


15.0 


14.9 


59.6 


Granules 


14.5 


14.9 


14.7 


14.6 


58.7 


Total 


43.8 


45.6 


44.7 


44.3 


178.4 
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Table C.31 Calculations for the two-factor ANOVA table for data in Table C.ll. 



Source of 
variation 


Sum of squares 


Degrees of 
freedom v 


Mean square" 


Between 


S 3 = (l)-(5) = 1326.39667-1326.10667 


p-\ = 3 


M 3 = S3l(p-\) 


columns (shifts) 


= 0.2900 




= 0.29/3 = 0.0967 


Between 


S 2 = (2)-(5) = 1326.2325-1326.10667 


q-\ = 2 


M 2 = S 2 l(q-\) 


rows (form of 
material) 


= 0.1258 




= 0.1258/2= 0.0629 


Interaction 


5, =[(3) + (5)]-[(l) + (2)] 

= (1326.59+ 1326.10667) 
-(1326.39667+ 1326.2325) 

= 0.0675 


{p-\)(q-\) = 6 


M, = S,/(p- !)(<?- 1) 

= 0.0675/6 = 0.0113 


Residual 


So = (4)-(3) = 1327.5-1326.59 = 0.9100 


N-pq = 12 


Mo = Sf{N-pq) 

= 0.91/12 = 0.0758 


Total 


S3 + S2 + S, + So = (4)-(5) 

= 1327.5-1326.10667 = 1.3933 


N-\ = 23 





"To three significant figures. 



The ANOVA table (based on the raw data) is shown in Table C.31. 

Note: the raw data range is about 0.8 and the maximum is 7.8, so coding as suggested in the 
Appendix to Chapter 6 could be useful. In this case, coding by subtracting 7 (that is, removing the 
leading digit from the raw data) reduces sums 1-5 to 4.7967, 4.6325, 4.9900, 5.9000 and 4.5067 
respectively, reducing the required numerical precision by three digits. 



Question 12 

1. The completed ANOVA table is shown as Table C.32. Detailed manual calculations can be 
found below the answer to this question. 

2. The 95% one-tailed critical value for F with 3 and 16 degrees of freedom for numerator 
(vi) and denominator (V 2 ) is 3.239 (Appendix A, Table A. 5a). The calculated value of Tin 
Table C.32 is 18.3. The calculated value of Texceeds the critical value substantially, so there is 
a signihcant difference between the analysts at the 95% level of conhdence. The critical value 
at 99% confidence is 5.292 (Appendix A, Table A. 5c), so the difference is also significant at the 
more stringent 99% conhdence level. 

3. The repeatability standard deviation is obtained from the within-group mean square term: 

.s, = = VO.00375 = 0.0612 mgkg^' 

The intermediate precision (different analysts working on different days) is a combination of 
the within- and between-group standard deviations. The between-group standard deviation is 



Table C.32 Completed ANOVA table for data in Table C.12. 



Source of variation 


Sum of squares 


Degrees of freedom r' 


Mean square 


F 


Between groups 


0.20954 


3 


0.0686 


18.3 


Within groups 


0.06004 


16 


0.00375 




Total 


0.26598 


19 
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calculated from: 



Mb-M„ 



■Sb = 



The intermediate precision is calculated from: 



0.0686 - 0.00375 



= \ls,'^ - 



= V0.0612 + 0.114 = 



= 0.1 14 mg kg * 
0.129 mg kg^* 



4. The repeatability limit is calculated from: 

r = tx Vl X 

The repeatability standard deviation has 16 degrees of freedom, and looking up the two-tailed 
value of Student’s t for a = 0.05 and v= 16 gives t = 2.120. Therefore, 

r = 2.120X Vl X 0.0612 = 0.18mgkg^‘ 



Note that in most practical circumstances, the approximation r = 2.8^r (0.172, here) would be 
considered sufficient. 



Question 12: Detailed calculations 



The sums of observations for each analyst are: 





Analyst 1 


Analyst 2 


Analyst 3 


Analyst 4 


Total 


n 










P n 


E -^ik 

A-=l 


41.83 


41.71 


41.72 


42.92 


E E -V/t = 168.18 

;=1 k=\ 



To complete the ANOVA table, the following calculations (shown using raw data) are required. 
Intermediate values after coding by subtracting 8 from the raw data are given in the Note at the end 
of this answer. 



n \ 2 

£ (41. 83^ + 41.71^ + 41.722 4- 

n 5 



2 . 922 ) 



= 1414.432 




p n 

52 = ^ ^ -4 = 8.352 g 4 j 2 g 222 g 422 g 432 g 3^2 g 352 

-f 8.322 4 _ g 3 j2 4 _ g 372 g 3 q2 ^ ^ + 8.402 

-f 8.422 g 572 g 552 g^^Q2 g_gj2 g_592 

= 1414.492 



*^3 



E E Xik 

j=l k=\ 

N 



168.182 

20 



1414.226 



The calculations for the ANOVA table are shown in Table C.33. 

Note: coding by removing 8 from the raw data would reduce the intermediate sums substantially; 
with coding, 5i, Sj and St, are 3.552, 3.612 and 3.346, respectively. 
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Table C.33 One-way ANOVA table for data in Table C.12. 



Source of 
variation 


Sum of squares 


Degrees of 
freedom v 


Mean square 


F 


Between 


5b = 5 i-53 


p-\ = 3 


Mb = 5b/(p-l) 


Mb/M* 


groups 


= 1414.432-1414.226 




= 0.20954/3 


= 0.0686/0.00375 


Within 


= 0.20954 

5w = 52-5 i 


N—p = 16 


= 0.0686 

= SJ{N-p) 


= 18.3 


groups 

Total 


= 1414.492-1414.432 
= 0.06004 
5tot = 5b + 5w 
= 52-53 = 1414.492 
-1414.226= 0.26598 


N-\ = 19 


= 0.06004/16 

= 0.00375 





Table C.34 ANOVA table for data in Table C.13. 


Source of variation 


Sum of 
squares 


Degrees of 
freedom v 


Mean square 


F 


p- Value 


Fcrit 


Sample (digestion) 


39.5 


1 


39.5 


4.0 


0.06 


4.494 


Columns 


343.6 


1 


343.6 


35.1 


2.1 X 10^^ 


4.494 


(determination) 














Interaction 


1501.6 


1 


1501.6 


153.5 


1.3 X 10^® 


4.494 


Within 


156.5 


16 


9.8 








Total 


2041.3 


19 











Question 13 

Table C.13 shows a two-factor experiment with replicated observations in each cell, so a two-factor 
ANOVA with replication is appropriate. The completed ANOVA table, including the critical 
values for Tand the associated ;?-values, is shown as Table C.34. 

Following the interpretation in Section 6. 5.2.4, the interaction term is examined first. The 
interaction is very strongly significant (the calculated F ratio is 153.5 against a critical value of 
4.494 from Appendix A, Table A. 5a, and the /i-value is very small - far less than the 0.05 required 
for significance at the 95% level of confidence). It should therefore be concluded that the 
digestion and instrumental determination methods are both important and that they are strongly 
interdependent. 

The relative size of the effects can be judged by examining the mean squares. The interaction 
mean square is clearly larger than the other two effects, suggesting that this is the dominant effect. 
This is supported by inspection of an interaction plot, as shown in Figure C.8. The lines connecting 
means for the same digestion method are clearly far from parallel and cross over near the centre; 
this is typical of a dominant interaction. 

Note also that the two digestion methods show very different mean values for each instru;mental 
method; the differences are almost equal and opposite in sign. The mean difference 
between digestion methods is therefore small. This is why the apparent significance of the 
digestion method is marginal in the ANOVA table, nicely illustrating the need to assess the 
interaction first. 
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Figure C.8 Interaction plot for copper data. 
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Figure C.9 Scatter plot of response versus concentration for the data shown in Table C.14, with fitted line 
residuals. 
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1. The scatter plot, with fitted line and residuals plot, is shown in Figure C.9. 

2. The calculations required for the estimation of the gradient and intercept are shown in 
Table C.35. 

The gradient is calculated as follows: 



b = n = .nnnr. = 0.750897 

A , _,2 57000 

L (^i - X) 

;=1 

The intercept is calculated as follows: 

a = y-bx= 53.50544 - (0.750897 x 70) = 0.9426 
The equation of the best fit straight line is therefore y = 0.9426 + 0.7509.x. 

3. The correlation coelficient is calculated as follows: 



/=! 



42801.15 



-\2 



./=l 



-\2 



E(yi-y) 

1=1 



V57000 X 32162.34 



= 0.9996 



4. The residual standard deviation is calculated from 



Eiyi-yiY 

^ « - 2 

The residual values are shown in Table C.36, giving 



Sy/x = 



23.0679 



= 1.201 



18-2 

5. The standard deviation for the estimate of the gradient is calculated as follows: 

Sy/x _ 1.201 



Sh = 



-\2 



i=[ 



V57000 



= 0.00503 



The standard deviation for the estimate of the intercept is calculated as follows: 



Sa = S 



’ylx 



\ 



E-*,’ 

/=! 

n {xi - xf 



= 1.201 



145200 
18 X 57000 



= 0.452 
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Table C.35 Calculations required for the estimation of the gradient and intercept for the data 
shown in Table C.14. 



Xi 


y,- 


( x~x) 


(Xi-xf 


(y-y) 


(y’i-y)' 


(Xj-x)(y~y) 


0 


-0.0011 


-70 


4900 


-53.5065 


2862.949 


3745.457 


0 


0.00044 


-70 


4900 


-53.5050 


2862.785 


3745.350 


0 


-0.0015 


-70 


4900 


-53.5069 


2862.992 


3745.485 


20 


17.6 


-50 


2500 


-35.9054 


1289.200 


1795.272 


20 


16.6 


-50 


2500 


-36.9054 


1362.011 


1845.272 


20 


17.1 


-50 


2500 


-36.4054 


1325.356 


1820.272 


40 


30.1 


-30 


900 


-23.4054 


547.814 


702.163 


40 


30.0 


-30 


900 


-23.5054 


552.506 


705.163 


40 


29.9 


-30 


900 


-23.6054 


557.217 


708.163 


80 


61.4 


10 


100 


7.8946 


62.324 


78.946 


80 


61.9 


10 


100 


8.3946 


70.469 


83.946 


80 


62.2 


10 


100 


8.6946 


75.595 


86.946 


120 


91.4 


50 


2500 


37.8946 


1435.998 


1894.728 


120 


92.5 


50 


2500 


38.9946 


1520.576 


1949.728 


120 


92.5 


50 


2500 


38.9946 


1520.576 


1949.728 


160 


121.3 


90 


8100 


67.7946 


4596.103 


6101.511 


160 


119.2 


90 


8100 


65.6946 


4315.776 


5912.511 


160 


119.4 


90 


8100 


65.8946 


4342.094 


5930.511 


n 

E 

/=1 






57000 




32162.34 


42801.15 



Table C.36 Residual values calculated for the data in Table C.14. 



yi 


}'i (yi=a + bxi) 


(y~yi) 


(yiS'if 


-0.0011 


0.9426 


-0.9437 


0.8906 


0.00044 


0.9426 


-0.9422 


0.8877 


-0.0015 


0.9426 


-0.9441 


0.8914 


17.6 


15.9606 


1.6394 


IMll 


16.6 


15.9606 


0.6394 


0.4089 


17.1 


15.9606 


1.1394 


1.2983 


30.1 


30.9785 


-0.8785 


0.7718 


30.0 


30.9785 


-0.9785 


0.9575 


29.9 


30.9785 


-1.0785 


1.1632 


61.4 


61.0144 


0.3856 


0.1487 


61.9 


61.0144 


0.8856 


0.7843 


62.2 


61.0144 


1.1856 


1.4056 


91.4 


91.0503 


0.3497 


0.1223 


92.5 


91.0503 


1.4497 


2.1016 


92.5 


91.0503 


1.4497 


2.1016 


121.3 


121.0862 


0.2138 


0.0457 


119.2 


121.0862 


-1.8862 


3.5578 


119.4 


121.0862 


-1.6862 


2.8433 


n 

E 

/=1 






23.0679 



The 95% confidence intervals for the gradient and the intercept are: 

b±txsh = 0.7509 ± 2.120 x 0.00503 = 0.7509 ± 0.01066 
a±txsa = 0.9426 ± 2.120 x 0.452 = 0.9426 ± 0.958 



Questions and Solutions 



253 



where t is the two-tailed Student’s t value for 95% confidence and v = 16, obtained from 
Appendix A, Table A. 4. 

The prediction interval for x values is calculated from 






Sy/x 



\ 



1 1 

N~^ n 



(to - yf 

b^±{Xi-xf 



y = 53.505. If }’o = y, the predicted value is 



. 53.505 - 0.9426 

^ “ 0.7509 



70mgL '. 



The prediction interval is 



1.201 /i ^ (53.505 - 53.505)^ 

0.7509 V T Is 0.75092 ^ 5700O 



1.64mgL ' 



If jq= 120, the predicted value is 



120 - 0.9426 
0.7509 



158.6mgL-‘ 



The prediction interval is 



1.201 /l ^ (120 - 53.505)^ 

0.7509 V T 18 0.75092 X 57000 



1.75mgL-‘ 



The 95% confidence interval is calculated by multiplying the prediction interval by the appro- 
priate Student’s t value (two-tailed, 95% confidence, v = 16, obtained from Appendix A, Table A. 4). 

If jo = T=53.505, the confidence interval for x is 70.0±2.120 x 1.64 =70.0 ± 3.48 mgL“'. 

If jo= 120, the confidence interval for xis 158.6±2.120 x 1.75 = 158.6±3.71 mg L“'. 



Question 15 

1 . There are sufficient concentration levels and sufficient replication at each level. However, the 
spacing of the concentrations of the standard solutions it not ideal. The concentrations should 
be approximately evenly spaced across the range of interest. 

2. The regression statistics are consistent with a linear relationship. However, a visual exam- 
ination indicates that data up to x = 0.8mgL“* would fit a steeper line. The fitted line is 
pulled down by the excessive leverage of the data at x = 1.6mgL“'. This effect is also clear 
from the plot of the residual values. The leverage is exaggerated by the uneven spacing of 
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the concentration levels. The reason for the leverage is found by examination of the 
data itself, which shows that while data at levels 0.01-0.8 mg L“' are generally reported to one 
or two decimal places, all three replicates at 1.6mgL“* give a response of 140. This suggests 
detector saturation or that the maximum output reading of the detector has been reached. 

3. The intercept, a, is estimated as 2.347. The upper and lower 95% confidence limits for the 
intercept do not cross zero and the p-value for the intercept is less than 0.05. We can therefore 
conclude that the intercept is significantly different from zero. This bias arises from the 
leverage caused by the responses recorded for the most concentrated standard solution. 



Question 16 

The observed results were as follows: 





1 


2 


3 


Experiment 
4 5 6 


7 8 


Result identifier (Table C.37) 
Observed result (mgL“') 


s 

1.10 


t 

1.06 


ll 

0.96 


V W X 

0.84 0.96 0.86 


V z 

1.06 1.05 



The calculated effects (A,) on the results due to changing each parameter are shown in Table C.37. 
The critical difference is calculated from 



, . , ts 2.262 X 0.02 



0.032 



where t is the two-tailed-Student’s t value at the 95% confidence level for nine degrees of 
freedom taken from Appendix A, Table A.4 (remember that the degrees of freedom relate to the 
estimate of .s). 

The differences calculated for parameters D, C and G are greater than lAcutl- We can therefore 
conclude that changing these parameters by the amount specified in the experimental plan has a 
significant effect on the amount of the additive extracted from diesel oil. 



Question 17 

The general form of the equation for calculating the limit of detection is 



LOD = .To + 



In this case results are corrected for a blank reading so xq = 0. However, results were not corrected 
by independent blank readings - each result in Table C. 19 was corrected by the same blank reading. 
Therefore k; = yj\ + 1/«b = («b = 1). 

An approximate estimate of the LOD can be obtained assuming v = oo. The one-tailed Stu- 
dent’s t value for a = p = 0.05 and v = oo is 1.645 (Appendix A, Table A.4). The LOD is given by 

LOD = (1.41 X 0.0048 x 1.645) + (1.41 x 0.0048 x 1.645) = 0.022 mg L^* 

A more rigorous estimate can be obtained using the t value for the number of degrees of freedom 
associated with the estimate of The t value for v= 11 is 1.796. The LOD becomes 

LOD == (1.41 X 0.0048 x 1.796) + (1.41 x 0.0048 x 1.796) = 0.024 mg L^ 



1 



Questions and Solutions 



255 



Table C.37 Evaluation of results from a ruggedness study of the extraction of an additive from 
diesel oil. 



Parameter 


Mean of results at normal value 


Mean of results at alternative value 


Difference 


A 


4 


7 + + f + = 0.9825 

4 


Aa = 


0.0075 


B 


<■' + '+"' + -'>.0.995 
4 


0.9775 

4 


Ab = 


0.0175 


C 


{s + u + w + y) ^ 

4 


+ + 0.9525 

4 


Ac = 


0.0675 


D 


+ ^ + = 1.0675 

4 


7 + '’+77+") = 0.905 
4 


Ad = 


0.1625 


E 


= 0.9925 
4 


Q + v+tv + y) 

4 


Ae = 


0.0125 


F 


- 0.9875 
4 


.(f+7 + 7+,f)- 0.985 
4 


Ap ^ 


0.0025 


G 


(^ + '' + ^ + >')-0.965 

4 


+ + 1.0075 

4 


Ag = 


-0.0425 



Question 18 

A standard uncertainty is an uncertainty expressed as a standard deviation. 

1 . This information is a tolerance in the form ‘x ± a\ If a rectangular distribution is assumed, the 
standard uncertainty is calculated by dividing a by -\/3: 

u = 0.08/73 = 0.046 mL 

If a triangular distribution is assumed (which would be appropriate if there is evidence to 
suggest that values closer to lOOmL are more likely than values at the extremes of the tol- 
erance range), the standard uncertainty is calculated by dividing a by 76: 

M = 0.08/76 = 0.033 mL 



2. This information is a confidence interval of the form x±c/ at 95% confidence. Since the 
number of degrees of freedom is unknown, the standard uncertainty is calculated assuming 
large degrees of freedom so d is divided by 1.96: 

M = 0.0004/1.96 = 0.0002 g 

3. This information is a tolerance in the form ‘x±a’. Assuming a rectangular distribution: 



M = 0.1/73 = 0.058% 
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4. This information is expressed as a standard deviation. Since a standard uncertainty is defined 
as an uncertainty estimate expressed as a standard deviation, no conversion is necessary: 

u = 0.00021 g 

5. This information is in the form of an expanded uncertainty. The standard uncertainty is 
obtained by dividing the expanded uncertainty by the stated coverage factor: 

rr = 0.03/2 = 0.015 mL 



Question 19 

The manufacturing tolerance is expressed in the form x ± a. Assuming a rectangular distribution, 
the standard uncertainty is u = 0.01/-\/3 = 0.0058 mL. 

The precision of filling and emptying the pipette is expressed as a standard deviation, so no 
conversion of the data is required. 

The estimate of the effect of the laboratory temperature dilfering from the flask calibration 
temperature is already expressed as a standard uncertainty. 

All three uncertainty estimates are expressed in terms of their effect on the measurement result. 
They can therefore be combined using the basic rule for the combination of variances to give the 
uncertainty in the volume of liquid delivered by the pipette, u{V)\ 

u{V) = \/0.00582 + 0.00162 + O.OOOhP = 0.0060 mL 



Question 20 

1. The standard uncertainties are shown in Table C.38. 

2. The uncertainty in the mass of the material is obtained by combining the standard uncer- 
tainties associated with the balance calibration and the balance precision: 



u{m) = a/O.00022 -f 0.0000412 = o.0002g = 0.2 mg 



Table C.38 Standard uncertainties associated with estimating the uncertainty in the concentration 
of a standard solution. 



Source of uncertainty 


Conversion required 


Standard uncertainty 


Balance calibration 


Data expressed as expanded uncertainty. Divide by 
stated coverage factor, k = l 


0.0002 g 


Precision of balance 


None - expressed as a standard deviation 


0.000041 g 


Purity 


Data expressed as a tolerance. Assume a rectangular 
distribution so divide by \/3 


0.00058 


Tolerance of flask 


Assume a rectangular distribution so divide by \/3 


0.046 mL 


Precision of filling the 
flask to the calibration 
line 


None - expressed as a standard deviation 


0.017 mL 


Effect of the laboratory 
temperature differing 
from the flask calibra- 
tion temperature 


None - expressed as a standard uncertainty 


0.031 mL 
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The uncertainty in the volume of the solution is obtained by combining the standard uncer- 
tainties associated with the flask tolerance, precision of filling the flask and temperature elfects: 



u{V) = V0.0462 + 0 . 0172 + 0.0312 = 0.058 mL 
3. The concentration of the solution C, expressed in mgL“', is calculated from 



C = ^ X 1000 = X 1000 = 1004.0mgL-> 



V 



100 



The equation used to calculate the concentration involves multiplication and division. The 
standard uncertainties in m, p and V are therefore combined as relative uncertainties: 



u{C) 1 


u{m) 


2 

+ 


'u{p) 


2 

+ 


r«(F)i 


c V 


m 




1. p \ 




!_ V J 



Therefore: 



u{C) = 1004 X 




/0.00058\ 
0.999 ) 



/0.058\ 

\^J 



2.16mgL-‘ 



Question 21 



1. The equation for calculating the concentration of the sodium hydroxide solution involves 
multiplication and division. The uncertainty associated with precision is expressed as a rela- 
tive standard deviation. The most straightforward way to incorporate precision into the 
model is therefore to include a multiplicative term which is equal to 1 with a relative uncer- 
tainty equal to 0.0005. 

The extended model including the precision term is therefore 



CNaOH = 



1000 X otkhp X />khp o 

Tt ^ ^ ^method 

Mkhp X Ft 



2. The spreadsheet is shown in Figures C.lOa and C.lOb. The former shows the values and the 
latter shows the cell references. 

3. The expanded uncertainty is calculated by multiplying the standard uncertainty by an appro- 
priate coverage factor. For approximately 95% confidence a coverage factor of k=2 is used: 

U = 2 x 0.0001 = 0.0002 mol 



Question 22 

1. The target value p is 3.8mgkg“' and the standard deviation is 0.08mgkg“' 
Warning limits (~95% confidence) are calculated as 

I.l±2s = 3.8±2x0.08 = 3.8±0.16 
The warning limits are therefore drawn at 3.96 and 3.64mgkg“'. 
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A 


B 


C 


D 


E 


F 


G 


H 


1 


Parameter 


Value 


U 












2 


rriKHP 


0.3888 


0.00013 


0.38893 


0.3888 


0.3888 


0.3888 


0.3888 


3 


pKHP 


1.0 


0.00029 


1 


1.00029 


1 


1 


1 


4 


Mkhp 


204.2212 


0.0038 


204.2212 


204.2212 


204.225 


204.2212 


204.2212 


5 


Vt 


18.64 


0.013 


18.64 


18.64 


18.64 


18.653 


18.64 


6 


P method 

(relative) 


1 


0.0005 


1 


1 


1 


1 


1.0005 


7 


















8 


C NaOH 


0.10214 


0.00010 


0.10217 


0.10217 


0.10213 


0.10206 


0.10219 


9 








0.0000342 


0.0000296 


-0.0000019 


-0.00007118 


0.00005107 



Figure C.lOa Spreadsheet for the evaluation of the uncertainty in the concentration of a sodium hydroxide 
solution - values 





A 


B 


C 


D 


E 


F 


G 


H 


1 


Parameter 


Value 


U 












2 


mKHp 


0.3888 


0.00013 


=$B2-P$C2 


=$B2 


=$B2 


=$B2 


=$B2 


3 


Pkhp 


1.0 


0.00029 


=$B3 


=$B3-P$C3 


=$B3 


=$B3 


II 

□0 

UJ 


4 


M KHP 


204.2212 


0.0038 


=$B4 


=$B4 


=$B4-I-$C4 


=$B4 


=$B4 


5 


Vt 


18.64 


0.013 


=$B5 


=$B5 


=$B5 


=$B5-F$C5 


=$B5 


6 


P method 
(relative) 


1 


0.0005 


=$B6 


=$B6 


=$B6 


=$B6 


=$B6-F$C6 


7 


















8 


r 


=(1000+B2* 


=SQRT 


=(1000+D2* 


=(1000*E2* 


=(1000*F2*F3 


=(1000*G2* 


=(1000*H2* 




^ NaOH 


B3*B6) 


(SUMSQ 


D3*D6) 


E3*E6) 


*F6) 


G3*G6) 


H3*H6) 






/(B4*B5) 


(D9:H9)) 


/(D4+D5) 


/(E4*E5) 


/(F4*F5) 


/(G4*G5) 


/(H4*H5) 


9 








=D8-$B$8 


=E8-$B$8 


=F8-$B$8 


=G8-$B$8 


=H8-$B$8 



Figure C.lOb Spreadsheet for the evaluation of the uncertainty in the concentration of a sodium hydroxide 
solution - cell references 



Action limits (~99.7% confidence) are calculated as 

= 3.8±3 X 0.08 = 3.8 ±0.24 

The action limits are therefore drawn at 4.04 and 3.56mgkg“’. 

The Shewhart chart is shown in Figure C.ll. 

2. On three occasions the results breached the lower warning limit but stayed within the action 
limit. Flowever, on all three occasions, the next result obtained was well within the warning 
limits. There are no trends in the data (that is, no drift or step changes), so the system can be 
considered to be under control. 

3. The calculation of the cumulative sum is shown in Table C.39 and the CuSum chart is shown 
in Figure C.12. Remember that for interpretation using a V-mask, the axes should be scaled so 
that the divisions on both axes are the same length. A division on the x-axis should represent a 
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4.1 n 

4.0 

3.9 

3.8 

3.7 

3.6 ^ 



3.5 



0 2 46 8 10 12 14 16 18 20 22 24 26 28 30 32 34 36 38 40 

Measurement No. 



Figure C.ll Shewhart chart constructed from data in Table C.22. 



Table C.39 Calculation of the cumulative sum for data shown in Table C.22. 



Measure- 
ment No. 


QC result 

(n) 


X~jl 


c , 


Measure- 
ment No. 


QC result 
(n) 


.X~fl 


c , 


1 


3.83 


0.03 


0.03 


21 


3.90 


0.10 


- 0.43 


2 


3.73 


- 0.07 


- 0.04 


22 


3.65 


- 0.15 


- 0.58 


3 


3.74 


- 0.06 


- 0.10 


23 


3.74 


- 0.06 


- 0.64 


4 


3.80 


0.00 


- 0.10 


24 


3.82 


0.02 


- 0.62 


5 


3.70 


- 0.10 


- 0.20 


25 


3.82 


0.02 


- 0.60 


6 


3.92 


0.12 


- 0.08 


26 


3.77 


- 0.03 


- 0.63 


7 


3.86 


0.06 


- 0.02 


27 


3.80 


0.00 


- 0.63 


8 


3.71 


- 0.09 


- 0.11 


28 


3.85 


0.05 


- 0.58 


9 


3.77 


- 0.03 


- 0.14 


29 


3.77 


- 0.03 


- 0.61 


10 


3.82 


0.02 


- 0.12 


30 


3.83 


0.03 


- 0.58 


11 


3.74 


- 0.06 


- 0.18 


31 


3.70 


- 0.10 


- 0.68 


12 


3.92 


0.12 


- 0.06 


32 


3.65 


- 0.15 


- 0.83 


13 


3.63 


- 0.17 


- 0.23 


33 


3.63 


- 0.17 


- 1.00 


14 


3.71 


- 0.09 


- 0.32 


34 


3.74 


- 0.06 


- 1.06 


15 


3.65 


- 0.15 


- 0.47 


35 


3.84 


0.04 


- 1.02 


16 


3.95 


0.15 


- 0.32 


36 


3.71 


- 0.09 


- 1.11 


17 


3.74 


- 0.06 


- 0.38 


37 


3.71 


- 0.09 


- 1.20 


18 


3.70 


- 0.10 


- 0.48 


38 


3.83 


0.03 


- 1.17 


19 


3.92 


0.12 


- 0.36 


39 


3.80 


0.00 


- 1.17 


20 


3.63 


- 0.17 


- 0.53 


40 


3.77 


- 0.03 


- 1.20 



single unit (that is, measurement number), whereas a division on the _r-axis should be 
equivalent to 2a j ^ = 2 x 0.08/vT = 0.16 

4. In Figure C.12, the V-mask is shown overlaying the point at measurement number 33. Some 
of the preceding points fall outside the arms of the mask, indicating that the mean of the 
measurement results has shifted significantly. If the mask is overlaid on the chart at point 15, 
one of the preceding points falls outside of the mask. After this point, the data continues on a 
downward trend. 
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Table C.40 Data from a proficiency testing round for the determination of copper in soil using 



aqua regia extraction. 



Laboratory ID No. 


Result Xj (mg kg ‘ ) 


\Xi - median\ 


Xi - .X'a 


CTp 


1 


90 


34.16 


-2.85 


2 


127 


2.84 


0.24 


3 


121 


3.16 


-0.26 


4 


126.2 


2.04 


0.17 


5 


134 


9.84 


0.82 


6 


123 


1.16 


-0.10 


7 


109.92 


14.24 


-1.19 


8 


122 


2.16 


-0.18 


9 


143 


18.84 


1.57 


10 


137 


12.84 


1.07 


11 


145 


20.84 


1.74 


12 


118 


6.16 


-0.51 


13 


141 


16.84 


1.40 


14 


135 


10.84 


0.90 


15 


124.16 


0.00 


0.00 


16 


116 


8.16 


-0.68 


17 


112 


12.16 


-1.01 


18 


130 


5.84 


0.49 


19 


146 


21.84 


1.82 


20 


130 


5.84 


0.49 


21 


117 


7.16 


-0.60 


22 


78.5 


45.66 


-3.81 


23 


121.3 


2.86 


-0.24 


24 


127.4 


3.24 


0.27 


25 


116.2 


7.96 


-0.66 


26 


123 


1.16 


-0.10 


27 


140.23 


16.07 


1.34 


Mean 


124.22 






Standard deviation 


15.35 






Median 


124.16 






MAD 




7.96 




MADe 




11.8 





Questions and Solutions 

Question 23 
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1. The mean, standard deviation, median and MADg are shown in Table C.40 together with the 
absolute deviations used to calculate MADe and the resulting z-scores. 

2. To calculate MADe for this data set, first calculate the absolute dilference (the deviation) 
between each result and the median and then find the median of these values. The median of 
the absolute deviations (MAD) is 7.96mgkg“'. This is converted to an estimate of standard 
deviation (MADe) by multiplying by 1.483: 

MADe = 1-483 x 7.96 = 11.8mgkg^‘ 

3. In this case, the mean and the median are very similar so either could be used as the target 
value. Since there appear to be some low outliers, however, the z-scores shown in Table C.40 
were calculated using an assigned value Xa= 124.16mgkg“* based on the median. The 
standard deviation for proficiency assessment is set independently by the organiser as 
(7p= 12mgkg“'. The z-scores are therefore calculated as 

X;- 124.16 
“ 12 

4. The result reported by laboratory number 1 would be considered questionable as the z-score is 
2<|z|<3. The result reported by laboratory number 22 would be considered unsatisfactory 
as |z| >3. The performance of all the other laboratories is considered satisfactory as |z| <2. 

Question 24 

1. The median of the results is 42.98 %abv. 

2. The z-score is calculated from z = (x - In this case, the assigned value = 

42.98 %abv and the target standard deviation dp = 0.03 %abv. The z-score for each parti- 
cipant is shown in Table C.41. 



Table C.41 z-Scores for participants from a proficiency testing scheme for the determination of 



the alcoholic strength of spirits. 



Laboratory 
ID No. 


z-Score 


Laboratory 
ID No. 


z-Score 


1 


0.00 


18 


-0.67 


2 


-0.67 


19 


-0.33 


3 


0.33 


20 


-0.33 


4 


1.33 


21 


0.33 


5 


0.33 


22 


0.00 


6 


0.33 


23 


1.00 


7 


-0.33 


24 


-0.67 


8 


0.67 


25 


0.67 


9 


-0.67 


26 


-8.00 


10 


0.67 


27 


0.00 


11 


-2.67 


28 


-3.33 


12 


-0.67 


29 


-0.67 


13 


0.67 


30 


0.00 


14 


1.00 


31 


0.33 


15 


-0.33 


32 


0.00 


16 


-1.00 


33 


0.00 


17 


0.33 
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Figure C.13 Plot of z-scores from a proficiency testing scheme for the determination of the alcoholic 
strength of spirits. Laboratory identifiers are shown on each bar. Horizontal dashed and 
dotted lines are at z = — 3 and z= ±2, respectievly. 



3. A plot of the ordered z-scores is shown in Figure C.13. The z-scores show that the perfor- 
mance of laboratories 26 and 28 would be considered unsatisfactory (|z|>3). The perfor- 
mance of laboratory 11 is questionable (2<|z|<3). The performance of all the other 
participants is considered satisfactory (|z|<2). 
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